
DRAFT BID EVALUATION REPORT FOR PURCHASE OF PHYSIOTHERAPY AND 

GYMNASIUM EQUIPMENT UNDER ADP SCHEME “STRENGTHENING OF 

REHABILITATION SERVICES FOR PHYSICALLY DISABLED AT HEALTH DEPARTMENT 

KP” FOR F.YEAR 2020-21 

Announcement of Bid Evaluation Report: 

All concerned to please note in the public interest that: 

1. Reference, your bid submitted on the subject cited above which was opened on 06 April 

2021, subsequently evaluated and draft Technical Evaluation report was 

shared/announced as a pre requisite of the procurement process under KPPRA rule 45. 

Subsequently meeting for opening of Financial Bid was held on 07 May 2021, after 

giving the opportunity of personal hearing to the bidders. The draft Bid Evaluation 

Report (BER) has been prepared. 

2. This is a draft Evaluation Report (BER) to serve the only purpose of insuring 

transparency, equity, fairness and openness in the bidding process by providing equal 

opportunities to all concerned bidders to have access to information related to their bids 

and fair competition; and  

3. This BER will be kept hoisted on the following websites till 10:00AM on 28 May, 2021; 

www.healthkp.gov.pk and www.dhiskp.gov.pk. 

4. This BER is not an approved legal document to have any authority or weightage or value 

for any legal proceedings in any court of LAW or any other forum; and  

5. This BER is been shared to eliminate the possibility of any error in terms of figures or 

words related to quoted items/model/make and the prices offered in the bids; and  

6. It is reiterated that this BER is not a final report and hence cannot be used as an evidence 

or argument for award of contract, and or justification of supply order to the successful 

bidder; and  

7. Moreover it is informed that contract agreement and supply order shall be issued subject 

to the availability/ release of fund from Govt. Failure to release of fund for subject 

procurement, the Provincial Coordinator of the subject project will not be liable for 

placing supply order to the successful bidder/s. 

8. All possible efforts have been made to reduce human errors and omissions but still 

inadvertent errors and omissions may possibly be expected in this report for which it is 

hereby hoisted as a pre requisite function of the process. All the bidders participating in 

this bidding process are expected thoroughly examined this report and point out any error 

or omission in terms of quoted price unit price, Financial and total marks obtained etc of 

products or any other details if any. 

9. Any feedback related to error and omission must reach to the office of Provincial 

Coordinator Strengthening Of Rehabilitation Services For Physically Disabled DGHS  

old FATA Secretariat Warsak Road Peshawar, not later than 10:00AM on 28 May,2021 

Thursday in written form duly signed and attested by the bidder. The feedback may also 

be communicated through Email at, srspd.health.kpk@gmail.com, and  

10. Any comments, feedback etc. received after the above mentioned cut off time and date 

will not be considered and the so finalized BER will be placed before the committee been 

apex body for finalizing the competition in the best public interest.   

http://www.healthkp.gov.pk/
http://www.dhiskp.gov.pk/
mailto:srspd.health.kpk@gmail.com


Draft Combined Comparative Statement of Financial & Technical  Evaluation Report of Category-A, for Procurement of Physiotherapy 

and Gymnasium equipment For F.Y 2020-21, under ADP Scheme Strengthening of Rehabilitation Services for Physically Disabled at 

Health Department Old FATA Secretariat Building, Warsak Road, Peshawar. 
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01. 
M/S Mercy 

Enterprises 

Short Wave Diathermy 

Model: DX-500 

Make: Electonica Pagani 

Italy 

86 60.2 1328300 29.76285 89.96285 Responsive  

02. M/S Mediline 

Short Wave Diathermy 

Model: DX-500 

Make: Electronica Pagani 

Italy 

86 60.2 1459000 27.09664 87.29664 Responsive  



03. 
M/S Technology 

Link 

Short Wave Diathermy 

Model: Curaplus 

Make: Enaraf Nonius 

Netherland 

84 58.8 1757000 22.50085 81.30085 Responsive  

04. M/S Star Tech 

Short Wave Diathermy 

Model: Gymna Thermo 

500+ 

Make: Gymna 

Belgium 

92 64.4 2600000 15.20538 79.60538 Responsive  

05. 
M/S Human Health 

Care 

Short Wave Diathermy 

Model: Thermatur 200+ 

Make: TUR 

therapicthechnic GMBH 

Germany 

65 45.5 1317800 30 75.5 Responsive  

06. M/S BIOS 

Short Wave Diathermy 

Model: Mega Pulse Senior 

265 

Make: EMS Physio 

UK 

0 0 0 0 0 

Non Responsive  

 1.Valid Embassy attested Authorization  

not available. 

07. M/S Aair Medicals 

Short Wave Diathermy 

Model: DX-500 

Make: Electronica Pagani 

Italy 

0 0 0 0 0 

Non Responsive  

 Valid Embassy attested Authorization  not 

available. 

08. 
M/S Quality 

Medical Services 

Short Wave Diathermy 

Model: Physiotherms  

Make: Physio Made  

Germany 

0 0 0 0 0 

Non Responsive  

1Valid Embassy attested Authorization  not 

available. 

2.Valid mandatrory Certificate not 

available 

09. 
M/S KASBN 

Inernational 

Short Wave Diathermy 

Model: Thermopro 

Make: Zimmer 

Germany 

0 0 0 0 0 

Non Responsive  

Major deviation of single arm instead of 

dual aram as per Approved Specifications. 

  

01. Mediline 

Ultra Sonic Therapy 

Model: US13 

Make: Emildue(AC 

International) 

Italy 

86 60.2 378000 30 90.2  Responsive  



02. 
KASBN 

Inernational 

Ultra Sonic Therapy 

Model: Fisiosonic 

Make: Fisiosonic 

Italy 

88 61.6 414414 27.36394 88.96394 Responsive 

03. 
Human Health 

Care 

Ultra Sonic Therapy 

Model: Sonotar Lite 

Make: TUR 

therapicthechnic GMBH 

Germany 

65 45.5 387000 29.30233 74.80233 Responsive 

04. Star Tech 

Ultra Sonic Therapy 

Model: Mediosono 2 ECO 

Make: Iskra Medical d.o.o 

Slovenia 

82 57.4 695000 16.31655 73.71655 Responsive 

05. Technology Link 

Ultra Sonic Therapy 

Model: Sonoplus 490 

Make: Enaraf Nonius 

Netherland 

0 0 0 0 0 

Non Responsive   

1. having only one Treatment head instead 

of two heads as per approved SBDs. 

06. Mercy Enterprises 

Ultra Sonic Therapy 

Model: US 13 

Make: AC International 

Italy 

0 0 0 0 0 

Non Responsive  

The firm has authorization from AC 

INTERNATIONAL (ITALY). The coated 

item is from AC INTERNATIONAL while 

the mandatory certificate for the quoted 

item is to Project Blue Generation 

07. BIOS 

Ultra Sonic Therapy 

Model: CAT:EMS 460 

Make: EMS 

UK 

0 0 0 0 0 

Non Responsive  

1. Authorization letter not attested from 

embassy. 

08. Aair Medicals 

Ultra Sonic Therapy 

Model: Intelect Mobile 2 

Make: DJO Chattoonga 

USA 

0 0 0 0 0 

Non Responsive  

1. Authorization letter not attested from 

embassy. 

Also Major deviation as having only one 

head. 

09. 
Quality Medical 

Services 

Ultra Sonic Therapy 

Model: IONOSON Expert 

3rd Edition 

Make: Physio Made 

Germany 

0 0 0 0 0 

Non Responsive  

1. Authorization letter not attested from 

embassy. 

2.Also major deviation as U/S and electric 

stimulator in combo. 



  

01. Mediline 

Electric Stimulator 

Model: Firing EVO 

Make: EMILDUE SRL (AC 

Internatiional) 

Italy 

86 60.2 300000 30 90.2 Responsive 

02. Technology Link 

Electric Stimulator 

Model: Endomed 484 

Make: Enaraf Nonius 

Netherland 

84 58.8 482000 18.672199 77.472199 Responsive 

03. KASBN Inernational 

Electric Stimulator 

Model: MODOLO 

Make: Fisioline 

Italy 

82 57.4 749490 12.008166 69.408166 Responsive 

04. Star Tech 

Electric Stimulator 

Model: MEDIO MULTI ECO 

Make: Iskra Medical d.o.o 

Slovenia 

82 57.4 750000 12 69.4 Responsive 

05. Mercy Enterprises 

Electric Stimulator 

Model: Firing EVO 

Make: AC International 

Italy 

0 0 0 0 0 

Non Responsive  

The firm has authorization from AC 

INTERNATIONAL (ITALY). The quoted item 

is from AC INTERNATIONAL while the 

mandatory certificate for the quoted item is to 

Project Blue Generation 

06. BIOS 

Electric Stimulator 

Model:  Primo Multidynne 

970 Make: EMS 

UK 

0 0 0 0 0 

Non Responsive  

 1. Authorization letter not attested from 

embassy. 

2. Minor deviation of IF mode not available. 

07. Aair International 

Electronic Stimulator 

Model: Intelect Mobile 2 

Make: DJO Chattoonga 

USA 

0 0 0 0 0 

Non Responsive  

1.Authorization letter not attested from 

embassy. 

2. major deviation as U/S and electric 

stimulator in combo. 

08. 
Quality Medical 

Services 

Electric Stimulator 

Model: Physio DYN 

Make: IONOSON Expert 3rd 

Edition 

Germany 

0 0 0 0 0 

Non Responsive  

1. Authorization letter not attested from 

embassy. 

2.Major deviation as U/S and electric stimulator 

in combo. 

  



01. Mercy Enterprises 

Hydrocollator 

Model: mobile heating unit 

SS-2 

Make: Chattanooga 

USA 

86 60.2 470000 30 90.2 Resposnive 

02. Star Tech 

Hydro collator                  

Model: ET-8-S                    

Make: WHITE HALL               

USA 

82 57.4 495000 28.484848 85.884848 Responsive 

03. Technology Link 

Hydrocollator 

Model: WB8-90 

Make: Enaraf Nonius 

Netherland 

78 54.6 677000 20.827179 75.427179 

Responsive 

Two minor deviations having no heat up and 

cool down time and only 4 out of 8 hotpacks 

mentioned  

04. BIOS 

Hydrocollator 

Model: LNC 415 

Make: EMS  

UK 

0 0 0 0 0 

Non  Responsive  

1.Authorization letter not attested from 

embassy. 

2. Minor deviation of power supply 220-240 

whereas in SBD it is 110-230.  

3. minor deviation of Heatup and cool down 

time. 

05. Aair International 

Hydrocollator 

Model: T8S 

Make: White Hall 

USA 

0 0 0 0 0 

Non  Responsive  

1. Valid embassy attested authoprization not 

available 

2. No mandatory international certificate 

attached. 

06. 
Quality Medical 

Services 

Hydrocollator 

Model: M-2 

Make: Chattanooga 

USA 

0 0 0 0 0 

Non  Responsive  

1.  Authorization letter not attested from 

embassy. 

2. Mandatory international certificate expired 

  

01. Mercy Enterprises 

Infra Red 

Model: Solmed DUO 

Make: Meden Inmed 

Poland 

84 58.8 328920 30 88.8 Responsive 

 



Draft Combined Comparative Statement of Financial & Technical Evaluation Report of Category-B Gymnasium equipments, for Procurement of Physiotherapy and 

Gymnasium equipment For F.Y 2020-21, under ADP Scheme Strengthening of Rehabilitation Services for Physically Disabled at Health Department Old FATA Secretariat 

Building, Warsak Road, Peshawar. 
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1 Aair Medicals 
Captain Wheel/Shoulder 

Wheel 

0 0 0 0 0 

Non responsive as having 

no authorization letter 

2 Mediline 
Captain Wheel/Shoulder 

Wheel 
82 57.4 9000 30 87.4 

Responsive 

3 Quality Medical Services 
Captain Wheel/Shoulder 

Wheel 

0 0 0 0 0 

Non responsive as having 

no authorization letter 

4 Mercy Enterprices 
Captain Wheel/Shoulder 

Wheel 
91 63.7 9625 28.05 91.75 

Responsive 

1 Aair Medicals Ladder  Wodden 

0 0 0 0 0 

Non responsive as having 

no authorization letter 

2 Mediline Ladder  Wodden 

80 56 24500 27.86 83.86 

Responsive 

3 Quality Medical Services Ladder  Wodden 

0 0 0 0 0 

Non responsive as having 

no authorization letter 

4 Mercy Enterprices Ladder  Wodden 

81 56.7 22750 30 86.7 

Responsive 

1 Aair Medicals 
Parrallel Bar Adjustable with 

moveable mirror 
0 0 0 0 0 

Non responsive as having 

no authorization letter 

2 Mediline 
Parrallel Bar Adjustable with 

moveable mirror 
72 50.4 55000 14.32 64.72 

Responsive 



3 Quality Medical Services 
Parrallel Bar Adjustable with 

moveable mirror 
0 0 0 0 0 

Non responsive as having 

no authorization letter 

4 Mercy Enterprices 
Parrallel Bar Adjustable with 

moveable mirror 
81 56.7 26250 30 86.7 

Responsive 

1 Aair Medicals Dumble Set 

0 0 0 0 0 

Non responsive as having 

no authorization letter 

2 Mediline Dumble Set 
70 49 38900 22.67 71.67 

Responsive 

3 Mercy Enterprices Dumble Set 
79 55.3 29400 30 85.3 

Responsive 

1 Aair Medicals BP Set Mechnical 
0 0 0 0 0 

Non responsive as having 

no authorization letter 

2 Mercy Enterprices BP Set Mechnical 
69 48.3 14400 30 78.3 

Responsive 

1 Aair Medicals Stetho Scope 
0 0 0 0 0 

Non responsive as having 

no authorization letter 

2 Quality Medical Services Stetho Scope 
0 0 0 0 0 

Non responsive as having 

no authorization letter 

3 Mercy Enterprices Stetho Scope 
59 41.3 2100 30 71.3 

Responsive 

1 Aair Medicals Towel 

0 0 0 0 0 

Non responsive as having 

no authorization letter 

2 Mercy Enterprices Towel 
59 41.3 5400 30 71.3 

Responsive 



1 Aair Medicals Foot Rest 

0 0 0 0 0 

Non responsive as having 

no authorization letter 

2 Mercy Enterprices Foot Rest 
79 55.3 3500 30 85.3 

Responsive 

1 Aair Medicals Canes Adjustable 
0 0 0 0 0 

Non responsive as having 

no authorization letter 

2 Quality Medical Services Canes Adjustable 
0 0 0 0 0 

Non responsive as having 

no authorization letter 

3 Mercy Enterprices Canes Adjustable 
75 52.5 2100 30 82.5 

Responsive 

1 Aair Medicals Walker Adjustable 

0 0 0 0 0 

Non responsive as having 

no authorization letter 

2 Quality Medical Services Walker Adjustable 

0 0 0 0 0 

Non responsive as having 

no authorization letter 

3 Mercy Enterprices Walker Adjustable 
71 49.7 4375 30 79.7 

Responsive 

1 Aair Medicals Wheel Chair 
0 0 0 0 0 

Non responsive as having 

no authorization letter 

2 Quality Medical Services Wheel Chair 
0 0 0 0 0 

Non responsive as having 

no authorization letter 

3 Mercy Enterprices Wheel Chair 
79 55.3 32000 30 85.3 

Responsive 

1 Aair Medicals Cruches Adjustable 

0 0 0 0 0 

Non responsive as having 

no authorization letter 

2 Quality Medical Services Cruches Adjustable 
0 0 0 0 0 

Non responsive as having 

no authorization letter 



3 Mercy Enterprices Cruches Adjustable 
63 44.1 3150 30 74.1 

Responsive 

1 Aair Medicals Pully System 

0 0 0 0 0 

Non responsive as having 

no authorization letter 

2 Mediline Pully System 
75 52.5 17900 22.00 74.50 

Responsive 

3 Mercy Enterprices Pully System 
63 44.1 13125 30 74.1 

Responsive 

1 Aair Medicals Hand Gripe 
0 0 0 0 0 

Non responsive as having 

no authorization letter 

2 Mediline Hand Gripe 
75 52.5 510 23.18 75.68 

Responsive 

3 Mercy Enterprices Hand Gripe 
73 51.1 394 30 81.1 

Responsive 

1 Aair Medicals Fine Motor skill Equipment 
0 0 0 0 0 

Non responsive as having 

no authorization letter 

2 Mediline Fine Motor skill Equipment 

65 45.5 12600 16.67 62.17 

Responsive 

3 Mercy Enterprices Fine Motor skill Equipment 
83 58.1 7000 30 88.1 

Responsive 

1 Aair Medicals Wobble Board 

0 0 0 0 0 

Non responsive as having 

no authorization letter 

2 Mediline Wobble Board 

75 52.5 2700 30 82.5 

Responsive 

3 Mercy Enterprices Wobble Board 
70 49 3150 25.71 74.71 

Responsive 



1 Aair Medicals Stationery Cycle 
0 0 0 0 0 

Non responsive as having 

no authorization letter 

2 Mediline Stationery Cycle 
32 22.4 170000 9.46 31.86 

Responsive but sample not 

available 

3 Mercy Enterprices Stationery Cycle 
73 51.1 53625 30 81.1 

Responsive 

1 Aair Medicals Floor Mate 

0 0 0 0 0 

Non responsive as having 

no authorization letter 

2 Mediline Floor Mate 
65 45.5 9300 16.94 62.44 

Responsive 

3 Quality Medical Services Floor Mate 
0 0 0 0 0 

Non responsive as having 

no authorization letter 

4 Mercy Enterprices Floor Mate 
73 51.1 5250 30 81.1 

Responsive 

1 Aair Medicals 
Gynasium/Therapy Balls 

(Large, Medium and Small) 
0 0 0 0 0 

Non responsive as having 

no authorization letter 

2 Mediline 
Gynasium/Therapy Balls 

(Large, Medium and Small) 66 46.2 5700 30 76.2 
Responsive 

3 Quality Medical Services 
Gynasium/Therapy Balls 

(Large, Medium and Small) 
0 0 0 0 0 

Non responsive as having 

no authorization letter 

4 Mercy Enterprices 
Gynasium/Therapy Balls 

(Large, Medium and Small) 63 44.1 8910 19.19 63.29 
Responsive 

1 Aair Medicals Wedges and Rolls 
0 0 0 0 0 

Non responsive as having 

no authorization letter 

2 Mediline Wedges and Rolls 
76 53.2 14500 25.45 78.65 

Responsive 



 

3 Mercy Enterprices Wedges and Rolls 
73 51.1 12300 30 81.1 

Responsive 

1 Aair Medicals Therabands 
0 0 0 0 0 

Non responsive as having 

no authorization letter 

2 Mediline Therabands 
66 46.2 4000 29.7 75.9 

Responsive 

3 Quality Medical Services Therabands 

0 0 0 0 0 

Non responsive as having 

no authorization letter 

4 Mercy Enterprices Therabands 
73 51.1 3960 30 81.1 

Responsive 

1 Mediline Adjustable Couch/ Tilt Table 
26 18.2 395000 15.95 34.15 

Responsive but sample not 

available 

2 Human Health care  Adjustable Couch/ Tilt Table 
15 10.5 887000 7.10 17.60 

Responsive but sample not 

available 

3 Quality Medical Services Adjustable Couch/ Tilt Table 
0 0 0 0 0 

Non responsive as having 

no authorization letter 

4 Mercy Enterprices Adjustable Couch/ Tilt Table 
74 51.8 210000 30 81.8 

Responsive 

1 Aair Medicals Treadmill 

0 0 0 0 0 

Non responsive as having 

no authorization letter 

2 Mediline Treadmill 
32 22.4 400000 17.94 40.34 

Responsive but sample not 

available 

3 Quality Medical Services Treadmill 

15 10.5 0 0 10.5 

Non responsive as having 

no authorization letter 

4 Mercy Enterprices Treadmill 
74 51.8 239250 30 81.8 

Responsive 


