
SELECTION & RATE CONTRACTING FOR MACHINERY & EQUIPMENT, 

INSTRUMENTS & OTHER HOSPITAL SUPPLIES, ETC. FOR THE YEAR 2021-22 

All concerned to please note in the public interest that:  

Reference your bid submitted on subject cited above which was opened 5th July 2021.  

1. It is to inform you that the process of technical evaluation has been completed and this Draft 

Technical Evaluation Report is hereby shared/ announced as a pre-requisite of the procurement 

process under KPPRA Rule 45.  

2. The attached proformas indicating marks given to your bid/s is sent to you for your 

information, clarification, and corrections, if any.  

3. This Draft Technical Evaluation Report is to serve the only purpose of ensuring more 

transparency and equity in the procurement process by providing equal opportunities to all 

concerned bidders to have access to information related to their bids and fair competition; and  

4. This list is being shared to eliminate the possibility of any error in terms of figures or words 

related to quoted items in the bids; and  

5. It is stressed to please note that this list is in no way a final document to be used as an evidence 

or argument for selection of products for rate contracting; and  

6. All possible efforts have been made to reduce human errors and omissions, but still inadvertent 

errors and omissions may possibly be expected in this list. All the bidders participating in this 

bidding competition are expected and requested to thoroughly examine this document and 

point out any error or omission in terms of quoted items, names, strength, quantity, total marks 

obtained, etc. of products or any other details which have wrongly been entered into this list.  

7. Any feedback related to errors and omissions must reach the office of DGHS Peshawar not 

later than 5.00 p.m. on 11th October 2021 (Monday), in written form duly signed and stamped 

by the responsible relevant person of the firm, and email in soft (word format attached-A) on 

pcdghs@gmail.com. 

8. Grievance Redressal Committee/s for observation/ grievances / reservation on technical 

evaluation report will redress all reservation/appeals/observation and their decision will be 

final. In order to promote fairness and transparency in procurement process by giving 

opportunity firm wise personal hearing will be conducted and changes (if any) will be 

incorporated accordingly in final Technical Evaluation Report. 

mailto:pcdghs@gmail.com


9. Any comments, feedback etc. received after the above-mentioned cut-off time and date (Para-

7 above) will not be considered. 

 

 

A. RESERVATION/ GRIEVANCES/ OBSERVATION FORMAT IN HARD COPY AS 

WELL AS SOFT COPY THROUGH EMAIL IN SOFT (WORD FORMAT 

ATTACHED). 

Procurement Cell Email for grievance in soft form: pcdghs@gmail.com 

Name of the Firm: ……………………………………………….……………………………… 

S.No Equipment / Item 

Name 

Observation/Appeal/reservation Office Use only 

(DGHS) 

1    

2    

3    

4    

5    
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9    

10    
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1 M/S Novatek Pakistan

Air Purification System

Model: Airocide GCS-50

Make: Akida Holdings LLC

Country of Origin: USA

25 0 Yes Yes No 2 0 0 5 0 Yes 1 3 0 0 Yes 2 2 2 2 2 2 Yes 2 2 52 Responsive

1 M/S Ideal Business Products Peshawar

Anesthesia Machine with Cardiac Monitor having two 

vaporizers

Model: A9800

Make: ORICARE 

Country of origin: China

25 0 Yes Yes No 2 0 0 0 2 Yes 1 3 1 0 Yes 2 2 2 2 2 2 Yes 2 2 50 Responsive

2 M/S Total Technologies

Anesthesia Machine with Cardiac Monitor having two 

vaporizers

Model: Leon Plus

Make: Lowenstein Medical

Country of Origin: Germany

Patient Monitor

Model: X12

Make: Edan Instrument Inc

Country of Origin: China

25 0 No Yes Yes 2 0 0 3 1 Yes 1 3 1 2 Yes 2 2 2 2 2 2 Yes 2 2 54 Responsive

3 M/S Digionics Pvt Ltd

Anesthesia Machine with Cardiac Monitor having two 

vaporizers

Model: Prima 450

Make: Penlon

Country Of Origin: UK

25 0 Yes Yes No 2 0 0 5 0 Yes 1 2 0 2 Yes 2 2 2 2 2 2 Yes 2 2 53 Responsive

4 M/S Gulf Marketing International

Anesthesia Machine with Cardiac Monitor having two 

vaporizers

Model: s-6200

Make: Superstar

Country Of Origin: China

0 0 No Yes No 0 0 0 0 0 Yes 0 0 0 0 Yes 0 0 0 0 1 0 Yes 2 2 5

Non Responsive

Embassy attested authorization not provided.

Two out of three mandatory certificate not 

provided.

No Technical Brochure Attached.

Cardiac Monitor not quoted with Anesthesia 

Machine,

5 M/S Friends Traders

Anesthesia Machine with Two Vaporizers

 Model: Anesthesia Workstation A5 With Umec15 Patient 

Monitor

Make: Mindray Bio-Medical Electronics.

Country Of origin: China.

25 2 Yes Yes No 2 2 0 5 4 Yes 1 3 1 2 Yes 2 2 2 2 2 2 Yes 2 2 63 Responsive

1 M/S Jasani Scientifics

Argon Laser

Model:GYC 500

Make:Nidek 

Country of origin: Japan

25 0 Yes Yes No 2 0 0 2 2 Yes 1 2 1 0 Yes 2 2 2 2 2 2 Yes 2 0 49
Responsive

1. Subject to clarify delivery time i.e 90 days 

instead of 120 days.

2 M/S Latif Brothers

Argon Laser

Model:Vitra 2

Make: Quantel Medical 

Country Of Origin: France

25 0 Yes Yes No 2 0 0 4 4 Yes 1 3 1 0 Yes 2 2 2 2 2 2 Yes 2 0 54 Responsive

1 M/S Medical Equipment System 

Auto Refractor with Karatometer

Model: RC-800

Make: Tomey Corporation

Country of Origin: Japan

25 0 No Yes Yes 2 0 0 0 0 Yes 1 3 1 2 Yes 2 2 2 2 2 2 Yes 2 0 48 Responsive

2 M/S Radiant Medical (pvt) Ltd 

Auto Refractor with Karatometer

Model: Speedy k2

Make:Right Mfg.Co,Ltd

Country of Origin:Japan

25 0 No Yes Yes 0 0 0 0 0 Yes 1 3 1 0 Yes 2 2 2 2 2 2 Yes 2 2 46 Responsive

Conformance  To Specification

Technical Evaluation Criteria for the Purchase of Category-A Equipment for FY 2021-2022

Product International  

Certification

Personnel/

Human  Resource

Firm Evaluation Parameters

After Sale Product Local Performance
Workshop facility 

Testing/Calibration of Equipment
Firm Financial Strength Firm Registration

Product Evaluation Parameter

RemarksName of equipmentFirm Name
S#

Manufacturer 

Performance

Two certificates are mandatory 

having no marks while producing 

three certificates will get 3 marks.
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3 M/S Latif Brothers

Auto Refractor with Karatometer

Model:Accuref-K900

Make:Rexam 

Country of Origin: Japan

25 0 No Yes Yes 2 0 0 0 0 Yes 1 3 1 0 Yes 2 2 2 2 2 2 Yes 2 0 46 Responsive

4 M/S Jasani Scientifics

Auto Refractor with Karatometer

Model:HRK-1

Make:Huvitz 

Country of Origin:Korea

25 0 Yes Yes No 2 0 0 2 0 Yes 1 2 1 0 Yes 2 2 2 2 2 2 Yes 2 0 47
Responsive

1. Subject to clarify delivery time i.e 90 days 

instead of 120 days.

1 M/S Medical Equipment System 

B. Scan

Model: UD800

Make: Tomey Corporation

Country of Origin: Japan

25 0 No Yes Yes 2 0 0 0 0 Yes 1 3 1 2 Yes 2 2 2 2 2 2 Yes 2 0 48 Responsive

2 M/S Latif Brothers

B. Scan

Model:Compact Touch

Make:Quantel Medical 

Country of Origin:Japan

25 0 Yes Yes No 2 0 0 3 4 Yes 1 3 1 0 Yes 2 2 2 2 2 2 Yes 2 0 53 Responsive

3 M/S Jasani Scientifics

B. Scan

Model:EchoscanUS 4000

Make:Nidek

Country of Origin: Japan

25 0 Yes Yes No 2 0 0 1 2 Yes 1 2 1 0 Yes 2 2 2 2 2 2 Yes 2 0 48
Responsive

1. Subject to clarify delivery time i.e 90 days 

instead of 120 days.

1 M/S Allmed Solution

Bronchoscope Flexible full set with all accessories 

Model: 11910TK

Make: Karl Storz SE &  CO KG, USA

25 0 Yes Yes No 2 0 0 1 0 Yes 1 3 0 2 Yes 2 2 2 2 2 2 Yes 2 0 48 Responsive

2 M/S Vertex Medical (Pvt) Ltd

Bronchoscope Flexible full set with all accessories

Model: EB530S

Light Source

Model: XL-4450

Full HD Vedio Processor

Model: VP-3500 HD

Make: Fuji Film Japan

Country of Origin: Japan

0 0 No Yes Yes 2 0 0 1 0 Yes 1 3 1 2 Yes 2 2 2 2 2 2 Yes 2 2 26

Responsive

1. Subject to clarify the internal storage in vedio 

system. 

3 M/S Friends Traders

Bronchoscope Flexible full set with all accessories

Model: HD-500 (Video Processor), HDL-500X(Light 

Source Xenon), EB-500(HD Video Bronchoscope)

Make:Sonoscape Medical,

Country Of origin: China.

25 0 Yes Yes No 2 0 0 0 0 Yes 1 3 1 2 Yes 2 2 2 2 2 2 Yes 2 2 50 Responsive

4 M/S Endo Kare 

BRONCHOSCOPE FLEXIBLE FULL SET WITH ALL 

ACCESSORIES

MODEL:BF-PE2

MAKE:OLYMPUS

25 0 Yes No Yes 2 0 0 0 0 Yes 1 3 1 0 Yes 2 2 2 0 2 2 Yes 2 0 44 Responsive

5 M/S Mediland Pakistan

Bronchoscope Flexible full set with all accessories

Model:FB-18RBS

Make:Pentax Medical Hoya corporation

Country of Origin: Japan

25 0 Yes Yes No 2 0 0 4 2 Yes 1 3 1 0 Yes 2 2 2 2 2 2 Yes 2 0 52 Responsive

6 M/S Verizon 

Bronchoscope Flexible full set with all accessories

Model:Part No:7260011,Video system Medicap USB 300

Make:Richard Wolf 

Country Of Origen:Germany

25 0 Yes Yes No 2 0 0 1 0 Yes 1 3 1 0 Yes 2 2 2 1.5 2 2 Yes 2 0 46.5 Responsive

1 M/S Allmed Solution

Bronchoscope Rigid

Telescope Model:  Hopkins 

Make: karl storz Switzerland 

Model: LED Nova 150 (Light Source)

Make: Karl Storz, Germnay.

25 0 Yes Yes No 2 0 0 0 0 Yes 1 3 0 2 Yes 2 2 2 2 2 2 Yes 2 0 47 Responsive

1 M/S MKJ Associates

Cardiac Monitor for Category C &  low-level Hospitals

Model:CMS8000

Make:Contec Medical systems Co., Ltd

Country of Origin:China

25 0 Yes Yes No 2 2 0 0 1 Yes 1 3 1 0 Yes 2 2 2 2 2 2 Yes 2 2 51 Responsive

2 M/S Ideal Business Products Peshawar

Cardiac Monitor for Category C & low level Hospitals

 Model G3D 

 General Meditech Inc 

Country of Origin :China

25 0 Yes Yes No 2 0 0 1 1 Yes 1 3 1 0 Yes 2 2 2 2 2 2 Yes 2 2 50 Responsive

3 M/S Platinum Corporation

Cardiac Monitor for Category C & Low Level Hospitals

Model  : K12

Make Creative Medical

Country of origin  : China

25 0 Yes Yes No 2 0 0 0 0 Yes 1 3 1 0 Yes 2 2 2 2 2 2 Yes 2 0 46 Responsive

4 M/S Medical Equipment System 

Cardiac Monitor for Category C & low level Hospitals

Model: Cube Compact

Make: Space Lab

Country of Origin: USA

0 0 Yes Yes No 2 0 0 0 0 Yes 1 3 1 2 Yes 2 2 2 2 2 2 Yes 2 0 23
Responsive

Subject to clarify the arithmia analysis.

5 M/S Capri Medical

Cardiac Monitor for Category C & low level Hospitals

Model: G3D

Make: General Meditech

Country of Origin: China

0 0 Yes No No 0 0 0 0 0 Yes 1 3 1 0 Yes 2 2 2 1.5 2 2 Yes 2 2 20.5

Non Responsive

1. Two mandatory certificates are not availible. 

CE certificate for the quoted model is not 

availible.

6 M/S Hospicare System

Cardiac Monitor for Category C & low level Hospitals

Model: Q5

Make: Guandong Biolight Meditech Co., Ltd

Country of Origin: China

0 0 No Yes No 2 0 0 0 0 Yes 1 3 1 0 Yes 2 2 2 1 2 2 Yes 2 0 20
Non Responsive

1. USFDA issued to the quoted model is without 

arrhythmia detection or alams.

7 M/S Total Technologies

Cardiac Monitor for Category C & low level Hospitals

Model: X12

Make: Edan Instrument Inc

Country of Origin: China

25 0 Yes Yes No 2 0 0 1 1 Yes 1 3 1 2 Yes 2 2 2 2 2 2 Yes 2 2 52 Responsive

8 M/S Med Express 

Cardiac Monitor for Category C & low level Hospitals

Model:C-80

Make:comen 

Country of origin: China

25 0 Yes Yes No 2 2 0 0 0 Yes 1 3 1 0 Yes 2 2 2 2 2 2 Yes 2 2 50 Responsive

9 M/S Mediland Pakistan

Cardiac Monitor for Category C & low level Hospitals

Model:Effcia CM12

Make:Philips Medical System 

Country of Origin:Netherlands

25 0 Yes Yes No 2 0 0 0 0 Yes 1 3 1 0 Yes 2 2 2 2 2 2 Yes 2 0 46 Responsive
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10 M/S Friends Traders

Cardiac Monitor for category C and low level hospitals 

Model: Umec 12 

Make: Mindray Bio-Medical Electronics,

Country Of origin: China.

25 2 Yes Yes No 2 2 0 5 4 Yes 1 3 1 2 Yes 2 2 2 2 2 2 Yes 2 2 63 Responsive

1 M/S Friends Traders

Cardiac Monitor for DHQ level hospital.

Model: Umec 15

Make: Mindray Bio-Medical Electronics, 

Country Of origin: China.

25 2 Yes Yes No 2 2 0 5 4 Yes 1 3 1 2 Yes 2 2 2 2 2 2 Yes 2 2 63 Responsive

2 M/S Capri Medical

Cardiac Monitor for Higher level Hospital 

Model: G3L

Make: General Meditech

Country of Origin: China

0 0 Yes No No 0 0 0 0 0 Yes 1 3 1 0 Yes 2 2 2 1.5 2 2 Yes 2 2 20.5

Non Responsive

1. Two mandatory certificates are not availible. 

CE certificate for the quoted model is not 

availible.

3 M/S Total Technologies

Cardiac Monitor for Higher level Hospital

Model: IM80

Make: Edan Instrument Inc

Country of Origin: China

25 0 Yes Yes No 2 0 0 1 1 Yes 1 3 1 2 Yes 2 2 2 2 2 2 Yes 2 2 52 Responsive

4 M/S Hospicare System

Cardiac Monitor for Higher level Hospital

Model: Q7

Make: Guandong Biolight Meditech Co., Ltd

Country of Origin: China

0 0 No Yes No 2 0 0 0 0 Yes 1 3 1 0 Yes 2 2 2 1 2 2 Yes 2 0 20
Non Responsive

1. USFDA issued to the quoted model is without 

arrhythmia detection or alams.

5 M/S Med Express 

Cardiac Monitor for Higher level Hospital

Model:C-50

Make:Comen

Country of origin: China

25 0 Yes Yes No 2 2 0 0 0 Yes 1 3 1 0 Yes 2 2 2 2 2 2 Yes 2 2 50 Responsive

6 M/S Mediland Pakistan

Cardiac Monitor for Higher level Hospital

Model:Effcia CM150

Make:Philips Medical System 

Country of Origin:Netherlands

25 0 Yes Yes No 2 0 0 0 0 Yes 1 3 1 0 Yes 2 2 2 2 2 2 Yes 2 0 46 Responsive

7 M/S Ideal Business Products Peshawar

Cardiac Monitor for Higher level Hospital.

Model: G3L

Make:GENERAL MEDITECH INC. 

Country of Origin :China

25 0 Yes Yes No 2 0 0 1 1 Yes 1 3 1 0 Yes 2 2 2 2 2 2 Yes 2 2 50 Responsive

8 M/S Platinum Corporation

Cardiac Monitor for Higher Level Hospitals

Model  : K15

Make   : Creative Medical

Country of origin  : China

25 0 Yes Yes No 2 0 0 0 0 Yes 1 3 1 0 Yes 2 2 2 2 2 2 Yes 2 0 46 Responsive

1 M/S Friends Traders

Cardiac Monitor with Defibrilator

Model: BeneHeart D6 Defibrilator

Make: Mindray Bio-Medical Electronics, 

Country Of origin: China.

0 0 No Yes No 2 2 0 5 1 Yes 1 3 1 2 Yes 2 2 2 2 2 2 Yes 2 2 33
Non Responsive

Two out of Three mandatory certificate not 

provided.

2 M/S Medical Equipment System 

Cardiac Monitor with Defibrillator

Model: M2

Make: Zoll Medical USA

Country of Origin: USA

0 0 Yes No No 0 0 0 0 0 Yes 1 3 1 2 Yes 2 2 2 2 2 2 Yes 2 0 21

Non Responsive

1. Two mandatory certificates not availible. 

CEMDD Expire. 2. Not according to 

specifications

1 M/S Friends Traders

Color Doppler Machine

MODEL: DC-40

Make: Mindray Bio-Medical Electronics, 

Country Of origin: China.

25 2 Yes Yes No 2 2 0 5 4 Yes 1 3 1 2 Yes 2 2 2 2 2 2 Yes 2 2 63 Responsive

2 M/S Biotech Services

Color Doppler Machine

Model: My Lab X5

Make: Esaote S.P.A Italy

Country of Origin: Italy

25 0 Yes Yes No 2 0 0 1 0 Yes 1 3 1 2 Yes 2 2 2 2 2 2 Yes 0 2 49 Responsive

3 M/S Medequips (Pvt) Ltd

Color Doppler Machine

Model: Xario 100G

Make: Canon Medical System

Country of Origin: Japan

0 0 Yes Yes 3 0 0 0 5 4 Yes 1 3 1 2 Yes 2 2 2 2 2 2 Yes 2 0 33
Responsive

Subject to clarify 

1. Printer make model not mentioned.

4 M/S IBS Pharmaceuticals

Color Doppler Machine

Model: Zoncare-M5

Make: Wuhan Zoncare Bio Medical Electronics Co., Ltd

Country of Origin: China

0 0 Yes Yes No 2 2 0 0 0 Yes 1 3 1 0 Yes 2 2 2 2 2 2 Yes 2 2 25

Non Responsive

1. Not according to the specifications, the quoted 

model has 2 online ports while the required is 3 

online port.

1 M/S Fuji Film Pakistan Pvt Ltd

CR System (computerized radiography system) with 

compatible UPS

Model: PRIMA T2 CR_IR392

Make: Fuji film Japan

Manufacturing: China

25 0 Yes Yes 3 2 2 0 5 3 Yes 1 3 1 1 Yes 2 2 2 2 2 2 Yes 0 0 58 Responsive

2 M/S Medequips (Pvt) Ltd

CR System (computerized radiography system) with 

compatible UPS

Model: Regius Sigma II & Drypro Sigma II

Make: Konica Minolta

Country of Origin: Japan

25 2 Yes Yes No 0 0 0 5 0 Yes 1 3 1 2 Yes 2 2 2 2 2 2 Yes 2 0 53 Responsive

3 M/S Radiant Medical (pvt) Ltd 

CR System (computerized radiography system) with 

compatible UPS

Model: Vita flex

Make: Carestream Health

Country of Origin: China 

25 0 Yes Yes No 2 0 0 0 0 Yes 1 3 1 0 Yes 2 2 2 2 2 2 Yes 2 2 48 Responsive

4 M/S Agfa HealthCare 

CR System (computerized radiography system) with 

compatible UPS

Model:Cr 15 X

Make:Agfa 

Country of Origin: Germany

25 2 Yes Yes No 2 2 0 5 4 Yes 1 3 1 2 Yes 2 2 2 2 2 2 Yes 2 2 63 Responsive

1 M/S Allmed Solution

Cystoscope Flexible set with light source complete

Model: 11272CK1 (US),

Led Nova 150 (Light Source, Germany)

Make: Karl Storz..

25 0 Yes Yes No 2 0 0 1 0 Yes 1 3 0 2 Yes 2 2 2 2 2 2 Yes 2 0 48 Responsive

2 M/S Endo Kare 

Cystoscope Flexible set with light source complete

MODEL: CYF-5

MAKE:OLYMPUS 

Country of origin:Japan

25 0 Yes No Yes 2 0 0 0 0 Yes 1 3 1 0 Yes 2 2 2 0 2 2 Yes 2 0 44 Responsive

3 M/S Verizon 

Cystoscope flexible set with light source complete

Model:Part no.7315001,HD Camera :55251081

Make:richard Wolf

Country of origin:Germany

25 0 Yes Yes No 2 0 0 3 0 Yes 1 3 1 0 Yes 2 2 2 1.5 2 2 Yes 2 0 48.5 Responsive
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1 M/S Hospital Supply Corporation 

Dialysis Machine

Model: DBB 06

Make:Nikkiso

Country of Origin : Japan

25 0 Yes 3 Yes 2 0 0 5 2 Yes 1 3 1 0 Yes 2 2 2 2 2 2 Yes 2 2 58 Responsive

2 M/S Nipro Medical Pvt Ltd 

Dialysis Machine

Model:Surdial 55 Plus 

Make: Nipro corporation 

Country of Origin :Japan

25 0 No Yes Yes 2 0 0 0 0 Yes 1 0 1 0 Yes 2 2 2 1 1 1 Yes 2 0 40 Responsive

1 M/S Siemens Healthineer

Digital Fluoroscopy Unit

Model:  Luminos dRF Max

Make: Siemens, 

Country Of Origin: Germany.

25 2 Yes Yes 3 2 2 0 1 1 Yes 1 3 1 1 Yes 2 2 2 2 2 2 Yes 2 2 58 Responsive

2 M/S Medequips (Pvt) Ltd

Digital Fluoroscopy Unit

Model: Raffine-I

Make: Canon Medical System

Country of Origin: Japan

25 0 No Yes Yes 0 0 0 5 1 Yes 1 3 1 2 Yes 2 2 2 2 2 2 Yes 2 0 52
Responsive

1. USFDA for the quoted model is recalled. 

3 M/S Hoora Pharma 

Digital Fluoroscopy Unit

Model:Felxavision F3

Make:shimadu

Country of origin: Japan

23 0 No Yes Yes 2 0 0 0 0 Yes 1 3 1 2 Yes 2 2 2 2 2 2 Yes 2 2 48 Responsive

1 M/S Total Technologies

Digital OPG X Ray

Model: Orthophos S 2D Ceph

Make: Dentsply Sirona

Country of Origin: Germany

25 0 Yes Yes No 2 0 0 2 1 Yes 1 3 1 2 Yes 2 2 2 2 2 2 Yes 2 2 53 Responsive

2 M/S Friends Traders

Digital OPG X-Ray

Model: Papaya Plus

Make: Genoray, 

Country Of origin: Korea.

25 0 Yes Yes No 2 0 0 0 0 Yes 1 3 1 2 Yes 2 2 2 2 2 2 Yes 2 2 50 Responsive

1 M/S Medequips (Pvt) Ltd

DR system for existing X-ray machines with compatible 

UPS

Model: Aero DR Series (SKR 4000)

Make: Konica Minolta

Country of Origin: China

0 0 Yes No No 0 0 0 4 0 Yes 1 3 1 2 Yes 2 2 2 2 2 2 Yes 2 0 25

Non Responsive

1. Two mandatory certificates are not availible. 

CE and MHLW certificate for the quoted item is 

issued to Japan while the country of origin is 

China. 

2 M/S Medco Medical Equipment Co.

DR system for existing X-ray machines with compatible 

UPS

Model: BSD3543W

BT-DB22W

Make: Bontech Co. Ltd

Country of Origin: Korea

25 2 Yes Yes No 2 2 0 5 0 Yes 1 3 1 2 Yes 2 2 2 2 2 2 Yes 2 2 59 Responsive

3 M/S Fuji Film Pakistan Pvt Ltd

DR system for existing X-ray machines with compatible 

UPS

Model: FDR Devo II G35 (14X17)

Make: FujiFilm, Japan.

25 0 Yes Yes No 2 2 0 4 2 Yes 1 3 1 1 Yes 2 2 2 2 2 2 Yes 0 0 53 Responsive

4 M/S Radiant Medical (pvt) Ltd 

DR system for existing X-ray machines with compatible 

UPS

Model: Focus 35C

Make: Carestream Health

Country of Origin:China

25 0 Yes Yes No 2 0 0 0 0 Yes 1 3 1 0 Yes 2 2 2 2 2 2 Yes 2 2 48 Responsive

5 M/S Matora Engineering Corporation

DR system for existing X-ray machines with compatible 

UPS

Model: PIXX 1417

Make: Pixxgen Corporation

Country of Origin: Korea

25 0 Yes Yes No 2 2 0 0 0 Yes 1 3 1 0 Yes 2 2 2 2 2 2 Yes 2 2 50 Responsive

6 M/S Alam Medix 

DR system for existing X-ray machines with compatible 

UPS

Model:1417WCC

Make:Rayence 

Country of Origin:Korea

25 0 Yes Yes No 2 0 0 2 1 Yes 1 3 1 0 Yes 2 2 2 2 2 2 Yes 2 2 51 Responsive

7 M/S Bios

DR system for existing X-ray machines with compatible 

UPS

Model:EVS 3643

Make:Drtech 

Country of Origin:Korea

25 0 Yes Yes No 2 0 0 2 0 Yes 1 3 1 0 Yes 2 2 2 1 1.5 2 Yes 2 0 46.5 Responsive

8 M/S Agfa HealthCare 

DR system for existing X-ray machines with compatible 

UPS

Model:FXRD-3643vaw

Make:Vieworks

Country of Origin: Korea

25 0 Yes Yes No 2 2 0 2 2 Yes 1 3 1 2 Yes 2 2 2 2 2 2 Yes 2 2 56 Responsive

1 M/S Friends Traders

Echo Machine

MODEL: DC-40

Make: Mindray Bio-Medical Electronics, 

Country Of origin: China.

25 2 Yes Yes No 2 2 0 5 4 Yes 1 3 1 2 Yes 2 2 2 2 2 2 Yes 2 2 63 Responsive

2 M/S Biotech Services

Echo Machine

Model: My Lab X5

Make: Esaote S.P.A Italy

Country of Origin: Italy 

25 0 Yes Yes No 2 0 0 1 0 Yes 1 3 1 2 Yes 2 2 2 2 2 2 Yes 0 2 49 Responsive

3 M/S Medequips (Pvt) Ltd

Echo Machine

Model: Xario 200G

Make: Canon Medical System

Country of Origin: Japan

0 0 Yes No Yes 0 0 0 5 4 Yes 1 3 1 2 Yes 2 2 2 2 2 2 Yes 2 0 30
Responsive

Subject to clarify 

1. Printer make model not mentioned.

1 M/S Friends Traders

Elisa Machine (Reader, incubator shaker and Washer) 

Programmable with UPS

MODEL:MR96+MW-12A

Make: Mindray Bio-Medical Electronics,

Country Of origin: China.

0 0 No Yes No 2 2 0 0 0 Yes 1 3 1 2 Yes 2 2 2 2 2 2 Yes 2 2 27
Non Responsive

Two out of Three mandatory certificate not 

provided.

2 M/S IBS Pharmaceuticals

Elisa Machine (Reader, incubator shaker and Washer) 

Programmable with UPS 

Model: Immunochem-2100, Immunochem 2200, 

Immunochem 2600

Make: High Technology Inc

Country of Origin: USA

0 0 No No No 2 0 0 1 0 Yes 1 3 1 0 Yes 2 2 2 2 2 2 Yes 2 2 24

Non Responsive

1. Mandatory product certificates are not availible. 

Free sales certificate attached instead of CEMDD 

and Certificate to forign government instead of 

USFDA(510K) 
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3 M/S Diagnostic Medical Associates

Elisa Machine (Reader, incubator shaker and Washer) 

Programmable with UPS

Model: Gea,Saga

Make: Linear Chemical

Country Of Origin: Spain

0 0 No No No 2 0 0 1 0 Yes 0 3 1 1 Yes 2 2 2 0 2 2 Yes 2 0 20
Non Responsive

Two out of three mandatory certificates not 

provided.

1 M/S Vertex Medical (Pvt) Ltd

Endoscope Gastro duodenal

Model: EG-530WR

Light Source

Model: XL-4450

Full HD Vedio Processor

Model: VP-3500 HD

Make: Fuji Film Japan

Country of Origin: Japan

0 0 No Yes Yes 2 0 0 2 0 Yes 1 3 1 2 Yes 2 2 2 2 2 2 Yes 2 2 27

Responsive

1. Subject to clarify the internal storage in vedio 

system. 

2 M/S Friends Traders

Endoscope Gastro duodenal

Model: HD-500 (HD Video Processor), HDL-500X(Light 

Source Xenon), EG-500L(HD Gastroscope)

Make: Sonoscape Medical, 

Country Of origin: China.

25 0 Yes Yes No 2 0 0 0 1 Yes 1 3 1 2 Yes 2 2 2 2 2 2 Yes 2 2 51 Responsive

3 M/S Allmed Solution

Endoscope Gastro Duodenal

Model: Silver scope (Gastroscope, Estonia),

CO2mbi LED SCB,

TM220 Monitorn (Germany)

Monitor: 27 "  full HD (Karl Storz Japan)

25 0 Yes Yes No 2 0 0 1 0 Yes 1 3 0 2 Yes 2 2 2 2 2 2 Yes 2 0 48 Responsive

4 M/S Mediland Pakistan

Endoscope Gastro duodenal

Model:EG290KP

Make:Pentax Medical Hoya corporation

Country of Origin: Japan

25 0 Yes Yes Yes 2 0 0 5 2 Yes 1 3 1 0 Yes 2 2 2 2 2 2 Yes 2 0 53 Responsive

5 M/S Endo Kare 

ENDOSCOPE GASTRO DUODENAL

MODEL:GIF-H170

LIGHTSOURCE MODEL:CV-170

DISINFECTOR LOCAL MODEL:VIVA-4(SMART)

MAKE:OLYMPUS

Country of origin:Japan

25 0 Yes No Yes 2 0 0 0 0 Yes 1 3 1 0 Yes 2 2 2 0 2 2 Yes 2 0 44 Responsive

1 M/S Sherazi Trading Company (Pvt) Ltd

ETT Machine

Model: Cardiosoft With T2100 ST2

Make: GE Health Care

Country of Origin: USA

25 0 Yes Yes 3 2 2 0 0 0 Yes 1 3 1 2 Yes 2 2 2 2 2 2 Yes 2 2 55 Responsive

2 M/S Hospicare System

ETT Machine

Model: Cubestress HD+ with XR450 treadmill

Make: Cardioline

Country of Origin: Italy

0 0 Yes Yes No 2 0 0 0 0 Yes 1 3 1 0 Yes 2 2 2 1 2 2 Yes 2 0 20
Responsive

Subject to clarify the 

1. QRS analysis and Resting software

3 M/S Radiant Medical (pvt) Ltd 

ETT Machine

Model: X-Scribe

Make;WelchAllyn INC(Mortara)

Country of Origin:USA 

25 0 Yes Yes No 2 0 0 0 0 Yes 1 3 1 0 Yes 2 2 2 2 2 2 Yes 2 2 48 Responsive

4 M/S MKJ Associates

ETT Machine

Model:CONTEC8000S

Make:Contec Medical systems Co., Ltd

Country of Origin:China

0 0 No Yes No 2 2 0 0 0 Yes 1 3 1 0 Yes 2 2 2 2 2 2 Yes 2 2 25
Non Responsive

1.Two out of three mandatory certificates not 

available

1 M/S Friends Traders

Fully Automated Chemistry Analyzer with Stabilizer and 

UPS

Model: BS-200 

Make: Mindray Bio-Medical Electronics,

Country Of origin:  China.

25 0 Yes Yes No 2 2 0 5 4 Yes 1 3 1 2 Yes 2 2 2 2 2 2 Yes 2 2 61 Responsive

2 M/S Gulf Marketing International

Fully Automated Chemistry Analyzer with UPS

Model: CS-300 DIRUI

Make: DIRUI

Country Of Origin: China

0 0 No No No 0 0 0 0 0 Yes 0 0 0 0 Yes 0 0 0 0 1 0 Yes 2 2 5

Non Responsive

Embassya attested authorization not provided.

Two out of three mandatory certificate not 

provided.

3 M/S IBS Pharmaceuticals

Fully Automated Chemistry Analyzer with UPS

Model: FC-360

Make: High Technology Inc

Country of Origin: USA

0 0 No No No 2 0 0 0 0 Yes 1 3 1 0 Yes 2 2 2 2 2 2 Yes 2 2 23

Non Responsive

1. Mandatory product certificates are not availible. 

Free sales certificate attached instead of CEMDD 

and Certificate to forign government instead of 

USFDA(510K) 

4 M/S Diagnostic Medical Associates

Fully Automated Chemistry Analyzer with UPS

Model: P500

Make: Diatron

Country Of Origin: Hungry

0 0 No No No 2 0 0 4 1 Yes 0 3 1 1 Yes 2 2 2 0 2 2 Yes 2 0 24
Non Responsive

Two out of three mandatory certificates not 

provided.

5 M/S Biocare Enterprises

Fully Automated Chemistry Analyzer with UPS

Model: Selectra Pro-M Lite

Make: Elitech Netherland

Country of Origin: Netherland

0 0 Yes No No 0 0 0 0 0 Yes 0 0 0 0 Yes 2 2 2 1.5 0 0 Yes 2 0 9.5
Non Responsive

1. Authorization is not embassy attested.

2. Two mandatory certificates are not availible.

6 M/S Hoora Pharma 

Fully Automated Chemistry Analyzer with UPS

Model:Dimension exl 200

Make:siemens healthineers 

Country of Origin:USA

25 2 Yes Yes No 2 2 0 5 2 Yes 1 3 1 2 Yes 2 2 2 2 2 2 Yes 2 2 61 Responsive

1 M/S Biotech Services

Grey Scale Portable / Mobile Ultrasound Machine

Model: DUS60

Make: Edan Instrument Inc

Country of Origin: China

0 0 Yes Yes No 2 0 0 0 0 Yes 1 3 1 2 Yes 2 2 2 2 2 2 Yes 0 2 23
Non Responsive

1. Embassy attested authorization not availible.

2 M/S Shahco Medical Pvt Ltd

Grey Scale Portable / Mobile Ultrasound Machine

Model: E-1 PRO

Make: Sonoscape Medical Corporation

Country Of origin: China

0 0 Yes No No 2 0 0 0 0 Yes 1 3 0 0 Yes 2 2 2 2 2 2 Yes 0 0 18
Non Responsive

Embassy Attested Authorization not attached.

CE certificate in no longer valid.

3 M/S Friends Traders

Grey Scale Portable / Mobile Ultrasound Machine

Model: DP-10 

Mindray Bio-Medical Electronics CO., LTD Country Of 

origin: China

25 0 Yes Yes No 2 2 0 5 3 Yes 1 3 1 2 Yes 2 2 2 2 2 2 Yes 2 2 60 Responsive

1 M/S Ijaz Enterprises

Hematology Analyzer 3 Part differential with UPS

Model: ALERE H380

Make: Alere Medical Pvt Ltd

Country of Origin: Hungary

0 0 No No No 0 0 0 0 0 Yes 0 0 0 0 Yes 2 2 2 0 2 0 Yes 0 0 8
Non Responsive

1. No embassy attested authorization availible.

2. 3rd party authorization submitted.
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2 M/S Friends Traders

Hematology Analyzer 3 Part differential with UPS

Model: BC-20S 

Make: Mindray Bio-Medical Electronics, 

Country Of origin: China. 

0 0 No Yes No 2 2 0 5 1 Yes 1 3 1 2 Yes 2 2 2 2 2 2 Yes 2 2 33
Non Responsive

Two out of Three mandatory certificate not 

provided.

3 M/S IBS Pharmaceuticals

Hematology Analyzer 3 Part differential with UPS

Model: MicroCC-20 Plus

Make: High Technology Inc

Country of Origin: USA

0 0 No No No 2 0 0 0 0 Yes 1 3 1 0 Yes 2 2 2 2 2 2 Yes 2 2 23

Non Responsive

1. Mandatory product certificates are not availible. 

Free sales certificate attached instead of CEMDD 

and Certificate to forign government instead of 

USFDA(510K) 

4 M/S Gulf Marketing International

Hematology Analyzer 3 Part differential with UPS

Model: Mythic 18

Make: Orphee

Country Of Origin: Switzerland

0 0 No No No 0 0 0 0 0 Yes 0 0 0 0 Yes 0 0 0 0 1 0 Yes 2 2 5

Non Responsive

Embassya attested authorization not provided.

Two out of three mandatory certificate not 

provided.

5 M/S Biocare Enterprises

Hematology Analyzer 3 Part differential with UPS

Model: Swelab Alpha Plus

Make: Boule Medical AB Sweden

Country of Origin: Sweden

0 0 No No No 0 0 0 0 0 Yes 0 0 0 0 Yes 2 2 2 1.5 0 0 Yes 2 0 9.5
Non Responsive

1. Authorization is not embassy attested.

2. Two mandatory certificates are not availible.

6 M/S Diagnostic Medical Associates

Hematology Analyzer 3 Part differential with UPS

Model: Abacus 380

Make: Diatron

Country Of Origin: Hungry

0 0 No No No 2 0 0 4 0 Yes 0 3 1 1 Yes 2 2 2 0 2 2 Yes 2 0 23
Non Responsive

Two out of three mandatory certificates not 

provided.

7 M/S Hoora Pharma 

Hematology Analyzer 3 Part differential with UPS

Model:advia 360

Make:siemens healthineers

Country of origin :Hungray

25 0 Yes Yes No 2 2 0 4 3 Yes 1 3 1 2 Yes 2 2 2 2 2 2 Yes 2 2 59 Responsive

1 M/S Friends Traders

Hematology Analyzer 5 Part differential with UPS

Model: BC-5120 

Make: Mindray Bio-Medical Electronics, 

Country Of origin: China. 

25 0 No Yes Yes 2 2 0 5 1 Yes 1 3 1 2 Yes 2 2 2 2 2 2 Yes 2 2 58 Responsive

2 M/S Ijaz Enterprises

Hematology Analyzer 5 Part differential with UPS

Model: DXH 520

Make: Bechman Coulter

Country of Origin: USA

0 0 No No No 2 0 0 0 0 Yes 0 0 0 0 Yes 2 2 2 0 2 0 Yes 0 0 10
Non Responsive

1. No embassy attested authorization availible.

2. 3rd party authorization submitted.

3 M/S IBS Pharmaceuticals

Hematology Analyzer 5 Part differential with UPS

Model: MicroCC-20 Plus

Make: High Technology Inc

Country of Origin: USA

0 0 No No No 2 0 0 0 0 Yes 1 3 1 0 Yes 2 2 2 2 2 2 Yes 2 2 23

Non Responsive

1. Mandatory product certificates are not availible. 

Free sales certificate attached instead of CEMDD 

and Certificate to forign government instead of 

USFDA(510K) 

4 M/S Gulf Marketing International

Hematology Analyzer 5 Part differential with UPS

Model: Mythic 22 AL

Make: Orphee

Country Of Origin: Switzerland

0 0 No No No 0 0 0 0 0 Yes 0 0 0 0 Yes 0 0 0 0 1 0 Yes 2 2 5

Non Responsive

Embassya attested authorization not provided.

Two out of three mandatory certificate not 

provided.

5 M/S Biocare Enterprises

Hematology Analyzer 5 Part differential with UPS

Model: Swelab Lumi

Make: Boule Medical AB Sweden

Country of Origin: Sweden

0 0 No No No 0 0 0 0 0 Yes 0 0 0 0 Yes 2 2 2 1.5 0 0 Yes 2 0 9.5
Non Responsive

1. Authorization is not embassy attested.

2. Two mandatory certificates are not availible.

6 M/S Hoora Pharma 

Hematology Analyzer 5 Part differential with UPS

Model:advia 560

Make:siemens healthineers

Country of origin :Hungra

0 0 Yes Yes No 2 2 0 4 3 Yes 1 3 1 2 Yes 2 2 2 2 2 2 Yes 2 2 34
Non Responsive

The quoted model have no internal printer 

7 M/S Diagnostic Medical Associates

Hematology Analyzer 5 Part differential with UPS

Model: Abacus 5 Part

Make: Diatron

Country Of Origin: Hungry

0 0 Yes No No 2 0 0 0 0 Yes 0 3 1 1 Yes 2 2 2 0 2 2 Yes 2 0 19
Non Responsive

Two out of three mandatory certificates not 

provided.

1 M/S Friends Traders

High End Color Doppler Machine

 Model: DC-80

 Make: Mindray Bio-Medical Electronics, 

Country Of origin: China.

25 2 Yes Yes No 2 2 0 5 4 Yes 1 3 1 2 Yes 2 2 2 2 2 2 Yes 2 2 63 Responsive

2 M/S Medequips (Pvt) Ltd

High End Color Doppler Machine

Model: Aplio a

Make: Canon Medical System

Country of Origin: Japan

0 0 Yes Yes 3 0 0 0 5 4 Yes 1 3 1 2 Yes 2 2 2 2 2 2 Yes 2 0 33

Responsive

Subject to clarify 

1. System capability 1.5-22MHz.

2. Printer make model not mentioned.

1 M/S Medequips (Pvt) Ltd

High End Echo Machine

Model: Aplio a

Make: Canon Medical System

Country of Origin: Japan

0 0 Yes Yes 3 0 0 0 5 4 Yes 1 3 1 2 Yes 2 2 2 2 2 2 Yes 2 0 33

Responsive

Subject to clarify 

1. System capability 1.5-22MHz.

2. Printer make model not mentioned.

2 M/S Friends Traders

High End Echo Machine

MODEL: DC-80

Make: Mindray Bio-Medical Electronics, 

Country Of origin: China.

25 2 Yes Yes No 2 2 0 5 4 Yes 1 3 1 2 Yes 2 2 2 2 2 2 Yes 2 2 63 Responsive

3 M/S Sherazi Trading Company (Pvt) Ltd

High End Echo Machine

Model: Vivid S60N

Make: GE Health Care

Country of Origin: Norway 

25 0 Yes Yes 3 2 2 0 0 0 Yes 1 3 1 2 Yes 2 2 2 2 2 2 Yes 2 2 55 Responsive

1 M/S Ideal Business Products Peshawar

ICU Central Station for cardiac monitors

Model: 2800

Make: General Meditech, Inc.

Country of origin : China

0 0 No Yes No 0 0 0 0 0 Yes 1 3 1 0 Yes 2 2 2 2 2 2 Yes 2 2 21
Non Responsive

1.Two out of three mandatory certificates not 

available.

2 M/S Hospicare System

ICU Central Station for cardiac monitors

Model: M 6000C

Monitoe modell: Q7

Make: Guandong Biolight Meditech Co., Ltd

Country of Origin: China

0 0 No Yes No 2 0 0 0 0 Yes 1 3 1 0 Yes 2 2 2 1 2 2 Yes 2 0 20
Non Responsive

1. USFDA issued to the quoted model is without 

arrhythmia detection or alams.

3 M/S Mediland Pakistan

ICU Central Station for cardiac monitors

Model:Effcia CMS200

Make:Philips Medical System 

Country of Origin:Netherlands

0 0 No Yes No 2 0 0 0 0 Yes 1 3 1 0 Yes 2 2 2 2 2 2 Yes 2 0 21
Non Responsive

1.Two out of Three mandatory Certificates Not 

Available.

4 M/S Friends Traders

ICU Central Station with Cardiac Monitors for 8/10/12 

Beds 

Model: BeneVision CMS Central Station with Umec 15 

Patient Monitor 

Make: Mindray Bio-Medical Electronics,

Country Of origin: China.

25 2 Yes Yes No 2 2 0 5 4 Yes 1 3 1 2 Yes 2 2 2 2 2 2 Yes 2 2 63 Responsive
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1 M/S Friends Traders

ICU Ventilator (Adult, Neonatal& Paediatric)

MODEL: SV-300 ICU Ventilator

Make: Mindray Bio-Medical Electronics, Country Of 

origin: China.

0 0 No Yes No 2 2 0 5 2 Yes 1 3 1 2 Yes 2 2 2 2 2 2 Yes 2 2 34
Non Responsive

Two out of Three mandatory certificate not 

provided.

2 M/S Ideal Business Products Peshawar

ICU Ventilator (Neonatal& Pediatric & Adult)

 Model V8800

Make:Oricare 

Country of Origin:China

0 0 Yes Yes No 0 0 0 0 0 Yes 1 3 1 0 Yes 2 2 2 2 2 2 Yes 2 2 21
Non Responsive

1.Quoted compressor instead of turbine.

3 M/S Gulf Marketing International

ICU Ventilator (Neonatal& Pediatric & Adult)

Model: S-1100

Make: Choice Med

Country Of Origin: China

0 0 No Yes No 0 0 0 0 0 Yes 0 0 0 0 Yes 0 0 0 0 1 0 Yes 2 2 5

Non Responsive

Embassya attested authorization not provided.

Two out of three mandatory certificate not 

provided.

Quoted model is compresser based.

4 M/S Digionics Pvt Ltd

ICU Ventilator (Neonatal& Pediatric & Adult)

Model: Servo-Air

Make: Getinge Group

Country Of Origin: Sweden

23 0 Yes Yes No 2 0 0 4 2 Yes 1 2 0 2 Yes 2 2 2 2 2 2 Yes 2 2 52 Responsive

5 M/S Med Express 

ICU Ventilator (Neonatal& Pediatric & Adult)

Model: evaluation 3e

Make: Event Medical 

Country of origin: USA

25 1 Yes Yes No 2 2 0 3 4 Yes 1 3 1 0 Yes 2 2 2 2 2 2 Yes 2 2 58 Responsive

1 M/S Endo Kare 

LAPAROSCOPE MACHINE FOR GYNAE/OBS AND 

GENERAL SURGERY

MODEL LIGHT SOURCE:OTV-S200

MODEL CAMERA HEAD:CH-S200-XZ-EB

INSUFULATOR MODEL:UHI-4

MAKE:OLYMPUS 

Country of origin:Japan

25 0 Yes No Yes 2 0 0 2 1 Yes 1 3 1 0 Yes 2 2 2 0 2 2 Yes 2 0 47 Responsive

2 M/S B.Braun Pakistan 

Laparoscope machine for Gynea /OBS and General

Model:Einsteine Vision 

Make:Aesculap

Country of Origin:Germany

25 0 Yes Yes No 2 2 0 5 2 Yes 1 3 1 2 Yes 2 2 2 2 2 2 Yes 2 0 57 Responsive

3 M/S Verizon 

Laparoscope machine for Gynea /OBS and General

Model:Part No:55251081,Camera Head :85525922

Insulator Model:Part No:22350211

Make:Raichard Wolf

Country of Origin:Germany

0 0 Yes Yes No 2 0 0 0 0 Yes 1 3 1 0 Yes 2 2 2 1.5 2 2 Yes 2 0 20.5
Non Responsive

1.The qouted Cauty Make and Model not 

mentioned.

4 M/S Allmed Solution

Laproscope Machine

Model: Image1 S Connect (US),

Image1 S H3-Link (US),

Image1 S H3-Z Camera Head (US),

LED 300 Light Source (Germany),

TM220 Monitor (Japan),

Ensoflator 40SCB(Switzerland),

Autocon 300(Germnay),

Hopkins Telescope Adult & Paeds (Switzerland),

Make: Karl Storz.

25 0 Yes Yes No 2 0 0 4 0 Yes 1 3 0 2 Yes 2 2 2 2 2 2 Yes 2 0 51 Responsive

1 M/S Medco Medical Equipment Co.

Mobile C-Arm/ Image Intensifier (Fluoroscopy)

Model: Anyview-500R

Make: Ecotron Co

Country of Origin: Korea

25 2 Yes Yes No 2 2 0 5 1 Yes 1 3 1 2 Yes 2 2 2 2 2 2 Yes 2 2 60 Responsive

2 M/S Siemens Healthineer

Mobile C-Arm/ Image Intensifier (Fluoroscopy)

Model: Siemens Cios Select

Make: Siemens, 

Country Of Origin: China.

25 0 Yes Yes 3 2 2 0 0 0 Yes 1 3 1 0 Yes 2 2 2 2 2 2 Yes 2 2 53 Responsive

3 M/S Friends Traders

Mobile C-Arm/ Image Intensifier (Fluoroscopy)

MODEL:ZEN 2090 Pro

MAKE : Genoray, 

Country Of origin: Korea.

25 0 Yes Yes No 2 0 0 5 0 Yes 1 3 1 0 Yes 2 2 2 2 2 2 Yes 2 2 53 Responsive

1 M/S Hoora Pharma 

Mobile X-Ray plant 300 mA/125KV AC & Battery 

Operated

Model:mobil Art evolution

Make:shimadzu 

Country of origin :Japan

0 0 Yes Yes Yes 2 0 0 0 0 Yes 1 3 1 2 Yes 2 2 2 2 2 2 Yes 2 2 25
Responsive

1. Subject to clarify numbers  of exposure done on 

fully charged battery.

2 M/S Alam Medix 

Mobile X-Ray plant 300 mA/125KV AC & Battery 

Operated

Model:MX-40

Make:Huestis USA

Country of origin:China

25 2 Yes Yes No 2 2 0 5 2 Yes 1 3 1 2 Yes 2 2 2 2 2 2 Yes 2 2 61 Responsive

1 M/S Friends Traders

Nasopharyngo scope with suction

Model: HD-500 (HD Video Processor), HDL-500X(Light 

Source Xenon), ENL-500(HD Video Nasophyrangoscope)

Make: Sonoscape Medical, 

Country Of origin: China.

25 0 Yes Yes No 2 0 0 0 2 Yes 1 3 1 2 Yes 2 2 2 2 2 2 Yes 2 2 52 Responsive

2 M/S Endo Kare 

NASOPHARYNGO SCOPE WITH SUCTION

MODEL:ENF-P4

MAKE OLYMPUS 

Country of origin:Japan

25 0 Yes No Yes 2 0 0 0 0 Yes 1 3 1 0 Yes 2 2 2 0 2 2 Yes 2 0 44 Responsive

3 M/S Allmed Solution

Nasopharyngoscope with Suction

Model: 11101HD  (USA),

Make: Karl Storz.

25 0 Yes Yes No 2 0 0 2 0 Yes 1 3 0 2 Yes 2 2 2 2 2 2 Yes 2 0 49 Responsive

1 M/S Radiant Medical (pvt) Ltd 

Operating Microscope for ophthalmology

Model: L-0990

Make:Inami,Co,Ltd

Country of Origin:Japan

25 0 Yes Yes No 2 0 0 0 0 Yes 1 3 1 0 Yes 2 2 2 2 2 2 Yes 2 2 48 Responsive

2 M/S Medical Equipment System 

Operating Microscope for ophthalmology

Model: Som 62 Advance

Make: Karl Kaps GmbH & Co

Country of Origin: Germany

0 0 No No No 2 0 0 0 0 Yes 1 3 1 2 Yes 2 2 2 2 2 2 Yes 2 0 23
Non Responsive

1. Embassy attested authorization not availible.

2. No mandatory product certificates provided.
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3 M/S Jasani Scientifics

Operating Microscope for ophthalmology

Model:M220 F12

Make:Leica Mikrosystem

Country of Origin:Germany

25 0 Yes Yes No 0 0 0 3 2 Yes 1 2 1 0 Yes 2 2 2 2 2 2 Yes 2 0 48
Responsive

1. Subject to clarify delivery time i.e 90 days 

instead of 120 days.

4 M/S Latif Brothers

Operating Microscope for ophthalmology

Model:OM-9

Make: Takagi

Country of Origin:Japan

0 0 No No Yes 2 0 0 0 0 Yes 1 3 1 0 Yes 2 2 2 2 2 2 Yes 2 0 21
Non Responsive

1.Two out of three Mandatory certificates not 

available

1 M/S Friends Traders

Semi-Automated Chemistry Analyzer with Stabilizer and 

UPS

MODEL:BA-88A

Make: Mindray Bio-Medical Electronics,

Country Of origin: China.

25 0 No Yes Yes 2 2 0 5 1 Yes 1 3 1 2 Yes 2 2 2 2 2 2 Yes 2 2 58 Responsive

2 M/S IBS Pharmaceuticals

Semi-Automated Chemistry Analyzer with UPS 

Model: Biochem SA (BC-3000C)

Make: High Technology Inc

Country of Origin: USA

0 0 No No No 2 0 0 4 0 Yes 1 3 1 0 Yes 2 2 2 2 2 2 Yes 2 2 27

Non Responsive

1. Mandatory product certificates are not availible. 

Free sales certificate attached instead of CEMDD 

and Certificate to forign government instead of 

USFDA(510K) 

3 M/S Biocare Enterprises

Semi-Automated Chemistry Analyzer with UPS

Model: Microlab 300

Make: Elitech Netherland

Country of Origin: Netherland

0 0 Yes No No 0 0 0 0 0 Yes 0 0 0 0 Yes 2 2 2 1.5 0 0 Yes 2 0 9.5
Non Responsive

1. Authorization is not embassy attested.

2. Two mandatory certificates are not availible.

4 M/S Diagnostic Medical Associates

Semi-Automated Chemistry Analyzer with UPS

Model: Temis

Make: Linear Chemicals

Country Of Origin: Spain

0 0 No No No 2 0 0 0 0 Yes 0 3 1 1 Yes 2 2 2 0 2 2 Yes 2 0 19
Non Responsive

Two out of three mandatory certificates not 

provided.

1 M/S Vertex Medical (Pvt) Ltd

Sigmoido scope with universal lighting

Model: EB530WE

Light Source

Model: Xl-4450

Make: Fuji Film Japan

Country of Origin: Japan

25 0 No Yes Yes 2 0 0 0 0 Yes 1 3 1 2 Yes 2 2 2 2 2 2 Yes 2 2 50 Responsive

2 M/S Friends Traders

Sigmoido scope with universal lighting

Model: HD-500(Full HD Video Processor), HDL-

500X(Light Source), EC-500(HD Video Sigmoidoscope)

Make: Sonoscape Medical, 

Country Of origin: China.

25 0 Yes Yes No 2 0 0 0 0 Yes 1 3 1 2 Yes 2 2 2 2 2 2 Yes 2 2 50 Responsive

3 M/S Endo Kare 

SIGMOIDOSCOPE WITH UNIVERSAL LIGHTENING

MODEL:CF-H170i

MAKE OLYMPUS 

Country of origin:Japan

25 0 Yes No Yes 2 0 0 0 0 Yes 1 3 1 0 Yes 2 2 2 0 2 2 Yes 2 0 44 Responsive

1 M/S Latif Brothers

Slit Lamp

Model:30GL

Make: Takagi 

Country of Origin: Japan

0 0 No No Yes 2 0 0 0 0 Yes 1 3 1 0 Yes 2 2 2 2 2 2 Yes 2 0 21
Non Responsive

1.Two out of three Mandatory certificates not 

available

2 M/S Jasani Scientifics

Slit Lamp

Model:HS-5000

Make:Huvitz

Country of Origin:Korea

25 0 Yes Yes No 2 0 0 1 1 Yes 1 2 1 0 Yes 2 2 2 2 2 2 Yes 2 0 47
Responsive

1. Subject to clarify delivery time i.e 90 days 

instead of 120 days.

3 M/S Radiant Medical (pvt) Ltd 

Slit Lamp

Model:L-0185

Make:Inami,Co,Ltd

Country of Origin :Japan 

25 0 Yes Yes No 2 0 0 0 0 Yes 1 3 1 0 Yes 2 2 2 2 2 2 Yes 2 2 48 Responsive

1 M/S Friends Traders

Transport / Portable Ventilator for Ambulance

MODEL :SV 300

Make: Mindray Bio-Medical Electronics, 

Country Of origin: China.

0 0 No Yes No 2 2 0 5 2 Yes 1 3 1 2 Yes 2 2 2 2 2 2 Yes 2 2 34
Non Responsive

Two out of Three mandatory certificate not 

provided.

2 M/S Medical Equipment System 

Transport / Portable Ventilator for Ambulance

Model: EMV + 731 Series

Make: Zoll Medical USA

Country of Origin: USA

0 0 Yes No No 0 0 0 0 0 Yes 1 3 1 2 Yes 2 2 2 2 2 2 Yes 2 0 21

Non Responsive

1. Two mandatory certificates not availible. 

CEMDD Expire. 2. Not according to 

specifications

3 M/S Matora Engineering Corporation

Transport / Portable Ventilator for Ambulance

Model: T6

Make: Ambulanc (Shenzen) Tech Co Ltd

Country of Origin: China.

0 0 No Yes No 2 0 0 0 0 Yes 1 3 1 0 Yes 2 2 2 2 2 2 Yes 2 2 23
Non Responsive

Embassy attested authorization not attached.

Two out three mandatory certificate not provided.

4 M/S Elate CC Pvt Ltd 

Transport / Portable Ventilator for Ambulance

Model:TV-100

Make:Biomed devices inc

Country of Origin:USA

25 0 Yes Yes No 2 0 0 0 2 Yes 0.5 3 1 0 Yes 2 2 2 2 1 2 Yes 0 0 44.5 Responsive

1 M/S Friends Traders

Ultrasound Machine (general purpose) with multiple 

probes and thermal printer. 

Model: DP-5 

Mindray Bio-Medical Electronics CO., LTD Country Of 

origin: China.

25 2 Yes Yes No 2 2 0 5 4 Yes 1 3 1 2 Yes 2 2 2 2 2 2 Yes 2 2 63 Responsive

2 M/S Biotech Services

Ultrasound machine (General purpose) within built trolley 

mounted 

Model: Acclarix LX3

Make: Edan Instrument Inc

Country of Origin: China

0 0 Yes Yes No 2 0 0 0 0 Yes 1 3 1 2 Yes 2 2 2 2 2 2 Yes 0 2 23
Non Responsive

1. Embassy attested authorization not availible.

3 M/S Shahco Medical Pvt Ltd

Ultrasound machine (General purpose) within built trolley 

mounted

Model: S-11 PLUS

Make: Sonoscape Medical Corporation

Country Of origin: China

0 0 No No No 2 0 0 0 0 Yes 1 3 0 0 Yes 2 2 2 2 2 2 Yes 0 0 18

Non Responsive

Embassy Attested Authorization not attached.

CE certificate in no longer valid.

USFDA attached is not for the quoted model.

1 M/S Friends Traders

X Ray Plant 500mA (3-Phase)

Model: Control X

Make: Radiologix Radiography System.

Country Of Origin: Hungry

25 0 Yes Yes No 2 0 0 0 0 Yes 1 3 1 0 Yes 2 2 2 2 2 2 Yes 2 2 48 Responsive
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2 M/S Matora Engineering Corporation

X Ray Plant 500mA (3-Phase)

Model: Jumong General

Make: SG Healthcare

Country of Origin: Korea.

0 0 Yes Yes No 2 2 0 0 0 Yes 1 3 1 0 Yes 2 2 2 2 2 2 Yes 2 2 25
Non Responsive

Quoted Generator model (CMP 200) is not 

mentioned in usfda.

3 M/S Medequips (Pvt) Ltd

X Ray Plant 500mA (3-Phase)

Model: Radrex KXO-50S

Make: Canon Medical System

Country of Origin: Japan

25 0 No Yes Yes 0 0 0 5 4 Yes 1 3 1 2 Yes 2 2 2 2 2 2 Yes 2 0 55 Responsive

4 M/S Fuji Film Pakistan Pvt Ltd

X Ray Plant 500mA (3-Phase)

Model: FDR Smart FGXR-40S-3 

Make: FujiFilm Japan.

Manufacturing: Korea

0 0 Yes Yes No 2 2 0 4 2 Yes 1 3 1 1 Yes 2 2 2 2 2 2 Yes 0 0 28
Non Responsive

Generater capacity is less than required

UPS model and make not mentioned

5 M/S Agfa HealthCare 

X Ray Plant 500mA (3-Phase)

Model:GXR-40s

Make:DRGEM

Country of Origin:Korea

25 0 Yes Yes No 2 2 0 3 3 Yes 1 3 1 2 Yes 2 2 2 2 2 2 Yes 2 2 58 Responsive

1 M/S Fuji Film Pakistan Pvt Ltd

X-Ray  Plant 300mA in built or external AVR and UPS

Model: GXR Series 

(FDR Smart FGXR-C32S) 

Make: FujiFilm Japan.

Manufacturing: Korea

25 0 Yes Yes No 2 2 0 4 2 Yes 1 3 1 1 Yes 2 2 2 2 2 2 Yes 0 0 53
Responsive

Subject to provide details of the UPS

2 M/S Agfa HealthCare 

X-Ray  Plant 300mA in built or external AVR and UPS

Model:GXR-C32s

Make:DRGEM

Country of Origin:Korea

25 1 Yes Yes No 2 2 0 3 3 Yes 1 3 1 2 Yes 2 2 2 2 2 2 Yes 2 2 59 Responsive

3 M/S Friends Traders

X-Ray  Plant 300mA in built or external AVR and UPS

Model: Control X

Make: Radiologix Radiography System.

Country Of Origin: Hungry

25 0 Yes Yes No 2 0 0 0 0 Yes 1 3 1 0 Yes 2 2 2 2 2 2 Yes 2 2 48 Responsive

4 M/S Matora Engineering Corporation

X-Ray  Plant 300mA in built or external AVR and UPS

Model: Jumong General

Make: SG Healthcare

Country of Origin: Korea.

0 0 Yes Yes No 2 2 0 0 0 Yes 1 3 1 0 Yes 2 2 2 2 2 2 Yes 2 2 25
Non Responsive

Quoted Generator model (PXR-321B) is not 

mentioned in usfda.

1 M/S Fuji Film Pakistan Pvt Ltd

X-Ray  Plant 500mA in built or external AVR and UPS

Model: GXR Series

(FDR Smart FGXR-C32S) 

Make: FujiFilm Japan.

Manufacturing: Korea

0 0 Yes Yes No 2 2 0 4 2 Yes 1 3 1 1 Yes 2 2 2 2 2 2 Yes 0 0 28
Non Responsive

Quoted mA Range is less then required.

2 M/S Friends Traders

X-Ray  Plant 500mA in built or external AVR and UPS

Model: Control X

Make: Radiologix Radiography System.

Country Of Origin: Hungry

25 0 Yes Yes No 2 0 0 0 0 Yes 1 3 1 0 Yes 2 2 2 2 2 2 Yes 2 2 48 Responsive

3 M/S Matora Engineering Corporation

X-Ray  Plant 500mA in built or external AVR and UPS

Model: Jumong General

Make: SG Healthcare

Country of Origin: Korea.

0 0 Yes Yes No 2 2 0 0 0 Yes 1 3 1 0 Yes 2 2 2 2 2 2 Yes 2 2 25
Non Responsive

Quoted Generator model (PXR-401B) is not 

mentioned in usfda.

4 M/S Agfa HealthCare 

X-Ray  Plant 500mA in built or external AVR and UPS

Model:GXR-C40s

Make:DRGEM

Country of Origin:Korea

25 0 Yes Yes No 2 2 0 3 3 Yes 1 3 1 2 Yes 2 2 2 2 2 2 Yes 2 2 58 Responsive

1 M/S Medical Equipment System 

Yag Laser

Model: Q Las

Make: ARC Laser GmbH

Country of Origin: Germany

0 0 Yes Yes No 2 0 0 0 0 Yes 1 3 1 2 Yes 2 2 2 2 2 2 Yes 2 0 23
Non Responsive

1. Embassy attested authorization not availible.

2 M/S Ideal Business Products Peshawar

Yag Laser

Model:Q switch Nd Yag Laser Skin Care Machine

Make:Beijing Lead Beauty S & T Co Ltd

Country of origin:China

0 0 Yes No No 0 0 0 0 0 Yes 1 3 1 0 Yes 2 2 2 2 2 2 Yes 2 2 21
Non Responsive

1.Two out of three mandatory certificates not 

available.

3 M/S Latif Brothers

Yag Laser

Model:Visulas Yag III

Make: Carl Zerss Meditec

Country of Origin:Germany

25 0 Yes Yes No 2 0 0 5 3 Yes 1 3 1 0 Yes 2 2 2 2 2 2 Yes 2 0 54 Responsive

4 M/S Jasani Scientifics

Yag Laser

Model:YC-200

Make:Nidek

Country of origin :Japan

25 0 Yes Yes No 2 0 0 1 2 Yes 1 2 1 0 Yes 2 2 2 2 2 2 Yes 2 0 48
Responsive

1. Subject to clarify delivery time i.e 90 days 

instead of 120 days.
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Technical Marks

Warranty Technical Marks (70)
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1 M/S IBS Pharmaceuticals

24 Hour BP Monitoring machine

Model: ABPM-05

Make: Meditech Ltd

Country of Origin: Hungary

25 0 Yes 3 No 2 0 0 2 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 53 Responsive

2 M/S Sherazi Trading Company (Pvt) Ltd

24 Hour BP Monitoring machine

Model: Tonoport V

Make: GE Health Care

Country of Origin: Germany

25 0 No Yes 3 2 2 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 53 Responsive

3 M/S Hospicare System

24 Hour BP Monitoring machine

Model: Walk 200B

Make: Cardioline Italy

Country of Origin: Italy

25 0 No Yes No 2 0 0 0 0 Yes 1 3 1 Yes 2 2 2 1 2 2 Yes 2 0 45 Responsive

4 M/S MKJ Associates

24 Hour BP Monitoring machine

Model:ABPM50 

Make:Contec Medical Systems Co., Ltd

Country of Origin:China

25 0 No Yes No 2 2 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 50 Responsive

1 M/S Paradies Export Co.

Air Drill with Cylinder/Orthopedic Pneumatic Drill with 

Cylinders  

Model: 33.326.05    

Make: Dimeda 

Country Of Origin: Germany

25 0 No Yes No 2 0 0 0 0 Yes 1 0 0 Yes 2 2 2 2 2 2 Yes 0 0 40 Responsive

2 M/S FDS PVT LTD

Air Drill with Cylinder/Orthopedic pneumatic drill with 

cylinders.

Model: Powerpro

Make: Conmed

Country Of Origin: USA

25 1 Yes 3 No 2 0 0 0 0 Yes 1 1 0.5 Yes 2 2 2 0.5 2 2 Yes 2 0 46 Responsive

1 M/S Biocare Enterprises

Arterial Blood Gas Analyzer with UPS

Model: i5

Make: Edan China 

Country of Origin: China

0 0 No No No 0 0 0 0 0 Yes 0 0 0 Yes 2 2 2 1.5 0 0 Yes 2 0 9.5

Non Responsive

1. Authorization is not embassy attested.

2. No mandatory certificates available.

3. The quoted model is not according to the 

required specifications.

2 M/S Meditec Instruments Co

Arterial Blood Gas Analyzer with UPS

Model:Easy Blood Gas & electrolyte

Make: Medica USA 

Country of Origin: USA

0 0 Yes Yes No 0 0 0 0 0 Yes 0 0 0 Yes 0 0 0 0 0 0 Yes 0 0 0

                   Non Responsive

1.Valid Embassy attested authorization   not 

available.

3 M/S Hoora Pharma

Arterial Blood Gas Analyzer with UPS

Model:Rapidlab348ex

Make:Seimens 

Country of origin: Uk

25 0 Yes No No 2 2 0 4 2 Yes 1 3 1 Yes 2 2 2 1 2 2 Yes 2 2 55 Responsive

1 M/S Total Technologies

Autoclave Automatic 100 Liters 

Model: Cliniclave 45

Make: Melag

Country of Origin: Germany

25 0 No Yes No 2 0 0 4 3 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 55 Responsive

2 M/S Medco Medical Equipment Co.

Autoclave Automatic 100 Liters

Model: ADELA 2KK 100 L

Make: Sumer Savunma VE Saglik Ltd Sti.

Country Of Origin: Turkey.

25 0 No Yes No 2 2 0 4 2 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 56 Responsive

One certificate is mandatory having 

no marks while producing other two 

certificates will get 3 marks each.

Technical Evaluation Criteria for the Purchase of Category-B Equipment for FY 2021-2022

S#
Firm Name Name of equipment

Product Evaluation Parameter Firm Evaluation Parameters

Remarks

Conformance  To Specification
Product International  

Certification

Manufacturer 

Performance
After Sale Product Local Performance

Personnel/

Human  Resource

Workshop facility 

Testing/Calibration of Equipment
Firm Financial Strength Firm Registration
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3 M/S Global Marketing Services

Autoclave Automatic 100 Liters

Model: Amsco 400

Make: Steris Corporation USA

Country of Origin: Mexico

0 0 Yes 3 No 2 0 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 26
Non Responsive

1. Embassy attested authorization not available.

4 M/S Capri Medical

Autoclave Automatic 100 Liters

Model: BKQ-B100H

Make: Biobase China

Country of Origin: China

0 0 No No No 0 0 0 0 0 Yes 1 3 0 Yes 2 2 2 1.5 2 2 Yes 2 2 19.5
Non Responsive

1. Mandatory product certificates are not provided.

5 M/S Friends Traders

Autoclave Automatic 100 liters.

MODEL:MAST-A-140DD-A-N

MAKE: SHINWA 

Country Of Origin: China 

25 0 No Yes No 2 0 0 1 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 49 Responsive

6 M/S Ideal Bussiness Products

Autoclave Automatic 100 Liters 

Model: HS 150

Make:Shanghai Ro-Chain Medical Co.,Ltd 

Country of origin :China

0 0 No No No 0 0 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 21

Non Responsive

1.One out of three mandatory certificate not 

available.

1 M/S Ideal Bussiness Products

Autoclave Automatic 100 Liters Sliding door 

Model: WG 0.1

Make:Jiangying Binjiang Medical Equipment Co Ltd. 

Country of origin :China

25 0 No Yes No 2 2 0 2 2 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 54 Responsive

2 M/S Medco Medical Equipment Co.

Autoclave Automatic 100 Liters Sliding Door

Model: ADELA 2KK 100 L

Make: Sumer Savunma VE Saglik Ltd Sti.

Country Of Origin: Turkey.

25 0 No Yes No 2 2 0 4 2 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 56 Responsive

3 M/S Global Marketing Services

Autoclave Automatic 100 Liters Sliding door

Model: Amsco 400

Make: Steris Corporation USA

Country of Origin: Mexico

0 0 Yes 3 No 2 0 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 26
Non Responsive

1. Embassy attested authorization not available.

4 M/S Medline Technologies

Autoclave Automatic 100 Liters Sliding door

Model: P-3290-H 1P E TS SV

Make: Cisa Italy

Country of Origin: Italy 

25 0 No Yes No 2 0 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 0 46 Responsive

5 M/S IBS Pharmaceuticals

Autoclave Automatic 100 Liters Sliding door

Model: SMB-SSD-V75

Make: Sterilmed Tibbi Cihazlar

Country of Origin: Turkey

0 0 No Yes No 2 0 0 2 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 25

Non Responsive

1. The quoted model  SMB-SSD-V75 is not 

mentioned in CEMDD.

1 M/S Total Technologies

Autoclave Automatic 150 Liters 

Model: Cliniclave 45M

Make: Melag

Country of Origin: Germany

0 0 No Yes No 2 0 0 4 3 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 30

Non Responsive

1. Not according to specifications the quoted 

model is 200L while the required is 150L.

2 M/S Ideal Bussiness Products

Autoclave Automatic 150 Liters 

Model: HS 150

Make:Shanghai Ro-Chain Medical Co.,Ltd 

Country of origin :China

0 0 No No No 0 0 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 21

Non Responsive

1.One out of three mandatory certificate not 

available.

3 M/S Medco Medical Equipment Co.

Autoclave Automatic 150 Liters

Model: ADELA 2KK 150 L

Make: Sumer Savunma VE Saglik Ltd Sti.

Country Of Origin: Turkey.

25 0 No Yes No 2 2 0 4 2 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 56 Responsive

4 M/S Global Marketing Services

Autoclave Automatic 150 Liters

Model: Amsco 400

Make: Steris Corporation USA

Country of Origin: Mexico

0 0 Yes 3 No 2 0 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 26

Non Responsive

1. Embassy attested authorization not available.

2. Not according to the specification the quoted 

model capacity is too more than the required.

5 M/S Capri Medical

Autoclave Automatic 150 Liters

Model: BKQ-B150H

Make: Biobase China

Country of Origin: China

0 0 No No No 0 0 0 0 0 Yes 1 3 0 Yes 2 2 2 1.5 2 2 Yes 2 2 19.5
Non Responsive

1. Mandatory product certificates are not provided.

1 M/S Ideal Bussiness Products

Autoclave Automatic 150 Liters Sliding door 

Model: WG 0.15

Make:Jiangying Binjiang Medical Equipment Co Ltd.

Country of origin :China

25 0 No Yes No 2 2 0 2 2 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 54 Responsive

2 M/S Medco Medical Equipment Co.

Autoclave Automatic 150 Liters Sliding Door

Model: ADELA 2KK 150 L

Make: Sumer Savunma VE Saglik Ltd Sti.

Country Of Origin: Turkey.

25 0 No Yes No 2 2 0 4 2 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 56 Responsive

3 M/S Global Marketing Services

Autoclave Automatic 150 Liters Sliding door

Model: Amsco 400

Make: Steris Corporation USA

Country of Origin: Mexico

0 0 Yes 3 No 2 0 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 26

Non Responsive

1. Embassy attested authorization not available.

2. Not according to the specification the quoted 

model capacity is too more than the required.

4 M/S Medline Technologies

Autoclave Automatic 150 Liters Sliding door

Model: P-4270-H 1P E TS SV

Make: Cisa Italy

Country of Origin: Italy 

0 0 No Yes No 2 0 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 0 21

Non Responsive

Not according to the required specification

1. The quoted capacity is less than the required.

5 M/S IBS Pharmaceuticals

Autoclave Automatic 150 Liters Sliding door

Model: SMB-SSD-160

Make: Sterilmed Tibbi Cihazlar

Country of Origin: Turkey

25 0 No Yes No 2 0 0 2 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 50 Responsive

1 M/S Ideal Bussiness Products

Autoclave Automatic 200 Liters Sliding door 

Model: WG 0.2

Make:Jiangying Binjiang Medical Equipment Co Ltd. 

Country of origin :China

25 0 No Yes No 2 2 0 2 2 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 54 Responsive

2 M/S Medco Medical Equipment Co.

Autoclave Automatic 200 Liters Sliding Door

Model: ADELA 2KK 250 L

Make: Sumer Savunma VE Saglik Ltd Sti.

Country Of Origin: Turkey.

25 0 No Yes No 2 2 0 4 2 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 56 Responsive

3 M/S Global Marketing Services

Autoclave Automatic 200 Liters Sliding door

Model: Amsco 400

Make: Steris Corporation USA

Country of Origin: Mexico

0 0 Yes 3 No 2 0 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 26
Non Responsive

1. Embassy attested authorization not available.
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4 M/S Medline Technologies

Autoclave Automatic 200 Liters Sliding door

Model: P-4210-H 1P E TS SV

Make: Cisa Italy

Country of Origin: Italy 

23 0 No Yes No 2 0 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 0 44 Responsive

5 M/S IBS Pharmaceuticals

Autoclave Automatic 200 Liters Sliding door

Model: SMB-SSD-200

Make: Sterilmed Tibbi Cihazlar

Country of Origin: Turkey

25 0 No Yes No 2 0 0 2 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 50 Responsive

6 M/S Friends Traders

Autoclave Automatic 200 liters sliding Door.

MODEL:MAST-V-280DD-B-N

MAKE: SHINWA

Country Of Origin: China 

25 0 No Yes No 2 0 0 1 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 49 Responsive

1 M/S Ideal Bussiness Products

Autoclave Automatic 200 Liters 

Model: HS 240

Make:Shanghai Ro-Chain Medical Co.,Ltd 

Country of origin :China

0 0 No No No 0 0 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 21

Non Responsive

1.One out of three mandatory certificate not 

available.

2 M/S Total Technologies

Autoclave Automatic 200 Liters 

Model: Cliniclave 45M

Make: Melag

Country of Origin: Germany

25 0 No Yes No 2 0 0 4 3 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 55 Responsive

3 M/S Medco Medical Equipment Co.

Autoclave Automatic 200 Liters

Model: ADELA 2KK 250 L

Make: Sumer Savunma VE Saglik Ltd Sti.

Country Of Origin: Turkey.

25 0 No Yes No 2 2 0 4 2 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 56 Responsive

4 M/S Global Marketing Services

Autoclave Automatic 200 Liters

Model: Amsco 400

Make: Steris Corporation USA

Country of Origin: Mexico

0 0 Yes 3 No 2 0 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 26
Non Responsive

1. Embassy attested authorization not available.

5 M/S Capri Medical

Autoclave Automatic 200 Liters

Model: BKQ-B200H

Make: Biobase China

Country of Origin: China

0 0 No No No 0 0 0 0 0 Yes 1 3 0 Yes 2 2 2 1.5 2 2 Yes 2 2 19.5
Non Responsive

1. Mandatory product certificates are not provided.

6 M/S Friends Traders

Autoclave Automatic 200 liters.

MODEL:MAST-A-240DD-A-N

MAKE: SHINWA

Country Of Origin: China 

25 0 No Yes No 2 0 0 1 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 49 Responsive

1 M/S Biocare Enterprises

Automated Electrolyte Machine with UPS

Model: AFT-500

Make: Meizhou Cornley Hitech Co., Ltd

Country of Origin: China

0 0 No No No 0 0 0 0 0 Yes 0 0 0 Yes 2 2 2 1.5 0 0 Yes 2 0 9.5
Non Responsive

1. No mandatory certificates available.

2 M/S Gulf Marketing International

Automated Electrolyte Machine with UPS

Model: Elite Ultra

Make: Electra Medical Corporation

Country Of Origin: USA

0 0 Yes No No 0 0 0 0 0 Yes 0 0 0 Yes 0 0 0 0 1 0 Yes 2 2 5
Non Responsive

Embassy Attested Authorization not attached.

1 M/S Biocare Enterprises

Automated ESR Analyzer

Model: Pro-B

Make: Shenzhen Yhlo Biotech Co., Ltd China

Country of Origin: China

0 0 No No No 0 0 0 0 0 Yes 0 0 0 Yes 2 2 2 1.5 0 0 Yes 2 0 9.5

Non Responsive

1. Authorization is not embassy attested.

2. No mandatory certificates available.

3. The quoted model is not according to the 

required specifications.

1 M/S Hospicare System

Automatic Blood Bag Shaker

Model: BM323-1

Make: Ljungberg & Kogel AB

Country of Origin: Sweden

0 0 No No No 0 0 0 0 0 Yes 1 3 1 Yes 2 2 2 1 2 2 Yes 2 0 18
Non Responsive

1. No mandatory certificates available.

2 M/S Global Marketing Services

Automatic Blood Bag Shaker

Model: CM745

Make: Centron Technology

Country of Origin: Korea

0 0 No No No 2 0 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 23

Non Responsive

1. Embassy attested authorization not available.

2. Not according to the specification the quoted 

model bag capacity is one bag while the required 

is 2 bags.

3 M/S Capri Medical

Automatic Blood Bag Shaker

Model: SK-L330-Pro

Make: Biobase China

Country of Origin: China

0 0 No No No 0 0 0 0 0 Yes 1 3 0 Yes 2 2 2 1.5 2 2 Yes 2 2 19.5
Non Responsive

1. Mandatory product certificates are not provided.

1 M/S IBS Pharmaceuticals

Automatic Film Processor

Model: ADF-380H

Make: ARI Medical Technology Co., Ltd

Country of Origin: China

0 0 No No No 0 0 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 21

Non Responsive

1. Mandatory product certificates are not availible. 

Certificate of compliance attached instead of 

CEMDD.

2 M/S MKJ Associates

Automatic Film Processor

Model:VX-8800

Make:Fukugawa Coroporation

Country of origin:Japan

0 0 No Yes No 2 0 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 23
Non Responsive

1.Valid embassy attested authorization is expired

1 M/S Ideal Bussiness Products

Baby Incubator 

Model: RC-BIN3000B Deluxe

Make: Shanghai Ro-Chain Medical Co.,Ltd

Country of origin:China

0 0 No No No 0 0 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 21

Non Responsive

1.One out of three mandatory certificate not 

available.

2 M/S Alam Medix 

Baby Incubator 

Model:Ecola 3000

Make:BNG Medical Instuments

Country of Origin: China

25 2 No Yes No 2 2 0 4 4 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 0 2 58 Responsive

3 M/S Medequips (Pvt) Ltd

Baby Incubator

Model: Air Incu I

Make: Atom Medical Corporation

Country of Origin: Japan

25 0 Yes No 3 0 0 0 0 0 Yes 1 3 1 Yes 2 2 2 1.5 2 2 Yes 2 0 46.5 Responsive

4 M/S Strongman Medifur Systems Pvt Ltd

Baby Incubator

Model: BB-200 Standard

Make: Danyang New Hope Medical Equipment Co

Country Of Origin: China

0 0 No No No 0 0 0 0 0 Yes 1 0 0 Yes 2 2 2 2 2 2 Yes 0 0 13
Non Responsive

One out Three Certificate not attached.
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5 M/S Medco Medical Equipment Co.

Baby Incubator

Model: BB-300 Plus

Make: Zhengzhou Dison Instrument and meter Co Ltd

Country of Origin: China

25 0 No Yes No 2 0 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 48 Responsive

6 M/S Medifa Enterprises

Baby Incubator

Model: BIN-4000B

Make: Suzhou Being Medical Device Co Ltd

Country Of Origin: China

25 0 No Yes No 0 0 0 2 0 Yes 1 3 0.5 Yes 2 2 2 2 2 2 Yes 0 2 45.5 Responsive

7 M/S Paradies Export Co.

Baby Incubator

Model: BT-500

Make: Bistos

Country Of Origin: Korea

25 0 3 Yes No 2 0 0 0 0 Yes 1 0 0 Yes 2 2 2 2 2 2 Yes 0 0 43 Responsive

8 M/S IBS Pharmaceuticals

Baby Incubator

Model: OKM 801

Make: OKUMAN Medical Sistemler A.S

Country of Origin: Turkey

0 0 No Yes No 2 0 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 23
Non Responsive

1. Letter of authorization is expire.

9 M/S MKJ Associates

Baby Incubator

Model:BT-500

Make:Bistos Co., Ltd.

Country of Origin:Korea

25 0 3 Yes No 2 2 0 1 2 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 56 Responsive

10 M/S Elate CC Pvt Ltd 

Baby Incubator

Model:Tende Vav

Make:Tende 

Country of Origin:Turkey

25 0 No Yes No 2 0 0 0 2 Yes 0.5 3 1 Yes 2 2 2 2 1 2 Yes 0 0 44.5 Responsive

1 M/S Paradies Export Co.

Baby Suction machine 

Model: A speed 3 

Make:3 A healthcare 

Country Of Origin: Italy

25 0 No Yes No 2 0 0 0 0 Yes 1 0 0 Yes 2 2 2 2 2 2 Yes 0 0 40 Responsive

2 M/S Medco Medical Equipment Co.

Baby Suction Machine 

Model: DFX-23 D I

Make: Jiangsu Keling Medical China

Country of Origin: China

25 0 No Yes No 2 0 0 4 1 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 53 Responsive

3 M/S Sudais Associates

Baby Suction Machine 

Model: M700

Make: M Technology 

Country of Origin: Korea

25 0 No Yes No 2 2 0 4 4 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 58 Responsive

4 M/S Quintex Medical

Baby Suction Machine

Model: F-30.60

Make: Fazzini SRL

Country Of Origin: Italy

0 0 No No No 2 0 0 4 0 Yes 1 3 0 Yes 2 2 2 2 2 2 Yes 0 0 22

Non Responsive

One out of three mandatory certificate not 

provided.

5 M/S Ideal Bussiness Products

Baby Suction Machine

Model: KD-3090A

Make:Shanghai Ro-Chain Medical Co.,Ltd

Country of origin:China

0 0 No No No 0 0 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 21

Non Responsive

1.One out of three mandatory certificate not 

available.

6 M/S Capri Medical

Baby Suction Machine

Model: N/M

Make: Biobase China

Country of Origin: China

0 0 No No No 0 0 0 0 0 Yes 1 3 0 Yes 2 2 2 1.5 2 2 Yes 2 2 19.5

Non Responsive

1. Mandatory product certificates are not provided.

2. Model of the product not mentioned.

7 M/S Ultradent Healthcare Products

Baby Suction Machine

Model: SS-8A

Make: Jiangsu Shuangsheng Medical Appliance Co., Ltd

Country Of Origin: China

25 0 No Yes No 2 0 0 0 0 Yes 0.5 3 0.5 Yes 2 2 2 2 2 2 Yes 2 2 47 Responsive

8 M/S MKJ Associates

Baby Suction Machine

Model:7A-23B

Make:Jiangsu Yuyue Medical Equipment & supply Co., 

Ltd. (Yuwell)

Country of Origin:China

25 0 No Yes No 2 2 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 50 Responsive

9 M/S Medifa Enterprises

Baby Suction Machine

Model:BES-9030C

Make: Suzhou Being Medical Device Co Ltd

Country Of Origin: China

25 0 No Yes No 0 0 0 2 0 Yes 1 3 0.5 Yes 2 2 2 2 2 2 Yes 0 2 45.5 Responsive

10 M/S Alam Medix 

Baby Suction Machine

Model:DFX-23D

Make:MT Medical

Country of Origin:china

25 0 No Yes No 2 2 0 4 4 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 0 2 56 Responsive

1 M/S Ideal Bussiness Products

Binocular Microscope 

Model: AC2 

Make:Shenzher Acox Digital Technology Co., Ltd

Country of origin:China

0 0 No No No 0 0 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 21

Non Responsive

1.One out of three mandatory certificate not 

available.

2 M/S IBS Pharmaceuticals

Binocular Microscope 

Model: M250-LED

Make: High Technology Inc

Country of Origin: USA

0 0 No No No 2 0 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 23

Non Responsive

1. Mandatory product certificates are not availible. 

Free sales certificate attached instead of CEMDD 

and Certificate to forign government instead of 

USFDA(510K) 

3 M/S Tahir scientific 

Binocular Microscope 

Model:XSZ-107BN

Make:ZENITH Lab Jiangsu co ltd

Country of Origin: China

0 0 No No No 0 0 0 0 0 Yes 1 3 0.5 Yes 2 2 2 1.5 2 1 Yes 2 0 17

Non Responsive

1.Mandatory Certificates i.e 

CEMDD,USFDA,MHLW  not available.

2.Declaration of Conformity attached instead of 

CEMDD.

4 M/S Rays Technologies

Binocular Microscope

Model: CX23

Make: Olympus Japan.

Country of Origin: China. 

25 0 No No No 2 0 0 0 0 Yes 1 2 0.5 Yes 2 2 2 2 2 2 Yes 0 2 44.5 Responsive

5 M/S Sudais Associates

Binocular Microscope

Model: Smart 2

Make: Chongqing Optic Instrument Co., Ltd

Country of Origin: China

25 0 No Yes No 0 2 0 4 2 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 54 Responsive

6 M/S Forecare 

Binocular Microscope

Model:XS-208A

Make:Biobase

Country of Origin:China

0 0 No No No 2 0 0 0 0 Yes 1 2 0 Yes 2 2 2 1.5 2 2 Yes 2 0 18.5

Non Responsive

1.Two out of 3 mandatory certificates not 

available.

2.declaration of conformity attached instead of 

CEMDD.
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1 M/S IBS Pharmaceuticals

BIPAP 

Model: Sleep One Bilevel

Make: Kare Medical and Analytical Devices Co., Ltd

Country of Origin: Turkey

25 0 No Yes No 2 0 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 48 Responsive

2 M/S Ideal Bussiness Products

BIPAP

Model: BF30ST

Make:Beijing Aeonmed Co.,Ltd 

Country of origin:China

25 0 No Yes No 2 0 0 1 1 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 50 Responsive

3 M/S Sudais Associates

BIPAP

Model: Bilavel ST

Make: Medtech Arge Medikal San Vetic Ltd

Country of Origin: Turkey

25 0 No Yes No 2 2 0 4 4 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 58 Responsive

4 M/S Shahs Brothers and Co

BIPAP

Model: YH730

Make: Jiangsu Yuyue Medical Equipment

Country Of Origin: China

0 0 No Yes No 2 0 0 0 0 Yes 1 3 0 Yes 2 2 2 2 2 2 Yes 2 2 22
Non Responsive

Invalid Authorization certificate attached

5 M/S Medifa Enterprises

BIPAP

Model:T2

Make: Micomme Medical Technology Development Co., 

Ltd

Country Of Origin: China

0 0 No Yes No 0 0 0 3 0 Yes 1 3 0.5 Yes 2 2 2 2 2 2 Yes 0 2 21.5
Non Responsive

Invalid Authorization certificate attached

6 M/S MKJ Associates

BIPAP

Model:YH-830

Make:Yuyue Medical Equipment & supply Co., Ltd. 

(Yuwell)

Country of Origin:China

25 0 No Yes No 2 2 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 50 Responsive

1 M/S Hospicare System

Blood Bag Tube Sealer

Model:  CR-6

Make: Ljungberg & Kogel AB

Country of Origin: Sweden

0 0 No No No 0 0 0 0 0 Yes 1 3 1 Yes 2 2 2 1 2 2 Yes 2 0 18
Non Responsive

1. No mandatory certificates available.

2 M/S Capri Medical

Blood Bag Tube Sealer

Model: BK-BTS 1

Make: Maxcare

Country of Origin: China 

0 0 No No No 0 0 0 0 0 Yes 1 3 0 Yes 2 2 2 1.5 2 2 Yes 2 2 19.5

Non Responsive

1. Mandatory product certificates are not provided. 

CEMDD Expire and not for the quoted model.

3 M/S Global Marketing Services

Blood Bag Tube Sealer

Model: SE 260

Make: Centron Technology

Country of Origin: Korea

0 0 No Yes No 2 0 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 23
Non Responsive

1. Embassy attested authorization not available.

4 M/S Forecare 

Blood Bag Tube Sealer

Model:BK-BTS1

Make:Biobase

Country of Origin: China

0 0 No No No 2 0 0 0 0 Yes 1 2 0 Yes 2 2 2 1.5 2 2 Yes 2 0 18.5

Non Responsive

1.Two out of 3 mandatory certificates not 

available.

2.declaration of conformity attached instead of 

CEMDD.

5 M/S MKJ Associates

Blood Bag Tube Sealer

Model:GR2008

Make:Hunan Kaida Scientific Instruments Co., Ltd.

Country of Origin:China

25 0 No Yes No 2 0 0 1 3 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 52 Responsive

1 M/S Ideal Bussiness Products

Blood Bank Refrigerator 

Model:XC-268L

Make:Zhongke Meiling Cryogenics Co.,Ltd 

Country of origin:China

25 0 No Yes No 2 2 0 3 2 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 55 Responsive

2 M/S IBS Pharmaceuticals

Blood Bank Refrigerator

Model: EKN 200

Make: EMSAS

Country of Origin: Turkey

25 0 No Yes No 2 0 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 48 Responsive

3 M/S Medco Medical Equipment Co.

Blood Bank Refrigerator

Model: HYC-390

Make: Qingdao Haier Biomedical Equipment

Country of Origin: China

25 0 No Yes No 2 0 0 4 1 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 53 Responsive

4 M/S Shahs Brothers and Co

Blood bank Refrigerator

Model: M260KN

Make: Coolermed Öztaş Hair Demir İnşaat Mamulleri 

Makina Sanayi ve Ticaret Anonim Şirketi

Country Of Origin: Turkey

25 0 No Yes No 2 0 0 0 0 Yes 1 3 0 Yes 2 2 2 2 2 2 Yes 2 2 47 Responsive

5 M/S Key Scientific Corporation

Blood bank Refrigerator

Model: MBR-305GR-PE

Make: PHCBI

Country of Origin: Japan

0 0 No Yes Yes 2 2 0 1 0 Yes 1 1 0 Yes 2 2 2 2 2 2 Yes 0 2 21
Non Responsive

Embassy attested Authorization not attached.

6 M/S Medifa Enterprises

Blood Bank Refrigerator

Model: XC-268L

Make: Zhongke Meiling Cryogenics Co., Ltd

Country Of Origin: China

0 0 No No No 0 2 0 0 0 Yes 1 3 0.5 Yes 2 2 2 2 2 2 Yes 0 2 20.5

Non Responsive

Invalid Authorization certificate attached

One out Three mandatory Certificate not 

provided.

7 M/S Medi Bridge 

Blood Bank Refrigerator

Model:2100NFP EMO (BB series)

Make:Tekna Lap

Country of Origin:Italy

25 2 No Yes No 2 2 0 4 4 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 60 Responsive

8 M/S Forecare 

Blood Bank Refrigirator

Model:EKN-100

Make:Emsas

Country of Origin:Turkey

23 0 No Yes No 2 0 0 3 4 Yes 1 2 0 Yes 2 2 2 1.5 2 2 Yes 2 0 48.5 Responsive

1 M/S Sudais Associates

Centrifuge (Bench Top) 

Model: M4812P II

Make: Electromag

Country of Origin: Turkey 

25 0 No Yes No 2 2 0 4 4 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 58 Responsive

2 M/S Capri Medical

Centrifuge (Bench Top)

Model: BKC-Tl4

Make: Biobase China

Country of Origin: China

0 0 No No No 0 0 0 0 0 Yes 1 3 0 Yes 2 2 2 1.5 2 2 Yes 2 2 19.5
Non Responsive

1. Mandatory product certificates are not provided.
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3 M/S IBS Pharmaceuticals

Centrifuge (Bench Top)

Model: C8724

Make: High Technology Inc

Country of Origin: USA

0 0 No No No 2 0 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 23

Non Responsive

1. Mandatory product certificates are not availible. 

Free sales certificate attached instead of CEMDD 

and Certificate to forign government instead of 

USFDA(510K) 

4 M/S Ideal Bussiness Products

Centrifuge (Bench Top)

Model: SC-2546

Make:ANHUI USTC Zonkia Scientific Instruments Co., 

Ltd 

Country of origin:China

25 0 No Yes No 2 0 0 0 3 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 51 Responsive

5 M/S Key Scientific Corporation

Centrifuge (Bench top)

Model: z-206A

Make: Hermle Labortechnik

Country of Origin: Germany

0 0 No No No 2 0 0 0 0 Yes 1 1 0 Yes 2 2 2 2 2 2 Yes 0 2 18

Non Responsive

One out of Three mandatory certificate not 

provided.

6 M/S MKJ Associates

Centrifuge (Bench Top)

Model:KL02A,

Make:Hunan Kaida Scientific Instruments Co., Ltd.

Country of Origin:China

25 0 No Yes No 2 0 0 4 4 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 56 Responsive

7 M/S Tahir scientific 

Centrifuge (Bench Top)

Model:TDL-4A Plus 

Make:ZENITH Lab Jiangsu co ltd

Country of Origin: China

0 0 No No No 0 0 0 0 0 Yes 1 3 0.5 Yes 2 2 2 1.5 2 1 Yes 2 0 17

Non Responsive

1.Mandatory Certificates i.e 

CEMDD,USFDA,MHLW  not available.

2.Declaration of Conformity attached instead of 

CEMDD.

1 M/S Strongman Medifur Systems Pvt Ltd

Cervical and Lumbar Traction Table

Model: HS5330

Make: Danyang New Hope Medical Equipment Co

Country Of Origin: China

0 0 No No No 0 0 0 0 0 Yes 1 0 0 Yes 2 2 2 2 2 2 Yes 0 0 13
Non Responsive

One out Three Certificate not attached.

2 M/S KASBN International

Cervical and Lumbar Traction Table

Model;Platinium 

Make:Technomex 

Country of Origin :Poland 

25 0 No Yes No 2 0 0 3 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 51 Responsive

1 M/S Ideal Bussiness Products

CPAP

Model: AS100A

Make:Beijing Aeonmed Co.,Ltd 

Country of origin:China

25 0 No Yes No 2 0 0 1 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 49 Responsive

2 M/S Sudais Associates

CPAP

Model: Auto CPAP

Make: Medtech Arge Medikal San Vetic Ltd

Country of Origin: Turkey

25 0 No Yes No 2 2 0 4 3 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 57 Responsive

3 M/S Medifa Enterprises

CPAP

Model: C5

Make: Micomme Medical Technology Development Co., 

Ltd

Country Of Origin: China

0 0 No Yes No 0 0 0 3 0 Yes 1 3 0.5 Yes 2 2 2 2 2 2 Yes 0 2 21.5
Non Responsive

Invalid Authorization certificate attached

4 M/S IBS Pharmaceuticals

CPAP

Model: Sleep One CPAP

Make: Kare Medical and Analytical Devices Co., Ltd

Country of Origin: Turkey

25 0 No No No 2 0 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 48 Responsive

5 M/S Shahs Brothers and Co

CPAP

Model: YH630

Make: Jiangsu Yuyue Medical Equipment

Country Of Origin: China

0 0 No Yes No 2 0 0 0 0 Yes 1 3 0 Yes 2 2 2 2 2 2 Yes 2 2 22
Non Responsive

Invalid Authorization Certificate provided.

6 M/S MKJ Associates

CPAP

Model:YH-550

Make:Yuyue Medical Equipment & supply Co., Ltd. 

(Yuwell)

Country of Origin:China

25 0 No Yes No 2 2 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 50 Responsive

1 M/S Medical Equipment System 

CPR Machine

Model: Auto Pulse Plus

Make: Zoll Medical USA

Country of Origin: USA

25 0 Yes No No 0 0 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 0 44 Responsive

2 M/S Medifa Enterprises

CPR Machine

Model: CPR E3

Make: Ambulance Shenzen Tech Co., Ltd

Country Of Origin: China

25 0 No Yes No 2 0 0 0 0 Yes 1 3 0.5 Yes 2 2 2 2 2 2 Yes 0 2 45.5 Responsive

3 M/S Novatek Pakistan

CPR Machine

Model: Life-Stat 1008

Make: Michigan Instruments

Country of Origin: USA

0 0 No Yes No 2 0 0 0 0 Yes 1 3 0 Yes 2 2 2 2 2 2 Yes 2 2 22
Non responsive 

Embassy Attested Authorization not Submitted

4 M/S Matora Engineering Corporation

CPR Machione

Model: CPR E3

Make: Ambulanc (Shenzen) Tech Co Ltd

Country of Origin: China

0 0 No Yes No 2 0 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 23
Non Responsive

Embassy Attested Authorization not provided.

1 M/S IBS Pharmaceuticals

CTG Machine 

Model: AFM-800 Fetal Monitor

Make: ARI Medical Technology Co., Ltd

Country of Origin: China

0 0 No No No 0 0 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 21

Non Responsive

1. One out of three mandatory product certificates 

are not available.

2 M/S Medexpress 

CTG Machine 

Model:C-21 

Make:Comen

Country of Origin:China 

25 0 Yes 3 No 2 2 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 53 Responsive

3 M/S Medco Medical Equipment Co.

CTG Machine

Model: F30

Make: Guangdong Biolight Meditech Co., Ltd

Country of Origin: China

25 0 3 Yes No 2 0 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 51 Responsive

4 M/S Paradies Export Co.

CTG Machine

Model: FC-1400

Make: Bionet

Country of Origin: Korea

25 0 3 Yes No 2 0 0 0 0 Yes 1 0 0 Yes 2 2 2 2 2 2 Yes 0 0 43 Responsive
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5 M/S Quintex Medical

CTG Machine

Model: FM 5000C

Make: Fazzini SRL

Country Of Origin: Italy

25 0 No Yes No 2 0 0 2 0 Yes 1 3 0 Yes 2 2 2 2 2 2 Yes 0 0 45 Responsive

6 M/S Sudais Associates

CTG Machine

Model: IC 60

Make: Shenzhan Biocare Biomedical Equipment Co., Ltd

Country of Origin: China

25 0 No Yes No 2 2 0 4 4 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 58 Responsive

7 M/S Zodiac International

CTG Machine

Model: SRF618B6

Make: Guangzhou Sunray Medical Apparatus Co., Ltd

Country Of Origin: China

25 0 No Yes No 0 0 0 0 0 Yes 0 0 0 Yes 2 2 2 1 2 0 Yes 0 0 34 Responsive

8 M/S MKJ Associates

CTG Machine

Model:BT-350

Make:Bistos Co., Ltd.

Country of Origin:Korea

25 0 3 Yes No 2 2 0 2 2 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 57 Responsive

1 M/S Friends Traders

Defibrillator 

Model: Beneheart D3

Make: Mindray Bio-Medical Electronics.

Country Of Origin: China 

25 0 No Yes No 2 2 0 4 1 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 55 Responsive

2 M/S Sudais Associates

Defibrillator

Model: CU-HD1

Make: CU Medical System Inc

Country of Origin: Korea

0 0 No No No 2 0 0 1 1 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 25
Non Responsive

1. Mandatory product certificates not provided.

3 M/S Platinum Corporation

Defibrillator

Model: DefiExpress

Make : Meditech

Country of origin: China

25 0 No Yes No 2 0 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 48 Responsive

4 M/S Ideal Bussiness Products

Defibrillator

Model: DM7000

Make:Shanghai Ro-Chain Medical Co.,Ltd 

Country of origin:China

0 0 No No No 0 0 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 21

Non Responsive

1.One out of three mandatory certificate not 

available.

5 M/S Medical Equipment System 

Defibrillator

Model: M2

Make: Zoll Medical USA

Country of Origin: USA

25 0 Yes No No 0 0 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 0 44 Responsive

6 M/S Radiant Medical (pvt) Ltd 

Defibrillator

Model: Reanibex-700

Make: Bexan Cardio(Osatu Spain)

Country of Origin: Spain

25 0 No Yes No 2 0 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 48 Responsive

7 M/S Biotech Services

Defibrillator

Model: TEC-5631

Make: Nihon Kohden Japan

Country of Origin: Japan

25 0 No Yes 3 0 0 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 0 2 47 Responsive

8 M/S Elate CC Pvt Ltd 

Defibrillator

Model:XD-110

Make:Primedic

Country of Origin:Germany

25 0 No Yes No 2 0 0 3 1 Yes 0.5 3 1 Yes 2 2 2 2 1 2 Yes 0 0 46.5 Responsive

1 M/S Ideal Bussiness Products

Delivery Table / D & C Table

Model: A105 

Make:Jiangsu Saikang Medical Equipment Co., Ltd

Country of Origin:China

25 0 No Yes No 2 2 0 4 3 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 57 Responsive

2 M/S Shahs Brothers and Co

Delivery Table / D & C Table

Model: B-42-1

Make: Hebei Pukang Medical Instruments Co., Ltd

Country of Origin: China

0 0 No No No 2 2 0 0 0 Yes 1 3 0 Yes 2 2 2 2 2 2 Yes 2 2 24

Non Responsive

One out of three mandatory Certificate not 

provided.

3 M/S MKJ Associates

Delivery Table / D&C Table

Model:MT400

Make:Ningbo Techart Medical Equipment Co., Ltd

Country of Origin:China

0 0 No Yes No 2 2 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 25

Non Responsive

1.one out of three mandatory certificates not 

available

4 M/S Capri Medical

Delivery table/ D&C Table

Model: DST.3004B

Make: Shangdon Yuda Group MT Medical

Country of Origin: China

0 0 No No No 2 0 0 0 0 Yes 1 3 0 Yes 2 2 2 1.5 2 2 Yes 2 2 21.5
Non Responsive

1. Mandatory product certificates are not provided.

5 M/S Ansha International

Delivery table/ D&C Table

Model: HFMPB-06C

Make: Shangai Huifeng Medical Instrument Co

Country of Origin: China

0 0 No No No 0 0 0 0 0 Yes 1 0 0 Yes 2 2 2 2 2 1 Yes 0 0 12
Non Responsive

1. No Embassy attested authorization available.

6 M/S Strongman Medifur Systems Pvt Ltd

Delivery table/ D&C Table

Model: HS5321

Make: Danyang New Hope Medical Equipment Co

Country Of Origin: China

0 0 No No No 0 0 0 0 0 Yes 1 0 0 Yes 2 2 2 2 2 2 Yes 0 0 13
Non Responsive

One out Three Certificate not attached.

7 M/S Medco Medical Equipment Co.

Delivery table/ D&C Table

Model: KL-2C

Make: Jiangsu Keling Medical Appliances Co., Ltd

Country of Origin: China

25 0 No Yes No 2 0 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 48 Responsive

8 M/S Sudais Associates

Delivery table/ D&C Table

Model: MT400

Make: Ningbo Techartmed Medical Equipment Co., Ltd

Country of Origin: China

25 0 No Yes No 2 0 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 48 Responsive

9 M/S Medequips (Pvt) Ltd

Delivery table/ D&C Table

Model: PD-200EBA

Make: Paramount Bed Co., Ltd Japan

Country of Origin: Indonesia

0 0 No No No 0 0 0 0 0 Yes 1 3 1 Yes 2 2 2 1.5 2 2 Yes 2 0 18.5

Non Responsive

1. One mandatory certificates is not available. 

MHLW is not for the quoted model.

10 M/S Alam Medix 

Delivery table/ D&C Table

Model:DST-3004B

Make:MT Medical

Country of origin:China

25 0 No Yes No 2 2 0 4 4 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 0 2 56 Responsive
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11 M/S Electromed Solutions

Delivery table/ D&C Table

Model:TF

Make: Hefei Health science and technology 

Country of Origin :China 

0 0 No No No 2 0 0 2 0 Yes 1 3 1 Yes 2 2 2 1.5 1.5 1 Yes 2 0 21

Non Responsive

1.Authorization is expired

2.Mandatory certificates i.e 

CEMDD,USFDA,MHLW not available.

12 M/S Medifa Enterprises

Delivery Table/D&C Table

Model: HFMPB06B

Make: Shanghai huifeng Medical Instruments Co., Ltd.

Country Of Origin: China

0 0 No No No 2 0 0 3 1 Yes 1 3 0.5 Yes 2 2 2 2 2 2 Yes 0 2 24.5

Non Responsive

One out Three mandatory Certificate not 

provided.

1 M/S Capri Medical

Dental Unit with Chair and regulator (10 KVA) 

Model: V3

Make: Foshan Chuangxin Apparatus

Country of Origin: China

0 0 No No No 2 0 0 0 0 Yes 1 3 0 Yes 2 2 2 1.5 2 2 Yes 2 2 21.5

Non Responsive

1. Mandatory product certificates are not provided. 

CEMDD Expire.

2 M/S Glow Pak International

Dental Unit with Chair and regulator (10 KVA)

Model: Prudent S

Make: Glow Pak International

Country of Origin: Pakistan

0 0 No No No 2 0 4 0 0 Yes 1 3 0.5 Yes 2 2 2 1.5 0 2 Yes 2 0 22

Non Responsive

1. No mandatory certificates available. CE 

certificate is expire.

3 M/S Zodiac International

Dental Unit with Chair and regulator (10 KVA)

Model: QL2028

Make: Fengdan

Country Of Origin: China

25 0 No Yes No 2 0 0 0 0 Yes 0 0 0 Yes 2 2 2 1 2 0 Yes 0 0 36 Responsive

4 M/S Medexpress 

Dental Unit with Chair and regulator (10 KVA)

Model:Aj11

Make:Ajax Medical 

Country of Origin:China

25 0 Yes 3 3 2 0 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 54 Responsive

5 M/S Forecare 

Dental Unit with Chair and regulator (10 KVA)

Model:YD-D1

Make:Foshan yadeng

Country of Origin:China

25 0 No Yes No 2 0 0 4 2 Yes 1 2 0 Yes 2 2 2 1.5 2 2 Yes 2 0 49.5 Responsive

6 M/S Ideal Bussiness Products

Dental Unit with Chair and Regulator (10KVA)

Model : AY-A3600

Make:Foshan Anya Medical Technology Co., Ltd

Country of origin:China

25 1 No Yes No 2 0 0 4 4 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 57 Responsive

7 M/S Ultradent Healthcare Products

Dental unit with chair and regulator (10KVA)

Model: MARE 1 Dental Chair, GA61 Compressor

Make: Foshan Safety Medical Equipment Co., Ltd

Country Of Origin: China

25 0 No Yes No 2 0 0 3 1 Yes 0.5 3 0.5 Yes 2 2 2 2 2 2 Yes 2 2 51 Responsive

1 M/S Ultradent Healthcare Products

Dental X Ray

Model: JYF-10D Dental X Ray, XVS2121 Sensor.

Make:Foshan Safety Medical Equipment Co., Ltd

Country Of Origin: China

0 0 No No No 2 0 0 0 0 Yes 0.5 3 0.5 Yes 2 2 2 2 2 2 Yes 2 2 22

Non Responsive

One out of three mandatory Certificate not 

provided.

Focal spot and tube voltage not as per 

requirements.

2 M/S Zodiac International

Dental X Ray

Model: JYF-10D

Make: Fengdan

Country Of Origin: China

0 0 No No No 2 0 0 0 0 Yes 0 0 0 Yes 2 2 2 1 2 0 Yes 0 0 11
Non Responsive

Sensor technical details not provided.

3 M/S Matora Engineering Corporation

Dental X-ray

Model: JYF - 10D

Make: Qingdao Zhonglian Hainuo Medical Technology

Country of Origin: China

25 0 No Yes No 2 2 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 50 Responsive

4 M/S Glow Pak International

Dental X-ray

Model: RAY-98(M)

Sensor Model: DS530

Make: Runyes Medical Instrument Co., Ltd

Country of Origin: China

25 0 No Yes No 2 0 0 0 0 Yes 1 3 0.5 Yes 2 2 2 1.5 0 2 Yes 2 0 43 Responsive

5 M/S Forecare 

Dental X-ray

Model:Fona XDG

Make:Fona

Country of Origin:Italy

25 0 No Yes No 2 0 0 3 4 Yes 1 2 0 Yes 2 2 2 1.5 2 2 Yes 2 0 50.5 Responsive

6 M/S Alam Medix 

Dental X-ray

Model:IntraOS DG

Make:BMI

Country of Origin:Italy

25 0 No Yes No 2 2 0 3 3 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 0 2 54 Responsive

1 M/S Ultradent Healthcare Products

Distillation water Assembly

Model: X1404 Water Distiller

Make: Foshan Safety Medical Equipment Co., Ltd

Country Of Origin: China

0 0 No No No 2 0 0 0 0 Yes 0.5 3 0.5 Yes 2 2 2 2 2 2 Yes 2 2 22

Non Responsive

One out of three mandatory Certificate not 

provided.

Output power of the machine is less then 

Required.

1 M/S Alam Medix 

Dry Heat Sterilizer/ Hot air oven

Model: 2430/AU

Make: CBM Srl

Country of Origin: Italy (Europe)

25 0 No Yes No 2 2 0 2 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 0 2 50 Responsive

2 M/S Hospicare System

Dry Heat Sterilizer/ Hot air oven

Model: ED-S 56

Make: Binder

Country of Origin: Germany

0 0 No No No 0 0 0 0 0 Yes 1 3 1 Yes 2 2 2 1 2 2 Yes 2 0 18
Non Responsive

1. No mandatory certificates available.

3 M/S IBS Pharmaceuticals

Dry Heat Sterilizer/ Hot air oven

Model: GRX-9073A

Make: ARI Medical Technology Co., Ltd

Country of Origin: China

0 0 No No No 0 0 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 21

Non Responsive

1. One out of three mandatory product certificates 

are not available.

4 M/S Sudais Associates

Dry Heat Sterilizer/ Hot air oven

Model: M5040 P

Make: Electromag

Country of Origin: Turkey  

25 0 No Yes No 2 2 0 4 4 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 58 Responsive

5 M/S Ultradent Healthcare Products

Dry Heat Sterilizer/ Hot air oven

Model: TJ-UV50 Sterlizer

Make: Foshan Safety Medical Equipment Co., Ltd

Country Of Origin: China

0 0 No No No 2 0 0 0 0 Yes 0.5 3 0.5 Yes 2 2 2 2 2 2 Yes 2 2 22

Non Responsive

One out of three mandatory Certificate not 

provided.
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6 M/S Forecare 

Dry Heat Sterilizer/ Hot air oven

Model:Bov-T70C

Make:Biobase

Country of origin: China

0 0 No No No 2 0 0 0 0 Yes 1 2 0 Yes 2 2 2 1.5 2 2 Yes 2 0 18.5

Non Responsive

1.Two out of 3 mandatory certificates not 

available.

2.declaration of conformity attached instead of 

CEMDD.

7 M/S Tahir scientific 

Dry Heat Sterilizer/ Hot air oven

Model:GRX-9073 A

Make:ZENITH Lab Jiangsu co ltd

Country of Origin: China

0 0 No No No 0 0 0 0 0 Yes 1 3 0.5 Yes 2 2 2 1.5 2 1 Yes 2 0 17

Non Responsive

1.Mandatory Certificates i.e 

CEMDD,USFDA,MHLW  not available.

2.Declaration of Conformity attached instead of 

CEMDD.

1 M/S Friends Traders

ECG Machine 12 channels 

Model: Beneheart R12

Make: Mindray Bio-Medical Electronics,

Country Of Origin:  China.

25 0 No Yes No 2 2 0 2 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 52 Responsive

2 M/S Hospicare System

ECG Machine 12 channels

Model: 200S

Make: Cardioline Italy

Country of Origin: Italy

25 0 No Yes No 2 0 0 1 0 Yes 1 3 1 Yes 2 2 2 1 2 2 Yes 2 0 46 Responsive

3 M/S Alam Medix 

ECG Machine 12 Channels

Model: E600G

Make: Farum SA

Country of Origin: Poland (Europe)

25 0 No Yes No 2 2 0 2 2 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 0 2 52 Responsive

4 M/S Sudais Associates

ECG Machine 12 channels

Model: ECG 1210

Make: Shenzhan Biocare Biomedical Equipment Co., Ltd

Country of Origin: China

25 0 No Yes No 2 0 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 48 Responsive

5 M/S IBS Pharmaceuticals

ECG Machine 12 channels

Model: Imac 120

Make: Wuhan Zoncare Bio Medical Electronics Co., Ltd

Country of Origin: China

25 0 No Yes No 0 2 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 48 Responsive

6 M/S Total Technologies

ECG Machine 12 channels

Model: SE-1201

Make: Edan Instrument Inc

Country of Origin: China

25 0 Yes 3 No 2 0 0 2 2 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 55 Responsive

7 M/S Platinum Corporation

ECG Machine 12 Channels

Model:12 Channel

Make: Meditech

Country of origin: China

25 0 No Yes No 2 2 0 4 4 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 58 Responsive

8 M/S Medexpress 

ECG Machine 12 channels

Model:H-12

Make:Comen

Country of Origin:China

25 0 Yes 3 No 2 2 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 53 Responsive

9 M/S MKJ Associates

ECG Machine 12

Model:ECG1200G

Make:Contec Medical China

25 0 3 Yes No 2 2 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 53 Responsive

1 M/S Quintex Medical

ECG Machine 3 Channel

Model: ECG 300A

Make: Fazzini SRL

Country Of Origin: Italy

25 0 No Yes No 2 0 0 3 0 Yes 1 3 0 Yes 2 2 2 2 2 2 Yes 0 0 46 Responsive

2 M/S Friends Traders

ECG Machine 3 channels 

MODEL: BENEHEART R3 

Make: Mindray Bio-Medical Electronics,

Country Of Origin: China 

25 0 No Yes No 2 2 0 2 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 52 Responsive

3 M/S Hospicare System

ECG Machine 3 channels

Model: 100L

Make: Cardioline Italy

Country of Origin: Italy

25 0 No Yes No 2 0 0 1 0 Yes 1 3 1 Yes 2 2 2 1 2 2 Yes 2 0 46 Responsive

4 M/S Alam Medix 

ECG Machine 3 Channels

Model: E30G

Make: Farum SA

Country of Origin: Poland (Europe)

25 0 No Yes No 2 2 0 2 2 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 0 2 52 Responsive

5 M/S Sudais Associates

ECG Machine 3 channels

Model: IE-300

Make: Shenzhan Biocare Biomedical Equipment Co., Ltd

Country of Origin: China

25 0 No Yes No 2 0 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 48 Responsive

6 M/S IBS Pharmaceuticals

ECG Machine 3 channels

Model: Imac 300

Make: Wuhan Zoncare Bio Medical Electronics Co., Ltd

Country of Origin: China

25 0 No Yes No 0 2 0 4 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 52 Responsive

7 M/S Total Technologies

ECG Machine 3 channels

Model: SE-3

Make: Edan Instrument Inc

Country of Origin: China

25 0 Yes 3 No 2 0 0 2 2 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 55 Responsive

8 M/S Platinum Corporation

ECG Machine 3 Channels

Model:3 Channel

Make:Meditech

Country of origin:China

25 0 No Yes No 2 2 0 4 4 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 58 Responsive

9 M/S MKJ Associates

ECG Machine 3 channels

Model:ECG300G

Make:Contec Medical 

Country of Origin:China

25 0 3 Yes No 2 2 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 53 Responsive

10 M/S Medexpress 

ECG Machine 3 channels

Model:H-3

Make:Comen 

Country of Origin:China

25 0 Yes 3 No 2 2 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 53 Responsive
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1 M/S IBS Pharmaceuticals

EEG 32 Channels 

Model: 3840

Make: Nr Sign

Country of Origin: Canada

25 0 No Yes No 2 0 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 48 Responsive

2 M/S Medequips (Pvt) Ltd

EEG 32 Channels

Model: ARC Essentia - E1

Make: Cadwell USA

Country of Origin: USA

0 0 No Yes No 2 0 0 0 0 Yes 1 3 1 Yes 2 2 2 1.5 2 2 Yes 2 0 20.5

Non Responsive

not according to the required specifications. No 

details of 

1. Brain mapping software (both selective and the 

whole data base

2. Real time programmable spectral analysis.

3. Battery backup of UPS.

3 M/S Sherazi Trading Company (Pvt) Ltd

EEG 32 Channels

Model: NeuroFax EEG 1200J/K

Make: Nihon Kohden

Country of Origin: Japan

0 0 Yes No No 2 0 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 23
Non Responsive

1. No embassy attested authorization available.

4 M/S Tycoon Technology

EEG 32 Channels

Model: NS-EEG-D1

Make: Neurostyle Pte Ltd

Country of Origin: Singapore

24 0 No Yes No 2 0 0 0 0 Yes 1 3 1 Yes 2 2 2 1.5 2 0 Yes 2 0 42.5 Responsive

5 M/S MKJ Associates

EEG 32 Channels

Model:KT88-3200

Make:Contec Medical

Country of Origin:China

25 0 No Yes No 2 2 0 3 4 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 57 Responsive

6 M/S Bios

EEG 32 Channels

Model:Newuowerk

Make:Sigma 

Country of Origin:Germany

25 0 No Yes No 2 0 0 1 0 Yes 1 3 1 Yes 2 2 2 1 1.5 2 Yes 2 0 45.5 Responsive

1 M/S Ultradent Healthcare Products

Electric Amalgamator

Model: YG600 Electric Amalgamator

Make: Foshan Safety Medical Equipment Co., Ltd

Country Of Origin: China

0 0 No No No 2 0 0 0 0 Yes 0.5 3 0.5 Yes 2 2 2 2 2 2 Yes 2 2 22

Non Responsive

One out of three mandatory Certificate not 

provided.

1 M/S Friends Traders

Electric Cautery (Dental)

Model: Alpha NANO

Make: Aprus, Peshawar, Pakistan.

0 0 No No No 2 2 0 4 1 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 30
Non Responsive

One out three mandatory certificate not attached

2 M/S Ultradent Healthcare Products

Electric cautery (Dental)

Model: ART

Make: Foshan Safety Medical Equipment Co., Ltd

Country Of Origin: China

0 0 No No No 2 0 0 0 0 Yes 0.5 3 0.5 Yes 2 2 2 2 2 2 Yes 2 2 22

Non Responsive

One out of three mandatory Certificate not 

provided.

1 M/S Quintex Medical

Electric Ripple Mattress 

Model: 517+Q2-02

Make: Fazzini SRL

Country Of Origin: Italy

0 0 No No No 2 0 0 2 0 Yes 1 3 0 Yes 2 2 2 2 2 2 Yes 0 0 20

Non Responsive

One out of three mandatory certificate not 

provided.

2 M/S Medequips (Pvt) Ltd

Electric Ripple mattress

Model: KE-951E

Make: Paramount Bed Co., Ltd

Country of Origin: Japan

0 0 No No No 0 0 0 0 0 Yes 1 3 1 Yes 2 2 2 1.5 2 2 Yes 2 0 18.5

Non Responsive

1. One mandatory certificates is not available.

2. No technical data available nor technical 

brochure attached.

3 M/S Ansha International

Electric Ripple mattress

Model: YD-A

Make: Shangai Huifeng Medical Instrument Co

Country of Origin: China

0 0 No No No 0 0 0 0 0 Yes 1 0 0 Yes 2 2 2 2 2 1 Yes 0 0 12
Non Responsive

1. No Embassy attested authorization available.

4 M/S Ideal Bussiness Products

Electric Ripple Mattress

Model:SKP-006 Air Mattress

Make:Jiangsu Saikang Medical Equipment co.Ltd

Country of origin: China

25 0 No Yes No 2 2 0 1 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 51 Responsive

1 M/S IBS Pharmaceuticals

Electric surgical unit Diathermy

Model: PRO-ESU400

Make: Promise Technology Co., Ltd

Country of Origin: China

0 0 No No No 0 0 0 2 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 23

Non Responsive

Not according to the specification the quoted 

model is PRO-ESU400 while the technical 

brochure and quotation submitted of Model: PRO-

ESU300.

2 M/S Popular International

Electric surgical unit Diathermy

Model: SS501SX

Make: Medtronic Covidien (WEM Equipamentos 

Electronicos Ltda)

Country of Origin: Brazil

25 0 3 Yes No 2 0 0 0 0 Yes 1 1 0.5 Yes 2 2 2 1 2 2 Yes 2 0 45.5 Responsive

3 M/S Mediland Pakistan 

Electric surgical unit Diathermy

Model:MEMB3

Make:KLS Martin

Country of Origin:Germany

25 0 Yes 3 No 2 0 0 4 4 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 0 57 Responsive

4 M/S Ideal Bussiness Products

Electric surgical unit Diathermy

Model:RC-CM-350A

Make:Shanghai Ro-Chain Medical Co.,Ltd

Country of origin:China

0 0 No No No 0 0 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 21

Non Responsive

1.One out of three mandatory certificate not 

available.

5 M/S MKJ Associates

Electric surgical unit Diathermy

Model:Zues-400

Make:Bionet Co., Ltd.

Country of Origin:Korea

25 0 No Yes No 2 0 0 2 3 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 53 Responsive

6 M/S Friends Traders

Electrical Surgical Unit Diathermy

Model: Alpha 1.0

Make: Aprus, Peshawar, Pakistan.

0 0 No No No 2 2 0 4 1 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 30
Non Responsive

One out three mandatory certificate not attached

1 M/S Platinum Corporation

Electro Mechanical Operating Table 

Model:Electro-hydraulic operating table MST-E700

Make:Minston

Country of origin:China

0 0 No No No 2 0 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 23

Non responsive

1.one out of three mandatory certificates not 

available.

2 M/S Medco Medical Equipment Co.

Electro Mechanical Operation Table 

Model: DL.A

Make: Jiangsu Keling Medical Appliances Co., Ltd

Country of Origin: China

25 0 No Yes No 2 0 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 48 Responsive
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3 M/S Medi Serve

Electro Mechanical Operation Table

Model: Aegistab OP 850

Make:  Heyer China

Country of Origin: Germany

0 0 No No No 0 0 0 0 0 No 0.5 3 0.5 No 2 2 2 1.5 0 2 No 0 0 13.5

Non Responsive

1. Authorization is not embassy attested.

2. No mandatory certificates available. CE is not 

for the quoted model.

3. No warranty submitted.

4. No KP Office

4 M/S Capri Medical

Electro Mechanical Operation Table

Model: DST-111

Make: Shangdon Yuda Group MT Medical

Country of Origin: China

0 0 No No No 2 0 0 0 0 Yes 1 3 0 Yes 2 2 2 1.5 2 2 Yes 2 2 21.5
Non Responsive

1. Mandatory product certificates are not provided.

5 M/S Gulf Marketing International

Electro Mechanical Operation Table

Model: HFEOT-99

Make: Shanai Huifeng Medical Instrument Company

Country Of Origin: China

0 0 No No No 2 0 0 0 0 Yes 0 0 0 Yes 0 0 0 0 1 0 Yes 2 2 7

Non Responsive

Embassy Attested Authorization not attached.

One out of Three mandatory certificate not 

provided.

6 M/S Ansha International

Electro Mechanical Operation Table

Model: HFEOT-99

Make: Shangai Huifeng Medical Instrument Co

Country of Origin: China

0 0 No No No 0 0 0 0 0 Yes 1 0 0 Yes 2 2 2 2 2 1 Yes 0 0 12
Non Responsive

1. No Embassy attested authorization available.

7 M/S Strongman Medifur Systems Pvt Ltd

Electro Mechanical Operation Table

Model: HS5318P

Make: Danyang New Hope Medical Equipment Co

Country Of Origin: China

0 0 No No No 0 0 0 0 0 Yes 1 0 0 Yes 2 2 2 2 2 2 Yes 0 0 13
Non Responsive

One out Three Certificate not attached.

8 M/S Medequips (Pvt) Ltd

Electro Mechanical Operation Table

Model: KM-401

Make: Paramount Bed Co., Ltd

Country of Origin: Indonesia

0 0 No No No 0 0 0 0 0 Yes 1 3 1 Yes 2 2 2 1.5 2 2 Yes 2 0 18.5

Non Responsive

1. One mandatory certificate is not available. 

MHLW for the quoted item is not issues to 

Indonesia manufacturer.

2. No details of battery inside the table, which can 

work 40-80 operations.

9 M/S MKJ Associates

Electro Mechanical Operation Table

Model:Creble2000 

Make:Shandong Lewin Medical Equipment Co., Ltd.

Country of Origin:China

25 0 No Yes No 2 2 0 2 4 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 56 Responsive

10 M/S Mediland Pakistan 

Electro Mechanical Operation Table

Model:OPXmobilis RC 30L/G

Make:SCHMITZ

Country of Origin:Germany

0 0 No No No 2 0 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 0 21

Non Responsive

1. One out of three Mandatory Certificate not 

available.

11 M/S Electromed Solutions

Electro Mechanical Operation Table

Model:TDY-1

Make: Hefei Health science and technology 

Country of Origin :China

0 0 No No No 2 0 0 4 0 Yes 1 3 1 Yes 2 2 2 1.5 1.5 1 Yes 2 0 23

Non Responsive

1.Authorization is expired

2.Mandatory certificates i.e 

CEMDD,USFDA,MHLW not available.

12 M/S Ideal Bussiness Products

Electro-Mechanical Operation Table

Model A202

Make:Jiangsu Saikang Medical Equipment Co., Ltd

Country of origin:China

25 0 No Yes No 2 2 0 4 4 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 58 Responsive

13 M/S Friends Traders

Electro-mechanical Operation

Table

MODEL: Unibase 30 Electro Hydraulic Operation Table 

Make: Mindray Bio-Medical Electronics,

Country Of Origin:  China.

25 0 No Yes No 2 0 0 2 1 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 51 Responsive

1 M/S IBS Pharmaceuticals

EMG 4 Channels

Model: 5000Q Pro Portable

Make: Nr Sign

Country of Origin: Canada

25 0 No Yes No 2 0 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 48 Responsive

2 M/S Sherazi Trading Company (Pvt) Ltd

EMG 4 Channels

Model: MEB 9600

Make: Nihon Kohden

Country of Origin: Japan

0 0 Yes No No 2 0 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 23
Non Responsive

1. No embassy attested authorization available.

3 M/S Tycoon Technology

EMG 4 Channels

Model: NS-EMG-C1

Make: Neurostyle Pte Ltd

Country of Origin: Singapore

0 0 No Yes No 2 0 0 0 0 Yes 1 3 1 Yes 2 2 2 1.5 2 0 Yes 2 0 18.5

Responsive

Subject to accessories quoted.

1. Surface Electrode 50 not quoted.

2. Ground Electrode not quoted.

4 M/S Medequips (Pvt) Ltd

EMG 4 Channels

Model: Sierra Summit

Make: Cadwell USA

Country of Origin: USA

0 0 Yes 3 No 2 0 0 0 0 Yes 1 3 1 Yes 2 2 2 1.5 2 2 Yes 2 0 23.5

Responsive

Subject to clarify

1. Battery backup of UPS.

5 M/S MKJ Associates

EMG 4 Channels

Model:CMS6600B

Make:Contec Medical

Country of Origin:China

25 0 No Yes No 2 2 0 3 4 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 57 Responsive

1 M/S Friends Traders

ENT Workstation (Examination + Treatement)

Model: ENT Treatement CHAM New CU3000-B Type 

Black.

Make: Chammed Co. Ltd,

Country Of Origin: Korea

25 0 No Yes No 2 0 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 48 Responsive

2 M/S Ideal Bussiness Products

ENT workstation (Examination +treatment ) 

Model: G65

Make:Fude Technology Group Limited 

Make:China

25 0 No Yes No 2 2 0 2 3 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 55 Responsive

3 M/S Matora Engineering Corporation

ENT workstation (Examination +treatment )

Model: ST-E600

Make: Foshan Suntem Medical Apparatus

Country of Origin: China

25 0 No Yes No 2 2 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 50 Responsive

1 M/S Ideal Bussiness Products

Fracture Operation Table with Ortho Traction Attachment 

Model : 3008C

Make:Jiangsu Keiling  Medical Appliances Co., Ltd

Country of Origin:China

25 0 No Yes No 2 2 0 2 2 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 54 Responsive
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2 M/S Medco Medical Equipment Co.

Fracture Operation Table with Ortho Traction Attachment 

Model: 3001B + KL-6A

Make: Jiangsu Keling Medical Appliances Co., Ltd

Country of Origin: China

25 0 No Yes No 2 0 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 48 Responsive

3 M/S Electromed Solutions

Fracture Operation Table with Ortho Traction Attachment 

Model:TY

Make: Hefei Health science and technology 

Country of Origin :China

0 0 No No No 2 0 0 4 0 Yes 1 3 1 Yes 2 2 2 1.5 1.5 1 Yes 2 0 23

Non Responsive

1.Authorization is expired

2.Mandatory certificates i.e 

CEMDD,USFDA,MHLW not available.

4 M/S Capri Medical

Fracture Operation Table with Ortho Traction Attachment

Model: DST-500

Make: Shangdon Yuda Group MT Medical

Country of Origin: China 

0 0 No No No 2 0 0 0 0 Yes 1 3 0 Yes 2 2 2 1.5 2 2 Yes 2 2 21.5
Non Responsive

1. Mandatory product certificates are not provided.

5 M/S Alam Medix 

Fracture Operation Table with Ortho Traction Attachment

Model: DST-IB

Make: MT Medical

Country of Origin: China

25 0 No Yes No 2 2 0 1 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 0 2 49 Responsive

6 M/S Ansha International

Fracture Operation Table with Ortho Traction Attachment

Model: HFEOT-99D & 1006

Make: Shangai Huifeng Medical Instrument Co

Country of Origin: China

0 0 No No No 0 0 0 0 0 Yes 1 0 0 Yes 2 2 2 2 2 1 Yes 0 0 12
Non Responsive

1. No Embassy attested authorization available.

7 M/S Gulf Marketing International

Fracture Operation Table with Ortho Traction Attachment

Model: HFMH-3008 AB

Make: Shanai Huifeng Medical Instrument Company

Country Of Origin: China

0 0 No No No 2 0 0 0 0 Yes 0 0 0 Yes 0 0 0 0 1 0 Yes 2 2 7

Non Responsive

Embassy Attested Authorization not attached.

One out of Three mandatory certificate not 

provided.

8 M/S Strongman Medifur Systems Pvt Ltd

Fracture Operation Table with Ortho Traction Attachment

Model: HS3008C

Make: Danyang New Hope Medical Equipment Co

Country Of Origin: China

0 0 No No No 0 0 0 0 0 Yes 1 0 0 Yes 2 2 2 2 2 2 Yes 0 0 13
Non Responsive

One out Three Certificate not attached.

9 M/S Medequips (Pvt) Ltd

Fracture Operation Table with Ortho Traction Attachment

Model: KM-402

Make: Paramount Bed Co., Ltd

Country of Origin: Indonesia

0 0 No No No 0 0 0 0 0 Yes 1 3 1 Yes 2 2 2 1.5 2 2 Yes 2 0 18.5

Non Responsive

1. One mandatory certificate is not available. 

MHLW for the quoted item is not issues to 

Indonesia manufacturer.

10 M/S MKJ Associates

Fracture Operation Table with Ortho Traction Attachment

Model:Creble200

Make:Shandong Lewin Medical Equipment Co., Ltd.

Country of origin:China.

25 0 No Yes No 2 2 0 2 4 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 56 Responsive

1 M/S Roche Pakistan Limited

Glucometer

Model: Accu Check Active

Make: Accu Check G

Country of Origin: Germany

25 0 3 Yes No 2 2 0 0 2 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 0 53 Responsive

2 M/S Gulf Marketing International

Glucometer

Model: Bestcheck

Make: Kapitol

Country Of Origin: Taiwan

0 0 No No No 0 0 0 0 0 Yes 0 0 0 Yes 0 0 0 0 1 0 Yes 2 2 5

Non Responsive

Embassy Attested Authorization not attached.

One out of Three mandatory certificate not 

provided.

Technical Brochure not attached.

3 M/S Pakistan Marketing Services

Glucometer

Model: Vivacheck Ino

Make: Viva Check Biotech Co., Ltd

Country of Origin: China

25 0 3 Yes No 2 2 0 4 3 Yes 1 3 1 Yes 2 2 2 1 2 2 Yes 2 0 57 Responsive

4 M/S MKJ Associates

Glucometer

Model:710

Make:Jiangsu Yuyue Medical Equipment & supply Co., 

Ltd. (Yuwell)

Country of origin:China

25 0 No Yes No 2 2 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 50 Responsive

1 M/S Quintex Medical

Gynae Vacuum Suction Apparatus

Model: F-100/F4

Make: Fazzini SRL

Country Of Origin: Italy

0 0 No No No 2 0 0 4 0 Yes 1 3 0 Yes 2 2 2 2 2 2 Yes 0 0 22

Non Responsive

One out of three mandatory certificate not 

provided.

2 M/S Ideal Bussiness Products

Gynae Vacuum Suction Apparatus/ Vacuum Extractor 

with trolley 

Model: KD-3090A

Make:Shanghai Ro-Chain Medical Co.,Ltd

Country of origin:China

0 0 No No No 0 0 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 21

Non Responsive

1.One out of three mandatory certificate not 

available.

3 M/S Alam Medix 

Gynae Vacuum Suction Apparatus/vacuum extractor with 

trolley

Model: D-50

Make: Dispomedical

Country of Origin: UK (Europe)

25 2 No Yes No 2 2 0 2 2 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 0 2 54 Responsive

4 M/S Medco Medical Equipment Co.

Gynae Vacuum Suction Apparatus/vacuum extractor with 

trolley

Model: DFX-IV.C

Make: Jiangsu Keling Medical Appliances Co., Ltd

Country of Origin: China

25 0 No Yes No 0 0 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 46 Responsive

5 M/S Sudais Associates

Gynae Vacuum Suction Apparatus/vacuum extractor with 

trolley

Model: M700

Make: M Technology 

Country of Origin: Korea

25 0 No Yes No 2 2 0 4 4 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 58 Responsive

6 M/S Paradies Export Co.

Gynae Vacuum Suction Apparatus/vacuum extractor with 

trolley

Model: Maxia speed 

Make:3A healthcare 

Country of origin: Italy

25 0 No Yes No 2 0 0 0 0 Yes 1 0 0 Yes 2 2 2 2 2 2 Yes 0 0 40 Responsive
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1 M/S Allmed Solutions 

Head Light with cool Illumination 

Model: LED Headlight KS70

Make Karl Storz switizarland 

Country of Origin:  switzerland 

25 0 3 Yes No 2 0 0 2 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 0 51 Responsive

2 M/S MKJ Associates

Head Light with Cool Illumination 

Model:BT-410F

Make:Bistos Co., Ltd.

Country of origin:Korea

25 0 No Yes No 2 2 0 4 2 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 56 Responsive

3 M/S Sudais Associates

Head Light with Cool Illumination

Model: JD2500

Make: Nanchang Micare Medical Equipment Co., Ltd

Country of Origin: China

25 0 No Yes No 2 2 0 4 4 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 58 Responsive

4 M/S Ideal Bussiness Products

Head light with Cool Illumination

Model: YD 01-5 

Make:Shanghai Ro-Chain Medical Co.,Ltd

Country of origin:China

0 0 No No No 0 0 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 21

Non Responsive

1.One out of three mandatory certificate not 

available.

1 M/S Sudais Associates

HFNC 

Model: HFO-1

Make: Zhejiang Lifemed Technology

Country of Origin: China

0 0 No No No 2 0 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 23
Non Responsive

1. Mandatory product certificates not provided.

2 M/S Hospicare System

HFNC

Model: Alnno Ventura 

Make: Alson Pakistan

Country of Origin: Pakistan

0 0 No No No 2 0 0 0 0 Yes 1 3 1 Yes 2 2 2 1 2 2 Yes 2 0 20
Non Responsive

1. No mandatory certificates available.

3 M/S Medi Serve

HFNC

Model: H-80A

Make: BMC Medical Co China

Country of Origin: China

0 0 No No No 2 0 0 0 0 No 0.5 3 0.5 No 2 2 2 1.5 0 2 No 0 0 15.5

Non Responsive

1. Authorization is not embassy attested.

2. Third Party authorization.

3. No mandatory certificates available. 

4. No warranty submitted.

5. No KP Office

4 M/S Alam Medix 

HFNC

Model: HF6

Make: MT-Medical

Country of Origin: China

25 0 No Yes No 2 2 0 1 1 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 0 2 50 Responsive

5 M/S Shahs Brothers and Co

HFNC

Model: HF-70

Make: Jiangsu Yuyue Medical Equipment

Country Of Origin: China

0 0 No Yes No 2 0 0 0 0 Yes 1 3 0 Yes 2 2 2 2 2 2 Yes 2 2 22
Non Responsive

No embassy attested authorization avaialable.

6 M/S Ideal Bussiness Products

HFNC

Model: HFO-1

Make:Zheijing Lifemed Medical Technology

Country of origin:China

25 0 No Yes No 2 0 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 48 Responsive

7 M/S Total Technologies

HFNC

Model: Inspired High Flow

Make: Vincent Medical

Country of Origin: China

25 0 No Yes No 2 0 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 48 Responsive

8 M/S MKJ Associates

HFNC

Model:HF-75A

Make:Yuyue Medical Equipment & supply Co., Ltd. 

(Yuwell)

Country of origin:China

25 0 No Yes No 2 2 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 50 Responsive

9 M/S Medexpress 

HFNC

Model:NF5

Make:Comen 

Country of Origin:China

25 0 Yes 3 No 2 2 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 53 Responsive

10 M/S Medifa Enterprises

HFNC

Model:OH-60A

Make: Micomme Medical Technology Development Co., 

Ltd

Country Of Origin: China

0 0 No Yes No 0 0 0 0 0 Yes 1 3 0.5 Yes 2 2 2 2 2 2 Yes 0 2 18.5
Non Responsive

No embassy attested authorization avaialable.

1 M/S Ideal Bussiness Products

Hydralic Operating Table 

Model : JY-C

Make::Jiangsu Keiling  Medical Appliances Co., Ltd.

Country of origin:China)

25 0 No Yes No 2 2 0 4 4 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 58 Responsive

2 M/S Medco Medical Equipment Co.

Hydralic Operation Table 

Model: JY.C

Make: Jiangsu Keling Medical Appliances Co., Ltd

Country of Origin: China

25 0 No Yes No 2 0 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 48 Responsive

3 M/S Platinum Corporation

Hydraulic Operating Table 

Model:LUXYRY Multi-function MST300

Make:Minston

Country of Origin:China

0 0 No No No 2 0 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 23

Non responsive

1.one out of three mandatory certificates not 

available.

4 M/S Capri Medical

Hydraulic Operation Table

Model: DST-I

Make: Shangdon Yuda Group MT Medical

Country of Origin: China

0 0 No No No 2 0 0 0 0 Yes 1 3 0 Yes 2 2 2 1.5 2 2 Yes 2 2 21.5
Non Responsive

1. Mandatory product certificates are not provided.

5 M/S Alam Medix 

Hydraulic Operation Table

Model: DST-IB

Make: MT Medical

Country of Origin: China

25 0 No Yes No 2 2 0 1 1 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 0 2 50 Responsive

6 M/S Ansha International

Hydraulic Operation Table

Model: HFEOT-99X

Make: Shangai Huifeng Medical Instrument Co

Country of Origin: China

0 0 No No No 0 0 0 0 0 Yes 1 0 0 Yes 2 2 2 2 2 1 Yes 0 0 12
Non Responsive

1. No Embassy attested authorization available.

7 M/S Medifa Enterprises

Hydraulic Operation table

Model: HFMH700AB

Make: Shanghai huifeng Medical Instruments Co., Ltd.

Country Of Origin: China

0 0 No No No 2 0 0 0 0 Yes 1 3 0.5 Yes 2 2 2 2 2 2 Yes 0 2 20.5

Non Responsive

One out Three mandatory Certificate not 

provided.

8 M/S Strongman Medifur Systems Pvt Ltd

Hydraulic Operation Table

Model: HS3001B

Make: Danyang New Hope Medical Equipment Co

Country Of Origin: China

0 0 No No No 0 0 0 0 0 Yes 1 0 0 Yes 2 2 2 2 2 2 Yes 0 0 13
Non Responsive

One out Three Certificate not attached.
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9 M/S Medequips (Pvt) Ltd

Hydraulic Operation Table

Model: KM-401

Make: Paramount Bed Co., Ltd

Country of Origin: Indonesia

0 0 No No No 0 0 0 0 0 Yes 1 3 1 Yes 2 2 2 1.5 2 2 Yes 2 0 18.5

Non Responsive

1. One mandatory certificates is not available. 

MHLW for the quoted item is not issues to 

Indonesia manufacturer.

2. The quoted model is electro mechanical while 

the required is manual.

10 M/S MKJ Associates

Hydraulic Operation Table

Model:Creble200

Make:Shandong Lewin Medical Equipment Co., Ltd.

Country Of origin:China.

25 0 No Yes No 2 2 0 2 4 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 56 Responsive

11 M/S Mediland Pakistan 

Hydraulic Operation Table

Model:OPXmobilis 300C L/G

Make:SCHMITZ

Country of Origin:Germany

0 0 No No No 2 0 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 0 21

Non Responsive

1. One out of three Mandatory Certificate not 

available.

12 M/S Electromed Solutions

Hydraulic Operation Table

Model:TY

Make: Hefei Health science and technology 

Country of Origin :China

0 0 No No No 2 0 0 2 0 Yes 1 3 1 Yes 2 2 2 1.5 1.5 1 Yes 2 0 21

Non Responsive

1.Authorization is expired

2.Mandatory certificates i.e 

CEMDD,USFDA,MHLW not available.

1 M/S Latif Brother 

Indirect Ophthalmoscope

Model: IO-H

Make: Neitz

Country of Origin:Japan

25 0 Yes No No 2 0 0 0 0 No 1 3 1 Yes 2 2 2 2 2 2 Yes 2 0 46 Responsive

1 M/S Quintex Medical

Infant Warmer (Radiant Warmer)

Model: BN100

Make: Fazzini SRL

Country Of Origin: Italy

0 0 No No No 2 0 0 4 0 Yes 1 3 0 Yes 2 2 2 2 2 2 Yes 0 0 22

Non Responsive

One out of three mandatory certificate not 

provided.

2 M/S Medifa Enterprises

Infant Warmer (Radiant Warmer)

Model: BRW-4000B

Make: Suzhou Being Medical Device Co Ltd

Country Of Origin: China

25 0 No Yes No 0 0 0 2 1 Yes 1 3 0.5 Yes 2 2 2 2 2 2 Yes 0 2 46.5 Responsive

3 M/S Paradies Export Co.

Infant Warmer (Radiant Warmer)

Model: BT-550

Make: Bistos

Country Of Origin: Korea

25 0 No Yes No 2 0 0 0 0 Yes 1 0 0 Yes 2 2 2 2 2 2 Yes 0 0 40 Responsive

4 M/S Strongman Medifur Systems Pvt Ltd

Infant Warmer

Model: 248-ICS-00

Make: Strongman

Country Of Origin: Pakistan

0 0 No No No 2 0 0 0 0 Yes 1 0 0 Yes 2 2 2 2 2 2 Yes 0 0 15
Non Responsive

One out Three Certificate not attached.

5 M/S Medco Medical Equipment Co.

Infant Warmers (Radiant Warmer) 

Model: BN-100 Standard

Make: Zhengzhou Dison Instrument and meter Co., Ltd

Country of Origin: China

0 0 No Yes No 2 0 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 23

Responsive

Subject to the clarification of ventur suction 

system

6 M/S Sudais Associates

Infant Warmers (Radiant Warmer) 

Model: M308

Make: Electromag

Country of Origin: Turkey  

25 0 No Yes No 2 2 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 50 Responsive

7 M/S IBS Pharmaceuticals

Infant Warmers (Radiant Warmer)

Model: OKM730

Make: OKUMAN Medical Sistemler A.S

Country of Origin: Turkey

0 0 No Yes No 2 0 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 23
Non Responsive

1. Letter of authorization is expire.

8 M/S Medequips (Pvt) Ltd

Infant Warmers (Radiant Warmer)

Model: Sunflower

Make: Atom Medical Corporation

Country of Origin: Japan

25 0 Yes No 3 0 0 0 0 0 Yes 1 3 1 Yes 2 2 2 1.5 2 2 Yes 2 0 46.5 Responsive

9 M/S MKJ Associates

Infant Warmers (Radiant Warmer)

Model:BT-550

Make:Bistos Co., Ltd.

Country of Origin:Korea

25 0 3 Yes No 2 2 0 0 3 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 56 Responsive

10 M/S Alam Medix 

Infant Warmers

(Radiant Warmer)

Model: Ecosy930

Make: BNG Medical

Country of Origin: China

25 2 No Yes No 2 2 0 4 4 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 0 2 58 Responsive

11 M/S Ideal Bussiness Products

Infant Warmers(Radiant warmer)                                   

Model: RC-BRW-3000B Plus

Make:Shanghai Ro-Chain Medical Co.,Ltd

Country of origin:China

0 0 No No No 0 0 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 21

Non Responsive

1.One out of three mandatory certificate not 

available.

1 M/S Mercy Enterprises

Infra-Red Radiator Large

Model: Solmed TRIO

Make: Meden Inmed

Country of Origin: Poland

0 0 No No No 2 0 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 1 Yes 2 2 22
Non Responsive

1. Mandatory product certificates are not available.

2 M/S Tycoon Technology

Infra-Red Radiator Large

Model: YDW-II

Make: Ningbo David China

Country of Origin: China

0 0 No No No 2 0 0 0 0 Yes 1 3 1 Yes 2 2 2 1.5 2 0 Yes 2 0 18.5

Non Responsive

1. No mandatory certificates available.

2. CE certificate is not for the quoted model.

1 M/S Mercy Enterprises

Infra-Red Radiator Small

Model: Solmed UNO

Make: Meden Inmed

Country of Origin: Poland

0 0 No No No 2 0 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 1 Yes 2 2 22
Non Responsive

1. Mandatory product certificates are not available.

2 M/S Tycoon Technology

Infra-Red Radiator Small

Model: YDW-II

Make: Ningbo David China

Country of Origin: China

0 0 No No No 2 0 0 0 0 Yes 1 3 1 Yes 2 2 2 1.5 2 0 Yes 2 0 18.5

Non Responsive

1. No mandatory certificates available.

2. CE certificate is not for the quoted model.

1 M/S Medco Medical Equipment Co.

Infusion Pump 

Model: IPA 112

Make: Medevo Medical Co., Ltd

Country of Origin: China

25 0 No Yes No 2 0 0 2 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 50 Responsive
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2 M/S Platinum Corporation

Infusion pump 

Model:Pumpsue 5000

Make:Medsure

Country of origin:China

25 0 No Yes No 2 2 0 4 4 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 58 Responsive

3 M/S Ideal Bussiness Products

Infusion Pump

Model : MI-23

Make:Zhejiang MDKingdom Technology Co.,Ltd.

Country of Origin:China

25 0 No Yes No 2 0 0 2 1 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 51 Responsive

4 M/S IBS Pharmaceuticals

Infusion pump

Model: AIP-1200

Make: ARI Medical Technology Co., Ltd

Country of Origin: China

0 0 No No No 0 0 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 21

Non Responsive

1. Mandatory product certificates are not availible. 

certificate of compliance attached instead of 

CEMDD and expire.

5 M/S Medifa Enterprises

Infusion Pump

Model: HF-710B

Make: Dongguan Hepho Medical Science Technology Co., 

Ltd

Country Of Origin: China

25 0 No Yes No 2 0 0 3 1 Yes 1 3 0.5 Yes 2 2 2 2 2 2 Yes 0 2 49.5 Responsive

6 M/S Medical Equipment System 

Infusion pump

Model: Infusia VP7s

Make: Fresenius Kabi Germany

Country of Origin: China

25 0 No Yes No 2 0 0 3 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 0 49 Responsive

7 M/S Sudais Associates

Infusion pump

Model: IP 12B

Make: Shenzhan Biocare Biomedical Equipment Co., Ltd

Country of Origin: China

25 0 No Yes No 2 0 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 48 Responsive

8 M/S Capri Medical

Infusion pump

Model: IPA  112

Make: Medeva 

Country of Origin: China 

25 0 No Yes No 2 0 0 0 0 Yes 1 3 0 Yes 2 2 2 1.5 2 2 Yes 2 2 46.5 Responsive

9 M/S Alam Medix 

Infusion Pump

Model: IPA112

Make: Medevo Medical Co. Ltd.

Country of Origin: China

25 0 No Yes No 2 2 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 0 2 48 Responsive

10 M/S Friends Traders

Infusion Pump

MODEL:BENEFUSION VP3 

Make: Mindray Bio-Medical Electronics,

Country Of Origin:  China.

25 0 No Yes No 2 2 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 50 Responsive

11 M/S Electromed Solutions

Infusion pump

Model:Hk-100II

Make:Hawkmed

Country of Origin: China

0 0 No No No 2 0 0 2 0 Yes 1 3 1 Yes 2 2 2 1.5 1.5 1 Yes 2 0 21

Non Responsive

1..Mandatory certificates i.e 

CEMDD,USFDA,MHLW not available.

12 M/S B.Braun Pakistan

Infusion pump

Model:infusomat P

Make:B braun 

Country of Origin: Germany

25 0 Yes Yes No 2 2 0 2 3 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 0 53 Responsive

13 M/S Medexpress 

Infusion Pump

Model:ME-600

Make:Comen 

Country of Origin:China

25 0 Yes 3 No 2 2 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 53 Responsive

14 M/S MKJ Associates

Infusion pump

Model:ST 1000

Make:Samtronic

Country of Origin:Brazil.

0 0 No Yes No 2 2 0 0 3 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 28
Non Responsive

1.Valid embassy attested authorization is expired

1 M/S Alam Medix 

Laboratory Incubator

Model: 2429/V

Make: CBM Srl

Country of Origin: Italy (Europe)

25 0 No Yes No 2 2 0 4 4 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 0 2 56 Responsive

2 M/S Hospicare System

Laboratory Incubator

Model: BD-S 115

Make: Binder Germany

Country of Origin: Germany

0 0 No No No 0 0 0 0 0 Yes 1 3 1 Yes 2 2 2 1 2 2 Yes 2 0 18
Non Responsive

1. No mandatory certificates available.

3 M/S Strongman Medifur Systems Pvt Ltd

Laboratory Incubator

Model: DHP-9082

Make: Danyang New Hope Medical Equipment Co

Country Of Origin: China

0 0 No No No 0 0 0 0 0 Yes 1 0 0 Yes 2 2 2 2 2 2 Yes 0 0 13
Non Responsive

One out Three Certificate not attached.

4 M/S Rays Technologies

Laboratory Incubator

Model: IF-110

Make: Memmert.

Country of Origin: Germany. 

0 0 No Yes No 0 0 0 0 0 Yes 1 2 0.5 Yes 2 2 2 2 2 2 Yes 0 2 17.5
Non Responsive

Embassy Attested authorization not submitted.

5 M/S Sudais Associates

Laboratory Incubator

Model: M5040BP

Make: Electromag

Country of Origin: Turkey  

25 0 No Yes No 2 2 0 4 4 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 58 Responsive

6 M/S IBS Pharmaceuticals

Laboratory Incubator

Model: SPX-80B Intelligent

Make: ARI Medical Technology Co., Ltd

Country of Origin: China

0 0 No No No 0 0 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 21

Non Responsive

1. Mandatory product certificates are not availible. 

certificate of compliance attached instead of 

CEMDD.

7 M/S Tahir scientific 

Laboratory Incubator

Model:IB9082A

Make:ZENITH Lab Jiangsu co ltd

Country of Origin: China

0 0 No No No 0 0 0 0 0 Yes 1 3 0.5 Yes 2 2 2 1.5 2 1 Yes 2 0 17

Non Responsive

1.Mandatory Certificates i.e 

CEMDD,USFDA,MHLW  not available.

2.Declaration of Conformity attached instead of 

CEMDD.

1 M/S Rays Technologies

Microtome Machine

Model: 5050

Make: Bright Instruments.

Country of Origin: England.

0 0 No No No 0 0 0 0 0 Yes 1 2 0.5 Yes 2 2 2 2 2 2 Yes 0 2 17.5
Non Responsive

Embassy Attested authorization not submitted.

2 M/S Sudais Associates

Microtome Machines 

Model: YD-355AT

Make: Jinhua Yidi Medical Appliances Co., Ltd

Country of Origin: China

0 0 No No No 2 0 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 23

Non Responsive

1. Mandatory product certificates not provided. 

Certificate of compliance attached instead of 

CEMDD.
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1 M/S Novatek Pakistan

Microvent

Model: World Resuscitator

Make: Bnos Meditech

Country of Origin: UK

25 0 No Yes No 2 0 0 0 0 Yes 1 3 0 Yes 2 2 2 2 2 2 Yes 2 2 47 Responsive

1 M/S Ideal Bussiness Products

Mini Autoclave for dental

Model: TM-20DV

Make:Jiangyin Binjiang Medical Equipment Co.Ltd

Country of origin:China

25 0 No Yes No 2 2 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 50 Responsive

2 M/S Capri Medical

Mini Autoclave For dental

Model: BK

Make: Biobase 

Country of Origin: China

0 0 No No No 0 0 0 0 0 Yes 1 3 0 Yes 2 2 2 1.5 2 2 Yes 2 2 19.5
Non Responsive

1. Mandatory product certificates are not provided.

3 M/S Shahs Brothers and Co

Mini Autoclave For dental

Model: Dental Autoclave Mona

Make: Esco Medical Equipment Co., Ltd

Country of Origin: China

25 0 No Yes No 2 0 0 0 0 Yes 1 3 0 Yes 2 2 2 2 2 2 Yes 2 2 47 Responsive

4 M/S Medline Technologies

Mini Autoclave For dental

Model: P-240H

Make: Cisa Italy

Country of Origin: Italy 

0 0 No Yes No 2 0 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 0 21

Responsive

Subject to clarify the

1. Demineralizer (model and make must be 

mentioned)

5 M/S Ultradent Healthcare Products

Mini Autoclave For dental

Model: SEA 23L-B

Make: Foshan Safety Medical Equipment Co., Ltd

Country Of Origin: China

0 0 No No No 2 0 0 4 0 Yes 0.5 3 0.5 Yes 2 2 2 2 2 2 Yes 2 2 26

Non Responsive

One out of three mandatory Certificate not 

provided.

6 M/S Sudais Associates

Mini Autoclave For dental

Model: SM 18 B

Make: Electromag

Country of Origin: Turkey  

25 0 No Yes No 2 2 0 1 2 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 53 Responsive

7 M/S Zodiac International

Mini Autoclave For dental

Model: Z-CLAVE IA+18

Make: Sonz

Country Of Origin: China

25 0 No Yes No 0 0 0 0 0 Yes 0 0 0 Yes 2 2 2 1 2 0 Yes 0 0 34 Responsive

8 M/S Friends Traders

Mini Autoclave For dental

MODEL:MOST-T (T18)

MAKE: SHINWA

Country Of Origin: China.

25 0 No Yes No 2 0 0 1 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 49 Responsive

9 M/S Forecare 

Mini Autoclave

Model:Cal-18LED

Make:Ningbo Rundeer

Country of origin: China

0 0 No No No 2 0 0 0 0 Yes 1 2 0 Yes 2 2 2 1.5 2 2 Yes 2 0 18.5

Non Responsive

1.Two out of 3 mandatory certificates not 

available.

2.declaration of conformity attached instead of 

CEMDD.

1 M/S IBS Pharmaceuticals

Nebulizer

Model: 408P

Make: ARI Medical Technology Co., Ltd

Country of Origin: China

0 0 No No No 0 0 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 21

Non Responsive

1. Mandatory product certificates are not availible. 

certificate of compliance attached instead of 

CEMDD and expire.

2 M/S Quintex Medical

Nebulizer

Model: F201

Make: Fazzini SRL

Country Of Origin: Italy

0 0 No No No 2 0 0 0 0 Yes 1 3 0 Yes 2 2 2 2 2 2 Yes 0 0 18

Non Responsive

One out of three mandatory certificate not 

provided.

3 M/S Sudais Associates

Nebulizer

Model: JK-11

Make: Jiangsu Pedocare Medical Equipment Co., Ltd

Country of Origin: China

25 0 No Yes No 2 0 0 4 4 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 56 Responsive

4 M/S Ultradent Healthcare Products

Nebulizer

Model: SS-7A

Make:Jiangsu Shuangsheng Medical Appliance Co., Ltd

Country Of Origin: China

25 0 No Yes No 2 0 0 0 0 Yes 0.5 3 0.5 Yes 2 2 2 2 2 2 Yes 2 2 47 Responsive

5 M/S Gulf Marketing International

Nebulizer

Model: WH-702

Make: Owegel

Country Of Origin: China

0 0 No No No 0 0 0 0 0 Yes 0 0 0 Yes 0 0 0 0 1 0 Yes 2 2 5

Non Responsive

Embassy Attested Authorization not attached.

One out of Three mandatory certificate not 

provided.

Technical Brochure not attached.

1 M/S Latif Brother 

Ophthalmoscope + Retinoscope Rechargeable

Model:BX-ALPHA-RX-RC-II

Make:Neitz

Country of Origin:Japan

25 0 Yes No No 2 0 0 0 0 No 1 3 1 Yes 2 2 2 2 2 2 Yes 2 0 46 Responsive

1 M/S Latif Brother 

Ophthalmoscope

Model:BX-ALPHA-RC-II

Make:Neitz

Country of Origin:Japan

25 0 Yes No No 2 0 0 0 0 No 1 3 1 Yes 2 2 2 2 2 2 Yes 2 0 46 Responsive

1 M/S Paradies Export Co.

Orthopedic Dril Battery operated 

Model: 33.321.07

Make:Diameda 

Country Of origin: Germany 

25 0 No Yes No 2 0 0 0 0 Yes 1 0 0 Yes 2 2 2 2 2 2 Yes 0 0 40 Responsive

2 M/S Sudais Associates

Orthopedic Drill Battery operated

Model: BLJZ-1

Make: Ningbo Boly Medical Co., Ltd

Country of Origin: China

24 0 No Yes No 2 0 0 3 2 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 52 Responsive

3 M/S FDS PVT LTD

Orthopedic Drill Battery operated

Model: HALL 50

Make: Conmed

Country Of Origin: USA

25 1 Yes 3 No 2 0 0 0 0 Yes 1 1 0.5 Yes 2 2 2 0.5 2 2 Yes 2 0 46 Responsive

4 M/S Medifa Enterprises

Orthopedic Drill Battery Operated

Model: System 2000

Make: Bojin-Medical, Shanghai Bojin Medical instruments

Country Of Origin: China

25 0 No Yes No 2 0 0 3 1 Yes 1 3 0.5 Yes 2 0 0 2 2 2 Yes 0 2 45.5 Responsive
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5 M/S B.Braun Pakistan

Orthopedic Drill Battery operated

Model:Acculan 4

Make:Aesculap

Country of Origin: Germany

25 0 Yes Yes No 2 2 0 3 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 0 51 Responsive

1 M/S Shahs Brothers and Co

Oxygen Concentrator

Model: 7F-10W

Make: Jiangsu Yuyue Medical Equipment

Country Of Origin: China

0 0 No Yes No 2 0 0 0 0 Yes 1 3 0 Yes 2 2 2 2 2 2 Yes 2 2 22

Non Responsive

No embassy attested attested authorization 

available.

2 M/S Sudais Associates

Oxygen Concentrator

Model: CP-101

Make: Foshan Mic Medical Technology Co., Ltd

Country of Origin: China

25 0 No Yes No 2 2 0 4 4 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 58 Responsive

3 M/S IBS Pharmaceuticals

Oxygen Concentrator

Model: OXY Breath 10L

Make: Kare Medical and Analytical Devices Co., Ltd

Country of Origin: Turkey

25 0 No Yes No 2 0 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 48 Responsive

4 M/S Ultradent Healthcare Products

Oxygen Concentrator

Model: SZ-5AW

Make: Jiangsu Shuangsheng Medical Appliance Co., Ltd

Country Of Origin: China

24 0 No Yes No 2 0 0 0 0 Yes 0.5 3 0.5 Yes 2 2 2 2 2 2 Yes 2 2 46 Responsive

5 M/S Alam Medix 

Oxygen Concentrator

Model: ZY-10ZW

Make: MT Medical

Country of Origin: China

25 0 No Yes No 2 2 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 0 2 48 Responsive

6 M/S MKJ Associates

Oxygen Concentrator

Model:7F-10

Make:Yuyue Medical Equipment & supply Co., Ltd. 

(Yuwell)

Country of Origin:China

25 0 No Yes No 2 2 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 50 Responsive

7 M/S Platinum Corporation

Oxygen Concentrator

Model:Jay-10

Make:Longfian Scitech Co,Ltd

Country of Origin:China

25 0 No Yes No 2 0 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 48 Responsive

8 M/S Electromed Solutions

Oxygen Concentrator

Model:oxicare-10 plus

Make:zhengzhou olive electric technology

Country of origin :China

25 0 No Yes No 2 0 0 4 0 Yes 1 3 1 Yes 2 2 2 1.5 1.5 1 Yes 2 0 48 Responsive

1 M/S Rays Technologies

PH Meter Bench Top

Model: S-610L

Make: PEAK Instruments, USA

Country of Origin: China.

0 0 No No No 0 0 0 0 0 Yes 1 2 0.5 Yes 2 2 2 2 2 2 Yes 0 2 17.5
Non Responsive

Embassy Attested authorization not submitted.

2 M/S IBS Pharmaceuticals

PH Meter

Model: PHS-3C

Make: ARI Medical Technology Co., Ltd

Country of Origin: China

0 0 No No No 0 0 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 21

Non Responsive

1. Mandatory product certificates are not availible. 

certificate of compliance attached instead of 

CEMDD.

1 M/S Ideal Bussiness Products

Phototherapy Unit                                                  

Model: B-100

Make:Shanghai Ro-Chain Medical Co.,Ltd.

Country of origin:China

0 0 No No No 0 0 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 21

Non Responsive

1.One out of three mandatory certificate not 

available.

2 M/S IBS Pharmaceuticals

Phototherapy Unit 

Model: BC050

Make: OKUMAN Medical Sistemler A.S

Country of Origin: Turkey

0 0 No Yes No 2 0 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 23
Non Responsive

1. Letter of authorization is expire.

3 M/S Medco Medical Equipment Co.

Phototherapy Unit 

Model: BL-50

Make: Zhengzhou Dison Instrument and meter Co., Ltd

Country of Origin: China

25 0 No Yes No 2 0 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 48 Responsive

4 M/S MKJ Associates

Phototherapy Unit 

Model:BT 400

Make:Bistos

Country of origin:Korea

25 0 3 Yes No 2 2 0 4 4 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 61 Responsive

5 M/S Strongman Medifur Systems Pvt Ltd

Phototherapy Unit

Model: BBP-2000B

Make: Danyang New Hope Medical Equipment Co

Country Of Origin: China

0 0 No No No 0 0 0 0 0 Yes 1 0 0 Yes 2 2 2 2 2 2 Yes 0 0 13
Non Responsive

One out Three Certificate not attached.

6 M/S Quintex Medical

Phototherapy Unit

Model: BL-50 LED

Make: Fazzini SRL

Country Of Origin: Italy

0 0 No No No 2 0 0 2 0 Yes 1 3 0 Yes 2 2 2 2 2 2 Yes 0 0 20

Non Responsive

One out of three mandatory certificate not 

provided.

7 M/S Alam Medix 

Phototherapy Unit

Model: BN300

Make: BNG Medical

Country of Origin: China

25 0 No Yes No 2 2 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 0 2 48 Responsive

8 M/S Paradies Export Co.

Phototherapy Unit

Model: BT-400

Make: Bistos

Country Of Origin: Korea

25 0 3 Yes No 2 0 0 0 0 Yes 1 0 0 Yes 2 2 2 2 2 2 Yes 0 0 43 Responsive

9 M/S Tycoon Technology

Phototherapy Unit

Model: XHZ-90L

Make: Ningbo David China

Country of Origin: China

0 0 No Yes No 2 0 0 0 0 Yes 1 3 1 Yes 2 2 2 1.5 2 0 Yes 2 0 18.5

Non Responsive

Not according to the specifications

1. No LCD Digital display.

10 M/S Elate CC Pvt Ltd 

Phototherapy Unit

Model:Baby Blu

Make:Tende

Country of Origin:Turkey

25 0 No Yes No 2 0 0 0 0 Yes 0.5 3 1 Yes 2 2 2 2 1 2 Yes 0 0 42.5 Responsive

11 M/S Medifa Enterprises

Phototherapy Unit

Model:BBP-2000B

Make: Suzhou Being Medical Device Co Ltd

Country Of Origin: China

25 0 No Yes No 0 0 0 3 0 Yes 1 3 0.5 Yes 2 2 0 2 2 2 Yes 0 2 44.5 Responsive
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12 M/S Medexpress 

Phototherapy Unit

Model:BL70

Make:Comen

Country of Origin:China

25 0 Yes 3 No 2 2 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 53 Responsive

1 M/S Hospital Supply Corporation

Point of care Testing (POCT) analyzer

Model: iSTAT

Make:Abbott

Country of origin:USA

0 0 Yes 3 No 2 0 0 3 3 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 32
Non Responsive

1.Embassy attested authorization not available

2 M/S Gulf Marketing International

Point of care Testing(POCT) analyzer

Model: BIOT YG-1

Make: Xiamen Biotime

Country Of Origin: China

0 0 No No No 0 0 0 0 0 Yes 0 0 0 Yes 0 0 0 0 1 0 Yes 2 2 5

Non Responsive

Embassy Attested Authorization not attached.

One out of Three mandatory certificate not 

provided.

Technical Brochure not attached.

3 M/S Biocare Enterprises

Point of care Testing(POCT) analyzer

Model: CT3

Make: Edan China

Country of Origin: China

0 0 No No No 0 0 0 0 0 Yes 0 0 0 Yes 2 2 2 1.5 0 0 Yes 2 0 9.5

Non Responsive

1. Authorization is not embassy attested.

2. No mandatory certificates available.

3. The quoted model is not according to the 

required specifications.

4 M/S Ijaz Enterprises

Point of care Testing(POCT) analyzer

Model: MF-C100

Make: Microprofit Biotech

Country of Origin: China

0 0 No No No 2 0 0 0 0 Yes 0 0 0 Yes 2 2 2 0 2 0 Yes 0 0 10

Non Responsive

1. No embassy attested authorization available.

2. No mandatory product certificate available.

5 M/S Hoora Pharma

Point of care Testing(POCT) analyzer

Model:Ez-POC

Make:Boditech med

Country of origin: Korea

0 0 No No No 0 0 0 0 0 Yes 1 3 1 Yes 2 2 2 1 2 2 Yes 2 2 20

Non responsive

1.Valid embassy attaestation not available.

2.Technical details not available i-e sample 

volume not mentioned,sample type not 

mentioned,patient data storage capacity not 

mentioned,operating temperature not 

mentioned,detail of thermal printer not 

mentioned,input power not mentioned

1 M/S Ideal Bussiness Products

POP cutter / Plaster Cutting Saw 

Model: NS-4042

Model:Wuhu Ruijin Medical Instrument & device Co., Ltd.

Country of origin:China

25 0 No Yes No 2 0 0 3 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 51 Responsive

2 M/S Paradies Export Co.

POP cutter / Plaster Cutting Saw

Model: 30.230.23

Make: Diameda 

Country Of Origin: Germany 

25 0 No Yes No 2 0 0 0 0 Yes 1 0 0 Yes 2 2 2 2 2 2 Yes 0 0 40 Responsive

3 M/S Sudais Associates

POP cutter / Plaster Cutting Saw

Model: BL0018

Make: Ningbo Boly Medical Co., Ltd

Country of Origin: China

23 0 No Yes No 2 0 0 3 2 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 51 Responsive

4 M/S Alam Medix 

POP cutter / Plaster Cutting Saw

Model: ERGO II

Make: Oscimed

Country of Origin: Switzerland (Europe)

25 0 No Yes No 2 2 0 4 4 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 0 2 56 Responsive

1 M/S Alam Medix 

Portable lamps AC/DC or Emergency light with single 

reflector AC/DC Or Examination light AC/DC

Model: YDE-500D

Make: MT Medical

Country of Origin: China

25 0 No Yes No 2 2 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 0 2 48 Responsive

2 M/S Friends Traders

Portable lamps AC/DC or Emergency light with single 

reflector AC/DC Or Examination light AC/DC

MODEL:HYLED 600M OT Light

Make: Mindray Bio-Medical Electronics, 

Country Of Origin: China. 

25 0 No Yes No 2 2 0 1 1 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 52 Responsive

3 M/S Eastern Medical Technology Services

Portable lamps AC/DC or Emergency light with single 

reflector AC/DC Or Examination light AC/DC

Model:  ALE10MEL

Make:  Brandon Medical.

Country of Origin: UK

0 0 No No No 2 0 0 0 0 Yes 1 3 1 Yes 2 2 2 0 2 2 Yes 2 0 19

Non responsive

One out of three mandatory Certificate not 

provided.

4 M/S Ansha International

Portable lamps AC/DC or Emergency light with single 

reflector AC/DC Or Examination light AC/DC

Model: 500E-LED

Make: Shangai Huifeng Medical Instrument Co

Country of Origin: China

0 0 No No No 0 0 0 0 0 Yes 1 0 0 Yes 2 2 2 2 2 1 Yes 0 0 12
Non Responsive

1. No Embassy attested authorization available.

5 M/S Sudais Associates

Portable lamps AC/DC or Emergency light with single 

reflector AC/DC Or Examination light AC/DC

Model: JD 1700

Make: Nanchang Micare Medical Equipment Co., Ltd

Country of Origin: China

25 0 No Yes No 2 2 0 4 4 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 58 Responsive

6 M/S Electromed Solutions

Portable lamps AC/DC or Emergency light with single 

reflector AC/DC Or Examination light AC/DC

Model: LED L260

Make: Hefei Health science and technology 

Country of Origin :China

0 0 No No No 2 0 0 4 0 Yes 1 3 1 Yes 2 2 2 1.5 1.5 1 Yes 2 0 23

Non Responsive

1.Authorization is expired

2.Mandatory certificates i.e 

CEMDD,USFDA,MHLW not available.

7 M/S Medifa Enterprises

Portable lamps AC/DC or Emergency light with single 

reflector AC/DC Or Examination light AC/DC

Model: YD01-5E-LED

Make: Shanghai huifeng Medical Instruments Co., Ltd.

Country Of Origin: China

0 0 No No No 2 0 0 4 0 Yes 1 3 0.5 Yes 2 2 2 2 2 2 Yes 0 2 24.5

Non Responsive

One out Three mandatory Certificate not 

provided.

8 M/S MKJ Associates

Portable lamps AC/DC or Emergency light with single 

reflector AC/DC Or Examination light AC/DC

Model:Hollow Creled5500M

Make:Shandong Lewin Medical Equipment Co., Ltd

Country of origin:China.

25 0 No Yes No 2 2 0 1 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 51 Responsive
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9 M/S KASBN International

Portable lamps AC/DC or Emergency light with single 

reflector AC/DC Or Examination light AC/DC

Model:IG-100MB

Make:ORDISI 

Country of origin: Spain

0 0 No No No 2 0 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 23

Non Responsive

1.One out of three mandatory certificates not 

available.

10 M/S Medexpress 

Portable lamps AC/DC or Emergency light with single 

reflector AC/DC Or Examination light AC/DC

Model;Pentaled 12

Make:Rimsa

Country of origin:Italy

0 0 No No No 2 0 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 23

Non responsive

1.Mandatory Certificates one out of three not 

available.

11 M/S Ideal Bussiness Products

Portable lamps AC/DC or Emergency light with single 

reflector AC/DC Or Examination light AC/DC

Model: KL05L.I (AC /DC)

Make:Jiangsu Keiling  Medical Appliances Co., Ltd.

Country of origin:China

=

25 0 No Yes No 2 2 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 50 Responsive

1 M/S Ideal Bussiness Products

Pulse Oximeter 

Model: G1B 

Make:General Meditech, Inc.

Country of origin:China

25 0 Yes 3 No 2 2 0 2 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 55 Responsive

2 M/S Sudais Associates

Pulse Oximeter

Model: CX-100

Make: Chamcare Co Ltd

Country of Origin: Korea

25 0 No Yes No 2 2 0 4 4 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 58 Responsive

3 M/S Total Technologies

Pulse Oximeter

Model: H 100B

Make: Edan Instrument Inc

Country of Origin: China

22 0 Yes 3 No 2 0 0 2 2 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 52 Responsive

4 M/S Gulf Marketing International

Pulse Oximeter

Model: MD-300 m

Make: Choicemed

Country Of Origin: China

0 0 No Yes No 0 0 0 0 0 Yes 0 0 0 Yes 0 0 0 0 1 0 Yes 2 2 5
Non Responsive

Embassy Attested Authorization not attached.

5 M/S Capri Medical

Pulse Oximeter

Model: N/M

Make: Sonostar / Meditech

Country of Origin: China

0 0 No No No 0 0 0 0 0 Yes 1 3 0 Yes 2 2 2 1.5 2 2 Yes 2 2 19.5

Non Responsive

1. Mandatory product certificates are not provided. 

2. Conditional offer.

6 M/S Hospicare System

Pulse Oximeter

Model: PN 100N

Make: Medtronic Covidien Ag Group 

Country of Origin: USA

0 0 Yes 3 No 2 0 0 0 0 Yes 1 3 1 Yes 2 2 2 1 2 2 Yes 2 0 23
Non Responsive

1. No embassy attested authorization submitted.

7 M/S IBS Pharmaceuticals

Pulse Oximeter

Model: PRO-PM350

Make: Promise Technology Co., Ltd

Country of Origin: China

0 0 No No No 0 0 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 21

Non Responsive

1. Mandatory product certificates are not availible. 

certificate of compliance attached instead of 

CEMDD.

8 M/S Medifa Enterprises

Pulse Oximeter

Model: WIT-S300N(T)

Make: Shenzen Witeaf Medical Electronics Co., Ltd

Country Of Origin: China

0 0 No Yes No 2 0 0 3 1 Yes 1 3 0.5 Yes 2 2 2 2 2 2 Yes 0 2 24.5
Non Responsive

No embassy attested authorization avaialable.

9 M/S MKJ Associates

Pulse Oximeter

Model:CMS60C

Make:Contec Medical Systems Co., Ltd

Country of origin:China

25 0 No Yes No 2 2 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 50 Responsive

10 M/S Platinum Corporation

Pulse Oximeter

Model:SP-20

Make:Creative Medical

Country of origin:China

25 0 No Yes No 2 0 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 48 Responsive

1 M/S KASBN International

Pure Tone Audiometer

Model: audixi 10 C

Make: (Devinetrix) Kiversal

Country of Origin: Spain

25 0 No Yes No 2 0 0 4 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 52 Responsive

2 M/S Latif Brother 

Pure Tone Audiometer

Model: MA-42

Make:Maico

Country of Origin:Europe

0 0 No No No 0 0 0 0 0 No 0 0 0 Yes 0 0 0 0 0 0 Yes 0 0 0

Non Responsive

1.One Out of three mandatory certificate not 

available.

1 M/S Ideal Bussiness Products

Resuscitation Trolley / ICU Trolley / CPR Trolley 

Model:SKR 054-ET 

Make:Jiangsu Saikang Medical Equipment Co., Ltd.

Country of origin:China

25 0 No Yes No 2 2 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 50 Responsive

2 M/S Alam Medix 

Resuscitation Trolley / ICU Trolley / CPR Trolley

Model: CQ-08

Make: MT Medical

Country of Origin: China

25 0 No Yes No 2 2 0 4 4 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 0 2 56 Responsive

3 M/S Strongman Medifur Systems Pvt Ltd

Resuscitation Trolley / ICU Trolley / CPR Trolley

Model: HS6612

Make: Danyang New Hope Medical Equipment Co

Country Of Origin: China

0 0 No No No 0 0 0 0 0 Yes 1 0 0 Yes 2 2 2 2 2 2 Yes 0 0 13
Non Responsive

One out Three Certificate not attached.

4 M/S Capri Medical

Resuscitation Trolley / ICU Trolley / CPR Trolley

Model: N/M

Make: Shangdon Yuda Group MT Medical

Country of Origin: China 

0 0 No No No 2 0 0 0 0 Yes 1 3 0 Yes 2 2 2 1.5 2 2 Yes 2 2 21.5
Non Responsive

1. Mandatory product certificates are not provided.

5 M/S Elate CC Pvt Ltd 

Resuscitation Trolley / ICU Trolley / CPR Trolley

Model:Persolife 400 Code:PL41B3-SBMWAL

Make:FranceHopital

Country of Origin :Italy

0 0 No No No 0 0 0 0 0 Yes 0.5 3 1 Yes 2 2 2 2 1 2 Yes 0 0 15.5

Non responsive

1.mandatory certificates i.e 

CEMDD,USFDA,MHLW not available.

2.Dacliration of conformity attached instead of 

CEMDD.

6 M/S Quintex Medical

Resuscitation Trolley / ICU Trolley / CPR Trolley

Model: 01.6275

Make: Fazzini SRL

Country Of Origin: Italy

0 0 No No No 2 0 0 3 0 Yes 1 3 0 Yes 2 2 2 2 2 2 Yes 0 0 21

Non Responsive

One out of three mandatory certificate not 

provided.
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1 M/S Ideal Bussiness Products

Shadow less lamp (Ceiling type) or Ceiling OT light for 

minor OT or Ceiling OT light for post- mortem                                           

Model: RC-LED700+700

Make:Shanghai Ro-Chain Medical Co.,Ltd

Country of origin:China

0 0 No No No 0 0 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 21

Non Responsive

1.One out of three mandatory certificate t 

available.

2 M/S Platinum Corporation

Shadow less lamp (Ceiling type) or Ceiling OT light for 

minor OT or Ceiling OT light for post- mortem 

Model:KS-7070

Make:Easywell

Country of origin:China

25 0 No Yes No 2 0 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 48 Responsive

3 M/S Gulf Marketing International

Shadow less lamp (Ceiling type) or Ceiling OT light for 

minor OT or Ceiling OT light for post morterm

Model: 500 ELED

Make: Shanai Huifeng Medical Instrument Company

Country Of Origin: China

0 0 No No No 2 0 0 0 0 Yes 0 0 0 Yes 0 0 0 0 1 0 Yes 2 2 7

Non Responsive

Embassy Attested Authorization not attached.

One out of Three mandatory certificate not 

provided.

4 M/S Medifa Enterprises

Shadow less lamp (Ceiling type) or Ceiling OT light for 

minor OT or Ceiling OT light for post morterm

Model: 700/700 LED

Make: Shanghai huifeng Medical Instruments Co., Ltd.

Country Of Origin: China

0 0 No No No 2 0 0 3 1 Yes 1 3 0.5 Yes 2 2 2 2 2 2 Yes 0 2 24.5

Non Responsive

One out Three mandatory Certificate not 

provided.

5 M/S Ansha International

Shadow less lamp (Ceiling type) or Ceiling OT light for 

minor OT or Ceiling OT light for post morterm

Model: 700/700-E LED

Make: Shangai Huifeng Medical Instrument Co

Country of Origin: China

0 0 No No No 0 0 0 0 0 Yes 1 0 0 Yes 2 2 2 2 2 1 Yes 0 0 12
Non Responsive

1. No Embassy attested authorization available.

6 M/S Sudais Associates

Shadow less lamp (Ceiling type) or Ceiling OT light for 

minor OT or Ceiling OT light for post morterm

Model: E 720/720

Make: Nanchang Micare Medical Equipment Co., Ltd

Country of Origin: China

25 0 No Yes No 2 2 0 4 4 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 58 Responsive

7 M/S Strongman Medifur Systems Pvt Ltd

Shadow less lamp (Ceiling type) or Ceiling OT light for 

minor OT or Ceiling OT light for post morterm

Model: HS5689

Make: Danyang New Hope Medical Equipment Co

Country Of Origin: China

0 0 No No No 0 0 0 0 0 Yes 1 0 0 Yes 2 2 2 2 2 2 Yes 0 0 13
Non Responsive

One out Three Certificate not attached.

8 M/S Electromed Solutions

Shadow less lamp (Ceiling type) or Ceiling OT light for 

minor OT or Ceiling OT light for post morterm

Model: LED D620/620

Make: Hefei Health science and technology 

Country of Origin :China

0 0 No N0 No 2 0 0 4 0 Yes 1 3 1 Yes 2 2 2 1.5 1.5 1 Yes 2 0 23

Non Responsive

1.Authorization is expired

2.Mandatory certificates i.e 

CEMDD,USFDA,MHLW not available.

9 M/S Medi Serve

Shadow less lamp (Ceiling type) or Ceiling OT light for 

minor OT or Ceiling OT light for post morterm

Model: OL 9570

Make: Heyer China

Country of Origin: Germany

0 0 No No No 0 0 0 0 0 No 0.5 3 0.5 No 2 2 2 1.5 0 2 No 0 0 13.5

Non Responsive

1. Authorization is not embassy attested.

2. No mandatory certificates available. CE is not 

for the quoted model.

3. No warranty submitted.

4. No KP Office

10 M/S Eastern Medical Technology Services

Shadow less lamp (Ceiling type) or Ceiling OT light for 

minor OT or Ceiling OT light for post morterm

Model: Qe3030

Make: Brandon Medical

Country of Origin: UK.

0 0 No No No 2 0 0 0 0 Yes 1 3 1 Yes 2 2 2 0 2 2 Yes 2 0 19

Non responsive

One out of three mandatory Certificate not 

provided.

11 M/S Capri Medical

Shadow less lamp (Ceiling type) or Ceiling OT light for 

minor OT or Ceiling OT light for post morterm

Model: YDE 700/700

Make: Shangdon Yuda Group MT Medical

Country of Origin: China 

0 0 No No No 2 0 0 0 0 Yes 1 3 0 Yes 2 2 2 1.5 2 2 Yes 2 2 21.5
Non Responsive

1. Mandatory product certificates are not provided.

12 M/S Mediland Pakistan 

Shadow less lamp (Ceiling type) or Ceiling OT light for 

minor OT or Ceiling OT light for post morterm

Model:MarLED e9i +MarLED e9i

Make:KLS Martin

Country of Origin:Germany

0 0 No No No 2 0 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 0 21

Non Responsive

1. One out of three Mandatory Certificate not 

available.

13 M/S Medexpress 

Shadow less lamp (Ceiling type) or Ceiling OT light for 

minor OT or Ceiling OT light for post morterm

Model:Quattroluci LED

Make:Rimsa

Country of Origin: Italy

0 0 No No No 2 0 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 23

Non responsive

1.Mandatory Certificates one out of three not 

available.

14 M/S MKJ Associates

Shadow less lamp (Ceiling type) oR Ceiling OT light for 

minor OT or Ceiling OT light for post-mortem

Model:Hollow Creled5700/5700

Make:Shandong Lewin Medical Equipment Co., Ltd.

Country of origin:China.

25 0 No Yes No 2 2 0 1 1 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 52 Responsive

15 M/S Alam Medix 

Shadow less lamp (Ceiling type) or Ceiling OT light for 

minor OT or Ceiling OT light for

post –mortem

Model: YDE700/700D

Manufacturer: MT Medical

Country of Origin: China

25 0 No Yes No 2 2 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 0 2 48 Responsive

16 M/S Friends Traders

Shadow less lamp/ceiling type or ceiling OT light for minor 

OT or ceiling OT light for post-mortem.

MODEL:HYLED 760/760 Ceiling OT Light

Make: Mindray Bio-Medical Electronics, 

Country Of Origin: China. 

25 0 No Yes No 2 2 0 1 1 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 52 Responsive

1 M/S Sudais Associates

Shoe Covering machine

Model: 107000

Make: Oasipor Medical

Country of Origin: Purtagal

23 0 No Yes No 0 0 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 44 Responsive

2 M/S Real Engineering

Shoe Covering Machine

Model: XT-46C

Make: Zhejiang Quen Technology Co Ltd.

Origin: China

25 No Yes No 2 0 0 0 0 Yes 1 3 0 Yes 2 2 2 1.5 1.5 1 Yes 2 0 43 Responsive
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1 M/S Alam Medix 

Sonic Aid Machine/Fetus Heart Detector

Model: FM-2

Make: MT Medical

Country of Origin: China

25 0 No Yes No 2 2 0 4 2 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 0 2 54 Responsive

2 M/S MKJ Associates

Sonic Aid Machine/ Fetus Heart Detector 

Model:BT-200

Make:Bistos

Country of origin:Korea

25 0 3 Yes No 2 2 0 4 4 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 61 Responsive

3 M/S Sudais Associates

Sonic Aid Machine/Fetus Heart Detector

Model: FM 200

Make: Shenzhan Biocare Biomedical Equipment Co., Ltd

Country of Origin: China

24 0 No Yes No 2 2 0 3 2 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 54 Responsive

1 M/S Ideal Bussiness Products

Spirometer/ Pulmonary function unit 

Model:

Make:Medical International Research  (MIR) 

Country of origin:Italy

25 2 No Yes No 2 0 0 1 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 51 Responsive

2 M/S MKJ Associates

Spirometer/ Pulmonary function unit

Model:SPM 300

Make:Bionet Co., Ltd

Country of origin:Korea 

25 0 3 Yes No 2 0 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 51 Responsive

3 M/S KASBN International

Spirometer/ Pulmonary function unit

Model;Hi-301 

Make:Chest.MI 

Country of Origin:japan

25 0 No Yes No 2 0 0 3 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 51 Responsive

1 M/S Alam Medix 

Suction Machine Heavy Duty / Electric Suction Machine

Model: D-50

Make: Dispomedical

Country of Origin: UK (Europe)

25 2 No Yes No 2 2 0 4 4 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 0 2 58 Responsive

2 M/S Shahs Brothers and Co

Suction machine Heavy Duty/ Electric suction Machine 

Model: 7A-27B

Make: Jiangsu Yuyue Medical Equipment

Country Of Origin: China

0 0 No Yes No 2 0 0 0 0 Yes 1 3 0 Yes 2 2 2 2 2 2 Yes 2 2 22
Non Responsive

No embassy attested authorization avaialable.

3 M/S Quintex Medical

Suction machine Heavy Duty/ Electric suction Machine 

Model: F-100/F4

Make: Fazzini SRL

Country Of Origin: Italy

0 0 No No No 2 0 0 4 0 Yes 1 3 0 Yes 2 2 2 2 2 2 Yes 0 0 22

Non Responsive

One out of three mandatory certificate not 

provided.

4 M/S Ideal Bussiness Products

Suction machine Heavy Duty/ Electric suction Machine 

Model: KD-3090A

Shanghai Ro-Chain Medical Co.,Ltd

Country of origin:China

0 0 No No No 0 0 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 21

Non Responsive

1.One out of three mandatory certificate not 

available.

5 M/S IBS Pharmaceuticals

Suction machine Heavy Duty/ Electric suction Machine

Model: 23C.I

Make: ARI Medical Technology Co., Ltd

Country of Origin: China

0 0 No No No 0 0 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 21

Non Responsive

1. Mandatory product certificates are not available. 

certificate of compliance attached instead of 

CEMDD and expire.

6 M/S Medco Medical Equipment Co.

Suction machine Heavy Duty/ Electric suction Machine

Model: DFX-23D.I

Make: Jiangsu Keling Medical Appliances Co., Ltd

Country of Origin: China

25 0 No Yes No 0 0 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 46 Responsive

7 M/S Sudais Associates

Suction machine Heavy Duty/ Electric suction Machine

Model: M700

Make: M Technology 

Country of Origin: Korea

25 0 No Yes No 2 2 0 2 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 52 Responsive

8 M/S Paradies Export Co.

Suction machine Heavy Duty/ Electric suction Machine

Model:Maxia speed 

Make:3A healthcare

Country Of Origin: Italy

25 0 No Yes No 2 0 0 1 2 Yes 1 0 0 Yes 2 2 2 2 2 2 Yes 0 0 43 Responsive

1 M/S Novatek Pakistan

Syringe Destroyer

Model: BD-300B

Make: Shenzen Bestman Instrument Co Ltd

Country of Origin: China

0 0 No No No 2 0 0 0 0 Yes 1 3 0 Yes 2 2 2 2 2 2 Yes 2 2 22
Non responsive 

Embassy Attested Authorization not Submitted

1 M/S Medical Equipment System 

Syringe Pump 

Model: Infusia SP7s

Make: Fresenius Kabi Germany

Country of Origin: China

25 0 No Yes No 2 0 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 0 46 Responsive

2 M/S Sudais Associates

Syringe Pump 

Model: IP 21B

Make: Shenzhan Biocare Biomedical Equipment Co., Ltd

Country of Origin: China

25 0 No Yes No 2 0 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 48 Responsive

3 M/S Medco Medical Equipment Co.

Syringe Pump 

Model: SPA-112

Make: Medevo Medical Co., Ltd

Country of Origin: China

25 0 No Yes No 2 0 0 2 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 50 Responsive

4 M/S Platinum Corporation

Syringe pump 

Model:Pumpsure 4000

Make:Medsure

Country of origin: China

25 0 No Yes No 2 2 0 4 4 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 58 Responsive

5 M/S MKJ Associates

Syringe Pump 

Model:ST7000

Make:Samtronic

Country of origin:Brazil

0 0 No Yes No 0 0 0 0 1 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 22
Non Responsive

1.Valid embassy attested authorization is expired

6 M/S Ideal Bussiness Products

Syringe Pump

Model : MS-31

Make:Zhejiang MDKingdom Technology Co.,Ltd.

Country of origin:China

25 0 No Yes No 2 0 0 1 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 49 Responsive

7 M/S IBS Pharmaceuticals

Syringe Pump

Model: ASP-1800

Make: ARI Medical Technology Co., Ltd

Country of Origin: China

0 0 No No No 0 0 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 21

Non Responsive

1. Mandatory product certificates are not available. 

certificate of compliance attached instead of 

CEMDD and expire.
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8 M/S Friends Traders

Syringe Pump

Model: Benefusion SP3 Syringe Pump

Make: Mindray Bio-Medical Electronics, 

Country Of Origin: China.

25 0 No Yes No 2 2 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 50 Responsive

9 M/S Medifa Enterprises

Syringe Pump

Model: HF-610B

Make: Dongguan Hepho Medical Science Technology Co., 

Ltd

Country Of Origin: China

25 0 No Yes No 2 0 0 4 0 Yes 1 3 0.5 Yes 2 2 2 2 2 2 Yes 0 2 49.5 Responsive

10 M/S Capri Medical

Syringe Pump

Model: SPA-112

Make: Medeva

Country of Origin: China

25 0 No Yes No 2 0 0 0 0 Yes 1 3 0 Yes 2 2 2 1.5 2 2 Yes 2 2 46.5 Responsive

11 M/S Alam Medix 

Syringe Pump

Model: SY-080

Make: MT Medical

Country of Origin: China

25 0 No Yes No 2 2 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 0 2 48 Responsive

12 M/S Electromed Solutions

Syringe Pump

Model:Hk 400

Make:Hawkmed

Country of Origin: China

0 0 No No No 2 0 0 2 0 Yes 1 3 1 Yes 2 2 2 1.5 1.5 1 Yes 2 0 21

Non Responsive

1..Mandatory certificates i.e 

CEMDD,USFDA,MHLW not available.

13 M/S Medexpress 

Syringe Pump

Model:M-200A

Make:Comen

Country of Origin:China

25 0 Yes 3 No 2 2 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 53 Responsive

14 M/S B.Braun Pakistan

Syringe pump

Model:Perfusor compact Plus

Make:B braun 

Country of Origin: Germany

25 0 Yes Yes No 2 2 0 2 3 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 0 53 Responsive

1 M/S Mercy Enterprises

Therapeutic Ultrasound 

Model: Ultrasound 1500

Make: EME

Country of Origin: Italy

0 0 No Yes No 2 0 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 1 Yes 2 2 22
Non Responsive

1. Embassy attested authorization not available.

2 M/S Tycoon Technology

Therapeutic Ultrasound

Model: US 13

Make: AC International (Project Blue Generation)

Country of Origin: Italy

0 0 No No No 0 0 0 0 0 Yes 1 3 1 Yes 2 2 2 1.5 2 0 Yes 2 0 16.5

Responsive

1. Subject to clarify the relation between AC 

International and Project Blue Generation.

2. Authorization attached is of AC international 

and CE, ISOs issued to Project Blue Generation.

3 M/S KASBN International

Therapeutic Ultrasound

Model:Fisiosonic

Make:Fisioline 

Country of Origin:Italy

25 0 No Yes No 2 0 0 1 2 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 51 Responsive

4 M/S Bios

Therapeutic Ultrasound

Model:Primo Combination 860

Make:EMS

Country of origin: UK

25 0 No Yes No 2 0 0 4 0 Yes 1 3 1 Yes 2 2 2 1 1.5 2 Yes 2 0 48.5 Responsive

5 M/S Radiant Medical (pvt) Ltd 

Therapeutic Ultrasound

Model:US-751

Make:ITO

Country of Origin:Japan

25 0 No Yes Yes 2 0 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 48 Responsive

1 M/S Total Technologies

Three Channel Holter monitor

Model: SE-2003

Make: Edan Instrument Inc

Country of Origin: China

25 0 Yes 3 No 2 0 0 1 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 52 Responsive

2 M/S Hospicare System

Three Channel Holter monitor

Model: Walk 400H

Make: Cardioline Italy

Country of Origin: Italy

0 0 No Yes No 2 0 0 0 0 Yes 1 3 1 Yes 2 2 2 1 2 2 Yes 2 0 20

Non Responsive

Not according to the specifications

1. Battery backup is less than the required.

2. Compatible PC with UPS not quoted.

3 M/S KASBN International

Three Channel Holter monitor

Model:Euroholter 3-View

Make:Lumed 

Country of Origin:Italy

25 0 No Yes No 2 0 0 3 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 51 Responsive

4 M/S MKJ Associates

Three Channel Holter monitor

Model:TLC9803

Make:Contec Medical Systems Co., Ltd

Country of origin:China

25 0 No Yes No 2 2 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 50 Responsive

5 M/S Novatek Pakistan

Three Channel Holter Recorder

Model: Auxil ECG

Make: Livetec Ingenieurburo Gmbh

Country of Origin: Germany

25 0 No Yes No 2 0 0 2 0 Yes 1 3 0 Yes 2 2 2 2 2 2 Yes 2 2 49 Responsive

1 M/S Mercy Enterprises

Transcutaneous Electrical Nerve Stimulators 

(Tens)/Electric Stimulator

Model: Therapic 9200

Make: EME

Country of Origin: Italy

0 0 No Yes No 2 0 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 1 Yes 2 2 22
Non Responsive

1. Embassy attested authorization not available.

2 M/S Tycoon Technology

Transcutaneous Electrical Nerve Stimulators 

(Tens)/Electric Stimulator

Model: Therapic 9400

Make: EME Italy

Country of Origin: Italy

0 0 No No No 0 0 0 0 0 Yes 1 3 1 Yes 2 2 2 1.5 2 0 Yes 2 0 16.5

Non Responsive

Not according to the specifications

1. Mode 5 TENS mode : B( Burst), N(Normal), 

M(Modulation), SD1,SD2

2. 2 EMS modes S(Synchronous), A(Alternate)

3 M/S Bios

Transcutaneous Electrical Nerve Stimulators 

(Tens)/Electric Stimulator

Model:EMS 460

Make:EMS

Country of Origin:Uk

25 0 No Yes No 2 0 0 4 0 Yes 1 3 1 Yes 2 2 2 1 1.5 2 Yes 2 0 48.5 Responsive

4 M/S KASBN International

Transcutaneous Electrical Nerve Stimulators 

(Tens)/Electric Stimulator

Model:winner

Make:Fisioline

Country of Origin:Italy

25 0 No Yes No 2 0 0 1 3 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 52 Responsive
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1 M/S Medifa Enterprises

Ultra Violet Lamp Large

Model: HF-YZW1280DWII

Make: Shanghai huifeng Medical Instruments Co., Ltd.

Country Of Origin: China

0 0 No No No 2 0 0 0 0 Yes 1 3 0.5 Yes 2 2 2 2 2 2 Yes 0 2 20.5

Non Responsive

One out Three mandatory Certificate not 

provided.

2 M/S Tycoon Technology

Ultra Violet Lamp Large

Model: Trump-S4

Make: Trump International Corp

Country of Origin: China

0 0 No No No 0 0 0 0 0 Yes 1 3 1 Yes 2 2 2 1.5 2 0 Yes 2 0 16.5

Non Responsive

1. No mandatory certificates available.

2. CE certificate is not for the quoted model. 

Invalid CE

3 M/S Medifa Enterprises

Ultra Violet Lamp Small

Model: HF-YZW870DWII

Make: Shanghai huifeng Medical Instruments Co., Ltd.

Country Of Origin: China

0 0 No No No 2 0 0 0 0 Yes 1 3 0.5 Yes 2 2 2 2 2 2 Yes 0 2 20.5

Non Responsive

One out Three mandatory Certificate not 

provided.

4 M/S Tycoon Technology

Ultra Violet Lamp Small

Model: Trump-P

Make: Trump International Corp

Country of Origin: China

0 0 No No No 0 0 0 0 0 Yes 1 3 1 Yes 2 2 2 1.5 2 0 Yes 2 0 16.5

Non Responsive

1. No mandatory certificates available.

2. CE certificate is not for the quoted model. 

Invalid CE

5 M/S Alam Medix 

Ultrasonic Nebulizer

Model: SW 966

Manufacturer: Shinmed

Country of Origin: Taiwan

0 0 No No No 2 2 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 0 2 23
Non Responsive

1.Embassy attested authorization not available

6 M/S MKJ Associates

Ultrasonic Nebulizer

Model:402AI

Make:Jiangsu Yuyue Medical Equipment & supply Co., 

Ltd. (Yuwell)

Country of origin:China 

25 0 No Yes No 2 2 0 2 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 52 Responsive

7 M/S IBS Pharmaceuticals

Ultrasounic Nebulizer

Model: 906 S/LCD

Make: Kare Medical and Analytical Devices Co., Ltd

Country of Origin: Turkey

25 0 No Yes No 2 0 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 48 Responsive

8 M/S Gulf Marketing International

Ultrasounic Nebulizer

Model: OW-01

Make: Owegel

Country Of Origin: China

0 0 No No No 0 0 0 0 0 Yes 0 0 0 Yes 0 0 0 0 1 0 Yes 2 2 5

Non Responsive

Embassy Attested Authorization not attached.

One out of Three mandatory certificate not 

provided.

Technical Brochure not attached.

9 M/S IBS Pharmaceuticals

Urine meter

Model: CL-50

Make: High Technology Inc

Country of Origin: USA

0 0 No No No 2 0 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 23

Non Responsive

1. Mandatory product certificates are not availible. 

Free sales certificate attached instead of CEMDD 

and Certificate to forign government instead of 

USFDA(510K) 

10 M/S Gulf Marketing International

Urine Meter

Model: Urine

Make: Healgen

Country Of Origin: USA

0 0 No No No 0 0 0 0 0 Yes 0 0 0 Yes 0 0 0 0 1 0 Yes 2 2 5

Non Responsive

Embassy Attested Authorization not attached.

One out of Three mandatory certificate not 

provided.

Technical Brochure not attached.

11 M/S MKJ Associates

Urine meter

Model:BC400

Make:Contec Medical System

Country of origin:China

25 0 No Yes No 2 2 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 50 Responsive

12 M/S Hoora Pharma

Urine meter

Model:clinitek status 

Make:seimens 

Country of origin :UK

25 0 Yes Yes No 2 2 0 4 2 Yes 1 3 1 Yes 2 2 2 1 2 2 Yes 2 0 53 Responsive

1 M/S Ideal Bussiness Products

VEIN DETECTOR 

Model: VD 80

Make:Advanced Health-Care Tech Inc

Country of origin:China

0 0 No No No 0 0 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 21

Non Responsive

1.One out of three mandatory certificate t 

available.

2 M/S Capri Medical

Vein Detector

Model: BKVD-300

Make: Biobase

Country of Origin: China

0 0 No No No 0 0 0 0 0 Yes 1 3 0 Yes 2 2 2 1.5 2 2 Yes 2 2 19.5
Non Responsive

1. Mandatory product certificates are not provided.

3 M/S Shahs Brothers and Co

Vein Detector

Model: VS - 30

Make: BLZ Technology (Wuhan) Co., Ltd

Country of Origin: China

0 0 No No No 2 2 0 0 0 Yes 1 3 0 Yes 2 2 2 2 2 2 Yes 2 2 24

Non Responsive

One out of three mandatory Certificate not 

provided.

4 M/S Medifa Enterprises

Vein Detector

Model: VS1400

Make: Ambulance Shenzen Tech Co., Ltd

Country Of Origin: China

0 0 No No No 2 0 0 3 1 Yes 1 3 0.5 Yes 2 2 2 2 2 2 Yes 0 2 24.5

Non Responsive

One out Three mandatory Certificate not 

provided.

5 M/S Sudais Associates

Vein Detector

Model: V-Show 5 

Make: Shenzhen Yuan Hua Medical Equipment Co., Ltd

Country of Origin: China

25 0 No Yes No 2 2 0 4 4 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 58 Responsive

6 M/S Ansha International

Vein Detector

Model: ZD-JM-260

Make: ZD Medical Inc

Country of Origin: China

0 0 No Yes No 2 0 0 0 0 Yes 1 0 0 Yes 2 2 2 2 2 1 Yes 0 0 14
Non Responsive

1. No Embassy attested authorization available.

7 M/S IBS Pharmaceuticals

Vein Detector

Model: ZD-JM-260-03

Make: ZD Medical Inc

Country of Origin: China

25 0 No Yes No 2 0 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 48 Responsive

8 M/S Forecare 

Vein Detector

Model:BKVG-260

Make:Biobase 

Country of origin:China

0 0 No No No 2 0 0 0 0 Yes 1 2 0 Yes 2 2 2 1.5 2 2 Yes 2 0 18.5

Non Responsive

1.Two out of 3 mandatory certificates not 

available.

2.declaration of conformity attached instead of 

CEMDD.

9 M/S MKJ Associates

Vein Detector

Model:Vpism-D

Make:IISM. Inc

Country of origin:Korea

0 0 No Yes No 2 2 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 25

Non Responsive

1.One out of three mandatory certificates not 

available
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1 M/S Popular International

Vessel Sealing System

Model: LS10

Make: Valleylab Covidean USA.

Country Of Origin: China

25 0 3 Yes No 2 0 0 0 0 Yes 1 1 0.5 Yes 2 2 2 1 2 2 Yes 2 0 45.5 Responsive

2 M/S Endo Kare 

Vessel Sealing System

Model:Usg-410

Make:olympus

Country of Origin:Japan/Germany

25 0 Yes No 3 2 0 0 3 0 Yes 1 3 1 Yes 2 2 2 0 2 2 Yes 2 0 50 Responsive

1 M/S Sudais Associates

Vortex mixer

Model: M 16

Make: Electromag

Country of Origin: Turkey  

25 0 No Yes No 2 2 0 4 2 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 56 Responsive

2 M/S Tycoon Technology

Vortex mixer

Model: MX-S

Make: Biobase China

Country of Origin: China

0 0 No No No 0 0 0 0 0 Yes 1 3 1 Yes 2 2 2 1.5 2 0 Yes 2 0 16.5

Non Responsive

1. No mandatory certificates available.

2. Certificate of Compliance attached instead of 

CEMDD certificate. 

3 M/S Rays Technologies

Vortex mixer

Model: ZX3

Make: Velp 

Country of Origin: Italy. 

0 0 No No No 0 0 0 0 0 Yes 1 2 0.5 Yes 2 2 2 2 2 2 Yes 0 2 17.5

Non responsive

One out of three mandatory Certificate not 

provided.

1 M/S Tahir scientific 

Water Bath 

Model:DK-8A

Make:ZENITH Lab Jiangsu co ltd

Country of Origin: China

0 0 No No No 0 0 0 0 0 Yes 1 3 0.5 Yes 2 2 2 1.5 2 1 Yes 2 0 17

Non Responsive

1.Mandatory Certificates i.e 

CEMDD,USFDA,MHLW  not available.

2.Declaration of Conformity attached instead of 

CEMDD.

2 M/S Alam Medix 

Water Bath

Model: 2480/20

Manufacturer: CBM Srl

Country of Origin: Italy (Europe)

25 0 No Yes No 2 2 0 4 3 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 0 2 55 Responsive

3 M/S IBS Pharmaceuticals

Water Bath

Model: ESB 10 Water Bath

Make: EMSAS

Country of Origin: Turkey

0 0 No No No 2 0 0 0 0 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 23

Non Responsive

1. Mandatory product certificates are not availible. 

Declaration of conformity attached instead of 

CEMDD.

4 M/S Sudais Associates

Water Bath

Model: M96 KP

Make: Electromag

Country of Origin: Turkey  

25 0 No Yes No 2 2 0 4 2 Yes 1 3 1 Yes 2 2 2 2 2 2 Yes 2 2 56 Responsive

5 M/S Capri Medical

Water Bath

Model: SY-1L6H

Make: Biobase

Country of Origin: China

0 0 No No No 0 0 0 0 0 Yes 1 3 0 Yes 2 2 2 1.5 2 2 Yes 2 2 19.5
Non Responsive

1. Mandatory product certificates are not provided.

6 M/S Rays Technologies

Water Bath

Model: WNB22

Make: Memmert

Country of Origin: Germany. 

0 0 No Yes No 0 0 0 0 0 Yes 1 2 0.5 Yes 2 2 2 2 2 2 Yes 0 2 17.5
Non Responsive

Embassy Attested authorization not submitted.
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1 M/S Total Technologies Air 240 Cft Cylinder 2 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 16
Non Responsive

Sample Not Provided

2 M/S Ansha International Air 240 Cft Cylinder 0 0 0 0 0 6 2 Yes Yes 3 2 3 Yes 16
Non Responsive

Sample Not Provided

3 M/S Qazzafi Surgical Pvt ltd Air 240 Cft Cylinder 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 48 Responsive

4 M/S Alam Medix Air 240 Cft Cylinder 2 0 0 2 2 0 0 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Not Provided

5 M/S MKJ Associates Air 240 Cft Cylinder 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 66 Responsive

6 M/S Ideal Bussiness Products Air 240 Cft Cylinder 2 0 0 2 0 2 2 Yes Yes 3 2 3 Yes 16
Non Responsive

Sample Not Provided

7 M/S Paradise Ecport Co Air 240 Cft Cylinder 0 2 0 0 0 2 0 Yes Yes 3 2 3 Yes 52 Responsive

1 M/S Total Technologies Air 48 Cft Cylinder 2 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 16
Non Responsive

Sample Not Provided

2 M/S Ansha International Air 48 Cft Cylinder 0 0 0 0 0 6 2 Yes Yes 3 2 3 Yes 16
Non Responsive

Sample Not Provided

3 M/S Qazzafi Surgical Pvt ltd Air 48 Cft Cylinder 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 48 Responsive

4 M/S Alam Medix Air 48 Cft Cylinder 2 0 0 2 2 0 0 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Not Provided

5 M/S MKJ Associates Air 48 Cft Cylinder 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 66 Responsive
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6 M/S Paradise Ecport Co Air 48 Cft Cylinder 0 2 0 0 0 0 0 Yes Yes 3 2 3 Yes 10
Non Responsive

Sample Not Provided

7 M/S Ideal Bussiness Products Air 48 Cft Cylinder 2 0 0 2 0 2 2 Yes Yes 3 2 3 Yes 16
Non Responsive

Sample Not Provided

1 M/S Paradise Ecport Co Baby Cots 0 2 0 0 0 0 0 Yes Yes 3 2 3 Yes 50 Responsive

2 M/S Dodhys Agencies Baby Cots 0 0 0 2 2 6 0 Yes Yes 3 2 3 Yes 58 Responsive

3 M/S Ansha International Baby Cots 0 0 0 0 0 6 4 Yes Yes 3 2 3 Yes 58 Responsive

4 M/S Thankful Agencies Baby Cots 2 0 0 2 2 0 2 Yes Yes 3 2 3 Yes 46 Responsive

5 M/S Qazzafi Surgical Pvt ltd Baby Cots 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 48 Responsive

6 M/S Shah's Brothers Baby Cots 2 2 0 0 0 0 0 Yes Yes 3 2 3 Yes 12
Non Responsive

Sample Not Provided

7 M/S Alam Medix Baby Cots 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 66 Responsive

8 M/S Mirza Niaz Muhammad & sons Baby Cots 2 2 2 2 2 0 0 Yes Yes 2 2 3 Yes 57 Responsive

9 M/S Orient Medical Baby Cots 2 0 0 2 0 1 0 Yes Yes 2 1 3 Yes 51 Responsive

10 M/S Strongman Medifur Systems Pvt Ltd Baby Cots 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample Rejected

11 M/S Ideal Bussiness Products Baby Cots 2 2 0 2 2 5 4 Yes Yes 3 2 3 Yes 25
Non Responsive

Sample Not Provided

1 M/S Steel Master Furniture Bed side Locker 0 0 0 0 0 6 0 Yes Yes 0 2 3 Yes 51 Responsive

2 M/S Dodhys Agencies Bed side Locker 0 0 0 2 2 6 0 Yes Yes 3 2 3 Yes 58 Responsive

3 M/S Ansha International Bed side Locker 0 0 0 0 0 6 2 Yes Yes 3 2 3 Yes 46 Responsive

4 M/S Thankful Agencies Bed side Locker 2 0 0 2 2 3 3 Yes Yes 3 2 3 Yes 60 Responsive

5 M/S Qazzafi Surgical Pvt ltd Bed Side Locker 0 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 29 Responsive

6 M/S Shah's Brothers Bed side Locker 2 2 0 0 0 0 0 Yes Yes 3 2 3 Yes 12
Non Responsive

Sample Not Provided

7 M/S Alam Medix Bed side Locker 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 66 Responsive

8 M/S Mirza Niaz Muhammad & sons Bed side Locker 2 2 2 2 2 1 3 Yes Yes 2 2 3 Yes 61 Responsive

9 M/S MKJ Associates Bed side Locker 0 0 0 2 2 0 0 Yes Yes 3 2 3 Yes 42 Responsive

10 M/S Orient Medical Bed side Locker 2 0 0 2 0 0 2 Yes Yes 2 1 3 Yes 52 Responsive

11 M/S Strongman Medifur Systems Pvt Ltd Bed side Locker 0 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 54 Responsive

12 M/S Paradise Ecport Co Bed side Locker 0 2 0 0 0 3 0 Yes Yes 3 2 3 Yes 53 Responsive

13 M/S Ideal Bussiness Products Bed side Locker 2 2 0 2 2 6 6 Yes Yes 3 2 3 Yes 58 Responsive

1 M/S Steel Master Furniture Bed side steel stairs 0 0 0 0 0 0 0 Yes Yes 0 2 3 Yes 45 Responsive

2 M/S Dodhys Agencies Bed side steel stairs 0 0 0 2 2 6 0 Yes Yes 3 2 3 Yes 58 Responsive

3 M/S Ansha International Bed side steel stairs 0 0 0 0 0 6 4 Yes Yes 3 2 3 Yes 58 Responsive

4 M/S Thankful Agencies Bed side steel stairs 2 0 0 2 2 1 2 Yes Yes 3 2 3 Yes 57 Responsive
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5 M/S Paradise Ecport Co Bed side steel stairs 0 2 0 0 0 0 0 Yes Yes 3 2 3 Yes 50 Responsive

6 M/S Qazzafi Surgical Pvt ltd Bed side steel stairs 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 48 Responsive

7 M/S Shah's Brothers Bed side steel stairs 2 2 0 0 0 0 0 Yes Yes 3 2 3 Yes 12
Non Responsive

Sample Not Provided

8 M/S Alam Medix Bed side steel stairs 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 56 Responsive

9 M/S Mirza Niaz Muhammad & sons Bed side steel stairs 2 2 2 2 2 1 0 Yes Yes 2 2 3 Yes 58 Responsive

10 M/S Orient Medical Bed side steel stairs 2 0 0 2 0 0 0 Yes Yes 2 1 3 Yes 50 Responsive

11 M/S Ideal Bussiness Products Bed side steel stairs 2 2 0 2 2 6 6 Yes Yes 3 2 3 Yes 68 Responsive

12 M/S Strongman Medifur Systems Pvt Ltd Bed side steel stairs 0 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 54 Responsive

1 M/S Steel Master Furniture Bed with side Table and over bed trolley (local) 0 0 0 0 0 0 0 Yes Yes 0 2 3 Yes 35 Responsive

2 M/S Dodhys Agencies Bed with side Table and over bed trolley (local) 0 0 0 2 2 6 0 Yes Yes 3 2 3 Yes 58 Responsive

3 M/S Ansha International Bed with side Table and over bed trolley (local) 0 0 0 0 0 6 2 Yes Yes 3 2 3 Yes 46 Responsive

4 M/S Thankful Agencies Bed with side Table and over bed trolley (local) 2 0 0 2 2 5 3 Yes Yes 3 2 3 Yes 62 Responsive

5 M/S Alam Medix Bed with side Table and over bed trolley (local) 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 66 Responsive

6 M/S Mirza Niaz Muhammad & sons Bed with side Table and over bed trolley (local) 2 2 2 2 2 2 4 Yes Yes 2 2 3 Yes 53 Responsive

7 M/S Orient Medical Bed with side Table and over bed trolley (local) 2 0 0 2 0 0 0 Yes Yes 2 1 3 Yes 50 Responsive

8 M/S Qazzafi Surgical Pvt ltd Bed with side Table and over bed trolley (local) 0 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 54 Responsive

9 M/S Strongman Medifur Systems Pvt Ltd Bed with side Table and over bed trolley (local) 0 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 44 Responsive

10 M/S Paradise Ecport Co Bed with side Table and over bed trolley (local) 0 2 0 0 0 6 0 Yes Yes 3 2 3 Yes 56 Responsive

1 M/S Shah's Brothers Beds with side table over bed trolley (imported) 2 2 0 0 0 0 0 Yes Yes 3 2 3 Yes 12
Non Responsive

Sample Not Provided

2 M/S Medequips (Pvt) Ltd Beds with side table over bed trolley(imported) 2 0 2 2 0 4 4 Yes Yes 3 2 3 Yes 22 Responsive

3 M/S MKJ Associates Beds with side table over bed trolley(imported) 0 0 0 2 2 0 0 Yes Yes 3 2 3 Yes 52 Responsive

4 M/S Medline Technologies Beds with side table over bed trolley(imported) 2 0 0 2 0 0 0 Yes Yes 3 2 3 Yes 12
Non Responsive

Sample Not Provided

5 M/S Capri Medical Beds with side table over bed trolley(imported) 0 2 0 2 0 0 0 Yes Yes 3 2 3 Yes 12
Non Responsive

Sample Not Provided

6 M/S Strongman Medifur Systems Pvt Ltd Beds with side table over bed trolley(imported) 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample Not Provided

7 M/S Medco Medical Equipment Co Beds with side table over bed trolley(imported) 2 2 0 2 2 6 6 Yes Yes 3 2 3 Yes 68 Responsive

8 M/S Ideal Bussiness Products Beds with side table over bed trolley(imported) 2 2 0 2 2 6 6 Yes Yes 3 2 3 Yes 68 Responsive

1 M/S Total Technologies CO2 240 Cft Cylinder 2 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 16
Non Responsive

Sample Not Provided

2 M/S Ansha International CO2 240 Cft Cylinder 0 0 0 0 0 6 2 Yes Yes 3 2 3 Yes 16
Non Responsive

Sample Not Provided

3 M/S Qazzafi Surgical Pvt ltd CO2 240 Cft Cylinder 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 48 Responsive

4 M/S Alam Medix CO2 240 Cft Cylinder 2 0 0 2 2 0 0 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Not Provided
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5 M/S MKJ Associates CO2 240 Cft Cylinder 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 26
Non Responsive

Sample Not Provided

6 M/S Ideal Bussiness Products CO2 240 Cft Cylinder 2 0 0 2 0 2 2 Yes Yes 3 2 3 Yes 16
Non Responsive

Sample Not Provided

7 M/S Paradise Ecport Co CO2 240 Cft Cylinder 0 2 0 0 0 2 0 Yes Yes 3 2 3 Yes 52 Responsive

1 M/S Total Technologies CO2 48 Cft Cylinder 2 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 16
Non Responsive

Sample Not Provided

2 M/S Ansha International CO2 48 Cft Cylinder 0 0 0 0 0 6 2 Yes Yes 3 2 3 Yes 16
Non Responsive

Sample Not Provided

3 M/S Qazzafi Surgical Pvt ltd CO2 48 Cft Cylinder 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 48 Responsive

4 M/S Alam Medix CO2 48 Cft Cylinder 2 0 0 2 2 0 0 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Not Provided

5 M/S MKJ Associates CO2 48 Cft Cylinder 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 26
Non Responsive

Sample Not Provided

6 M/S Ideal Bussiness Products CO2 48 Cft Cylinder 2 0 0 2 0 2 2 Yes Yes 3 2 3 Yes 16
Non Responsive

Sample Not Provided

7 M/S Paradise Ecport Co CO2 48 Cft Cylinder 0 2 0 0 0 0 0 Yes Yes 3 2 3 Yes 10
Non Responsive

Sample Not Provided

1 M/S Steel Master Furniture Couch for Ultrasound / Examination couch 0 0 0 0 0 0 0 Yes Yes 0 2 3 Yes 35 Responsive

2 M/S Dodhys Agencies Couch for Ultrasound / Examination couch 0 0 0 2 2 6 0 Yes Yes 3 2 3 Yes 58 Responsive

3 M/S Ansha International Couch for Ultrasound / Examination couch 0 0 0 0 0 6 2 Yes Yes 3 2 3 Yes 31 Responsive

4 M/S Thankful Agencies Couch for Ultrasound / Examination couch 2 0 0 2 2 1 3 Yes Yes 3 2 3 Yes 58 Responsive

5 M/S Qazzafi Surgical Pvt ltd Couch for Ultrasound / Examination couch 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 38 Responsive

6 M/S Shah's Brothers Couch for Ultrasound / Examination couch 2 2 0 0 0 0 0 Yes Yes 3 2 3 Yes 12
Non Responsive

Sample Not Provided

7 M/S Alam Medix Couch for Ultrasound / Examination couch 2 0 0 2 2 4 5 Yes Yes 3 2 3 Yes 38 Responsive

8 M/S Mirza Niaz Muhammad & sons Couch for Ultrasound / Examination couch 2 2 2 2 2 2 1 Yes Yes 2 2 3 Yes 20
Non Responsive

Sample Rejected

9 M/S Orient Medical Couch for Ultrasound / Examination couch 2 0 0 2 0 0 0 Yes Yes 2 1 3 Yes 50 Responsive

10 M/S Strongman Medifur Systems Pvt Ltd Couch for Ultrasound / Examination couch 0 0 0 0 0 1 0 Yes Yes 3 2 3 Yes 39 Responsive

11 M/S Ideal Bussiness Products Couch for Ultrasound / Examination couch 2 2 0 2 2 0 0 Yes Yes 3 2 3 Yes 16
Non Responsive

Sample Not Provided

12 M/S Paradise Ecport Co Couch for Ultrasound / Examination couch 0 2 0 0 0 0 0 Yes Yes 3 2 3 Yes 40 Responsive

1 M/S Ideal Bussiness Products Cylinder Trolley 240 CFT 2 0 0 2 2 0 0 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Not Provided

2 M/S Dodhys Agencies Cylinder Trolley 240 CFT 0 0 0 2 2 6 0 Yes Yes 3 2 3 Yes 48 Responsive

3 M/S Ansha International Cylinder Trolley 240 CFT 0 0 0 0 0 6 2 Yes Yes 3 2 3 Yes 46 Responsive

4 M/S Thankful Agencies Cylinder Trolley 240 CFT 2 0 0 2 2 0 0 Yes Yes 3 2 3 Yes 54 Responsive

5 M/S Qazzafi Surgical Pvt ltd Cylinder Trolley 240 CFT 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 38 Responsive

6 M/S Alam Medix Cylinder Trolley 240 CFT 2 0 0 2 2 3 3 Yes Yes 3 2 3 Yes 50 Responsive

7 M/S Mirza Niaz Muhammad & sons Cylinder Trolley 240 CFT 2 2 2 2 2 0 1 Yes Yes 2 2 3 Yes 48 Responsive

8 M/S MKJ Associates Cylinder Trolley 240 CFT 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 26
Non Responsive

Sample Not Provided
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9 M/S Paradise Ecport Co Cylinder Trolley 240 CFT 0 2 0 0 0 0 0 Yes Yes 3 2 3 Yes 40 Responsive

10 M/S Strongman Medifur Systems Pvt Ltd Cylinder Trolley 240 CFT 0 0 0 0 0 1 0 Yes Yes 3 2 3 Yes 9
Non Responsive

Sample Not Provided

1 M/S Ideal Bussiness Products Cylinder Trolley 48 CFT 2 0 0 2 2 0 0 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Not Provided

2 M/S Dodhys Agencies Cylinder Trolley 48 CFT 0 0 0 2 2 6 0 Yes Yes 3 2 3 Yes 48 Responsive

3 M/S Ansha International Cylinder Trolley 48 CFT 0 0 0 0 0 6 2 Yes Yes 3 2 3 Yes 46 Responsive

4 M/S Thankful Agencies Cylinder Trolley 48 CFT 2 0 0 2 2 0 0 Yes Yes 3 2 3 Yes 54 Responsive

5 M/S Qazzafi Surgical Pvt ltd Cylinder Trolley 48 CFT 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 38 Responsive

6 M/S Alam Medix Cylinder Trolley 48 CFT 2 0 0 2 2 3 3 Yes Yes 3 2 3 Yes 50 Responsive

7 M/S Mirza Niaz Muhammad & sons Cylinder Trolley 48 CFT 2 2 2 2 2 0 1 Yes Yes 2 2 3 Yes 48 Responsive

8 M/S MKJ Associates Cylinder Trolley 48 CFT 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 26
Non Responsive

Sample Not Provided

9 M/S Paradise Ecport Co Cylinder Trolley 48 CFT 0 2 0 0 0 0 0 Yes Yes 3 2 3 Yes 40 Responsive

10 M/S Strongman Medifur Systems Pvt Ltd Cylinder Trolley 48 CFT 0 0 0 0 0 1 0 Yes Yes 3 2 3 Yes 9
Non Responsive

Sample Not Provided

1 M/S Dodhys Agencies Dissection Table (small) / Mortuary table 0 0 0 2 2 6 0 Yes Yes 3 2 3 Yes 18
Non Responsive

Sample Not Provided

2 M/S Capri Medical Dissection Table (small)/ Mortuary table 0 2 0 2 0 0 0 Yes Yes 3 2 3 Yes 12
Non Responsive

Sample Not Provided

3 M/S Qazzafi Surgical Pvt ltd Dissection Table (small)/ Mortuary table 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample Not Provided

4 M/S Strongman Medifur Systems Pvt Ltd Dissection Table (small)/ Mortuary table 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 48 Responsive

5 M/S Dodhys Agencies Dissection Table(large) / Mortuary table 0 0 0 2 2 6 0 Yes Yes 3 2 3 Yes 18
Non Responsive

Sample Not Provided

6 M/S Capri Medical Dissection Table(large)/Mortuary table 0 2 0 2 0 0 0 Yes Yes 3 2 3 Yes 12
Non Responsive

Sample Not Provided

7 M/S Qazzafi Surgical Pvt ltd Dissection Table(large)/Mortuary table 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample Not Provided

8 M/S Strongman Medifur Systems Pvt Ltd Dissection Table(large)/Mortuary table 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 48 Responsive

1 M/S Steel Master Furniture Dressing Trolley 0 0 0 0 0 0 0 Yes Yes 0 2 3 Yes 5
Non Responsive

Sample Not Provided

2 M/S Dodhys Agencies Dressing Trolley 0 0 0 2 2 6 0 Yes Yes 3 2 3 Yes 48 Responsive

3 M/S Ansha International Dressing Trolley 0 0 0 0 0 6 2 Yes Yes 3 2 3 Yes 46 Responsive

4 M/S Thankful Agencies Dressing Trolley 2 0 0 2 2 1 0 Yes Yes 3 2 3 Yes 45 Responsive

5 M/S Qazzafi Surgical Pvt ltd Dressing Trolley 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample Rejected

6 M/S Shah's Brothers Dressing Trolley 2 2 0 0 0 0 0 Yes Yes 3 2 3 Yes 12
Non Responsive

Sample Not Provided

7 M/S Alam Medix Dressing Trolley 2 0 0 2 2 5 3 Yes Yes 3 2 3 Yes 22
Non Responsive

Sample Rejected

8 M/S Mirza Niaz Muhammad & sons Dressing Trolley 2 2 2 2 2 0 1 Yes Yes 2 2 3 Yes 48 Responsive

9 M/S Orient Medical Dressing Trolley 2 0 0 2 0 0 0 Yes Yes 2 1 3 Yes 40 Responsive

10 M/S Paradise Ecport Co Dressing Trolley 0 2 0 0 0 0 0 Yes Yes 3 2 3 Yes 40 Responsive
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11 M/S Strongman Medifur Systems Pvt Ltd Dressing Trolley 0 0 0 0 0 1 0 Yes Yes 3 2 3 Yes 39 Responsive

12 M/S Ideal Bussiness Products Dressing Trolley 2 0 0 2 2 0 0 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Not Provided

1 M/S Steel Master Furniture Drip stand 0 0 0 0 0 6 6 Yes Yes 0 2 3 Yes 57 Responsive

2 M/S Dodhys Agencies Drip stand 0 0 0 2 2 6 0 Yes Yes 3 2 3 Yes 58 Responsive

3 M/S Ansha International Drip stand 0 0 0 0 0 6 4 Yes Yes 3 2 3 Yes 58 Responsive

4 M/S Thankful Agencies Drip stand 2 0 0 2 2 3 0 Yes Yes 3 2 3 Yes 57 Responsive

5 M/S Qazzafi Surgical Pvt ltd Drip Stand 0 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 54 Responsive

6 M/S Shah's Brothers Drip stand 2 2 0 0 0 0 0 Yes Yes 3 2 3 Yes 12
Non Responsive

Sample Not Provided

7 M/S Alam Medix Drip stand 2 0 0 2 2 4 5 Yes Yes 3 2 3 Yes 38 Responsive

8 M/S Mirza Niaz Muhammad & sons Drip stand 2 2 2 2 2 2 2 Yes Yes 2 2 3 Yes 61 Responsive

9 M/S Orient Medical Drip stand 2 0 0 2 0 2 1 Yes Yes 2 1 3 Yes 53 Responsive

10 M/S Ideal Bussiness Products Drip stand 2 0 0 2 2 0 0 Yes Yes 3 2 3 Yes 44 Responsive

11 M/S Paradise Ecport Co Drip stand 0 2 0 0 0 3 0 Yes Yes 3 2 3 Yes 53 Responsive

12 M/S Strongman Medifur Systems Pvt Ltd Drip stand 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 23 Responsive

1 M/S Dodhys Agencies Dry Clean Trolley 0 0 0 2 2 6 0 Yes Yes 3 2 3 Yes 48 Responsive

2 M/S Ansha International Dry Clean Trolley 0 0 0 0 0 6 4 Yes Yes 3 2 3 Yes 58 Responsive

3 M/S Thankful Agencies Dry Clean Trolley 2 0 0 2 2 1 2 Yes Yes 3 2 3 Yes 47 Responsive

4 M/S Qazzafi Surgical Pvt ltd Dry Clean Trolley 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 38 Responsive

5 M/S Shah's Brothers Dry Clean Trolley 2 2 0 0 0 0 0 Yes Yes 3 2 3 Yes 12
Non Responsive

Sample Not Provided

6 M/S Alam Medix Dry Clean Trolley 2 0 0 2 2 3 3 Yes Yes 3 2 3 Yes 35 Responsive

7 M/S Mirza Niaz Muhammad & sons Dry Clean Trolley 2 2 2 2 2 0 0 Yes Yes 2 2 3 Yes 47 Responsive

8 M/S Ideal Bussiness Products Dry Clean trolley 2 0 0 2 2 0 0 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Not Provided

9 M/S Strongman Medifur Systems Pvt Ltd Dry Clean Trolley 0 0 0 0 0 1 0 Yes Yes 3 2 3 Yes 39 Responsive

1 M/S Medline Technologies Electric Cardiac Bed / ICU Bed 2 0 0 2 0 0 0 Yes Yes 3 2 3 Yes 12
Non Responsive

Sample Not Provided

2 M/S Shah's Brothers Electric Cardiac Bed / ICU Bed 2 2 0 0 0 0 0 Yes Yes 3 2 3 Yes 12
Non Responsive

Sample Not Provided

3 M/S Alam Medix Electric Cardiac Bed / ICU Bed 2 0 0 2 0 0 0 Yes Yes 3 2 3 Yes 12
Non Responsive

Sample Not Provided

4 M/S Medco Medical Equipment Co Electric Cardiac Bed / ICU Bed 2 2 0 2 2 6 5 Yes Yes 3 2 3 Yes 27
Non Responsive

Sample Rejected

5 M/S Medequips (Pvt) Ltd Electric Cardiac Bed / ICU Bed 2 0 2 2 0 4 4 Yes Yes 3 2 3 Yes 62 Responsive

6 M/S Strongman Medifur Systems Pvt Ltd Electric Cardiac Bed / ICU Bed 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample Not Provided

7 M/S Ideal Bussiness Products Electric Cardiac Bed / ICU Bed 2 2 0 2 2 6 6 Yes Yes 3 2 3 Yes 68 Responsive
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1 M/S Ansha International Fire extinguisher 4 Kg 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 48 Responsive

2 M/S Alam Medix Fire extinguisher 4 Kg 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 48 Responsive

3 M/S Qazzafi Surgical Pvt ltd Fire Extinguisher 4kg 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 48 Responsive

4 M/S Haseen Habib Corporation Private Ltd Fire extinguisher 4 Kg 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 66 Responsive

1 M/S Ansha International Fire extinguisher 6 Kg 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 48 Responsive

2 M/S Alam Medix Fire extinguisher 6 Kg 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 48 Responsive

3 M/S Qazzafi Surgical Pvt ltd Fire Extinguisher 6kg 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 48 Responsive

4 M/S Haseen Habib Corporation Private Ltd Fire extinguisher 6 Kg 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 66 Responsive

1 M/S Ansha International Fire extinguisher 9 Kg 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 48 Responsive

2 M/S Alam Medix Fire extinguisher 9 Kg 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 48 Responsive

3 M/S Qazzafi Surgical Pvt ltd Fire Extinguisher 9kg 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 48 Responsive

4 M/S Haseen Habib Corporation Private Ltd Fire extinguisher 9 Kg 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 66 Responsive

1 M/S Steel Master Furniture Folding Screen 0 0 0 0 0 0 0 Yes Yes 0 2 3 Yes 5
Non Responsive

Sample Not Provided

2 M/S Dodhys Agencies Folding Screen 0 0 0 2 2 6 0 Yes Yes 3 2 3 Yes 48 Responsive

3 M/S Ansha International Folding Screen 0 0 0 0 0 6 2 Yes Yes 3 2 3 Yes 46 Responsive

4 M/S Thankful Agencies Folding Screen 2 0 0 2 2 0 0 Yes Yes 3 2 3 Yes 54 Responsive

5 M/S Qazzafi Surgical Pvt ltd Folding Screen 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 38 Responsive

6 M/S Shah's Brothers Folding Screen 2 2 0 0 0 0 0 Yes Yes 3 2 3 Yes 12
Non Responsive

Sample Not Provided

7 M/S Alam Medix Folding Screen 2 0 0 2 2 4 4 Yes Yes 3 2 3 Yes 52 Responsive

8 M/S Orient Medical Folding Screen 2 0 0 2 0 3 0 Yes Yes 2 1 3 Yes 43 Responsive

9 M/S Paradise Ecport Co Folding Screen 0 2 0 0 0 0 0 Yes Yes 3 2 3 Yes 40 Responsive

10 M/S Strongman Medifur Systems Pvt Ltd Folding Screen 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 48 Responsive

11 M/S Ideal Bussiness Products Folding Screen 2 0 0 2 2 4 3 Yes Yes 3 2 3 Yes 21
Non Responsive

Sample Not Provided

1 M/S Steel Master Furniture Gynae examination couch 0 0 0 0 0 0 0 Yes Yes 0 2 3 Yes 5
Non Responsive

Sample Not Provided

2 M/S Medequips (Pvt) Ltd Gynae examination couch 2 0 2 2 0 4 4 Yes Yes 3 2 3 Yes 22
Non Responsive

Sample Not Provided

3 M/S Dodhys Agencies Gynae examination couch 0 0 0 2 2 6 0 Yes Yes 3 2 3 Yes 58 Responsive

4 M/S Ansha International Gynae examination couch 0 0 0 0 0 6 2 Yes Yes 3 2 3 Yes 16
Non Responsive

Sample Not Provided

5 M/S Thankful Agencies Gynae examination couch 2 0 0 2 2 1 3 Yes Yes 3 2 3 Yes 18
Non Responsive

Sample Not Provided

6 M/S Paradise Ecport Co Gynae Examination Couch 0 2 0 0 0 0 0 Yes Yes 3 2 3 Yes 40 Responsive

7 M/S Qazzafi Surgical Pvt ltd Gynae examination couch 0 0 0 0 0 1 0 Yes Yes 3 2 3 Yes 39 Responsive
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8 M/S Shah's Brothers Gynae examination couch 2 2 0 0 0 0 0 Yes Yes 3 2 3 Yes 12
Non Responsive

Sample Not Provided

9 M/S Alam Medix Gynae examination couch 2 0 0 2 2 4 3 Yes Yes 3 2 3 Yes 21
Non Responsive

Sample Not Provided

10 M/S Mirza Niaz Muhammad & sons Gynae examination couch 2 2 2 2 2 2 2 Yes Yes 2 2 3 Yes 36 Responsive

11 M/S Orient Medical Gynae examination couch 2 0 0 2 0 0 0 Yes Yes 2 1 3 Yes 25 Responsive

12 M/S Ideal Bussiness Products Gynae Examination Couch 2 2 0 2 2 0 0 Yes Yes 3 2 3 Yes 16
Non Responsive

Sample Not Provided

13 M/S Strongman Medifur Systems Pvt Ltd Gynae examination couch 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 23 Responsive

1 M/S Steel Master Furniture Instrument Trolley 0 0 0 0 0 6 6 Yes Yes 0 2 3 Yes 57 Responsive

2 M/S Dodhys Agencies Instrument Trolley 0 0 0 2 2 6 0 Yes Yes 3 2 3 Yes 58 Responsive

3 M/S Ansha International Instrument Trolley 0 0 0 0 0 6 2 Yes Yes 3 2 3 Yes 16
Non Responsive

Sample Rejected

4 M/S Thankful Agencies Instrument Trolley 2 0 0 2 2 1 0 Yes Yes 3 2 3 Yes 55 Responsive

5 M/S Qazzafi Surgical Pvt ltd Instrument Trolley 0 0 0 0 0 2 0 Yes Yes 3 2 3 Yes 10
Non Responsive

Sample Rejected

6 M/S Shah's Brothers Instrument Trolley 2 2 0 0 0 0 0 Yes Yes 3 2 3 Yes 12
Non Responsive

Sample Not Provided

7 M/S Alam Medix Instrument Trolley 2 0 0 2 2 3 3 Yes Yes 3 2 3 Yes 20
Non Responsive

Sample Rejected

8 M/S Mirza Niaz Muhammad & sons Instrument Trolley 2 2 2 2 2 2 3 Yes Yes 2 2 3 Yes 62 Responsive

9 M/S Orient Medical Instrument Trolley 2 0 0 2 0 1 1 Yes Yes 2 1 3 Yes 52 Responsive

10 M/S Ideal Bussiness Products Instrument Trolley 2 0 0 2 2 0 0 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Not Provided

11 M/S Paradise Ecport Co Instrument Trolley 0 2 0 0 0 0 0 Yes Yes 3 2 3 Yes 50 Responsive

12 M/S Strongman Medifur Systems Pvt Ltd Instrument Trolley 0 0 0 0 0 1 0 Yes Yes 3 2 3 Yes 9
Non Responsive

Sample Rejected

1 M/S Ideal Bussiness Products Manual Cardiac Bed / ICU Bed 2 2 0 2 2 6 6 Yes Yes 3 2 3 Yes 68 Responsive

2 M/S Medequips (Pvt) Ltd Manual Cardiac Bed/ICU Bed 2 0 2 2 0 4 4 Yes Yes 3 2 3 Yes 62 Responsive

3 M/S Capri Medical Manual Cardiac Bed/ICU Bed 0 2 0 2 0 0 0 Yes Yes 3 2 3 Yes 12
Non Responsive

Sample Not Provided

4 M/S Shah's Brothers Manual cardiac bed/ICU Bed 2 2 0 0 0 0 0 Yes Yes 3 2 3 Yes 12
Non Responsive

Sample Not Provided

5 M/S Alam Medix Manual Cardiac Bed/ICU Bed 2 0 0 2 0 2 2 Yes Yes 3 2 3 Yes 16
Non Responsive

Sample Not Provided

6 M/S Mirza Niaz Muhammad & sons Manual Cardiac Bed/ICU Bed 2 2 2 2 2 0 0 Yes Yes 2 2 3 Yes 17
Non Responsive

Sample Not Provided

7 M/S MKJ Associates Manual Cardiac Bed/ICU Bed 0 0 0 2 2 0 0 Yes Yes 3 2 3 Yes 12
Non Responsive

Sample Not Provided

8 M/S Strongman Medifur Systems Pvt Ltd Manual Cardiac Bed/ICU Bed 0 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 54 Responsive

1 M/S Total Technologies Nitrous Oxide 240 Cft cylinder 2 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 16
Non Responsive

Sample Not Provided

2 M/S Ansha International Nitrous Oxide 240 Cft cylinder 0 0 0 0 0 6 2 Yes Yes 3 2 3 Yes 16
Non Responsive

Sample Not Provided

3 M/S Qazzafi Surgical Pvt ltd Nitrous Oxide 240 Cft cylinder 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 48 Responsive

4 M/S Alam Medix Nitrous Oxide 240 Cft cylinder 2 0 0 2 2 0 0 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Not Provided
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5 M/S MKJ Associates Nitrous Oxide 240 Cft cylinder 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 26
Non Responsive

Sample Not Provided

6 M/S Ideal Bussiness Products Nitrous Oxide 240 Cft Cylinder 2 0 0 2 0 2 2 Yes Yes 3 2 3 Yes 16
Non Responsive

Sample Not Provided

7 M/S Paradise Ecport Co Nitrous Oxide 240 Cft cylinder 0 2 0 0 0 2 0 Yes Yes 3 2 3 Yes 52 Responsive

1 M/S Ideal Bussiness Products Nitrous Oxide 48 Cft cylinder 2 0 0 2 0 2 2 Yes Yes 3 2 3 Yes 16
Non Responsive

Sample Not Provided

2 M/S Total Technologies Nitrous Oxide 48 Cft cylinder 2 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 16
Non Responsive

Sample Not Provided

3 M/S Ansha International Nitrous Oxide 48 Cft cylinder 0 0 0 0 0 6 2 Yes Yes 3 2 3 Yes 16
Non Responsive

Sample Not Provided

4 M/S Qazzafi Surgical Pvt ltd Nitrous Oxide 48 Cft cylinder 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 48 Responsive

5 M/S Alam Medix Nitrous Oxide 48 Cft cylinder 2 0 0 2 2 0 0 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Not Provided

6 M/S MKJ Associates Nitrous Oxide 48 Cft cylinder 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 26
Non Responsive

Sample Not Provided

7 M/S Paradise Ecport Co Nitrous Oxide 48 Cft cylinder 0 2 0 0 0 2 0 Yes Yes 3 2 3 Yes 52 Responsive

1 M/S Thankful Agencies Orthopedic Traction Bed 2 0 0 2 2 0 1 Yes Yes 3 2 3 Yes 55 Responsive

2 M/S Qazzafi Surgical Pvt ltd Orthopedic Traction Bed 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 48 Responsive

3 M/S Shah's Brothers Orthopedic Traction Bed 2 2 0 0 0 0 0 Yes Yes 3 2 3 Yes 12
Non Responsive

Sample Not Provided

4 M/S Ideal Bussiness Products Orthopedic Traction Bed 2 2 0 2 2 6 6 Yes Yes 3 2 3 Yes 28
Non Responsive

Sample not provided

5 M/S Strongman Medifur Systems Pvt Ltd Orthopedic Traction Bed 0 0 0 0 0 1 0 Yes Yes 3 2 3 Yes 39 Responsive

1 M/S Total Technologies Oxygen 240 Cft cylinder 2 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 16
Non Responsive

Sample Not Provided

2 M/S Ansha International Oxygen 240 Cft cylinder 0 0 0 0 0 6 4 Yes Yes 3 2 3 Yes 58 Responsive

3 M/S Qazzafi Surgical Pvt ltd Oxygen 240 Cft cylinder 0 0 0 0 0 2 0 Yes Yes 3 2 3 Yes 50 Responsive

4 M/S Alam Medix Oxygen 240 Cft cylinder 2 0 0 2 2 2 1 Yes Yes 3 2 3 Yes 17
Non Responsive

Sample Not Provided

5 M/S MKJ Associates Oxygen 240 Cft cylinder 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 66 Responsive

6 M/S Ideal Bussiness Products Oxygen 240 Cft cylinder 2 0 0 2 0 0 0 Yes Yes 3 2 3 Yes 12
Non Responsive

Sample not provided

7 M/S Paradise Ecport Co Oxygen 240 Cft cylinder 0 2 0 0 0 4 0 Yes Yes 3 2 3 Yes 54 Responsive

1 M/S Total Technologies Oxygen 48 Cft cylinder 2 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 56 Responsive

2 M/S Ansha International Oxygen 48 Cft cylinder 0 0 0 0 0 6 4 Yes Yes 3 2 3 Yes 58 Responsive

3 M/S Qazzafi Surgical Pvt ltd Oxygen 48 Cft cylinder 0 0 0 0 0 2 0 Yes Yes 3 2 3 Yes 50 Responsive

4 M/S Alam Medix Oxygen 48 Cft cylinder 2 0 0 2 2 2 1 Yes Yes 3 2 3 Yes 17
Non Responsive

Sample Not Provided

5 M/S MKJ Associates Oxygen 48 Cft cylinder 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 66 Responsive

6 M/S Ideal Bussiness Products Oxygen 48 Cft cylinder 2 0 0 2 0 0 0 Yes Yes 3 2 3 Yes 12
Non Responsive

Sample not provided

7 M/S Paradise Ecport Co Oxygen 48 Cft cylinder 0 2 0 0 0 2 0 Yes Yes 3 2 3 Yes 52 Responsive

1 M/S Ideal Bussiness Products Patient electric bed 2 2 0 2 2 6 6 Yes Yes 3 2 3 Yes 68 Responsive
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2 M/S Medi Serve Patient electric bed 0 0 0 0 0 0 0 No Yes 3 0 3 No 6

Non Responsive

1. No embassy attested authorization availible. 2. 

No warranty submitted. 3. No KP Office

3 M/S Medequips (Pvt) Ltd Patient electric bed 2 0 2 2 0 4 4 Yes Yes 3 2 3 Yes 22
Non Responsive

Sample Not Provided

4 M/S Medline Technologies Patient electric bed 2 0 0 2 0 0 0 Yes Yes 3 2 3 Yes 12
Non Responsive

Sample Not Provided

5 M/S Capri Medical Patient electric bed 0 2 0 2 0 0 0 Yes Yes 3 2 3 Yes 12
Non Responsive

Sample Not Provided

6 M/S Shah's Brothers Patient electric bed 2 2 0 0 0 0 0 Yes Yes 3 2 3 Yes 12
Non Responsive

Sample Not Provided

7 M/S Alam Medix Patient electric bed 2 0 0 2 0 0 0 Yes Yes 3 2 3 Yes 12
Non Responsive

Sample Not Provided

8 M/S Mirza Niaz Muhammad & sons Patient electric bed 2 2 2 2 2 0 0 Yes Yes 2 2 3 Yes 17
Non Responsive

Sample Not Provided

9 M/S MKJ Associates Patient electric bed 0 0 0 2 2 0 0 Yes Yes 3 2 3 Yes 12
Non Responsive

Sample Not Provided

10 M/S Strongman Medifur Systems Pvt Ltd Patient electric bed 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample Not Provided

1 M/S Medequips (Pvt) Ltd Patient Trolley 2 0 2 2 0 4 4 Yes Yes 3 2 3 Yes 22
Non Responsive

Sample Not Provided

2 M/S Dodhys Agencies Patient Trolley 0 0 0 2 2 6 0 Yes Yes 3 2 3 Yes 48 Responsive

3 M/S Ansha International Patient Trolley 0 0 0 0 0 6 2 Yes Yes 3 2 3 Yes 46 Responsive

4 M/S Thankful Agencies Patient Trolley 2 0 0 2 2 1 0 Yes Yes 3 2 3 Yes 55 Responsive

5 M/S Shah's Brothers Patient Trolley 2 2 0 0 0 0 0 Yes Yes 3 2 3 Yes 12
Non Responsive

Sample Not Provided

6 M/S Alam Medix Patient Trolley 2 0 0 2 2 3 2 Yes Yes 3 2 3 Yes 34 Responsive

7 M/S Mirza Niaz Muhammad & sons Patient Trolley 2 2 2 2 2 3 1 Yes Yes 2 2 3 Yes 21
Non Responsive

Sample Rejected

8 M/S MKJ Associates Patient Trolley 0 0 0 2 2 0 0 Yes Yes 3 2 3 Yes 12
Non Responsive

Sample Not Provided

9 M/S Orient Medical Patient Trolley 2 0 0 2 0 1 1 Yes Yes 2 1 3 Yes 52 Responsive

10 M/S Ideal Bussiness Products Patient Trolley 2 0 0 2 2 0 0 Yes Yes 3 2 3 Yes 44 Responsive

11 M/S Paradise Ecport Co Patient Trolley 0 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 11
Non Responsive

Sample Not Provided

12 M/S Strongman Medifur Systems Pvt Ltd Patient Trolley 0 0 0 0 0 2 0 Yes Yes 3 2 3 Yes 40 Responsive

1 M/S Steel Master Furniture Revolving steel stool 0 0 0 0 0 0 0 Yes Yes 0 2 3 Yes 5
Non Responsive

Sample Not Provided

2 M/S Dodhys Agencies Revolving steel stool 0 0 0 2 2 6 0 Yes Yes 3 2 3 Yes 58 Responsive

3 M/S Ansha International Revolving steel stool 0 0 0 0 0 6 2 Yes Yes 3 2 3 Yes 16
Non Responsive

Sample Not Provided

4 M/S Thankful Agencies Revolving steel stool 2 0 0 2 2 0 0 Yes Yes 3 2 3 Yes 54 Responsive

5 M/S Shah's Brothers Revolving steel stool 2 2 0 0 0 0 0 Yes Yes 3 2 3 Yes 12
Non Responsive

Sample Not Provided

6 M/S Alam Medix Revolving steel stool 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

7 M/S Mirza Niaz Muhammad & sons Revolving steel stool 2 2 2 2 2 3 0 Yes Yes 2 2 3 Yes 60 Responsive

8 M/S Orient Medical Revolving steel stool 2 0 0 2 0 2 0 Yes Yes 2 1 3 Yes 52 Responsive

9 M/S Qazzafi Surgical Pvt ltd Revolving steel stool 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 48 Responsive

10 M/S Strongman Medifur Systems Pvt Ltd Revolving steel stool 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 53 Responsive
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11 M/S Ideal Bussiness Products Revolving steel stool 2 0 0 2 2 0 0 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Not Provided

1 M/S Medequips (Pvt) Ltd Stretcher (Imported) 2 0 2 2 0 4 4 Yes Yes 3 2 3 Yes 62 Responsive

2 M/S Shah's Brothers Stretcher (Imported) 2 2 0 0 0 0 0 Yes Yes 3 2 3 Yes 12
Non Responsive

Sample Not Provided

3 M/S Strongman Medifur Systems Pvt Ltd Stretcher (Imported) 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample Not Provided

4 M/S Ideal Bussiness Products Stretcher (Imported) 2 2 0 2 2 0 0 Yes Yes 3 2 3 Yes 16
Non Responsive

Sample Not Provided

1 M/S Steel Master Furniture Stretcher (Local) 0 0 0 0 0 0 0 Yes Yes 0 2 3 Yes 5
Non Responsive

Sample Not Provided

2 M/S Dodhys Agencies Stretcher (Local) 0 0 0 2 2 6 0 Yes Yes 3 2 3 Yes 48 Responsive

3 M/S Ansha International Stretcher (Local) 0 0 0 0 0 6 2 Yes Yes 3 2 3 Yes 46 Responsive

4 M/S Thankful Agencies Stretcher (Local) 2 0 0 2 2 1 1 Yes Yes 3 2 3 Yes 46 Responsive

5 M/S Qazzafi Surgical Pvt ltd Stretcher (Local) 0 0 0 0 0 5 1 Yes Yes 3 2 3 Yes 44 Responsive

6 M/S Alam Medix Stretcher (Local) 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 26
Non Responsive

Sample Not Provided

7 M/S Mirza Niaz Muhammad & sons Stretcher (Local) 2 2 2 2 2 2 3 Yes Yes 2 2 3 Yes 52 Responsive

8 M/S Orient Medical Stretcher (Local) 2 0 0 2 0 1 0 Yes Yes 2 1 3 Yes 51 Responsive

9 M/S Strongman Medifur Systems Pvt Ltd Stretcher (Local) 0 0 0 0 0 1 0 Yes Yes 3 2 3 Yes 39 Responsive

1 M/S Ideal Bussiness Products Surgeon revolving steel stool 2 0 0 2 2 0 0 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Not Provided

2 M/S Steel Master Furniture Surgeon revolving steel stool 0 0 0 0 0 0 0 Yes Yes 0 2 3 Yes 5
Non Responsive

Sample Not Provided

3 M/S Thankful Agencies Surgeon revolving steel stool 2 0 0 2 2 1 1 Yes Yes 3 2 3 Yes 56 Responsive

4 M/S Qazzafi Surgical Pvt ltd Surgeon revolving steel stool 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 48 Responsive

5 M/S Shah's Brothers Surgeon Revolving Steel Stool 2 2 0 0 0 0 0 Yes Yes 3 2 3 Yes 12
Non Responsive

Sample Not Provided

6 M/S Alam Medix Surgeon revolving steel stool 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 56 Responsive

7 M/S Mirza Niaz Muhammad & sons Surgeon revolving steel stool 2 2 2 2 2 2 1 Yes Yes 2 2 3 Yes 60 Responsive

8 M/S Orient Medical Surgeon revolving steel stool 2 0 0 2 0 0 0 Yes Yes 2 1 3 Yes 50 Responsive

9 M/S Strongman Medifur Systems Pvt Ltd Surgeon revolving steel stool 0 0 0 0 0 3 0 Yes Yes 3 2 3 Yes 51 Responsive

1 M/S Steel Master Furniture Wheel Chair 0 0 0 0 0 0 0 Yes Yes 0 2 3 Yes 5
Non Responsive

Sample Not Provided

2 M/S Dodhys Agencies Wheel Chair 0 0 0 2 2 6 0 Yes Yes 3 2 3 Yes 58 Responsive

3 M/S Ansha International Wheel Chair 0 0 0 0 0 6 2 Yes Yes 3 2 3 Yes 16
Non Responsive

Sample Rejected

4 M/S Thankful Agencies Wheel Chair 2 0 0 2 2 0 2 Yes Yes 3 2 3 Yes 56 Responsive

5 M/S Qazzafi Surgical Pvt ltd Wheel Chair 0 0 0 0 0 6 1 Yes Yes 3 2 3 Yes 55 Responsive

6 M/S Alam Medix Wheel Chair 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

7 M/S Mirza Niaz Muhammad & sons Wheel Chair 2 2 2 2 2 0 1 Yes Yes 2 2 3 Yes 48 Responsive30
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8 M/S Orient Medical Wheel Chair 2 0 0 2 0 1 0 Yes Yes 2 1 3 Yes 41 Responsive

9 M/S Ideal Bussiness Products Wheel Chair 2 0 0 2 2 3 2 Yes Yes 3 2 3 Yes 19
Non Responsive

Sample Not Provided

10 M/S Shah's Brothers Wheel Chair 2 2 0 0 0 0 0 Yes Yes 3 2 3 Yes 12
Non Responsive

Sample Not Provided

11 M/S Paradise Ecport Co Wheel Chair 0 2 0 0 0 0 0 Yes Yes 3 2 3 Yes 40 Responsive

12 M/S Strongman Medifur Systems Pvt Ltd Wheel Chair 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 48 Responsive
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1 M/S Zodiac International AO Basic Set 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The Bidder is not a manufacturer.

2 M/S Surgiquips AO Basic Set 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

3 M/S Qazzafi Surgical Pvt ltd AO Basic Set 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample rejected by inspection committee

4 M/S B.Webber & Co AO Basic Set 2 0 0 0 0 6 6 Yes Yes 3 2 3 Yes 37 Responsive

5 M/S Orient Medical AO Basic Set 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

6 M/S Paradise Export Co AO Basic Set 2 2 0 0 0 0 0 Yes Yes 3 2 3 Yes 52 Responsive

1 M/S Zodiac International AO Small Fragment Set 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The Bidder is not a manufacturer.

2 M/S Surgiquips AO Small Fragment Set 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

3 M/S Qazzafi Surgical Pvt ltd AO Small Fragment Set 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample rejected by inspection committee

4 M/S B.Webber & Co AO Small Fragment Set 2 0 0 0 0 6 6 Yes Yes 3 2 3 Yes 37 Responsive

5 M/S Orient Medical AO Small Fragment Set 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

6 M/S Paradise Export Co AO Small Fragment Set 2 2 0 0 0 0 0 Yes Yes 3 2 3 Yes 52 Responsive

Technical Evaluation Criteria for the Purchase of Category C Items for FY 2021-2022

S#
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Product Evaluation Parameter Firm Evaluation Parameters

Remarks

Conformance to the specification subject to the 

clearance on Sample test 
Manufacturer Performance After Sale Past Performance Firm Financial Strength
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1 M/S Zodiac International Appendectomy Surgery Set 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The Bidder is not a manufacturer.

2 M/S Surgiquips Appendectomy Surgery Set 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

3 M/S Paradise Export Co Appendectomy Surgery Set 2 2 0 0 0 0 0 Yes Yes 3 2 3 Yes 52 Responsive

4 M/S Qazzafi Surgical Pvt ltd Appendectomy Surgery Set 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample rejected by inspection committee

1 M/S Paradise Export Co Automatic pipette (Full Set) 2 2 0 0 0 0 0 Yes Yes 3 2 3 Yes 52 Responsive

2 M/S B.Webber & Co Automatic pipette (Full Set) 2 0 0 0 0 6 6 Yes Yes 3 2 3 Yes 37 Responsive

3 M/S Orient Medical Automatic pipette (Full Set) 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

4 M/S Zodiac International Automatic pipette (Full Set) 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The Bidder is not a manufacturer.

1 M/S Qazzafi Surgical Pvt ltd Bone Set Large, Small & Medium 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample rejected by inspection committee

2 M/S B.Webber & Co Bone Set Large, Small and Medium 2 0 0 0 0 6 6 Yes Yes 3 2 3 Yes 37 Responsive

3 M/S Orient Medical Bone Set Large, Small and Medium 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

4 M/S Paradise Export Co Bone Set Large, Small and Medium  2 2 0 0 0 0 0 Yes Yes 3 2 3 Yes 52 Responsive

5 M/S Zodiac International Bone Set Large, Small and Medium  2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The Bidder is not a manufacturer.

6 M/S Surgiquips Bone Set Large, Small and Medium  2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

1 M/S Zodiac International Cataract Surgery Set 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The Bidder is not a manufacturer.

2 M/S Surgiquips Cataract Surgery Set 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

3 M/S Qazzafi Surgical Pvt ltd Cataract Surgery Set 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample rejected by inspection committee

4 M/S B.Webber & Co Cataract Surgery Set 2 0 0 0 0 6 6 Yes Yes 3 2 3 Yes 37 Responsive

5 M/S Orient Medical Cataract Surgery Set 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

6 M/S Paradise Export Co Cataract Surgery Set 2 2 0 0 0 0 0 Yes Yes 3 2 3 Yes 52 Responsive

1 M/S Zodiac International Cholecystectomy Set 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The Bidder is not a manufacturer.

2 M/S Surgiquips Cholecystectomy Set 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

3 M/S Paradise Export Co Cholecystectomy Set 2 2 0 0 0 0 0 Yes Yes 3 2 3 Yes 52 Responsive

4 M/S Qazzafi Surgical Pvt ltd Cholecystectomy Set 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample rejected by inspection committee

5 M/S B.Webber & Co Cholecystectomy Set 2 0 0 0 0 6 6 Yes Yes 3 2 3 Yes 37 Responsive

6 M/S Orient Medical Cholecystectomy Set 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

1 M/S Zodiac International Colostomy set 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The Bidder is not a manufacturer.

2 M/S Surgiquips Colostomy set 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

3 M/S Qazzafi Surgical Pvt ltd Colostomy Set 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample rejected by inspection committee
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4 M/S B.Webber & Co Colostomy set 2 0 0 0 0 6 6 Yes Yes 3 2 3 Yes 37 Responsive

5 M/S Orient Medical Colostomy set 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

6 M/S Paradise Export Co Colostomy Set 2 2 0 0 0 0 0 Yes Yes 3 2 3 Yes 52 Responsive

1 M/S Zodiac International C-Section set 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The Bidder is not a manufacturer.

2 M/S Surgiquips C-Section set 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

3 M/S Qazzafi Surgical Pvt ltd C-Section Set 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample rejected by inspection committee

4 M/S B.Webber & Co C-Section set 2 0 0 0 0 6 6 Yes Yes 3 2 3 Yes 37 Responsive

5 M/S Orient Medical C-Section set 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

6 M/S Paradise Export Co C-Section Set 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

1 M/S Zodiac International Cutting Instrument Set 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The Bidder is not a manufacturer.

2 M/S Surgiquips Cutting Instrument Set 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

3 M/S Qazzafi Surgical Pvt ltd Cutting Instrument Set 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample rejected by inspection committee

4 M/S B.Webber & Co Cutting Instrument Set 2 0 0 0 0 6 6 Yes Yes 3 2 3 Yes 37 Responsive

5 M/S Orient Medical Cutting Instrument Set 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

6 M/S Paradise Export Co Cutting Instrument Set 2 2 0 0 0 0 0 Yes Yes 3 2 3 Yes 52 Responsive

1 M/S Zodiac International D & C Set 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The Bidder is not a manufacturer.

2 M/S Surgiquips D & C Set 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

3 M/S Qazzafi Surgical Pvt ltd D & C Set 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample rejected by inspection committee

4 M/S B.Webber & Co D & C Set 2 0 0 0 0 6 6 Yes Yes 3 2 3 Yes 37 Responsive

5 M/S Orient Medical D & C Set 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

6 M/S Paradise Export Co D & C Set 2 2 0 0 0 2 2 Yes Yes 3 2 3 Yes 56 Responsive

1 M/S Zodiac International DCR Instrument Set 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The Bidder is not a manufacturer.

2 M/S Surgiquips DCR Instrument Set 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

3 M/S Qazzafi Surgical Pvt ltd DCR Instrument Set 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample rejected by inspection committee

4 M/S B.Webber & Co DCR Instrument Set 2 0 0 0 0 6 6 Yes Yes 3 2 3 Yes 37 Responsive

5 M/S Orient Medical DCR Instrument Set 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

6 M/S Paradise Export Co DCR Instrument Set 2 2 0 0 0 0 0 Yes Yes 3 2 3 Yes 52 Responsive

1 M/S Zodiac International Dental Instrument complete Set 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The Bidder is not a manufacturer.

2 M/S Surgiquips Dental Instrument complete Set 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

3 M/S Qazzafi Surgical Pvt ltd Dental Instrument complete Set 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample rejected by inspection committee
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4 M/S B.Webber & Co Dental Instrument complete Set 2 0 0 0 0 6 6 Yes Yes 3 2 3 Yes 62 Responsive

5 M/S Orient Medical Dental Instrument complete Set 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 33 Responsive

6 M/S Paradise Export Co Dental Instrument complete Set 2 2 0 0 0 0 0 Yes Yes 3 2 3 Yes 42 Responsive

1 M/S Zodiac International DHS set 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The Bidder is not a manufacturer.

2 M/S Surgiquips DHS set 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

3 M/S Qazzafi Surgical Pvt ltd DHS Set 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample rejected by inspection committee

4 M/S B.Webber & Co DHS set 2 0 0 0 0 6 6 Yes Yes 3 2 3 Yes 37 Responsive

5 M/S Orient Medical DHS set 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

6 M/S Paradise Export Co DHS Set 2 2 0 0 0 0 0 Yes Yes 3 2 3 Yes 52 Responsive

1 M/S Zodiac International Dissecting Instrument Set 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The Bidder is not a manufacturer.

2 M/S Surgiquips Dissecting Instrument Set 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

3 M/S Qazzafi Surgical Pvt ltd Dissecting Instrument Set 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample rejected by inspection committee

4 M/S B.Webber & Co Dissecting Instrument Set 2 0 0 0 0 6 6 Yes Yes 3 2 3 Yes 37 Responsive

5 M/S Orient Medical Dissecting Instrument Set 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

6 M/S Paradise Export Co Dissecting Instrument Set 2 2 0 0 0 2 2 Yes Yes 3 2 3 Yes 56 Responsive

1 M/S Qazzafi Surgical Pvt ltd
Dissection box for post- mortem with all 

accessories/Mortuary instrument set
0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8

Non Responsive

Sample rejected by inspection committee

2 M/S Paradise Export Co
Dissection Box for Post-Mortem with all 

Accessories/Mortuary Instrument Set 
2 2 0 0 0 0 0 Yes Yes 3 2 3 Yes 52 Responsive

3 M/S Zodiac International Dissection box for post-mortum with all accessories 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The Bidder is not a manufacturer.

4 M/S Surgiquips Dissection box for post-mortum with all accessories 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

5 M/S B.Webber & Co Dissection box for post-mortum with all accessories 2 0 0 0 0 6 6 Yes Yes 3 2 3 Yes 37 Responsive

6 M/S Orient Medical Dissection box for post-mortum with all accessories 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

1 M/S Zodiac International Dressing Set for Ward 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The Bidder is not a manufacturer.

2 M/S Surgiquips Dressing Set for Ward 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

3 M/S Qazzafi Surgical Pvt ltd Dressing Set for Ward 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample rejected by inspection committee

4 M/S B.Webber & Co Dressing Set for Ward 2 0 0 0 0 6 6 Yes Yes 3 2 3 Yes 37 Responsive

5 M/S Orient Medical Dressing Set for Ward 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

6 M/S Paradise Export Co Dressing Set for Ward 2 2 0 0 0 2 2 Yes Yes 3 2 3 Yes 56 Responsive

1 M/S Paradise Export Co Dressing Set without Trolley 2 2 0 0 0 2 2 Yes Yes 3 2 3 Yes 56 Responsive

2 M/S Zodiac International Dressing Set without Trolley 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The Bidder is not a manufacturer.

3 M/S Surgiquips Dressing Set without Trolley 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive
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4 M/S Qazzafi Surgical Pvt ltd Dressing Set without Trolley 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample rejected by inspection committee

5 M/S B.Webber & Co Dressing Set without Trolley 2 0 0 0 0 6 6 Yes Yes 3 2 3 Yes 37 Responsive

6 M/S Orient Medical Dressing Set without Trolley 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

1 M/S Zodiac International E & C Set 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The Bidder is not a manufacturer.

2 M/S Surgiquips E & C Set 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

3 M/S Qazzafi Surgical Pvt ltd E & C Set 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample rejected by inspection committee

4 M/S B.Webber & Co E & C Set 2 0 0 0 0 6 6 Yes Yes 3 2 3 Yes 37 Responsive

5 M/S Orient Medical E & C Set 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

6 M/S Paradise Export Co E & C Set  2 2 0 0 0 0 0 Yes Yes 3 2 3 Yes 52 Responsive

1 M/S Paradise Export Co Ear Surgery Instrument Set 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

2 M/S Zodiac International Ear Surgery Instrument Set with Operating Microscope 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The Bidder is not a manufacturer.

3 M/S Surgiquips Ear Surgery Instrument Set with Operating Microscope 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

4 M/S Qazzafi Surgical Pvt ltd Ear Surgery Instrument Set with Operating Microscope 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample rejected by inspection committee

5 M/S B.Webber & Co Ear Surgery Instrument Set with Operating Microscope 2 0 0 0 0 6 6 Yes Yes 3 2 3 Yes 37 Responsive

6 M/S Orient Medical Ear Surgery Instrument Set with Operating Microscope 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

1 M/S Qazzafi Surgical Pvt ltd Electric Foreign Body Set 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample rejected by inspection committee

2 M/S Paradise Export Co Electric Foreign Body Set 2 2 0 0 0 0 0 Yes Yes 3 2 3 Yes 52 Responsive

3 M/S B.Webber & Co Electric Foreign Bosy set 2 0 0 0 0 6 6 Yes Yes 3 2 3 Yes 37 Responsive

4 M/S Orient Medical Electric Foreign Bosy set 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

5 M/S Zodiac International
Electric Foreign

Body Set
2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6

Non Responsive

The Bidder is not a manufacturer.

6 M/S Surgiquips
Electric Foreign

Body Set
2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

1 M/S Zodiac International General Instrument Set 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The Bidder is not a manufacturer.

2 M/S Surgiquips General Instrument Set 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

3 M/S Qazzafi Surgical Pvt ltd General Instrument Set 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample rejected by inspection committee

4 M/S B.Webber & Co General Instrument Set 2 0 0 0 0 6 6 Yes Yes 3 2 3 Yes 37 Responsive

5 M/S Orient Medical General Instrument Set 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

6 M/S Paradise Export Co General Instrument Set 2 2 0 0 0 3 1 Yes Yes 3 2 3 Yes 56 Responsive

1 M/S Zodiac International Glaucoma Set 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The Bidder is not a manufacturer.

2 M/S Surgiquips Glaucoma Set 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

3 M/S Qazzafi Surgical Pvt ltd Glaucoma Set 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample rejected by inspection committee
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4 M/S B.Webber & Co Glaucoma Set 2 0 0 0 0 6 6 Yes Yes 3 2 3 Yes 37 Responsive

5 M/S Orient Medical Glaucoma Set 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

6 M/S Paradise Export Co Glaucoma Set 2 2 0 0 0 0 0 Yes Yes 3 2 3 Yes 52 Responsive

1 M/S Zodiac International Haemorrhoidectomy set 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The Bidder is not a manufacturer.

2 M/S Surgiquips Haemorrhoidectomy set 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

3 M/S Paradise Export Co Haemorrhoidectomy Set 2 2 0 0 0 0 0 Yes Yes 3 2 3 Yes 52 Responsive

4 M/S Qazzafi Surgical Pvt ltd Haemorrhoidectomy Set 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample rejected by inspection committee

5 M/S B.Webber & Co Haemorrhoidectomy set 2 0 0 0 0 6 6 Yes Yes 3 2 3 Yes 37 Responsive

6 M/S Orient Medical Haemorrhoidectomy set 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

1 M/S Zodiac International IMN Set 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The Bidder is not a manufacturer.

2 M/S Surgiquips IMN Set 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

3 M/S Qazzafi Surgical Pvt ltd IMN Set 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample rejected by inspection committee

4 M/S B.Webber & Co IMN Set 2 0 0 0 0 6 6 Yes Yes 3 2 3 Yes 37 Responsive

5 M/S Orient Medical IMN Set 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

6 M/S Paradise Export Co IMN Set 2 2 0 0 0 0 0 Yes Yes 3 2 3 Yes 52 Responsive

1 M/S Zodiac International Inter locking Nail set (Full instruments) 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The Bidder is not a manufacturer.

2 M/S Surgiquips Inter locking Nail set (Full instruments) 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

3 M/S Qazzafi Surgical Pvt ltd Inter locking Nail set (Full instruments) 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample rejected by inspection committee

4 M/S B.Webber & Co Inter locking Nail set (Full instruments) 2 0 0 0 0 6 6 Yes Yes 3 2 3 Yes 37 Responsive

5 M/S Orient Medical Inter locking Nail set (Full instruments) 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

6 M/S Paradise Export Co Intra Locking Nail Full Set 2 2 0 0 0 0 0 Yes Yes 3 2 3 Yes 52 Responsive

1 M/S Qazzafi Surgical Pvt ltd Kidney Stone Removal Set 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample rejected by inspection committee

2 M/S B.Webber & Co Kidney Stone Removal Set 2 0 0 0 0 6 6 Yes Yes 3 2 3 Yes 37 Responsive

3 M/S Orient Medical Kidney Stone Removal Set 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

4 M/S Paradise Export Co Kidney Stone Removal Set  2 2 0 0 0 0 0 Yes Yes 3 2 3 Yes 52 Responsive

5 M/S Zodiac International
Kidney Stone Removal

Set
2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6

Non Responsive

The Bidder is not a manufacturer.

6 M/S Surgiquips
Kidney Stone Removal

Set
2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

1 M/S Zodiac International Laminectomy Sets 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The Bidder is not a manufacturer.

2 M/S Surgiquips Laminectomy Sets 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

3 M/S Qazzafi Surgical Pvt ltd Laminectomy Sets 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample rejected by inspection committee
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4 M/S B.Webber & Co Laminectomy Sets 2 0 0 0 0 6 6 Yes Yes 3 2 3 Yes 37 Responsive

5 M/S Orient Medical Laminectomy Sets 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

6 M/S Paradise Export Co Laminectomy Sets 2 2 0 0 0 0 0 Yes Yes 3 2 3 Yes 52 Responsive

1 M/S Zodiac International Laparatomy set 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The Bidder is not a manufacturer.

2 M/S Surgiquips Laparatomy set 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

3 M/S Qazzafi Surgical Pvt ltd Laparatomy set 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample rejected by inspection committee

4 M/S B.Webber & Co Laparatomy set 2 0 0 0 0 6 6 Yes Yes 3 2 3 Yes 37 Responsive

5 M/S Orient Medical Laparatomy set 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

6 M/S Paradise Export Co Laparatomy Set 2 2 0 0 0 0 0 Yes Yes 3 2 3 Yes 52 Responsive

1 M/S Zodiac International Large Fragment Set 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The Bidder is not a manufacturer.

2 M/S Surgiquips Large Fragment Set 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

3 M/S Qazzafi Surgical Pvt ltd Large Fragment Set 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample rejected by inspection committee

4 M/S B.Webber & Co Large Fragment Set 2 0 0 0 0 6 6 Yes Yes 3 2 3 Yes 37 Responsive

5 M/S Orient Medical Large Fragment Set 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

6 M/S Paradise Export Co Large Fragment Set 2 2 0 0 0 0 0 Yes Yes 3 2 3 Yes 52 Responsive

1 M/S Zodiac International Myringoplasty Set 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The Bidder is not a manufacturer.

2 M/S Surgiquips Myringoplasty Set 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

3 M/S Qazzafi Surgical Pvt ltd Myringoplasty Set 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample rejected by inspection committee

4 M/S B.Webber & Co Myringoplasty Set 2 0 0 0 0 6 6 Yes Yes 3 2 3 Yes 37 Responsive

5 M/S Orient Medical Myringoplasty Set 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

6 M/S Paradise Export Co Myringoplasty Set 2 2 0 0 0 0 0 Yes Yes 3 2 3 Yes 52 Responsive

1 M/S Zodiac International Normal Delivery set 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The Bidder is not a manufacturer.

2 M/S Surgiquips Normal Delivery set 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

3 M/S Qazzafi Surgical Pvt ltd Normal Delivery Set 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample rejected by inspection committee

4 M/S B.Webber & Co Normal Delivery set 2 0 0 0 0 6 6 Yes Yes 3 2 3 Yes 37 Responsive

5 M/S Orient Medical Normal Delivery set 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

6 M/S Paradise Export Co Normal Delivery Set 2 2 0 0 2 2 0 Yes Yes 3 2 3 Yes 56 Responsive

1 M/S Zodiac International Obs/ General Gynae set 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The Bidder is not a manufacturer.

2 M/S Surgiquips Obs/ General Gynae set 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

3 M/S Qazzafi Surgical Pvt ltd OBS/ General Gynae Set 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample rejected by inspection committee
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4 M/S B.Webber & Co Obs/ General Gynae set 2 0 0 0 0 6 6 Yes Yes 3 2 3 Yes 37 Responsive

5 M/S Orient Medical Obs/ General Gynae set 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

6 M/S Paradise Export Co Obs/General Gynae Set 2 2 0 0 2 1 0 Yes Yes 3 2 3 Yes 55 Responsive

1 M/S Zodiac International Obstetric surgery set minor and major 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The Bidder is not a manufacturer.

2 M/S Surgiquips Obstetric surgery set minor and major 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

3 M/S Qazzafi Surgical Pvt ltd Obstetric Surgery Set Minor and Major 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample rejected by inspection committee

4 M/S B.Webber & Co Obstetric surgery set minor and major 2 0 0 0 0 6 6 Yes Yes 3 2 3 Yes 37 Responsive

5 M/S Orient Medical Obstetric surgery set minor and major 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

6 M/S Paradise Export Co Obstetric Surgery Set Minor and Major 2 2 0 0 0 0 0 Yes Yes 3 2 3 Yes 52 Responsive

1 M/S Zodiac International Prostatectomy Set 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The Bidder is not a manufacturer.

2 M/S Surgiquips Prostatectomy Set 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

3 M/S Qazzafi Surgical Pvt ltd Prostatectomy Set 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample rejected by inspection committee

4 M/S B.Webber & Co Prostatectomy Set 2 0 0 0 0 6 6 Yes Yes 3 2 3 Yes 37 Responsive

5 M/S Orient Medical Prostatectomy Set 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

6 M/S Paradise Export Co Prostatectomy Set 2 2 0 0 0 0 0 Yes Yes 3 2 3 Yes 52 Responsive

1 M/S Zodiac International Rhinoplasty Set 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The Bidder is not a manufacturer.

2 M/S Surgiquips Rhinoplasty Set 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

3 M/S Qazzafi Surgical Pvt ltd Rhinoplasty Set 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample rejected by inspection committee

4 M/S B.Webber & Co Rhinoplasty Set 2 0 0 0 0 6 6 Yes Yes 3 2 3 Yes 37 Responsive

5 M/S Orient Medical Rhinoplasty Set 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

6 M/S Paradise Export Co Rhinoplasty Set 2 2 0 0 0 0 0 Yes Yes 3 2 3 Yes 52 Responsive

1 M/S Zodiac International Small Fragment Set 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The Bidder is not a manufacturer.

2 M/S Surgiquips Small Fragment Set 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

3 M/S Qazzafi Surgical Pvt ltd Small Fragment Set 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample rejected by inspection committee

4 M/S B.Webber & Co Small Fragment Set 2 0 0 0 0 6 6 Yes Yes 3 2 3 Yes 37 Responsive

5 M/S Orient Medical Small Fragment Set 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

6 M/S Paradise Export Co Small Fragment Set 2 2 0 0 0 0 0 Yes Yes 3 2 3 Yes 52 Responsive

1 M/S Zodiac International SMR Set 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The Bidder is not a manufacturer.

2 M/S Surgiquips SMR Set 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

3 M/S Qazzafi Surgical Pvt ltd SMR Set 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample rejected by inspection committee
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4 M/S B.Webber & Co SMR Set 2 0 0 0 0 6 6 Yes Yes 3 2 3 Yes 37 Responsive

5 M/S Orient Medical SMR Set 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

6 M/S Paradise Export Co SMR Set 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

1 M/S Zodiac International Squint Surgical Set 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The Bidder is not a manufacturer.

2 M/S Surgiquips Squint Surgical Set 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

3 M/S Qazzafi Surgical Pvt ltd Squint Surgical Set 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample rejected by inspection committee

4 M/S B.Webber & Co Squint Surgical Set 2 0 0 0 0 6 6 Yes Yes 3 2 3 Yes 37 Responsive

5 M/S Orient Medical Squint Surgical Set 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

6 M/S Paradise Export Co Squint Surgical Set 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

1 M/S Zodiac International Thoracotomy set 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The Bidder is not a manufacturer.

2 M/S Surgiquips Thoracotomy set 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

3 M/S Qazzafi Surgical Pvt ltd Thoracotomy Set 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample rejected by inspection committee

4 M/S B.Webber & Co Thoracotomy set 2 0 0 0 0 6 6 Yes Yes 3 2 3 Yes 37 Responsive

5 M/S Orient Medical Thoracotomy set 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

6 M/S Paradise Export Co Thoracotomy Set 2 2 0 0 0 0 0 Yes Yes 3 2 3 Yes 52 Responsive

1 M/S Zodiac International Thyriodectomy Set 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The Bidder is not a manufacturer.

2 M/S Surgiquips Thyriodectomy Set 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

3 M/S Qazzafi Surgical Pvt ltd Thyriodectomy Set 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample rejected by inspection committee

4 M/S B.Webber & Co Thyriodectomy Set 2 0 0 0 0 6 6 Yes Yes 3 2 3 Yes 37 Responsive

5 M/S Orient Medical Thyriodectomy Set 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

6 M/S Paradise Export Co Thyriodectomy Set 2 2 0 0 0 0 0 Yes Yes 3 2 3 Yes 52 Responsive

1 M/S Zodiac International Tonsillectomy Set 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The Bidder is not a manufacturer.

2 M/S Surgiquips Tonsillectomy Set 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

3 M/S Qazzafi Surgical Pvt ltd Tonsillectomy Set 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample rejected by inspection committee

4 M/S B.Webber & Co Tonsillectomy Set 2 0 0 0 0 6 6 Yes Yes 3 2 3 Yes 37 Responsive

5 M/S Orient Medical Tonsillectomy Set 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

6 M/S Paradise Export Co Tonsillectomy Set 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

1 M/S Zodiac International Urethral Dilator set 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The Bidder is not a manufacturer.

2 M/S Surgiquips Urethral Dilator set 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

3 M/S Qazzafi Surgical Pvt ltd Urethral Dilator Set 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample rejected by inspection committee
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4 M/S B.Webber & Co Urethral Dilator set 2 0 0 0 0 6 6 Yes Yes 3 2 3 Yes 37 Responsive

5 M/S Orient Medical Urethral Dilator set 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

6 M/S Paradise Export Co Urethral Dilator Set 2 2 0 0 0 0 0 Yes Yes 3 2 3 Yes 52 Responsive

1 M/S Zodiac International Vaginal Hysterectomy Set 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The Bidder is not a manufacturer.

2 M/S Surgiquips Vaginal Hysterectomy Set 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

3 M/S Qazzafi Surgical Pvt ltd Vaginal Hysterectomy Set 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample rejected by inspection committee

4 M/S B.Webber & Co Vaginal Hysterectomy Set 2 0 0 0 0 6 6 Yes Yes 3 2 3 Yes 37 Responsive

5 M/S Orient Medical Vaginal Hysterectomy Set 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

6 M/S Paradise Export Co Vaginal Hysterectomy Set 2 2 0 0 0 0 0 Yes Yes 3 2 3 Yes 52 Responsive

1 M/S Zodiac International Varicose Vein set 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The Bidder is not a manufacturer.

2 M/S Surgiquips Varicose Vein set 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

3 M/S Qazzafi Surgical Pvt ltd Varicose Vein Set 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample rejected by inspection committee

4 M/S B.Webber & Co Varicose Vein set 2 0 0 0 0 6 6 Yes Yes 3 2 3 Yes 37 Responsive

5 M/S Orient Medical Varicose Vein set 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

6 M/S Paradise Export Co Varicose Vein Set 2 2 0 0 0 0 0 Yes Yes 3 2 3 Yes 52 Responsive

1 M/S Zodiac International Vascular set 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The Bidder is not a manufacturer.

2 M/S Surgiquips Vascular set 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

3 M/S Paradise Export Co Vascular Set 2 2 0 0 0 0 0 Yes Yes 3 2 3 Yes 52 Responsive

4 M/S Qazzafi Surgical Pvt ltd Vascular Set 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample rejected by inspection committee

5 M/S B.Webber & Co Vascular set 2 0 0 0 0 6 6 Yes Yes 3 2 3 Yes 37 Responsive

6 M/S Orient Medical Vascular set 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

1 M/S Zodiac International VP Shunt 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The Bidder is not a manufacturer.

2 M/S Surgiquips VP Shunt 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

3 M/S Qazzafi Surgical Pvt ltd VP Shunt 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample rejected by inspection committee

4 M/S B.Webber & Co VP Shunt 2 0 0 0 0 6 6 Yes Yes 3 2 3 Yes 37 Responsive

5 M/S Orient Medical VP Shunt 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

6 M/S Paradise Export Co VP Shunt 2 2 0 0 0 0 0 Yes Yes 3 2 3 Yes 52 Responsive
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1 M/S Zodiac International Abdominal Retractor 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

2 M/S Surgiquips Abdominal Retractor 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44
Non Responsive

Sample rejected by inspection committee

3 M/S Qazzafi Surgical Pvt ltd Abdominal Retractor 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

4 M/S B.Webber & Co Abdominal Retractor 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

5 M/S Orient Medical Abdominal Retractor 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

6 M/S Paradise Export Co Abdominal Retractor 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

7 M/S Zodiac International All metal bladder syringe 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

8 M/S Surgiquips All metal bladder syringe 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

9 M/S B.Webber & Co All metal bladder syringe 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

10 M/S Paradise Export Co All metal bladder syringe 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

11 M/S Qazzafi Surgical Pvt ltd All Metal Blader Syringe 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

12 M/S Paradise Export Co Allies forceps 6" 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

13 M/S Zodiac International Allies forceps 6” 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.
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14 M/S Surgiquips Allies forceps 6” 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

15 M/S Qazzafi Surgical Pvt ltd Allies forceps 6” 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

16 M/S B.Webber & Co Allies forceps 6” 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

17 M/S Orient Medical Allies forceps 6” 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

18 M/S Zodiac International Allies forceps long 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

19 M/S Surgiquips Allies forceps long 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

20 M/S B.Webber & Co Allies forceps long 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

21 M/S Paradise Export Co Allies forceps long 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

22 M/S Qazzafi Surgical Pvt ltd ALLIES FORCEPS LONG 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

23 M/S Orient Medical Allies forceps long 7” 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

24 M/S Paradise Export Co Amalgam Plugger filling 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

25 M/S Zodiac International Amalgam Plunger filling 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

26 M/S Surgiquips Amalgam Plunger filling 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

27 M/S Qazzafi Surgical Pvt ltd Amalgam Plunger Filling 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

28 M/S B.Webber & Co Amalgam Plunger filling 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

29 M/S Zodiac International Aneurysm needle curved  to the right 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

30 M/S Surgiquips Aneurysm needle curved  to the right 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

31 M/S B.Webber & Co Aneurysm needle curved to the right 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

32 M/S Paradise Export Co Aneurysm needle curved to the right 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

33 M/S Qazzafi Surgical Pvt ltd ANEURYSM NEEDLE CURVED TO THE RIGHT 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

34 M/S Orient Medical Artery forceps  4"   str/cvd 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

35 M/S Zodiac International Artery forceps 4" 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

36 M/S Surgiquips Artery forceps 4" 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

37 M/S B.Webber & Co Artery forceps 4" 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

38 M/S Paradise Export Co Artery forceps 4" 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

39 M/S Qazzafi Surgical Pvt ltd ARTERY FORCEPS 4" 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

40 M/S Paradise Export Co Artery forceps 5" pointed  SS 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

41 M/S Zodiac International Artery forceps 5" pointed ss 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

42 M/S Surgiquips Artery forceps 5" pointed ss 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

43 M/S B.Webber & Co Artery forceps 5" pointed ss 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

44 M/S Qazzafi Surgical Pvt ltd ARTERY FORCEPS 5" POINTED SS 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

45 M/S Orient Medical Artery forceps 5" pointed ss str/cvd 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive
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46 M/S Zodiac International Artery forceps 6" 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

47 M/S Surgiquips Artery forceps 6" 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

48 M/S B.Webber & Co Artery forceps 6" 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

49 M/S Paradise Export Co Artery forceps 6" 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

50 M/S Zodiac International Artery forceps 6" SS curved 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

51 M/S Surgiquips Artery forceps 6" SS curved 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

52 M/S B.Webber & Co Artery forceps 6" SS curved 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

53 M/S Orient Medical Artery forceps 6" SS curved 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

54 M/S Paradise Export Co Artery forceps 6" SS curved 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

55 M/S Qazzafi Surgical Pvt ltd ARTERY FORCEPS 6" SS CURVED 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

56 M/S Orient Medical Artery forceps 6" str 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

57 M/S Zodiac International Artery forceps 8" straight 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

58 M/S Surgiquips Artery forceps 8" straight 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

59 M/S B.Webber & Co Artery forceps 8" straight 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

60 M/S Orient Medical Artery forceps 8" straight 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

61 M/S Paradise Export Co Artery forceps 8" straight 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

62 M/S Qazzafi Surgical Pvt ltd ARTERY FORCEPS 8" STRAIGHT 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

63 M/S Zodiac International Artery forceps 9" long curved 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

64 M/S Surgiquips Artery forceps 9" long curved 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

65 M/S B.Webber & Co Artery forceps 9" long curved 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

66 M/S Orient Medical Artery forceps 9" long curved 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

67 M/S Paradise Export Co Artery forceps 9" long curved 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

68 M/S Qazzafi Surgical Pvt ltd ARTERY FORCEPS 9" LONG CURVED 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

69 M/S Zodiac International Artery forceps 9" long pointed curved 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

70 M/S Surgiquips Artery forceps 9" long pointed curved 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

71 M/S B.Webber & Co Artery forceps 9" long pointed curved 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

72 M/S Orient Medical Artery forceps 9" long pointed curved 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

73 M/S Paradise Export Co Artery forceps 9" long pointed curved 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

74 M/S Qazzafi Surgical Pvt ltd ARTERY FORCEPS 9" LONG POINTED CURVED 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

75 M/S Zodiac International Artery forceps 9" long straight 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

76 M/S Surgiquips Artery forceps 9" long straight 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

77 M/S B.Webber & Co Artery forceps 9" long straight 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive
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78 M/S Orient Medical Artery forceps 9" long straight 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

79 M/S Paradise Export Co Artery forceps 9" long straight 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

80 M/S Paradise Export Co Artery forceps 9" long straight 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

81 M/S Qazzafi Surgical Pvt ltd ARTERY FORCEPS 9" LONG STRAIGHT 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

82 M/S Zodiac International Bandy turin verbal  forceps 9.5 long 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

83 M/S Surgiquips Bandy turin verbal  forceps 9.5 long 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

84 M/S B.Webber & Co Bandy turin verbal forceps 9.5 long 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

85 M/S Qazzafi Surgical Pvt ltd BANDY TURIN VERBAL FORCEPS 9.5 LONG 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

86 M/S Orient Medical Bandy turin verbal forceps 9.5 long (out let forceps) 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

87 M/S Paradise Export Co Bandy Turin Verbal Forceps 9.5" long 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

88 M/S Paradise Export Co Basin S.S 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

89 M/S Zodiac International Basin S.S. 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

90 M/S Surgiquips Basin S.S. 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

91 M/S Qazzafi Surgical Pvt ltd Basin S.S. 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

92 M/S Orient Medical Basin S.S.   14” 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

93 M/S Zodiac International Basin SS 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

94 M/S Paradise Export Co Basin SS 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

95 M/S B.Webber & Co Basin SS 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

96 M/S Qazzafi Surgical Pvt ltd BASIN SS 14" 23g 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

97 M/S Orient Medical Basin SS 14” STAINLESS STEEL 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

98 M/S Zodiac International Basin stand 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

99 M/S Zodiac International Basin Stand 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

100 M/S Surgiquips Basin Stand 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

101 M/S B.Webber & Co Basin stand 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

102 M/S B.Webber & Co Basin Stand 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

103 M/S Orient Medical Basin Stand  single 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

104 M/S Surgiquips Basin stand painted double 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

105 M/S Surgiquips Basin Stand painted single 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

106 M/S Qazzafi Surgical Pvt ltd BASIN STAND Single MS Pipe 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

107 M/S Orient Medical Basin stand single only stand 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

108 M/S Zodiac International Berkleys Retractor 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

109 M/S Surgiquips Berkleys Retractor 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive
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110 M/S B.Webber & Co Berkleys Retractor 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

111 M/S Paradise Export Co Berkleys Retractor 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

112 M/S Qazzafi Surgical Pvt ltd BERKLEYS RETRACTOR 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

113 M/S Orient Medical Berkleys Retractor (finocheito) 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

114 M/S Qazzafi Surgical Pvt ltd Bohlerieg Tight Splint Different size 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

115 M/S B.Webber & Co Bohlerieg tight splint different size 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

116 M/S Paradise Export Co Bohlerieg tight splint different sizes  2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

117 M/S Zodiac International Bone cutting forceps 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

118 M/S B.Webber & Co Bone cutting forceps 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

119 M/S Qazzafi Surgical Pvt ltd BONE CUTTING FORCEPS 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

120 M/S Orient Medical Bone cutting forceps 7” 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

121 M/S Surgiquips Bone cutting forceps 8' 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

122 M/S Surgiquips Bone cutting forceps 9' 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

123 M/S Paradise Export Co Bone cutting forceps Single 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

124 M/S Zodiac International Bone Nibbler 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

125 M/S Surgiquips Bone Nibbler 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

126 M/S B.Webber & Co Bone Nibbler 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

127 M/S Qazzafi Surgical Pvt ltd BONE NIBBLER 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

128 M/S Orient Medical Bone Nibbler    s/a  7” 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

129 M/S Paradise Export Co Bone Nibbler Single 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

130 M/S Orient Medical Bone Ranger  (Oral Surgery)  6”    s/a 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

131 M/S Zodiac International Bone Ranger (Oral Surgery) 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

132 M/S Surgiquips Bone Ranger (Oral Surgery) 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

133 M/S B.Webber & Co Bone Ranger (Oral Surgery) 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

134 M/S Paradise Export Co Bone Ranger (Oral Surgery) 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

135 M/S Zodiac International Bone Rongers (Oral Surgery) 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

136 M/S Surgiquips Bone Rongers (Oral Surgery) 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

137 M/S Qazzafi Surgical Pvt ltd Bone Rongers (Oral Surgery) 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

138 M/S B.Webber & Co Bone Rongers (Oral Surgery) 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

139 M/S Paradise Export Co Bone Rongers (Oral Surgery) 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

140 M/S Orient Medical Bone Rongers (Oral Surgery) s/a  6” 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

141 M/S Zodiac International Bowel SS large 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.
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142 M/S Surgiquips Bowel SS large 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

143 M/S B.Webber & Co Bowel SS large 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

144 M/S Orient Medical Bowel SS large   8” 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

145 M/S Qazzafi Surgical Pvt ltd BOWEL SS LARGE 8" 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

146 M/S Zodiac International Bowel SS small 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

147 M/S Surgiquips Bowel SS small 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

148 M/S B.Webber & Co Bowel SS small 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

149 M/S Orient Medical Bowel SS small     4” 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

150 M/S Qazzafi Surgical Pvt ltd BOWEL SS SMALL 4" 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

151 M/S Paradise Export Co Bowl SS Large 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

152 M/S Paradise Export Co Bowl SS Small 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

153 M/S Zodiac International Bozemans needle holder 7.5" 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

154 M/S Surgiquips Bozemans needle holder 7.5" 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

155 M/S B.Webber & Co Bozemans needle holder 7.5" 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

156 M/S Orient Medical Bozemans needle holder 7.5" 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

157 M/S Paradise Export Co Bozemans needle holder 7.5" 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

158 M/S Qazzafi Surgical Pvt ltd BOZEMANS NEEDLE HOLDER 7.5" 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

159 M/S B.Webber & Co Bozemansfirst his catheter for washing drum vessel 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

160 M/S Qazzafi Surgical Pvt ltd
BOZEMANSFIRST HIS CATHETER FOR WASHING 

DRUM VESSEL 
0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13

Non Responsive

Sample rejected by inspection committee

161 M/S Zodiac International BP handle 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

162 M/S Surgiquips BP handle 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

163 M/S B.Webber & Co BP handle 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

164 M/S Paradise Export Co BP handle 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

165 M/S Qazzafi Surgical Pvt ltd BP HANDLE 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

166 M/S Orient Medical BP handle # 4 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

167 M/S Zodiac International BP Scalpel Handle for Blad-15 oral surgery 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

168 M/S Surgiquips BP Scalpel Handle for Blad-15 oral surgery 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

169 M/S B.Webber & Co BP Scalpel Handle for Blad-15 oral surgery 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

170 M/S Orient Medical BP Scalpel Handle for Blad-15 oral surgery 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

171 M/S Qazzafi Surgical Pvt ltd
BP SCALPEL HANDLE FOR BLAD-15 ORAL 

SURGERY 
0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13

Non Responsive

Sample rejected by inspection committee

172 M/S Paradise Export Co BP Scalpel Handle for Blade No. 15 oral surgery 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

173 M/S Zodiac International Brand splinters tendon stopper 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.
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174 M/S Surgiquips Brand splinters tendon stopper 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

175 M/S Paradise Export Co Brand splinters tendon stopper 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

176 M/S Qazzafi Surgical Pvt ltd Brand splinters tendon stopper 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

177 M/S B.Webber & Co Brand splinters tendon stopper 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

178 M/S Orient Medical Brand splinters tendon stopper 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

179 M/S Zodiac International Brewers or gives  specula 3 size 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

180 M/S Surgiquips Brewers or gives  specula 3 size 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

181 M/S Paradise Export Co Brewers or gives specula 3 size 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

182 M/S B.Webber & Co Brewers or gives specula 3 size 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

183 M/S Qazzafi Surgical Pvt ltd BREWERS OR GIVES SPECULA 3 SIZE 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

184 M/S Orient Medical brewers or gives specula 3 sizes (set of 3) 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

185 M/S B.Webber & Co Brims extension frame for long D sizes 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

186 M/S Paradise Export Co Brims extension frame for long D sizes  2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

187 M/S Zodiac International Burnishing Filling 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

188 M/S Surgiquips Burnishing Filling 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

189 M/S Qazzafi Surgical Pvt ltd Burnishing Filling 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

190 M/S B.Webber & Co Burnishing Filling 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

191 M/S Paradise Export Co Burnishing Filling 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

192 M/S Zodiac International Cartridge Syringe with Aspirating Facility 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

193 M/S Surgiquips Cartridge Syringe with Aspirating Facility 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

194 M/S B.Webber & Co Cartridge Syringe with Aspirating Facility 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

195 M/S Paradise Export Co Cartridge Syringe with Aspirating Facility 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

196 M/S Zodiac International Cartridge Syringes with aspirating facility 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

197 M/S Surgiquips Cartridge Syringes with aspirating facility 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

198 M/S Qazzafi Surgical Pvt ltd Cartridge Syringes with aspirating facility 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

199 M/S B.Webber & Co Cartridge Syringes with aspirating facility 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

200 M/S Paradise Export Co Cartridge Syringes with aspirating facility 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

201 M/S Zodiac International Cellulose or Plastic Strip 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

202 M/S Qazzafi Surgical Pvt ltd Cellulose or Plastic Strip 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

203 M/S B.Webber & Co Cellulose or Plastic Strip 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

204 M/S Zodiac International Cement Spatula 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

205 M/S Surgiquips Cement Spatula 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive
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206 M/S Qazzafi Surgical Pvt ltd Cement Spatula 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

207 M/S B.Webber & Co Cement Spatula 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

208 M/S Orient Medical Cement Spatula 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

209 M/S Paradise Export Co Cement Spatula 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

210 M/S Zodiac International Cheatle Sterilizer forceps10" long 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

211 M/S Surgiquips Cheatle Sterilizer forceps10" long 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

212 M/S B.Webber & Co Cheatle Sterilizer forceps10" long 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

213 M/S Orient Medical Cheatle Sterilizer forceps10" long 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

214 M/S Paradise Export Co Cheatle Sterilizer forceps10" long 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

215 M/S Qazzafi Surgical Pvt ltd CHEATLE STERILIZER FORCEPS10" LONG 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

216 M/S Zodiac International Check Retractor (Oral Surgery) 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

217 M/S Surgiquips Check Retractor (Oral Surgery) 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

218 M/S B.Webber & Co Check Retractor (Oral Surgery) 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

219 M/S Orient Medical Check Retractor (Oral Surgery) 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

220 M/S Paradise Export Co Check Retractor (Oral Surgery) 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

221 M/S Qazzafi Surgical Pvt ltd CHECK RETRACTOR (ORAL SURGERY) 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

222 M/S Paradise Export Co Chest Intubation Set Pak Made 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

223 M/S B.Webber & Co Chest Intubations Set 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

224 M/S Zodiac International Chisel 6 size 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

225 M/S Surgiquips Chisel 6 size 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

226 M/S B.Webber & Co Chisel 6 size 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

227 M/S Qazzafi Surgical Pvt ltd CHISEL 6 SIZE 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

228 M/S Orient Medical Chisel 6 size (set of 6 pcs) 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

229 M/S Paradise Export Co Chisel 6 Sizes 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

230 M/S Orient Medical Consisting Of: 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

231 M/S Zodiac International Containers for Sputum Culture 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

232 M/S Surgiquips Containers for Sputum Culture 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

233 M/S Qazzafi Surgical Pvt ltd Containers for Sputum Culture 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

234 M/S B.Webber & Co Containers for Sputum Culture 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

235 M/S Zodiac International Containers for urine Culture 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

236 M/S Surgiquips Containers for urine Culture 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

237 M/S Qazzafi Surgical Pvt ltd Containers for urine Culture 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee
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238 M/S B.Webber & Co Containers for urine Culture 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

239 M/S Zodiac International Cremel double Retractor 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

240 M/S Surgiquips Cremel double Retractor 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

241 M/S B.Webber & Co Cremel double Retractor 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

242 M/S Paradise Export Co Cremel double Retractor 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

243 M/S Qazzafi Surgical Pvt ltd CREMEL DOUBLE RETRACTOR 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

244 M/S Orient Medical Cremel double Retractor 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

245 M/S Zodiac International Curette Oral Surgery 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

246 M/S Surgiquips Curette Oral Surgery 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

247 M/S B.Webber & Co Curette Oral Surgery 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

248 M/S Orient Medical Curette Oral Surgery 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

249 M/S Paradise Export Co Curette Oral Surgery 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

250 M/S Qazzafi Surgical Pvt ltd CURETTE ORAL SURGERY 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

251 M/S Zodiac International Curved  light forceps for stone 8,6,5" long 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

252 M/S Surgiquips Curved  light forceps for stone 8,6,5" long 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

253 M/S Orient Medical Curved  light forceps for stone 8”,6”, 5" long desjordan 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

254 M/S B.Webber & Co Curved light forceps for stone 8,6,5" long 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

255 M/S Paradise Export Co Curved light forceps for stone 8,6,5" long 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

256 M/S Qazzafi Surgical Pvt ltd CURVED LIGHT FORCEPS FOR STONE 8,6,5" LONG 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

257 M/S Zodiac International Danis Browns Retractor Universal 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

258 M/S Surgiquips Danis Browns Retractor Universal 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

259 M/S Paradise Export Co Danis Browns Retractor Universal 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

260 M/S B.Webber & Co Danis Browns Retractor Universal 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

261 M/S Orient Medical Danis Browns Retractor Universal 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

262 M/S Qazzafi Surgical Pvt ltd DANIS BROWNS RETRACTOR UNIVERSAL 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

263 M/S Zodiac International Dilating complete set 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

264 M/S Surgiquips Dilating complete set 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

265 M/S B.Webber & Co Dilating complete set 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

266 M/S Qazzafi Surgical Pvt ltd DILATING COMPLETE SET 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

267 M/S Paradise Export Co Dilating complete set  2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

268 M/S Zodiac International Dissecting forceps plain 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

269 M/S Surgiquips Dissecting forceps plain 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive
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270 M/S B.Webber & Co Dissecting forceps plain 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

271 M/S Paradise Export Co Dissecting forceps plain 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

272 M/S Qazzafi Surgical Pvt ltd DISSECTING FORCEPS PLAIN 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

273 M/S Orient Medical Dissecting forceps plain 6” 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

274 M/S Zodiac International Dressing Drum 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

275 M/S Surgiquips Dressing Drum 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

276 M/S B.Webber & Co Dressing Drum 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

277 M/S Orient Medical Dressing Drum  Complete Set  drum 9”x9” 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

278 M/S Qazzafi Surgical Pvt ltd Dressing Drum Large 12x12 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

279 M/S Zodiac International Dressing drum large size 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

280 M/S Surgiquips Dressing drum large size 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

281 M/S B.Webber & Co Dressing drum large size 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

282 M/S Orient Medical DRESSING DRUM LARGE SIZE  drum 12”x12” 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

283 M/S Qazzafi Surgical Pvt ltd Dressing Drum Large Size 12x15 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

284 M/S Paradise Export Co Dressing drum large size Pak Made 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

285 M/S Paradise Export Co Dressing Drum Pak Made 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

286 M/S Zodiac International Ear syringe 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

287 M/S Surgiquips Ear syringe 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

288 M/S B.Webber & Co Ear syringe 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

289 M/S Qazzafi Surgical Pvt ltd EAR SYRINGE 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

290 M/S Paradise Export Co Ear Syringe 4 Oz 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

291 M/S Zodiac International Elevator  cross bar pair 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

292 M/S Surgiquips Elevator  cross bar pair 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

293 M/S Zodiac International Elevator  pair of cryers (Triangular Shape) 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

294 M/S Surgiquips Elevator  pair of cryers (Triangular Shape) 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

295 M/S Orient Medical Elevator  straight 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

296 M/S Zodiac International Elevator Angular Pair 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

297 M/S Surgiquips Elevator Angular Pair 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

298 M/S B.Webber & Co Elevator Angular Pair 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

299 M/S Orient Medical Elevator Angular Pair 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

300 M/S Paradise Export Co Elevator Angular Pair 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

301 M/S Qazzafi Surgical Pvt ltd ELEVATOR ANGULAR PAIR 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee
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302 M/S B.Webber & Co Elevator cross bar pair 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

303 M/S Orient Medical Elevator cross bar pair 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

304 M/S Paradise Export Co Elevator cross bar pair 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

305 M/S Qazzafi Surgical Pvt ltd ELEVATOR CROSS BAR PAIR 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

306 M/S Paradise Export Co Elevator pair of cryers (Triangular Shape 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

307 M/S B.Webber & Co Elevator pair of cryers (Triangular Shape) 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

308 M/S Orient Medical Elevator pair of cryers (Triangular Shape) 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

309 M/S Qazzafi Surgical Pvt ltd
ELEVATOR PAIR OF CRYERS (TRIANGULAR 

SHAPE) 
0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13

Non Responsive

Sample rejected by inspection committee

310 M/S Zodiac International Elevator straight 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

311 M/S Surgiquips Elevator straight 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

312 M/S B.Webber & Co Elevator straight 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

313 M/S Paradise Export Co Elevator straight 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

314 M/S Qazzafi Surgical Pvt ltd ELEVATOR STRAIGHT 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

315 M/S B.Webber & Co Entrap Uterine Canals 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

316 M/S Paradise Export Co Entrap Uterine Canals 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

317 M/S Qazzafi Surgical Pvt ltd ENTRAP UTERINE CANALS 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

318 M/S Zodiac International Erosed Mattable probe ended director 6.5" long 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

319 M/S B.Webber & Co Erosed Mattable probe ended director 6.5" long 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

320 M/S Qazzafi Surgical Pvt ltd
EROSED MATTABLE PROBE ENDED DIRECTOR 

6.5" LONG 
0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13

Non Responsive

Sample rejected by inspection committee

321 M/S Paradise Export Co ErosedMattable probe ended director 6.5” long 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

322 M/S Zodiac International Eve's  intestinal forceps 9" long 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

323 M/S B.Webber & Co Eve's intestinal forceps 9" long 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

324 M/S Paradise Export Co Eve's intestinal forceps 9" long 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

325 M/S Qazzafi Surgical Pvt ltd EVE'S INTESTINAL FORCEPS 9" LONG 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

326 M/S Zodiac International Examination  tweezers 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

327 M/S Surgiquips Examination  tweezers 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

328 M/S Orient Medical Examination  tweezers 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

329 M/S Zodiac International Examination Mirror 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

330 M/S Surgiquips Examination Mirror 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

331 M/S B.Webber & Co Examination Mirror 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

332 M/S Paradise Export Co Examination Mirror 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

333 M/S Qazzafi Surgical Pvt ltd EXAMINATION MIRROR 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee
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334 M/S Orient Medical Examination Mirror 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

335 M/S B.Webber & Co Examination tweezers 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

336 M/S Paradise Export Co Examination tweezers 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

337 M/S Qazzafi Surgical Pvt ltd EXAMINATION TWEEZERS 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

338 M/S Zodiac International Excavator Filling 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

339 M/S Surgiquips Excavator Filling 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

340 M/S Qazzafi Surgical Pvt ltd Excavator Filling 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

341 M/S B.Webber & Co Excavator Filling 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

342 M/S Orient Medical Excavator Filling 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

343 M/S Paradise Export Co Excavator Filling 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

344 M/S Zodiac International Extraction forceps lower BDR 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

345 M/S Surgiquips Extraction forceps lower BDR 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

346 M/S B.Webber & Co Extraction forceps lower BDR 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

347 M/S Orient Medical Extraction forceps lower BDR 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

348 M/S Qazzafi Surgical Pvt ltd EXTRACTION FORCEPS LOWER BDR 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

349 M/S Zodiac International Extraction forceps lower interior 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

350 M/S Surgiquips Extraction forceps lower interior 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

351 M/S B.Webber & Co Extraction forceps lower interior 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

352 M/S Orient Medical Extraction forceps lower interior 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

353 M/S Qazzafi Surgical Pvt ltd EXTRACTION FORCEPS LOWER INTERIOR 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

354 M/S Zodiac International Extraction forceps lower molar 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

355 M/S Surgiquips Extraction forceps lower molar 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

356 M/S B.Webber & Co Extraction forceps lower molar 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

357 M/S Orient Medical Extraction forceps lower molar 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

358 M/S Paradise Export Co Extraction forceps lower molar 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

359 M/S Qazzafi Surgical Pvt ltd EXTRACTION FORCEPS LOWER MOLAR 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

360 M/S Zodiac International Extraction forceps lower pre-molar 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

361 M/S Surgiquips Extraction forceps lower pre-molar 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

362 M/S B.Webber & Co Extraction forceps lower pre-molar 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

363 M/S Orient Medical Extraction forceps lower pre-molar 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

364 M/S Paradise Export Co Extraction forceps lower pre-molar 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

365 M/S Qazzafi Surgical Pvt ltd EXTRACTION FORCEPS LOWER PRE-MOLAR 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee
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366 M/S Zodiac International Extraction Forceps upper BDR 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

367 M/S Surgiquips Extraction Forceps upper BDR 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

368 M/S B.Webber & Co Extraction Forceps upper BDR 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

369 M/S Orient Medical Extraction Forceps upper BDR 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

370 M/S Paradise Export Co Extraction Forceps upper BDR 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

371 M/S Qazzafi Surgical Pvt ltd EXTRACTION FORCEPS UPPER BDR 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

372 M/S Zodiac International Extraction Forceps upper Interior 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

373 M/S Surgiquips Extraction Forceps upper Interior 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

374 M/S B.Webber & Co Extraction Forceps upper Interior 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

375 M/S Orient Medical Extraction Forceps upper Interior 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

376 M/S Paradise Export Co Extraction Forceps upper Interior 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

377 M/S Qazzafi Surgical Pvt ltd EXTRACTION FORCEPS UPPER INTERIOR 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

378 M/S Zodiac International Extraction Probe Upper Molar 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

379 M/S Surgiquips Extraction Probe Upper Molar 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

380 M/S Paradise Export Co Extraction Probe Upper Molar 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

381 M/S B.Webber & Co Extraction Probe Upper Molar 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

382 M/S Orient Medical Extraction Probe Upper Molar 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

383 M/S Qazzafi Surgical Pvt ltd EXTRACTION PROBE UPPER MOLAR 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

384 M/S Zodiac International Extraction Probe Upper Pre Molar 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

385 M/S Surgiquips Extraction Probe Upper Pre Molar 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

386 M/S B.Webber & Co Extraction Probe Upper Pre Molar 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

387 M/S Orient Medical Extraction Probe Upper Pre Molar 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

388 M/S Paradise Export Co Extraction Probe Upper Pre Molar 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

389 M/S Qazzafi Surgical Pvt ltd EXTRACTION PROBE UPPER PRE MOLAR 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

390 M/S Zodiac International Female Dilator 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

391 M/S Surgiquips Female Dilator 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

392 M/S B.Webber & Co Female Dilator 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

393 M/S Paradise Export Co Female Dilator 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

394 M/S Qazzafi Surgical Pvt ltd FEMALE DILATOR 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

395 M/S Orient Medical Female Dilator set of 8 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

396 M/S Zodiac International Female metallic catheter 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

397 M/S Surgiquips Female metallic catheter 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive
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398 M/S B.Webber & Co Female metallic catheter 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

399 M/S Orient Medical Female metallic catheter 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

400 M/S Paradise Export Co Female metallic catheter 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

401 M/S Qazzafi Surgical Pvt ltd FEMALE METALLIC CATHETER 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

402 M/S Surgiquips Femoral Distractor 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

403 M/S B.Webber & Co Femoral Distractor 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

404 M/S Paradise Export Co Femoral Distractor 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

405 M/S Zodiac International Gadless urine dilator 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

406 M/S Surgiquips Gadless urine dilator 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

407 M/S Qazzafi Surgical Pvt ltd Gadless urine dilator 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

408 M/S B.Webber & Co Gadless urine dilator 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

409 M/S Zodiac International Galantian squotum  sound 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

410 M/S Surgiquips Galantian squotum  sound 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

411 M/S B.Webber & Co Galantian squotum sound 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

412 M/S Orient Medical Galantian squotum sound 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

413 M/S Paradise Export Co Galantiansquotum sound  2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

414 M/S Zodiac International Gallium Hysterectomy forceps curved 11x1 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

415 M/S Surgiquips Gallium Hysterectomy forceps curved 11x1 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

416 M/S B.Webber & Co Gallium Hysterectomy forceps curved 11x1 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

417 M/S Qazzafi Surgical Pvt ltd
GALLIUM HYSTERECTOMY FORCEPS CURVED 

11X1 
0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13

Non Responsive

Sample rejected by inspection committee

418 M/S Orient Medical Gallium Hysterectomy forceps curved 1x1 20cm 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

419 M/S Zodiac International Gallium Hysterectomy forceps straight 1x2 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

420 M/S Surgiquips Gallium Hysterectomy forceps straight 1x2 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

421 M/S B.Webber & Co Gallium Hysterectomy forceps straight 1x2 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

422 M/S Qazzafi Surgical Pvt ltd
GALLIUM HYSTERECTOMY FORCEPS STRAIGHT 

1X2 
0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13

Non Responsive

Sample rejected by inspection committee

423 M/S Orient Medical Gallium Hysterectomy forceps straight 1x2 20cm 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

424 M/S Zodiac International Gland forceps 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

425 M/S Surgiquips Gland forceps 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

426 M/S B.Webber & Co Gland forceps 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

427 M/S Paradise Export Co Gland forceps 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

428 M/S Qazzafi Surgical Pvt ltd GLAND FORCEPS 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

429 M/S Orient Medical Glass   Slab 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive
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430 M/S Surgiquips Glass Slab 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

431 M/S B.Webber & Co Glass Slab 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

432 M/S Orient Medical hager  fenwicks retractor 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

433 M/S Zodiac International Hammer Heavy 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

434 M/S Surgiquips Hammer Heavy 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

435 M/S Qazzafi Surgical Pvt ltd Hammer Heavy 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

436 M/S B.Webber & Co Hammer Heavy 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

437 M/S Orient Medical Hammer Heavy 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

438 M/S Paradise Export Co Hammer Heavy 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

439 M/S Surgiquips Hand Chulk 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

440 M/S Qazzafi Surgical Pvt ltd Hand Chulk 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

441 M/S B.Webber & Co Hand Chulk 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

442 M/S Orient Medical Hand Chulk 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

443 M/S Paradise Export Co Hand Chulk SS 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

444 M/S Surgiquips Hangers models double ended cervix dilation 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

445 M/S B.Webber & Co Hangers models double ended cervix dilation 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

446 M/S Orient Medical
Hangers models double ended cervix dilation set of 8 pcs 

dilator d/e
2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

447 M/S Surgiquips HerocsTurin uterus fine semi blunt 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

448 M/S B.Webber & Co HerocsTurin uterus fine semi blunt 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

449 M/S Surgiquips Hurry Fenwicks Retractor 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

450 M/S B.Webber & Co Hurry Fenwicks Retractor 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

451 M/S Paradise Export Co Hurry Fenwicks Retractor 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

452 M/S Qazzafi Surgical Pvt ltd HURRY FENWICKS RETRACTOR 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

453 M/S Surgiquips Instrument cabinet large size 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

454 M/S B.Webber & Co Instrument cabinet large size 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

455 M/S Zodiac International Instrument for Filling 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

456 M/S Surgiquips Instrument for Filling 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

457 M/S Paradise Export Co Instrument for filling 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

458 M/S B.Webber & Co Instrument for Filling 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

459 M/S Orient Medical Instrument for Filling  2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

460 M/S Zodiac International Intestine Holding forceps 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

461 M/S Surgiquips Intestine Holding forceps 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive
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462 M/S B.Webber & Co Intestine Holding forceps 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

463 M/S Paradise Export Co Intestine Holding forceps 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

464 M/S Qazzafi Surgical Pvt ltd INTESTINE HOLDING FORCEPS 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

465 M/S Orient Medical Intestine Holding forceps 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

466 M/S Zodiac International Introducer for Catheter 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

467 M/S Surgiquips Introducer for Catheter 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

468 M/S B.Webber & Co Introducer for Catheter 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

469 M/S Paradise Export Co Introducer for Catheter 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

470 M/S Qazzafi Surgical Pvt ltd INTRODUCER FOR CATHETER 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

471 M/S Orient Medical Introducer for Catheter 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

472 M/S Zodiac International Jex Thyroid Retractor hooking nut 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

473 M/S Surgiquips Jex Thyroid Retractor hooking nut 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

474 M/S Qazzafi Surgical Pvt ltd Jex Thyroid Retractor hooking nut 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

475 M/S B.Webber & Co Jex Thyroid Retractor hooking nut 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

476 M/S Orient Medical Jex Thyroid Retractor hooking nut 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

477 M/S Paradise Export Co Jex Thyroid Retractor hooking nut 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

478 M/S Zodiac International Kelley’s Retractor 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

479 M/S Surgiquips Kelley’s Retractor 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

480 M/S B.Webber & Co Kelley’s Retractor 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

481 M/S Paradise Export Co Kelley’s Retractor 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

482 M/S Orient Medical kelleys retractor 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

483 M/S Qazzafi Surgical Pvt ltd Kelley's Retractor 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

484 M/S Zodiac International Kidney pedicle 9.5" long 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

485 M/S Surgiquips Kidney pedicle 9.5" long 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

486 M/S Qazzafi Surgical Pvt ltd Kidney Pedicle 9.5" Long 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

487 M/S B.Webber & Co Kidney pedicle 9.5" long 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

488 M/S Orient Medical Kidney pedicle 9.5" long 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

489 M/S Paradise Export Co Kidney pedicle 9.5" long 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

490 M/S Surgiquips Kidney tray SS 10' 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

491 M/S Qazzafi Surgical Pvt ltd Kidney Tray SS 12" 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

492 M/S Zodiac International Kidney tray SS Size 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

493 M/S B.Webber & Co Kidney tray SS Size 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive
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494 M/S Paradise Export Co Kidney tray SS Size 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

495 M/S Orient Medical Kidney tray SS Size 10” 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

496 M/S Zodiac International Laces Retractor 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

497 M/S Surgiquips Laces Retractor 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

498 M/S B.Webber & Co Laces Retractor 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

499 M/S Orient Medical laces retractor 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

500 M/S Paradise Export Co Laces Retractor 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

501 M/S Qazzafi Surgical Pvt ltd LACES RETRACTOR 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

502 M/S B.Webber & Co Lamp cradle 3 size 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

503 M/S Orient Medical Lamp cradle 3 size  (single light) 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

504 M/S Zodiac International Lanes stomach holding forceps 8" 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

505 M/S Surgiquips Lanes stomach holding forceps 8" 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

506 M/S B.Webber & Co Lanes stomach holding forceps 8" 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

507 M/S Orient Medical Lanes stomach holding forceps 8" 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

508 M/S Paradise Export Co Lanes stomach holding forceps 8" 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

509 M/S Qazzafi Surgical Pvt ltd LANES STOMACH HOLDING FORCEPS 8" 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

510 M/S Zodiac International Lange back’s Retractor L Shape oral surgery 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

511 M/S Surgiquips Lange back’s Retractor L Shape oral surgery 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

512 M/S B.Webber & Co Lange back’s Retractor L Shape oral surgery 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

513 M/S Paradise Export Co Lange back’s Retractor L Shape oral surgery 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

514 M/S Qazzafi Surgical Pvt ltd
LANGE BACK’S RETRACTOR L SHAPE ORAL 

SURGERY 
0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13

Non Responsive

Sample rejected by inspection committee

515 M/S Orient Medical Lange back’s Retractor L Shape oral surgery (very small) 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

516 M/S Paradise Export Co Laryngeal  Face Mask 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

517 M/S Surgiquips Legel Face Mask 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

518 M/S B.Webber & Co Legel Face Mask 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

519 M/S Surgiquips Legenback Retractor 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

520 M/S B.Webber & Co Legenback Retractor 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

521 M/S Orient Medical Legenback Retractor 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

522 M/S Qazzafi Surgical Pvt ltd LEGENBACK RETRACTOR 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

523 M/S Paradise Export Co Lengenback Retractor 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

524 M/S Zodiac International Lens Tissue forceps 8" 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

525 M/S Surgiquips Lens Tissue forceps 8" 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive
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526 M/S B.Webber & Co Lens Tissue forceps 8" 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

527 M/S Orient Medical Lens Tissue forceps 8" 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

528 M/S Paradise Export Co Lens Tissue forceps 8" 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

529 M/S Qazzafi Surgical Pvt ltd LENS TISSUE FORCEPS 8" 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

530 M/S Orient Medical lion forceps v size (bone holding) 8” 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

531 M/S Surgiquips Lion forceps v sizes 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

532 M/S B.Webber & Co Lion forceps v sizes 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

533 M/S Paradise Export Co Lion forceps v sizes 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

534 M/S Qazzafi Surgical Pvt ltd LION FORCEPS V SIZES 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

535 M/S Zodiac International Lockport memory fistula director pattern 1,2,3,4 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

536 M/S Surgiquips Lockport memory fistula director pattern 1,2,3,4 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

537 M/S B.Webber & Co Lockport memory fistula director pattern 1,2,3,4 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

538 M/S Paradise Export Co Lockport memory fistula director pattern 1,2,3,4 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

539 M/S Zodiac International Main Gut intestinal forceps 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

540 M/S Surgiquips Main Gut intestinal forceps 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

541 M/S B.Webber & Co Main Gut intestinal forceps 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

542 M/S Paradise Export Co Main Gut intestinal forceps 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

543 M/S Qazzafi Surgical Pvt ltd MAIN GUT INTESTINAL FORCEPS 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

544 M/S Zodiac International Mason Chained file dissector with probe 5.5" 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

545 M/S Surgiquips Mason Chained file dissector with probe 5.5" 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

546 M/S B.Webber & Co Mason Chained file dissector with probe 5.5" 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

547 M/S Paradise Export Co Mason Chained file dissector with probe 5.5" 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

548 M/S Qazzafi Surgical Pvt ltd
MASON CHAINED FILE DISSECTOR WITH PROBE 

5.5" 
0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13

Non Responsive

Sample rejected by inspection committee

549 M/S Zodiac International Mayas Safety Pins 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

550 M/S Surgiquips Mayas Safety Pins 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

551 M/S B.Webber & Co Mayas Safety Pins 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

552 M/S Orient Medical Mayas Safety Pins 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

553 M/S Qazzafi Surgical Pvt ltd MAYAS SAFETY PINS 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

554 M/S Zodiac International Mayo Curved  8.5" long 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

555 M/S Surgiquips Mayo Curved  8.5" long 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

556 M/S Orient Medical Mayo Curved  scissor 8.5" long scissor 20cm 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

557 M/S B.Webber & Co Mayo Curved 8.5" long 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive
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558 M/S Paradise Export Co Mayo Curved 8.5" long 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

559 M/S Qazzafi Surgical Pvt ltd MAYO CURVED 8.5" LONG 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

560 M/S Zodiac International Mayo instrument stand 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

561 M/S Surgiquips Mayo instrument stand 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

562 M/S B.Webber & Co Mayo instrument stand 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

563 M/S Orient Medical mayo instrument stand with tray 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

564 M/S Surgiquips Mayo Needle Holder 7.5" 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

565 M/S Paradise Export Co Mayo Needle Holder 7.5" 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

566 M/S Zodiac International Mayo Needle Holer 7.5" 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

567 M/S B.Webber & Co Mayo Needle Holer 7.5" 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

568 M/S Qazzafi Surgical Pvt ltd MAYO NEEDLE HOLER 7.5" 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

569 M/S Orient Medical Mayo Needle Holer 7.5" 18cm 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

570 M/S Zodiac International Mayo Straight Scissors 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

571 M/S Surgiquips Mayo Straight Scissors 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

572 M/S B.Webber & Co Mayo Straight Scissors 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

573 M/S Paradise Export Co Mayo Straight Scissors 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

574 M/S Qazzafi Surgical Pvt ltd MAYO STRAIGHT SCISSORS 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

575 M/S Orient Medical Mayo Straight Scissors 7” 17cm 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

576 M/S Paradise Export Co Mayo’s Safety Pins 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

577 M/S Zodiac International Megills forceps 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

578 M/S Surgiquips Megills forceps 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

579 M/S B.Webber & Co Megills forceps 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

580 M/S Orient Medical Megills forceps 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

581 M/S Paradise Export Co Megills forceps 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

582 M/S Qazzafi Surgical Pvt ltd MEGILLS FORCEPS 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

583 M/S Zodiac International Metozone bum scissors 8.5" 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

584 M/S Surgiquips Metozone bum scissors 8.5" 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

585 M/S B.Webber & Co Metozone bum scissors 8.5" 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

586 M/S Paradise Export Co Metozone bum scissors 8.5" 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

587 M/S Qazzafi Surgical Pvt ltd METOZONE BUM SCISSORS 8.5" 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

588 M/S Orient Medical Metozone bum scissors 8.5" 20c 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

589 M/S Zodiac International Mirrors Retractor 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.
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590 M/S Surgiquips Mirrors Retractor 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

591 M/S B.Webber & Co Mirrors Retractor 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

592 M/S Qazzafi Surgical Pvt ltd MIRRORS RETRACTOR 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

593 M/S Orient Medical moore boil spon with handle 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

594 M/S Zodiac International Moore boil spoon with handle 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

595 M/S Surgiquips Moore boil spoon with handle 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

596 M/S B.Webber & Co Moore boil spoon with handle 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

597 M/S Paradise Export Co Moore boil spoon with handle 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

598 M/S Qazzafi Surgical Pvt ltd MOORE BOIL SPOON WITH HANDLE 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

599 M/S Paradise Export Co Morris Retractor 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

600 M/S Orient Medical Morrors Retractor 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

601 M/S Zodiac International Mortar & Pastel 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

602 M/S Surgiquips Mortar & Pastel 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

603 M/S Qazzafi Surgical Pvt ltd Mortar & Pastel 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

604 M/S B.Webber & Co Mortar & Pastel 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

605 M/S Zodiac International Mouth prop oral surgery 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

606 M/S B.Webber & Co Mouth prop oral surgery 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

607 M/S Orient Medical Mouth prop oral surgery 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

608 M/S Paradise Export Co Mouth prop oral surgery 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

609 M/S Qazzafi Surgical Pvt ltd MOUTH PROP ORAL SURGERY 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

610 M/S Zodiac International Nail extractor 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

611 M/S Surgiquips Nail extractor 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

612 M/S B.Webber & Co Nail extractor 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

613 M/S Orient Medical Nail extractor 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

614 M/S Paradise Export Co Nail extractor 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

615 M/S Qazzafi Surgical Pvt ltd NAIL EXTRACTOR 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

616 M/S Zodiac International Needle holder large size 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

617 M/S Surgiquips Needle holder large size 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

618 M/S B.Webber & Co Needle holder large size 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

619 M/S Paradise Export Co Needle holder large size 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

620 M/S Qazzafi Surgical Pvt ltd NEEDLE HOLDER LARGE SIZE 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

621 M/S Orient Medical Needle holder large size 8” 20cm 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive
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622 M/S Zodiac International Nose speculum 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

623 M/S Surgiquips Nose speculum 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

624 M/S B.Webber & Co Nose speculum 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

625 M/S Paradise Export Co Nose speculum 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

626 M/S Qazzafi Surgical Pvt ltd NOSE SPECULUM 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

627 M/S Orient Medical Nose speculum (nasal set of 3 pcs thudicham) 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

628 M/S Zodiac International Nose Vigilant forceps 13.5" 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

629 M/S Surgiquips Nose Vigilant forceps 13.5" 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

630 M/S B.Webber & Co Nose Vigilant forceps 13.5" 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

631 M/S Paradise Export Co Nose Vigilant forceps 13.5" 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

632 M/S Qazzafi Surgical Pvt ltd NOSE VIGILANT FORCEPS 13.5" 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

633 M/S Orient Medical Oeastomes 4 sizes 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

634 M/S Zodiac International Oeatomes 4 sizes 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

635 M/S Surgiquips Oeatomes 4 sizes 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

636 M/S B.Webber & Co Oeatomes 4 sizes 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

637 M/S Qazzafi Surgical Pvt ltd OEATOMES 4 SIZES 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

638 M/S Orient Medical oller retractor 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

639 M/S Zodiac International Oller Retractors 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

640 M/S Surgiquips Oller Retractors 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

641 M/S B.Webber & Co Oller Retractors 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

642 M/S Paradise Export Co Oller Retractors 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

643 M/S Qazzafi Surgical Pvt ltd OLLER RETRACTORS 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

644 M/S B.Webber & Co Ordinary mask nasal catheters 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

645 M/S Paradise Export Co Osteotomes 4 sizes 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

646 M/S Zodiac International Parser excision clamp 9" 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

647 M/S Surgiquips Parser excision clamp 9" 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

648 M/S B.Webber & Co Parser excision clamp 9" 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

649 M/S Qazzafi Surgical Pvt ltd PARSER EXCISION CLAMP 9" 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

650 M/S Orient Medical Parser excision clamp 9" 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

651 M/S Zodiac International Pelivis meter 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

652 M/S Surgiquips Pelivis meter 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

653 M/S B.Webber & Co Pelivis meter 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive
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654 M/S Orient Medical Pelivis meter 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

655 M/S Paradise Export Co Pelivis meter 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

656 M/S Qazzafi Surgical Pvt ltd PELIVIS METER 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

657 M/S Zodiac International Periosteal Elevator Oral surgery 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

658 M/S Surgiquips Periosteal Elevator Oral surgery 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

659 M/S B.Webber & Co Periosteal Elevator Oral surgery 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

660 M/S Orient Medical Periosteal Elevator Oral surgery 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

661 M/S Paradise Export Co Periosteal Elevator Oral surgery 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

662 M/S Qazzafi Surgical Pvt ltd PERIOSTEAL ELEVATOR ORAL SURGERY 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

663 M/S Zodiac International Periosteum Elevator 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

664 M/S Surgiquips Periosteum Elevator 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

665 M/S B.Webber & Co Periosteum Elevator 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

666 M/S Orient Medical Periosteum Elevator 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

667 M/S Paradise Export Co Periosteum Elevator 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

668 M/S Qazzafi Surgical Pvt ltd PERIOSTEUM ELEVATOR 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

669 M/S Zodiac International Pin cutter 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

670 M/S Zodiac International Pin Cutter 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

671 M/S Surgiquips Pin cutter 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

672 M/S Surgiquips Pin Cutter 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

673 M/S B.Webber & Co Pin cutter 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

674 M/S B.Webber & Co Pin Cutter 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

675 M/S Paradise Export Co Pin cutter 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

676 M/S Paradise Export Co Pin Cutter 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

677 M/S Qazzafi Surgical Pvt ltd PIN CUTTER 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

678 M/S Orient Medical Pin cutter   large size 23cm 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

679 M/S Orient Medical Pin Cutter  45cm 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

680 M/S Zodiac International Plaster of paris knife 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

681 M/S Surgiquips Plaster of paris knife 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

682 M/S B.Webber & Co Plaster of paris knife 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

683 M/S Orient Medical Plaster of paris knife 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

684 M/S Paradise Export Co Plaster of paris knife 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

685 M/S Qazzafi Surgical Pvt ltd PLASTER OF PARIS KNIFE 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee
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686 M/S B.Webber & Co Point's Aspirator 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

687 M/S Paradise Export Co Points Aspirator 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

688 M/S Zodiac International Pool S Abdominal Suction Tube 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

689 M/S Surgiquips Pool S Abdominal Suction Tube 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

690 M/S B.Webber & Co Pool S Abdominal Suction Tube 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

691 M/S Paradise Export Co Pool S Abdominal Suction Tube 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

692 M/S Qazzafi Surgical Pvt ltd POOL S ABDOMINAL SUCTION TUBE 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

693 M/S Orient Medical PoolS Abdominal Suction Tube 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

694 M/S Zodiac International Position Aspirator 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

695 M/S B.Webber & Co Position Aspirator 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

696 M/S Paradise Export Co Position Aspirator  2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

697 M/S B.Webber & Co Preat stainless steel 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

698 M/S Paradise Export Co Preat stainless steel 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

699 M/S Zodiac International Precursor 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

700 M/S B.Webber & Co Precursor 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

701 M/S Zodiac International Proctoscope 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

702 M/S Surgiquips Proctoscope 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

703 M/S Paradise Export Co Proctoscope 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

704 M/S Qazzafi Surgical Pvt ltd Proctoscope 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

705 M/S B.Webber & Co Proctoscope 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

706 M/S Zodiac International Proctoscope for adult & child 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

707 M/S Surgiquips Proctoscope for adult & child 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

708 M/S Paradise Export Co Proctoscope for adult & child 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

709 M/S Qazzafi Surgical Pvt ltd Proctoscope for adult & child 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

710 M/S B.Webber & Co Proctoscope for adult & child 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

711 M/S Orient Medical Proctoscope for adult & child 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

712 M/S Zodiac International Prostate (Bladder) Self Retaining Retractor 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

713 M/S Surgiquips Prostate (Bladder) Self Retaining Retractor 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

714 M/S B.Webber & Co Prostate (Bladder) Self Retaining Retractor 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

715 M/S Orient Medical Prostate (Bladder) Self Retaining Retractor 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

716 M/S Paradise Export Co Prostate (Bladder) Self Retaining Retractor 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

717 M/S Qazzafi Surgical Pvt ltd Prostrate Bladder self reetaining retractor 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee
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718 M/S Zodiac International Randall’s  renal calculus curved 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

719 M/S Surgiquips Randall’s  renal calculus curved 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

720 M/S Orient Medical Randall’s  renal calculus curved 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

721 M/S Qazzafi Surgical Pvt ltd Randall’s Renal Calculus Curved 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

722 M/S B.Webber & Co Randall’s renal calculus curved 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

723 M/S Paradise Export Co Randall’s renal calculus curved Set of 4 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

724 M/S Zodiac International Rectal speculum large / small 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

725 M/S Surgiquips Rectal speculum large / small 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

726 M/S B.Webber & Co Rectal speculum large / small 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

727 M/S Orient Medical Rectal speculum large / small 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

728 M/S Paradise Export Co Rectal speculum large / small 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

729 M/S Qazzafi Surgical Pvt ltd RECTAL SPECULUM LARGE / SMALL 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

730 M/S Zodiac International Rectangular tray SS 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

731 M/S Surgiquips Rectangular tray SS 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

732 M/S Qazzafi Surgical Pvt ltd Rectangular tray SS 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

733 M/S B.Webber & Co Rectangular tray SS 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

734 M/S Paradise Export Co Rectangular tray SS 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

735 M/S Orient Medical Rectangular tray SS   size 12” x 10” with lid 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

736 M/S Zodiac International Rendell barker face mask all sizes 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

737 M/S Paradise Export Co Retro-grate boggles set size 4/7, 6/9, 8/11 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

738 M/S Surgiquips Retro-grate boggles size 4/7, 6/9, 8/11 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

739 M/S Qazzafi Surgical Pvt ltd Retro-grate boggles size 4/7, 6/9, 8/11 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

740 M/S B.Webber & Co Retro-grate boggles size 4/7, 6/9, 8/11 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

741 M/S Orient Medical Retro-grate boggles size 4/7, 6/9, 8/11 set of 12 (lister) 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

742 M/S Zodiac International Richardson Appendectomy Set Retractor 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

743 M/S Surgiquips Richardson Appendectomy Set Retractor 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

744 M/S B.Webber & Co Richardson Appendectomy Set Retractor 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

745 M/S Paradise Export Co Richardson Appendectomy Set Retractor 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

746 M/S Qazzafi Surgical Pvt ltd RICHARDSON APPENDECTOMY SET RETRACTOR 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

747 M/S Orient Medical Richardson Appendectomy Set Retractor set of 2 pcs. 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

748 M/S Zodiac International Same ducks abill specula double ended 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

749 M/S Surgiquips Same ducks abill specula double ended 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive
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750 M/S B.Webber & Co Same ducks abill specula double ended 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

751 M/S Orient Medical Same ducks abill specula double ended 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

752 M/S Qazzafi Surgical Pvt ltd SAME DUCKS ABILL SPECULA DOUBLE ENDED 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

753 M/S Zodiac International Scissors oral surgery 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

754 M/S Surgiquips Scissors oral surgery 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

755 M/S B.Webber & Co Scissors oral surgery 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

756 M/S Orient Medical Scissors oral surgery 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

757 M/S Paradise Export Co Scissors oral surgery 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

758 M/S Qazzafi Surgical Pvt ltd SCISSORS ORAL SURGERY 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

759 M/S Zodiac International Scissors Surgical V. size 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

760 M/S Surgiquips Scissors Surgical V. size 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

761 M/S B.Webber & Co Scissors Surgical V. size 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

762 M/S Orient Medical Scissors Surgical V. size 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

763 M/S Paradise Export Co Scissors Surgical V. size 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

764 M/S Qazzafi Surgical Pvt ltd SCISSORS SURGICAL V. SIZE 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

765 M/S Orient Medical screw driver 3.5mm 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

766 M/S Orient Medical screw driver 4.5mm 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

767 M/S Zodiac International Screw driver Ser 3.5mm 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

768 M/S Surgiquips Screw driver Ser 3.5mm 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

769 M/S Paradise Export Co Screw driver Ser 3.5mm 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

770 M/S Qazzafi Surgical Pvt ltd Screw driver Ser 3.5mm 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

771 M/S B.Webber & Co Screw driver Ser 3.5mm 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

772 M/S Zodiac International Screw driver Ser 4.5mm 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

773 M/S Surgiquips Screw driver Ser 4.5mm 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

774 M/S Paradise Export Co Screw driver Ser 4.5mm 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

775 M/S Qazzafi Surgical Pvt ltd Screw driver Ser 4.5mm 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

776 M/S B.Webber & Co Screw driver Ser 4.5mm 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

777 M/S Orient Medical
SELF RETAINING ABDOMINAL RTRACTOR 6” 

(mollison)
2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

778 M/S Zodiac International Self-Retracting  Abdominal 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

779 M/S Surgiquips Self-Retracting  Abdominal 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

780 M/S B.Webber & Co Self-Retracting Abdominal 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

781 M/S Qazzafi Surgical Pvt ltd SELF-RETRACTING ABDOMINAL 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee
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782 M/S Paradise Export Co Self-Retracting Abdominal Retractor 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

783 M/S Zodiac International Sim forceps 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

784 M/S Surgiquips Sim forceps 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

785 M/S B.Webber & Co Sim forceps 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

786 M/S Qazzafi Surgical Pvt ltd SIM FORCEPS 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

787 M/S Paradise Export Co Sim’s duckbill specula double ended 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

788 M/S Paradise Export Co Sim’s forceps 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

789 M/S Zodiac International SIMMs duck bill specula single ended 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

790 M/S Surgiquips SIMMs duck bill specula single ended 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

791 M/S B.Webber & Co SIMMs duck bill specula single ended 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

792 M/S Orient Medical SIMMS DUCK BILL SPECULA SINGLE ENDED 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

793 M/S Paradise Export Co SIMMs duck bill specula single ended 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

794 M/S Qazzafi Surgical Pvt ltd SIMMS DUCK BILL SPECULA SINGLE ENDED 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

795 M/S Orient Medical SIMS FORCEPS 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

796 M/S Zodiac International Single Hocks Blunt 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

797 M/S Surgiquips Single Hocks Blunt 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

798 M/S B.Webber & Co Single Hocks Blunt 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

799 M/S Qazzafi Surgical Pvt ltd SINGLE HOCKS BLUNT 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

800 M/S Orient Medical SINGLE HOOKS BLUNT 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

801 M/S Paradise Export Co Single Hooks Blunt 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

802 M/S Orient Medical singles vigilant dressing forceps with small retractor 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

803 M/S Surgiquips Singles vigilant dressing forceps with small sector 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

804 M/S B.Webber & Co Singles vigilant dressing forceps with small sector 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

805 M/S Paradise Export Co Singles vigilant dressing forceps with small sector 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

806 M/S Qazzafi Surgical Pvt ltd
SINGLES VIGILANT DRESSING FORCEPS WITH 

SMALL SECTOR 
0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13

Non Responsive

Sample rejected by inspection committee

807 M/S Zodiac International Skin Retractor 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

808 M/S Surgiquips Skin Retractor 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

809 M/S B.Webber & Co Skin Retractor 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

810 M/S Orient Medical Skin Retractor 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

811 M/S Paradise Export Co Skin Retractor 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

812 M/S Qazzafi Surgical Pvt ltd SKIN RETRACTOR 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

813 M/S Zodiac International Skin small Retractor 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.
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814 M/S Surgiquips Skin small Retractor 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

815 M/S B.Webber & Co Skin small Retractor 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

816 M/S Orient Medical Skin small Retractor 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

817 M/S Paradise Export Co Skin small Retractor 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

818 M/S Zodiac International Small Needle Holder oral surgery 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

819 M/S Surgiquips Small Needle Holder oral surgery 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

820 M/S B.Webber & Co Small Needle Holder oral surgery 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

821 M/S Paradise Export Co Small Needle Holder oral surgery 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

822 M/S Qazzafi Surgical Pvt ltd SMALL NEEDLE HOLDER ORAL SURGERY 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

823 M/S Orient Medical Small Needle Holder oral surgery  5” 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

824 M/S Surgiquips Smith forceps hare curded left / right 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

825 M/S B.Webber & Co Smith forceps hare curded left / right 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

826 M/S Paradise Export Co Smith forceps hare curded left / right 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

827 M/S Qazzafi Surgical Pvt ltd SMITH FORCEPS HARE CURDED LEFT / RIGHT 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

828 M/S Zodiac International Sound Bladder 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

829 M/S Surgiquips Sound Bladder 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

830 M/S B.Webber & Co Sound Bladder 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

831 M/S Orient Medical Sound Bladder 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

832 M/S Paradise Export Co Sound Bladder 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

833 M/S Qazzafi Surgical Pvt ltd SOUND BLADDER 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

834 M/S Orient Medical spittoon stainless seteel 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

835 M/S Zodiac International Spittoons stainless steel 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

836 M/S Surgiquips Spittoons stainless steel 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

837 M/S Qazzafi Surgical Pvt ltd Spittoons Stainless Steel 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

838 M/S B.Webber & Co Spittoons stainless steel 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

839 M/S Paradise Export Co Spittoons stainless steel 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

840 M/S Zodiac International Sponge holder forceps  large size 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

841 M/S Surgiquips Sponge holder forceps  large size 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

842 M/S Orient Medical Sponge holder forceps  large size 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

843 M/S B.Webber & Co Sponge holder forceps large size 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

844 M/S Paradise Export Co Sponge holder forceps large size 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

845 M/S Qazzafi Surgical Pvt ltd SPONGE HOLDER FORCEPS LARGE SIZE 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee
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846 M/S Orient Medical Sponge holder with curved  older with 8” 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

847 M/S Zodiac International Sponge holder with curved  older with curved  handle 8" 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

848 M/S Surgiquips Sponge holder with curved  older with curved  handle 8" 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

849 M/S Paradise Export Co Sponge holder with curved older with curved handle 8" 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

850 M/S Qazzafi Surgical Pvt ltd
SPONGE HOLDER WITH CURVED OLDER WITH 

CURVED HANDLE 8"
0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13

Non Responsive

Sample rejected by inspection committee

851 M/S B.Webber & Co Sponge holder with curved older with curved handle 8" 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

852 M/S Zodiac International Sponge holder with spring handle 16" 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

853 M/S Surgiquips Sponge holder with spring handle 16" 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

854 M/S B.Webber & Co Sponge holder with spring handle 16" 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

855 M/S Orient Medical Sponge holder with spring handle 16" 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

856 M/S Paradise Export Co Sponge holder with spring handle 16" 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

857 M/S Qazzafi Surgical Pvt ltd SPONGE HOLDER WITH SPRING HANDLE 16" 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

858 M/S Orient Medical
Stand for three sterilizer drum with  Drained Make of Steel 

Pipe dia 
2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

859 M/S Zodiac International Stand for three sterilizer drum with Drained 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

860 M/S Surgiquips Stand for three sterilizer drum with Drained 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

861 M/S Qazzafi Surgical Pvt ltd Stand for three sterilizer drum with Drained 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

862 M/S B.Webber & Co Stand for three sterilizer drum with Drained 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

863 M/S Zodiac International Steel Matrix Bands Different Size 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

864 M/S Surgiquips Steel Matrix Bands Different Size 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

865 M/S Qazzafi Surgical Pvt ltd Steel Matrix Bands Different Size 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

866 M/S B.Webber & Co Steel Matrix Bands Different Size 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

867 M/S Zodiac International Suction bowel stand 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

868 M/S Surgiquips Suction bowel stand 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

869 M/S Qazzafi Surgical Pvt ltd Suction Bowel Stand 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

870 M/S B.Webber & Co Suction bowel stand 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

871 M/S B.Webber & Co Teflon Injection Burning Syringe 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

872 M/S Zodiac International Tendon Hammer 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

873 M/S Surgiquips Tendon Hammer 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

874 M/S B.Webber & Co Tendon Hammer 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

875 M/S Paradise Export Co Tendon Hammer 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

876 M/S Zodiac International Tendon hook 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

877 M/S Surgiquips Tendon hook 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive
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878 M/S Paradise Export Co Tendon Hook 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

879 M/S B.Webber & Co Tendon hook 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

880 M/S Qazzafi Surgical Pvt ltd TENDON HOOK 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

881 M/S Zodiac International Tenotomy knife Blunt ended 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

882 M/S Surgiquips Tenotomy knife Blunt ended 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

883 M/S Qazzafi Surgical Pvt ltd Tenotomy Knife Blunt Ended 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

884 M/S B.Webber & Co Tenotomy knife Blunt ended 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

885 M/S Paradise Export Co Tenotomy knife Blunt ended 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

886 M/S Zodiac International Tenotomy knife sharp pointed 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

887 M/S Surgiquips Tenotomy knife sharp pointed 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

888 M/S Qazzafi Surgical Pvt ltd Tenotomy Knife Sharp Pointed 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

889 M/S B.Webber & Co Tenotomy knife sharp pointed 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

890 M/S Paradise Export Co Tenotomy knife sharp pointed 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

891 M/S Zodiac International Thyroid Retractor 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

892 M/S Surgiquips Thyroid Retractor 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

893 M/S B.Webber & Co Thyroid Retractor 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

894 M/S Orient Medical Thyroid Retractor 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

895 M/S Paradise Export Co Thyroid Retractor 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

896 M/S Zodiac International Tongue Depressor Steel 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

897 M/S Surgiquips Tongue Depressor Steel 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

898 M/S Qazzafi Surgical Pvt ltd Tongue Depressor Steel 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

899 M/S B.Webber & Co Tongue Depressor Steel 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

900 M/S Orient Medical Tongue Depressor Steel 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

901 M/S Paradise Export Co Tongue Depressor Steel 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

902 M/S Zodiac International Toothed  dissecting forceps oral surgery 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

903 M/S Surgiquips Toothed  dissecting forceps oral surgery 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

904 M/S Orient Medical Toothed  dissecting forceps oral surgery 6” 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

905 M/S B.Webber & Co Toothed dissecting forceps oral surgery 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

906 M/S Paradise Export Co Toothed dissecting forceps oral surgery 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

907 M/S Qazzafi Surgical Pvt ltd TOOTHED DISSECTING FORCEPS ORAL SURGERY 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

908 M/S Zodiac International Towel clip 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

909 M/S Surgiquips Towel clip 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive
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910 M/S Paradise Export Co Towel Clip 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

911 M/S B.Webber & Co Towel clip 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

912 M/S Qazzafi Surgical Pvt ltd TOWEL CLIP 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

913 M/S Orient Medical TOWEL CLIPS 5” 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

914 M/S Zodiac International Tracer Canola 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

915 M/S Surgiquips Tracer Canola 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

916 M/S Qazzafi Surgical Pvt ltd Tracer Canola 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

917 M/S B.Webber & Co Tracer Canola 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

918 M/S Zodiac International Tray with cover  large size 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

919 M/S Surgiquips Tray with cover  large size 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

920 M/S Orient Medical Tray with cover  large size  size 14” x 12” 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

921 M/S Qazzafi Surgical Pvt ltd Tray with Cover Large 12 x 14 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

922 M/S B.Webber & Co Tray with cover large size 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

923 M/S Paradise Export Co Tray with cover large size 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

924 M/S Paradise Export Co Trocar Cannula 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

925 M/S Orient Medical TROCAR CANNULA 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

926 M/S B.Webber & Co Tubule inflation apparatus 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

927 M/S Zodiac International Tuning Fork 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

928 M/S Surgiquips Tuning Fork 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

929 M/S Qazzafi Surgical Pvt ltd Tuning Fork 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

930 M/S B.Webber & Co Tuning Fork 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

931 M/S Orient Medical Tuning Fork All sizes 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

932 M/S Paradise Export Co Tuning Fork Pak made 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

933 M/S Qazzafi Surgical Pvt ltd Tyroid Retractor 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

934 M/S Zodiac International Urethral V S 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

935 M/S Surgiquips Urethral V S 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

936 M/S B.Webber & Co Urethral V S 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

937 M/S Orient Medical Urethral V S   (clutters ) set of 12pCS. 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

938 M/S Paradise Export Co Urethral VS Set 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

939 M/S Qazzafi Surgical Pvt ltd Urinal Stainless Steel Male & Female 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

940 M/S Zodiac International Urinal stainless steel male and female 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

941 M/S Surgiquips Urinal stainless steel male and female 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive
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942 M/S B.Webber & Co Urinal stainless steel male and female 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

943 M/S Orient Medical Urinal stainless steel male and female 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

944 M/S Paradise Export Co Urinal stainless steel male and female 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

945 M/S Zodiac International Uterine curette blunt and sharp 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

946 M/S Surgiquips Uterine curette blunt and sharp 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

947 M/S B.Webber & Co Uterine curette blunt and sharp 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

948 M/S Orient Medical Uterine curette blunt and sharp 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

949 M/S Paradise Export Co Uterine curette blunt and sharp 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

950 M/S Qazzafi Surgical Pvt ltd UTERINE CURETTE BLUNT AND SHARP 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

951 M/S Zodiac International Vaginal Speculum 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

952 M/S Surgiquips Vaginal Speculum 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

953 M/S Qazzafi Surgical Pvt ltd Vaginal Speculum 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

954 M/S B.Webber & Co Vaginal Speculum 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

955 M/S Paradise Export Co Vaginal Speculum 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

956 M/S Orient Medical Vaginal Speculum   cuscos all sizes 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

957 M/S Zodiac International Vigilant dressing forceps 9.5" 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

958 M/S Surgiquips Vigilant dressing forceps 9.5" 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

959 M/S B.Webber & Co Vigilant dressing forceps 9.5" 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

960 M/S Orient Medical Vigilant dressing forceps 9.5" 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

961 M/S Paradise Export Co Vigilant dressing forceps 9.5" 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

962 M/S Qazzafi Surgical Pvt ltd VIGILANT DRESSING FORCEPS 9.5" 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

963 M/S Surgiquips Wallons Gesture Eterestomy clamp 13" 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

964 M/S Qazzafi Surgical Pvt ltd Wallons Gesture Eterestomy clamp 13" 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

965 M/S B.Webber & Co Wallons Gesture Eterestomy clamp 13" 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

966 M/S Paradise Export Co Wallons Gesture Eterestomy clamp 13" 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

967 M/S Zodiac International Ward nephrolithotomy forceps 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

968 M/S Surgiquips Ward nephrolithotomy forceps 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

969 M/S Qazzafi Surgical Pvt ltd Ward nephrolithotomy forceps 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

970 M/S B.Webber & Co Ward nephrolithotomy forceps 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

971 M/S Paradise Export Co Ward nephrolithotomy forceps 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

972 M/S Zodiac International Wash stand with 2 basin side by side 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

973 M/S Surgiquips Wash stand with 2 basin side by side 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive
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974 M/S B.Webber & Co Wash stand with 2 basin side by side 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

975 M/S Orient Medical Wash stand with 2 basin side by side  all  ss. 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive

976 M/S Qazzafi Surgical Pvt ltd Wash Stand with 2 Basin Side by Side SS 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

977 M/S B.Webber & Co Waxen Jones birth fracture frame 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

978 M/S Zodiac International wire Brush 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

979 M/S Surgiquips wire Brush 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

980 M/S Qazzafi Surgical Pvt ltd Wire Brush 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

981 M/S B.Webber & Co wire Brush 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

982 M/S Paradise Export Co Wire Brush 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

983 M/S Zodiac International Wire cutting forceps 2 0 0 0 0 0 0 Yes No 2 2 0 Yes 6
Non Responsive

The bidder is not a manufacturer.

984 M/S Surgiquips Wire cutting forceps 2 0 0 0 0 6 1 Yes Yes 0 2 3 Yes 44 Responsive

985 M/S B.Webber & Co Wire cutting forceps 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 41 Responsive

986 M/S Paradise Export Co Wire cutting forceps 2 2 0 0 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

987 M/S Qazzafi Surgical Pvt ltd WIRE CUTTING FORCEPS 0 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample rejected by inspection committee

988 M/S Orient Medical Wire cutting forceps   17cm 2 0 0 2 0 5 3 Yes Yes 2 1 3 Yes 58 Responsive
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1 M/S IBS Pharmaceuticals Adult weighing scale 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 48 Responsive

2 M/S Ansha International Adult weighing scale 0 0 0 0 0 6 2 Yes Yes 3 2 3 Yes 56 Responsive

3 M/S Qazzafi Surgical Pvt ltd Adult weighing scale 0 0 0 0 0 5 1 Yes Yes 3 2 3 Yes 54 Responsive

4 M/S B.Webber & Co Adult weighing scale 0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6
Non Responsive

1.Authorization not available

5 M/S Medi bridge Adult weighing scale 2 0 0 2 0 4 6 Yes Yes 3 2 3 Yes 22
Non Responsive

Sample Not Provided

6 M/S Tahir Scientific Supplies Adult weighing scale 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

1.valid authorization not available

7 M/S Real Engineering Adult Weighing scale 2 0 0 2 0 6 6 Yes Yes 3 2 3 Yes 64 Responsive

8 M/S Alam & Co Adult Weighing scale 0 0 0 0 0 3 3 Yes Yes 3 2 3 Yes 54 Responsive

9 M/S IZ Enterprises Adult Weighing scale 0 0 0 0 0 3 3 Yes Yes 3 2 3 Yes 54 Responsive

1 M/S IBS Pharmaceuticals Ambo bag Adult 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 48 Responsive

40

40

40

0

0

0

40

40

40

40

Firm Financial Strength
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2 M/S Medi Care Pharma Ambo bag Adult 0 0 0 0 0 3 0 Yes Yes 3 2 3 Yes 41 Responsive

3 M/S Ansha International Ambo bag Adult 0 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Not Provided

4 M/S Qazzafi Surgical Pvt ltd Ambo bag Adult 2 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 55 Responsive

5 M/S Medap International Ambo bag Adult 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 38 Responsive

6 M/S B.Webber & Co Ambo bag Adult 0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6
Non Responsive

1.Authorization not available

7 M/S Medi bridge Ambo bag Adult 2 2 0 2 0 4 6 Yes Yes 3 2 3 Yes 24
Non Responsive

Sample Not Provided

8 M/S MKJ Associates Ambo bag Adult 0 0 0 2 2 1 0 Yes Yes 3 2 3 Yes 43 Responsive

9 M/S Tahir Scientific Supplies Ambo bag Adult 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

1.valid authorization not available

10 M/S Alam & Co Ambo bag Adult 0 0 0 0 0 3 3 Yes Yes 3 2 3 Yes 44 Responsive

11 M/S IZ Enterprises Ambo bag Adult 0 0 0 0 0 3 3 Yes Yes 3 2 3 Yes 44 Responsive

1 M/S IBS Pharmaceuticals Ambo bag Paeds 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 48 Responsive

2 M/S Medi Care Pharma Ambo bag Paeds 0 0 0 0 0 3 0 Yes Yes 3 2 3 Yes 41 Responsive

3 M/S Ansha International Ambo bag Paeds 0 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Not Provided

4 M/S Qazzafi Surgical Pvt ltd Ambo bag Paeds 2 0 0 0 0 5 0 Yes Yes 3 2 3 Yes 55 Responsive

5 M/S Medap International Ambo bag Paeds 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 38 Responsive

6 M/S B.Webber & Co Ambo bag Paeds 0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6
Non Responsive

1.Authorization not available

7 M/S Medi bridge Ambo bag Paeds 2 2 0 2 0 4 6 Yes Yes 3 2 3 Yes 24
Non Responsive

Sample Not Provided

8 M/S MKJ Associates Ambo bag Paeds 0 0 0 2 2 1 0 Yes Yes 3 2 3 Yes 43 Responsive

9 M/S Tahir Scientific Supplies Ambo bag Paeds 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

1.valid authorization not available

10 M/S Alam & Co Ambo bag Paeds 0 0 0 0 0 3 3 Yes Yes 3 2 3 Yes 44 Responsive

11 M/S IZ Enterprises Ambo bag Paeds 0 0 0 0 0 3 3 Yes Yes 3 2 3 Yes 44 Responsive

1 M/S Ansha International Analytical/Electronic Balance 0 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Not Provided

2 M/S B.Webber & Co Analytical/Electronic Balance 0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6
Non Responsive

1.Authorization not available

3 M/S MKJ Associates Analytical/Electronic Balance 0 0 0 2 2 0 0 Yes Yes 3 2 3 Yes 12
Non Responsive

Sample Not Provided

4 M/S Tahir Scientific Supplies Analytical/Electronic Balance 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

1.valid authorization not available

5 M/S Alam & Co Analytical/Electronic Balance 0 0 0 0 0 3 3 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Not Provided

6 M/S IZ Enterprises Analytical/Electronic Balance 0 0 0 0 0 3 3 Yes Yes 3 2 3 Yes 54 Responsive
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1 M/S Frontier Works Promoters Attendant bench 0 0 0 0 0 0 0 Yes No 3 2 3 Yes 8

Non Responsive

No valid proof of being manufacturer / importer / 

authorized dealer.

2 M/S Global Traders Attendant bench 0 0 0 2 0 6 6 Yes Yes 3 2 3 Yes 62 Responsive

3 M/S Medi Care Pharma Attendant bench 0 0 0 0 0 2 0 Yes Yes 3 2 3 Yes 50 Responsive

4 M/S Ihtisham Enterprises Attendant bench 0 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 54 Responsive

5 M/S Ansha International Attendant bench 0 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Not Provided

6 M/S Saif & Sons Attendant bench 0 0 0 0 0 0 0 Yes Yes 2 2 3 Yes 7
Non Responsive

Sample Not Provided

7 M/S Alam & Co Attendant bench 0 0 0 0 0 3 3 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Not Provided

8 M/S IZ Enterprises Attendant bench 0 0 0 0 0 3 3 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Rejected

9 M/S Qazzafi Surgical Pvt ltd Attendant bench 0 0 0 0 0 2 0 Yes Yes 3 2 3 Yes 10
Non Responsive

Sample Not Provided

10 M/S B.Webber & Co Attendant bench 0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6
Non Responsive

1.Authorization not available

11 M/S Ittehad & Co Attendant bench 0 0 0 0 0 6 6 Yes Yes 3 2 3 Yes 60 Responsive

1 M/S Medi Care Pharma Baby Anesthesia Set 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample Not Provided

2 M/S Ansha International Baby Anesthesia Set 0 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Not Provided

3 M/S B.Webber & Co Baby Anesthesia Set 0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6
Non Responsive

1.Authorization not available

4 M/S Medi bridge Baby Anesthesia Set 2 2 0 2 0 4 6 Yes Yes 3 2 3 Yes 24
Non Responsive

Sample Not Provided

5 M/S Alam & Co Baby Anesthesia Set 0 0 0 0 0 3 3 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Not Provided

6 M/S IZ Enterprises Baby Anesthesia Set 0 0 0 0 0 3 3 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Rejected

1 M/S Ansha International Baby Resuscitation Apparatus 0 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Not Provided

2 M/S Qazzafi Surgical Pvt ltd Baby Resuscitation Apparatus 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample Not Provided

3 M/S B.Webber & Co Baby Resuscitation Apparatus 0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6
Non Responsive

1.Authorization not available

4 M/S Medi bridge Baby Resuscitation Apparatus 2 0 0 2 0 4 6 Yes Yes 3 2 3 Yes 22
Non Responsive

Sample Not Provided

5 M/S MKJ Associates Baby Resuscitation Apparatus 0 0 0 2 2 0 0 Yes Yes 3 2 3 Yes 12
Non Responsive 

1.Authorization not available

6 M/S Alam & Co Baby Resuscitation Apparatus 0 0 0 0 0 3 3 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Not Provided

7 M/S IZ Enterprises Baby Resuscitation Apparatus 0 0 0 0 0 3 3 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Not Provided

1 M/S IBS Pharmaceuticals Baby weighing scale 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample Rejected

2 M/S Medi Care Pharma Baby weighing scale 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample Not Provided
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3 M/S Ansha International Baby weighing scale 0 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Rejected

4 M/S Continental Enterprises Baby Weighing Scale 0 0 0 0 0 0 0 Yes Yes 3 1 3 Yes 7
Non Responsive

Sample Rejected

5 M/S B.Webber & Co Baby weighing scale 0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6
Non Responsive

1.Authorization not available

6 M/S Medi bridge Baby weighing scale 2 0 0 2 0 4 4 Yes Yes 3 2 3 Yes 60 Responsive

7 M/S MKJ Associates Baby weighing scale 0 0 0 2 2 5 1 Yes Yes 3 2 3 Yes 58 Responsive

8 M/S Tahir Scientific Supplies Baby weighing scale 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

1.valid authorization not available

9 M/S Real Engineering Baby weighing scale 2 0 0 2 0 6 6 Yes Yes 3 2 3 Yes 64 Responsive

10 M/S Alam & Co Baby Weighing Scale 0 0 0 0 0 6 3 Yes Yes 3 2 3 Yes 47 Responsive

11 M/S IZ Enterprises Baby Weighing Scale 0 0 0 0 0 6 3 Yes Yes 3 2 3 Yes 47 Responsive

1 M/S IBS Pharmaceuticals Bed Sheet 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 48 Responsive

2 M/S Medi Care Pharma Bed Sheet 0 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 54 Responsive

3 M/S Ihtisham Enterprises Bed Sheet 0 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 54 Responsive

4 M/S Ansha International Bed Sheet 0 0 0 0 0 6 2 Yes Yes 3 2 3 Yes 56 Responsive

5 M/S Saif & Sons Bed Sheet 0 0 0 0 0 0 0 Yes Yes 2 2 3 Yes 7
Non Responsive

Sample Not Provided

6 M/S Alam & Co Bed Sheet 0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 45 Responsive

7 M/S IZ Enterprises Bed Sheet 0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 45 Responsive

8 M/S Continental Enterprises Bed Sheet 0 0 0 0 0 4 0 Yes Yes 3 1 3 Yes 51 Responsive

9 M/S B.Webber & Co Bed Sheet 0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6
Non Responsive

1.Authorization not available

10 M/S Ittehad & Co Bed Sheet 0 0 0 0 0 6 6 Yes Yes 3 2 3 Yes 60 Responsive

11 M/S Medi bridge Bed Sheet 0 0 0 2 0 2 6 Yes Yes 3 2 3 Yes 58 Responsive

12 M/S Tahir Scientific Supplies Bed Sheet 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

1.valid authorization not available

13 M/S Zaman Enterprises Bed Sheet 0 0 0 0 0 6 6 Yes Yes 2 2 3 Yes 49 Responsive

1 M/S Ansha International Binocular Magnifier 0 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Not Provided

2 M/S IZ Enterprises Binocular Magnifier 0 0 0 0 0 3 3 Yes Yes 3 2 3 Yes 54 Responsive

3 M/S B.Webber & Co Binocular Magnifier 0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6
Non Responsive

1.Authorization not available

4 M/S Tahir Scientific Supplies Binocular Magnifier 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

1.valid authorization not available

1 M/S Global Traders Blanket 0 0 0 2 0 6 6 Yes Yes 3 2 3 Yes 52 Responsive
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2 M/S IBS Pharmaceuticals Blanket 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 48 Responsive

3 M/S Medi Care Pharma Blanket 0 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 54 Responsive

4 M/S Ihtisham Enterprises Blanket 0 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 54 Responsive

5 M/S Ansha International Blanket 0 0 0 0 0 6 2 Yes Yes 3 2 3 Yes 56 Responsive

6 M/S Saif & Sons Blanket 0 0 0 0 0 0 0 Yes Yes 2 2 3 Yes 7
Non Responsive

Sample Not Provided

7 M/S Alam & Co Blanket 0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 55 Responsive

8 M/S IZ Enterprises Blanket 0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 45 Responsive

9 M/S Continental Enterprises Blanket 0 0 0 0 0 1 0 Yes Yes 3 1 3 Yes 48 Responsive

10 M/S B.Webber & Co Blanket 0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6
Non Responsive

1.Authorization not available

11 M/S Ittehad & Co Blanket 0 0 0 0 0 6 6 Yes Yes 3 2 3 Yes 60 Responsive

12 M/S Medi bridge Blanket 0 0 0 2 0 2 6 Yes Yes 3 2 3 Yes 48 Responsive

13 M/S MKJ Associates Blanket 0 0 0 2 0 0 0 Yes Yes 3 2 3 Yes 10
Non Responsive 

1.Authorization not available

14 M/S Tahir Scientific Supplies Blanket 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

1.valid authorization not available

15 M/S Zaman Enterprises Blanket 0 0 0 0 0 6 6 Yes Yes 2 2 3 Yes 49 Responsive

1 M/S Ansha International Blood Screening Counter 0 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Not Provided

2 M/S B.Webber & Co Blood Screening Counter 0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6
Non Responsive

1.Authorization not available

3 M/S Alam & Co Blood Screening Counter 0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 15
Non Responsive

Sample Not Provided

4 M/S IZ Enterprises Blood Screening Counter 0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 55 Responsive

1 M/S IBS Pharmaceuticals Box for disposal of sharps 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 48 Responsive

2 M/S Ansha International Box for disposal of sharps 0 0 0 0 0 6 2 Yes Yes 3 2 3 Yes 56 Responsive

3 M/S Saif & Sons Box for disposal of sharps 0 0 0 0 0 0 0 Yes Yes 2 2 3 Yes 7
Non Responsive

Sample Not Provided

4 M/S Qazzafi Surgical Pvt ltd Box for disposal of sharps 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample Not Provided

5 M/S B.Webber & Co Box for disposal of sharps 0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6
Non Responsive

1.Authorization not available

6 M/S Ittehad & Co Box for disposal of sharps 0 0 0 0 0 6 6 Yes Yes 3 2 3 Yes 60 Responsive

7 M/S Tahir Scientific Supplies Box for disposal of sharps 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

1.valid authorization not available

8 M/S Alam & Co
Box for disposal of sharps

Local
0 0 0 0 0 3 3 Yes Yes 3 2 3 Yes 14

Non Responsive

Sample Not Provided

9 M/S IZ Enterprises
Box for disposal of sharps

Local
0 0 0 0 0 3 3 Yes Yes 3 2 3 Yes 54 Responsive
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1 M/S IBS Pharmaceuticals BP apparatus with stand 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 48 Responsive

2 M/S Medi Care Pharma BP apparatus with stand 0 0 0 0 0 2 0 Yes Yes 3 2 3 Yes 10
Non Responsive

Sample Not Provided

3 M/S Ansha International BP apparatus with stand 0 0 0 0 0 6 2 Yes Yes 3 2 3 Yes 56 Responsive

4 M/S Qazzafi Surgical Pvt ltd BP apparatus with stand 0 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 54 Responsive

5 M/S Medap International BP apparatus with stand 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 48 Responsive

6 M/S Continental Enterprises BP apparatus with stand 0 0 0 0 0 0 0 Yes Yes 3 1 3 Yes 7
Non Responsive

Sample Not Provided

7 M/S B.Webber & Co BP apparatus with stand 0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6
Non Responsive

1.Authorization not available

8 M/S MKJ Associates BP apparatus with stand 2 2 0 2 2 2 0 Yes Yes 3 2 3 Yes 58 Responsive

9 M/S Tahir Scientific Supplies BP apparatus with stand 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

1.valid authorization not available

10 M/S Zaman Enterprises BP apparatus with stand 0 0 0 0 0 5 0 Yes Yes 2 2 3 Yes 52 Responsive

11 M/S Real Engineering BP apparatus with stand 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

1.Authorization not available

12 M/S Alam & Co BP apparatus with stand 0 0 0 0 0 3 3 Yes Yes 3 2 3 Yes 54 Responsive

13 M/S IZ Enterprises BP apparatus with stand 0 0 0 0 0 3 3 Yes Yes 3 2 3 Yes 54 Responsive

1 M/S Qazzafi Surgical Pvt ltd BP mercury desktop with paeds and adult cuff 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 48 Responsive

2 M/S Medap International BP mercury desktop with paeds and adult cuff 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 48 Responsive

3 M/S Continental Enterprises BP mercury desktop with paeds and adult cuff 0 0 0 0 0 0 0 Yes Yes 3 1 3 Yes 47 Responsive

4 M/S Medi Care Pharma BP mercury desktop with peads and adult cuff 0 0 0 0 0 2 0 Yes Yes 3 2 3 Yes 50 Responsive

5 M/S Ansha International BP mercury desktop with peads and adult cuff 0 0 0 0 0 6 2 Yes Yes 3 2 3 Yes 56 Responsive

6 M/S B.Webber & Co BP mercury desktop with peads and adult cuff 0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6
Non Responsive

1.Authorization not available

7 M/S MKJ Associates BP mercury desktop with peads and adult cuff 2 2 0 2 2 2 0 Yes Yes 3 2 3 Yes 58 Responsive

8 M/S Tahir Scientific Supplies BP mercury desktop with peads and adult cuff 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

1.valid authorization not available

9 M/S Zaman Enterprises BP mercury desktop with peads and adult cuff 0 0 0 0 0 5 0 Yes Yes 2 2 3 Yes 52 Responsive

10 M/S Real Engineering BP mercury desktop with peads and adult cuff 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

1.Authorization not available

11 M/S Alam & Co
BP mercury desktop with peads and adult cuff

China
0 0 0 0 0 3 3 Yes Yes 3 2 3 Yes 54 Responsive

12 M/S IZ Enterprises
BP mercury desktop with peads and adult cuff

China
0 0 0 0 0 3 3 Yes Yes 3 2 3 Yes 54 Responsive

1 M/S IBS Pharmaceuticals BP Set Wall Mounted 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 48 Responsive

2 M/S Ansha International BP Set Wall Mounted 0 0 0 0 0 6 2 Yes Yes 3 2 3 Yes 56 Responsive
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3 M/S Qazzafi Surgical Pvt ltd BP Set Wall Mounted 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 48 Responsive

4 M/S Medap International BP Set Wall Mounted 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 38 Responsive

5 M/S Continental Enterprises BP Set Wall Mounted 0 0 0 0 0 0 0 Yes Yes 3 1 3 Yes 7
Non Responsive

Sample Not Provided

6 M/S B.Webber & Co BP Set Wall Mounted 0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6
Non Responsive

1.Authorization not available

7 M/S MKJ Associates BP Set Wall Mounted 2 2 0 2 2 2 0 Yes Yes 3 2 3 Yes 58 Responsive

8 M/S Tahir Scientific Supplies BP Set Wall Mounted 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

1.valid authorization not available

9 M/S Zaman Enterprises BP Set Wall Mounted 0 0 0 0 0 5 0 Yes Yes 2 2 3 Yes 52 Responsive

10 M/S Alam & Co
BP Set Wall Mounted

China
0 0 0 0 0 3 3 Yes Yes 3 2 3 Yes 54 Responsive

11 M/S IZ Enterprises
BP Set Wall Mounted

China
0 0 0 0 0 3 3 Yes Yes 3 2 3 Yes 54 Responsive

1 M/S Qazzafi Surgical Pvt ltd Breast Pump 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 48 Responsive

2 M/S IBS Pharmaceuticals Breast pumps 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 48 Responsive

3 M/S Ansha International Breast pumps 0 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Not Provided

4 M/S B.Webber & Co Breast pumps 0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6
Non Responsive

1.Authorization not available

5 M/S MKJ Associates Breast pumps 2 2 0 2 0 0 0 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Not Provided

6 M/S Tahir Scientific Supplies Breast pumps 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

1.valid authorization not available

7 M/S Alam & Co
Breast pumps

Local
0 0 0 0 0 3 3 Yes Yes 3 2 3 Yes 14

Non Responsive

Sample Not Provided

8 M/S IZ Enterprises
Breast pumps

Local
0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 55 Responsive

1 M/S IBS Pharmaceuticals Centrifuge Tubes (Glass) 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 48 Responsive

2 M/S Ansha International Centrifuge Tubes (Glass) 0 0 0 0 0 6 2 Yes Yes 3 2 3 Yes 56 Responsive

3 M/S B.Webber & Co Centrifuge Tubes (Glass) 0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6
Non Responsive

1.Authorization not available

4 M/S Tahir Scientific Supplies Centrifuge Tubes (Glass) 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 48 Responsive

5 M/S Alam & Co
Centrifuge Tubes (Glass)

China
0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 55 Responsive

6 M/S IZ Enterprises
Centrifuge Tubes (Glass)

China
0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 55 Responsive

7 M/S IBS Pharmaceuticals Centrifuge Tubes (Plastic) 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 48 Responsive

8 M/S Ansha International Centrifuge Tubes (Plastic) 0 0 0 0 0 6 2 Yes Yes 3 2 3 Yes 56 Responsive

1 M/S B.Webber & Co Centrifuge Tubes (Plastic) 0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6
Non Responsive

1.Authorization not available

2 M/S Tahir Scientific Supplies Centrifuge Tubes (Plastic) 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 48 Responsive
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3 M/S Alam & Co
Centrifuge Tubes (Plastic)

China
0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 55 Responsive

4 M/S IZ Enterprises
Centrifuge Tubes (Plastic)

China
0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 55 Responsive

1 M/S IBS Pharmaceuticals Clamps 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample Not Provided

2 M/S Ansha International Clamps 0 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Not Provided

3 M/S Saif & Sons Clamps 0 0 0 0 0 0 1 Yes Yes 2 2 3 Yes 8
Non Responsive

Sample Not Provided

4 M/S B.Webber & Co Clamps 0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6
Non Responsive

1.Authorization not available

5 M/S Tahir Scientific Supplies Clamps 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

1.valid authorization not available

6 M/S Alam & Co
Clamps

China
0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 15

Non Responsive

Sample Not Provided

7 M/S IZ Enterprises
Clamps

China
0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 55 Responsive

1 M/S IBS Pharmaceuticals Containers for sputum 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 48 Responsive

2 M/S Ansha International Containers for sputum 0 0 0 0 0 6 2 Yes Yes 3 2 3 Yes 56 Responsive

3 M/S Saif & Sons Containers for sputum 0 0 0 0 0 0 1 Yes Yes 2 2 3 Yes 8
Non Responsive

Sample Not Provided

4 M/S Gulf Marketing International Containers for sputum 0 0 0 2 0 0 0 Yes Yes 0 1 1 Yes 4
Non Responsive

Authorisation Certificate not provided.

5 M/S B.Webber & Co Containers for sputum 0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6
Non Responsive

1.Authorization not available

6 M/S Tahir Scientific Supplies Containers for sputum 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

1.valid authorization not available

7 M/S Alam & Co
Containers for sputum

China
0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 55 Responsive

8 M/S IZ Enterprises
Containers for sputum

China
0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 55 Responsive

1 M/S IBS Pharmaceuticals Containers for Urine 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 48 Responsive

2 M/S Ansha International Containers for Urine 0 0 0 0 0 6 2 Yes Yes 3 2 3 Yes 56 Responsive

3 M/S Saif & Sons Containers for Urine 0 0 0 0 0 0 1 Yes Yes 2 2 3 Yes 8
Non Responsive

Sample Not Provided

4 M/S Gulf Marketing International Containers for Urine 0 0 0 2 0 0 0 Yes Yes 0 1 1 Yes 4
Non Responsive

Authorisation Certificate not provided.

5 M/S B.Webber & Co Containers for Urine 0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6
Non Responsive

1.Authorization not available

6 M/S Tahir Scientific Supplies Containers for Urine 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

1.valid authorization not available

7 M/S Alam & Co
Containers for Urine

China
0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 55 Responsive

8 M/S IZ Enterprises
Containers for Urine

China
0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 55 Responsive

1 M/S IBS Pharmaceuticals Cover Slip 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 48 Responsive

0
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2 M/S Medi Care Pharma Cover Slip 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample Not Provided

3 M/S Ansha International Cover Slip 0 0 0 0 0 6 2 Yes Yes 3 2 3 Yes 56 Responsive

4 M/S B.Webber & Co Cover Slip 0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6
Non Responsive

1.Authorization not available

5 M/S Tahir Scientific Supplies Cover Slip 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 48 Responsive

6 M/S Alam & Co
Cover Slip

China
0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 55 Responsive

7 M/S IZ Enterprises
Cover Slip

China
0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 55 Responsive

1 M/S Frontier Works Promoters Cupboard Steel Large 0 0 0 0 0 0 0 Yes No 3 2 3 Yes 8

Non Responsive

No valid proof of being manufacturer / importer / 

authorized dealer.

2 M/S Global Traders Cupboard Steel Large 0 0 0 2 0 6 6 Yes Yes 3 2 3 Yes 52 Responsive

3 M/S Medi Care Pharma Cupboard Steel Large 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample Not Provided

4 M/S Ihtisham Enterprises Cupboard Steel Large 0 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 29 Responsive

5 M/S Ansha International Cupboard Steel Large 0 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Not Provided

6 M/S Saif & Sons Cupboard Steel Large 0 0 0 0 0 0 1 Yes Yes 2 2 3 Yes 8
Non Responsive

Sample Not Provided

7 M/S Alam & Co Cupboard Steel Large 0 0 0 0 0 3 3 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Not Provided

8 M/S IZ Enterprises Cupboard Steel Large 0 0 0 0 0 3 3 Yes Yes 3 2 3 Yes 54 Responsive

9 M/S Qazzafi Surgical Pvt ltd Cupboard Steel Large 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample Not Provided

10 M/S B.Webber & Co Cupboard Steel Large 0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6
Non Responsive

1.Authorization not available

11 M/S Ittehad & Co Cupboard Steel Large 0 0 0 0 0 6 6 Yes Yes 3 2 3 Yes 20
Non Responsive

Sample Not Provided

12 M/S Tahir Scientific Supplies Cupboard Steel Large 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

1.valid authorization not available

13 M/S Zaman Enterprises Cupboard Steel Large 0 0 0 0 0 6 0 Yes Yes 2 2 3 Yes 43 Responsive

1 M/S Medi Care Pharma DLC Counter 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample Not Provided

2 M/S Ansha International DLC Counter 0 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Not Provided

3 M/S Gulf Marketing International DLC Counter 0 0 0 2 0 0 0 Yes Yes 0 1 1 Yes 4
Non Responsive

Authorisation Certificate not provided.

4 M/S B.Webber & Co DLC Counter 0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6
Non Responsive

1.Authorization not available

5 M/S Tahir Scientific Supplies DLC Counter 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

1.valid authorization not available

6 M/S Alam & Co
DLC Counter

China
0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 15

Non Responsive

Sample Not Provided

7 M/S IZ Enterprises
DLC Counter

China
0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 55 Responsive

0
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1 M/S IBS Pharmaceuticals Ear Syringe 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample Not Provided

2 M/S Medi Care Pharma Ear Syringe 0 0 0 0 0 1 0 Yes Yes 3 2 3 Yes 9
Non Responsive

Sample Not Provided

3 M/S Ansha International Ear Syringe 0 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Not Provided

4 M/S Saif & Sons Ear Syringe 0 0 0 0 0 1 1 Yes Yes 2 2 3 Yes 9
Non Responsive

Sample Not Provided

5 M/S Qazzafi Surgical Pvt ltd Ear Syringe 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample Not Provided

6 M/S B.Webber & Co Ear Syringe 0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6
Non Responsive

1.Authorization not available

7 M/S Tahir Scientific Supplies Ear Syringe 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

1.valid authorization not available

8 M/S Alam & Co
Ear Syringe

Local
0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 15

Non Responsive

Sample Not Provided

9 M/S IZ Enterprises
Ear Syringe

Local
0 0 0 0 0 3 3 Yes Yes 3 2 3 Yes 54 Responsive

1 M/S IBS Pharmaceuticals ENT Diagnostic Set (adult and Paeds) 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample Not Provided

2 M/S Medi Care Pharma ENT Diagnostic Set (adult and Paeds) 0 0 0 0 0 2 0 Yes Yes 3 2 3 Yes 50 Responsive

3 M/S Ansha International ENT Diagnostic Set (adult and Paeds) 0 0 0 0 0 6 2 Yes Yes 3 2 3 Yes 56 Responsive

4 M/S Saif & Sons ENT Diagnostic Set (adult and Paeds) 0 0 0 0 0 1 1 Yes Yes 2 2 3 Yes 9
Non Responsive

Sample Not Provided

5 M/S Qazzafi Surgical Pvt ltd ENT Diagnostic Set (adult and Paeds) 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 48 Responsive

6 M/S B.Webber & Co ENT Diagnostic Set (adult and Paeds) 0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6
Non Responsive

1.Authorization not available

7 M/S MKJ Associates ENT Diagnostic Set (adult and Paeds) 0 0 0 2 0 1 0 Yes Yes 3 2 3 Yes 51 Responsive

8 M/S Tahir Scientific Supplies ENT Diagnostic Set (adult and Paeds) 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

1.valid authorization not available

9 M/S Alam & Co
ENT Diagnostic Set (adult and Paeds)

Local
0 0 0 0 0 3 3 Yes Yes 3 2 3 Yes 14

Non Responsive

Sample Not Provided

10 M/S IZ Enterprises
ENT Diagnostic Set (adult and Paeds)

Local
0 0 0 0 0 3 3 Yes Yes 3 2 3 Yes 54 Responsive

1 M/S IBS Pharmaceuticals ESR Pipettes 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 38 Responsive

2 M/S Ansha International ESR Pipettes 0 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Rejected

3 M/S Saif & Sons ESR Pipettes 0 0 0 0 0 1 1 Yes Yes 2 2 3 Yes 9
Non Responsive

Sample Not Provided

4 M/S B.Webber & Co ESR Pipettes 0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6
Non Responsive

1.Authorization not available

5 M/S Tahir Scientific Supplies ESR Pipettes 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

1.valid authorization not available

6 M/S Alam & Co
ESR Pipettes

China
0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 55 Responsive

7 M/S IZ Enterprises
ESR Pipettes

China
0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 55 Responsive

1 M/S IBS Pharmaceuticals ESR stand for five Tube 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 48 Responsive

0
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0
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2 M/S Ansha International ESR stand for five Tube 0 0 0 0 0 6 2 Yes Yes 3 2 3 Yes 56 Responsive

3 M/S Saif & Sons ESR stand for five Tube 0 0 0 0 0 1 1 Yes Yes 2 2 3 Yes 9
Non Responsive

Sample Not Provided

4 M/S B.Webber & Co ESR stand for five Tube 0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6
Non Responsive

1.Authorization not available

5 M/S Tahir Scientific Supplies ESR stand for five Tube 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

1.valid authorization not available

6 M/S Alam & Co
ESR stand for five Tube

China
0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 55 Responsive

7 M/S IZ Enterprises
ESR stand for five Tube

China
0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 55 Responsive

1 M/S IBS Pharmaceuticals Examination torch 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 48 Responsive

2 M/S Ansha International Examination torch 0 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Not Provided

3 M/S Saif & Sons Examination torch 0 0 0 0 0 1 1 Yes Yes 2 2 3 Yes 9
Non Responsive

Sample Not Provided

4 M/S Qazzafi Surgical Pvt ltd Examination torch 0 0 0 0 0 1 0 Yes Yes 3 2 3 Yes 39 Responsive

5 M/S B.Webber & Co Examination torch 0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6
Non Responsive

1.Authorization not available

6 M/S Tahir Scientific Supplies Examination torch 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

1.valid authorization not available

7 M/S Alam & Co
Examination torch

China
0 0 0 0 0 3 3 Yes Yes 3 2 3 Yes 14

Non Responsive

Sample Not Provided

8 M/S IZ Enterprises
Examination torch

China
0 0 0 0 0 3 3 Yes Yes 3 2 3 Yes 44 Responsive

1 M/S Ansha International FSP Pipette 0 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Not Provided

2 M/S B.Webber & Co FSP Pipette 0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6
Non Responsive

1.Authorization not available

3 M/S Tahir Scientific Supplies FSP Pipette 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

1.valid authorization not available

4 M/S Alam & Co
FSP Pipette

China
0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 15

Non Responsive

Sample Not Provided

5 M/S IZ Enterprises
FSP Pipette

China
0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 15

Non Responsive

Sample Rejected

1 M/S IBS Pharmaceuticals Glass pipettes (different sizes) 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample Not Provided

2 M/S Ansha International Glass pipettes (different sizes) 0 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Not Provided

3 M/S B.Webber & Co Glass pipettes (different sizes) 0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6
Non Responsive

1.Authorization not available

4 M/S Tahir Scientific Supplies Glass pipettes (different sizes) 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

1.valid authorization not available

5 M/S Alam & Co
Glass pipettes (different sizes)

China
0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 45 Responsive

6 M/S IZ Enterprises
Glass pipettes (different sizes)

China
0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 15

Non Responsive

Sample Rejected

1 M/S IBS Pharmaceuticals Glass Slide 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample Not Provided
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2 M/S Medi Care Pharma Glass Slide 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample Not Provided

3 M/S Ansha International Glass Slide 0 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Not Provided

4 M/S Gulf Marketing International Glass Slide 0 0 0 2 0 0 0 Yes Yes 0 1 1 Yes 4
Non Responsive

Authorisation Certificate not provided.

5 M/S B.Webber & Co Glass Slide 0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6
Non Responsive

1.Authorization not available

6 M/S Tahir Scientific Supplies Glass Slide 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 48 Responsive

7 M/S Alam & Co
Glass Slide

China
0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 55 Responsive

8 M/S IZ Enterprises
Glass Slide

China
0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 55 Responsive

1 M/S Ansha International Glass Wares 0 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Not Provided

2 M/S B.Webber & Co Glass Wares 0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6
Non Responsive

1.Authorization not available

3 M/S Alam & Co
Glass Wares

China
0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 15

Non Responsive

Sample Not Provided

4 M/S IZ Enterprises
Glass Wares

China
0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 55 Responsive

1 M/S IBS Pharmaceuticals Haemo cytometer 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 48 Responsive

2 M/S Ansha International Haemo cytometer 0 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Not Provided

3 M/S B.Webber & Co Haemo cytometer 0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6
Non Responsive

1.Authorization not available

4 M/S Tahir Scientific Supplies Haemo cytometer 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

1.valid authorization not available

5 M/S Alam & Co
Haemo cytometer

China
0 0 0 0 0 3 3 Yes Yes 3 2 3 Yes 14

Non Responsive

Sample Not Provided

6 M/S IZ Enterprises
Haemo cytometer

China
0 0 0 0 0 0 3 Yes Yes 3 2 3 Yes 51 Responsive

1 M/S Medi Care Pharma Hangers Various Size 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 48 Responsive

2 M/S Ansha International Hangers Various Size 0 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Not Provided

3 M/S B.Webber & Co Hangers Various Size 0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6
Non Responsive

1.Authorization not available

4 M/S Alam & Co
Hangers Various Size

China
0 0 0 0 0 0 3 Yes Yes 3 2 3 Yes 11

Non Responsive

Sample Not Provided

5 M/S IZ Enterprises
Hangers Various Size

China
0 0 0 0 0 0 3 Yes Yes 3 2 3 Yes 51 Responsive

1 M/S Ansha International Immersion Rod 0 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Not Provided

2 M/S B.Webber & Co Immersion Rod 0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6
Non Responsive

1.Authorization not available

3 M/S Alam & Co Immersion Rod 0 0 0 0 0 0 3 Yes Yes 3 2 3 Yes 11
Non Responsive

Sample Not Provided

4 M/S IZ Enterprises Immersion Rod 0 0 0 0 0 0 3 Yes Yes 3 2 3 Yes 11
Non Responsive

Sample Rejected
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1 M/S IBS Pharmaceuticals Jester (1 to 10 ul) Adjustable 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample Not Provided

2 M/S Medi Care Pharma Jester (1 to 10 ul) Adjustable 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample Not Provided

3 M/S Ansha International Jester (1 to 10 ul) Adjustable 0 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Not Provided

4 M/S B.Webber & Co Jester (1 to 10 ul) Adjustable 0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6
Non Responsive

1.Authorization not available

5 M/S Tahir Scientific Supplies Jester (1 to 10 ul) Adjustable 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample Not Provided

6 M/S Alam & Co Jester (1 to 10 ul) Adjustable 0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 55 Responsive

7 M/S IZ Enterprises Jester (1 to 10 ul) Adjustable 0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 55 Responsive

8 M/S Rays Technologies Jester (1 to 10 ul) Adjustable 0 0 0 2 0 0 0 Yes Yes 3 2 3 Yes 10
Non Responsive

CDR attached for category D is less then required.

1 M/S IBS Pharmaceuticals Jester (10 to 100ul) Adjustable 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample Not Provided

2 M/S Medi Care Pharma Jester (10 to 100ul) Adjustable 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample Not Provided

3 M/S Ansha International Jester (10 to 100ul) Adjustable 0 0 0 0 0 6 2 Yes Yes 3 2 3 Yes 56 Responsive

4 M/S B.Webber & Co Jester (10 to 100ul) Adjustable 0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6
Non Responsive

1.Authorization not available

5 M/S Tahir Scientific Supplies Jester (10 to 100ul) Adjustable 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 48 Responsive

6 M/S Alam & Co Jester (10 to 100ul) Adjustable 0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 55 Responsive

7 M/S IZ Enterprises Jester (10 to 100ul) Adjustable 0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 55 Responsive

8 M/S Rays Technologies Jester (10 to 100ul) Adjustable 0 0 0 2 0 0 0 Yes Yes 3 2 3 Yes 10
Non Responsive

CDR attached for category D is less then required.

1 M/S IBS Pharmaceuticals Jester (100 to 1000ul) Adjustable 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample Not Provided

2 M/S Medi Care Pharma Jester (100 to 1000ul) Adjustable 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample Not Provided

3 M/S Ansha International Jester (100 to 1000ul) Adjustable 0 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Not Provided

4 M/S B.Webber & Co Jester (100 to 1000ul) Adjustable 0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6
Non Responsive

1.Authorization not available

5 M/S Tahir Scientific Supplies Jester (100 to 1000ul) Adjustable 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 48 Responsive

6 M/S Alam & Co Jester (100 to 1000ul) Adjustable 0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 55 Responsive

7 M/S IZ Enterprises Jester (100 to 1000ul) Adjustable 0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 55 Responsive

8 M/S Rays Technologies Jester (100 to 1000ul) Adjustable 0 0 0 2 0 0 0 Yes Yes 3 2 3 Yes 10
Non Responsive

CDR attached for category D is less then required.

1 M/S IBS Pharmaceuticals Jester Fix 1000ul 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample Not Provided

2 M/S Medi Care Pharma Jester Fix 1000ul 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample Not Provided

0

0

0

40

40

40

0

0

0

0

40

0

40

0

0

0

40

0

0

0

0

40

40

40

0

0

Page 13 of 34



3 M/S Ansha International Jester Fix 1000ul 0 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Not Provided

4 M/S B.Webber & Co Jester Fix 1000ul 0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6
Non Responsive

1.Authorization not available

5 M/S Tahir Scientific Supplies Jester Fix 1000ul 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 48 Responsive

6 M/S Alam & Co Jester Fix 1000ul 0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 55 Responsive

7 M/S IZ Enterprises Jester Fix 1000ul 0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 55 Responsive

1 M/S IBS Pharmaceuticals Jester Fix 100ul 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample Not Provided

2 M/S Medi Care Pharma Jester Fix 100ul 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample Not Provided

3 M/S Ansha International Jester Fix 100ul 0 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Not Provided

4 M/S B.Webber & Co Jester Fix 100ul 0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6
Non Responsive

1.Authorization not available

5 M/S Tahir Scientific Supplies Jester Fix 100ul 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 48 Responsive

6 M/S Alam & Co Jester Fix 100ul 0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 55 Responsive

7 M/S IZ Enterprises Jester Fix 100ul 0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 55 Responsive

1 M/S IBS Pharmaceuticals Jester Fix 10ul 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample Not Provided

2 M/S Medi Care Pharma Jester Fix 10ul 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample Not Provided

3 M/S Ansha International Jester Fix 10ul 0 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Not Provided

4 M/S B.Webber & Co Jester Fix 10ul 0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6
Non Responsive

1.Authorization not available

5 M/S Tahir Scientific Supplies Jester Fix 10ul 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample Not Provided

6 M/S Alam & Co Jester Fix 10ul 0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 55 Responsive

7 M/S IZ Enterprises Jester Fix 10ul 0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 55 Responsive

1 M/S IBS Pharmaceuticals Jester Fix 20ul 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample Not Provided

2 M/S Medi Care Pharma Jester Fix 20ul 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample Not Provided

3 M/S Ansha International Jester Fix 20ul 0 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Not Provided

4 M/S B.Webber & Co Jester Fix 20ul 0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6
Non Responsive

1.Authorization not available

5 M/S Tahir Scientific Supplies Jester Fix 20ul 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 48 Responsive

6 M/S Alam & Co Jester Fix 20ul 0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 55 Responsive

7 M/S IZ Enterprises Jester Fix 20ul 0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 55 Responsive
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1 M/S IBS Pharmaceuticals Jester Fix 500ul 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample Not Provided

2 M/S Medi Care Pharma Jester Fix 500ul 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample Not Provided

3 M/S Ansha International Jester Fix 500ul 0 0 0 0 0 6 2 Yes Yes 3 2 3 Yes 56 Responsive

4 M/S B.Webber & Co Jester Fix 500ul 0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6
Non Responsive

1.Authorization not available

5 M/S Tahir Scientific Supplies Jester Fix 500ul 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 48 Responsive

6 M/S Alam & Co Jester Fix 500ul 0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 55 Responsive

7 M/S IZ Enterprises Jester Fix 500ul 0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 55 Responsive

1 M/S IBS Pharmaceuticals Jester Fix 50ul 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample Not Provided

2 M/S Medi Care Pharma Jester Fix 50ul 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample Not Provided

3 M/S Ansha International Jester Fix 50ul 0 0 0 0 0 6 2 Yes Yes 3 2 3 Yes 56 Responsive

4 M/S B.Webber & Co Jester Fix 50ul 0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6
Non Responsive

1.Authorization not available

5 M/S Tahir Scientific Supplies Jester Fix 50ul 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample Not Provided

6 M/S Alam & Co Jester Fix 50ul 0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 55 Responsive

7 M/S IZ Enterprises Jester Fix 50ul 0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 55 Responsive

1 M/S IBS Pharmaceuticals Jester Fix 5ul 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample Not Provided

2 M/S Medi Care Pharma Jester Fix 5ul 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample Not Provided

3 M/S Ansha International Jester Fix 5ul 0 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Not Provided

4 M/S B.Webber & Co Jester Fix 5ul 0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6
Non Responsive

1.Authorization not available

5 M/S Tahir Scientific Supplies Jester Fix 5ul 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample Not Provided

6 M/S Alam & Co Jester Fix 5ul 0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 55 Responsive

7 M/S IZ Enterprises Jester Fix 5ul 0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 55 Responsive

1 M/S IBS Pharmaceuticals Lancets 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 48 Responsive

2 M/S Medi Care Pharma Lancets 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample Not Provided

3 M/S Ansha International Lancets 0 0 0 0 0 6 2 Yes Yes 3 2 3 Yes 56 Responsive

4 M/S Saif & Sons Lancets 0 0 0 0 0 1 1 Yes Yes 2 2 3 Yes 9
Non Responsive

Sample Not Provided

5 M/S B.Webber & Co Lancets 0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6
Non Responsive

1.Authorization not available

6 M/S Tahir Scientific Supplies Lancets 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 48 Responsive
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7 M/S Alam & Co Lancets 0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 55 Responsive

8 M/S IZ Enterprises Lancets 0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 55 Responsive

1 M/S Medi Care Pharma Laryngeal Face Mask (small, Medium & large size) 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample Not Provided

2 M/S Ansha International Laryngeal Face Mask (small, Medium & large size) 0 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Not Provided

3 M/S Qazzafi Surgical Pvt ltd Laryngeal Face Mask (small, Medium & large size) 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 48 Responsive

4 M/S B.Webber & Co Laryngeal Face Mask (small, Medium & large size) 0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6
Non Responsive

1.Authorization not available

5 M/S MKJ Associates Laryngeal Face Mask (small, Medium & large size) 0 0 0 0 0 1 0 Yes Yes 3 2 3 Yes 49 Responsive

6 M/S Alam & Co Laryngeal Face Mask (small, Medium & large size) 0 0 0 0 0 0 3 Yes Yes 3 2 3 Yes 11
Non Responsive

Sample Not Provided

7 M/S IZ Enterprises Laryngeal Face Mask (small, Medium & large size) 0 0 0 0 0 0 3 Yes Yes 3 2 3 Yes 51 Responsive

1 M/S IBS Pharmaceuticals Lead Apron 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 48 Responsive

2 M/S Medi Care Pharma Lead Apron 0 0 0 0 0 1 0 Yes Yes 3 2 3 Yes 9
Non Responsive

Sample Not Provided

3 M/S Ansha International Lead Apron 0 0 0 0 0 6 2 Yes Yes 3 2 3 Yes 56 Responsive

4 M/S Saif & Sons Lead Apron 0 0 0 0 0 1 1 Yes Yes 2 2 3 Yes 9
Non Responsive

Sample Not Provided

5 M/S Alam & Co Lead Apron 0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 15
Non Responsive

Sample Not Provided

6 M/S IZ Enterprises Lead Apron 0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 55 Responsive

7 M/S Qazzafi Surgical Pvt ltd Lead Apron 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 48 Responsive

8 M/S Medap International Lead Apron 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 48 Responsive

11 M/S B.Webber & Co Lead Apron 0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6
Non Responsive

1.Authorization not available

12 M/S Medi bridge Lead Apron 0 0 0 2 0 4 6 Yes Yes 3 2 3 Yes 60 Responsive

13 M/S MKJ Associates Lead Apron 0 0 0 2 2 1 0 Yes Yes 3 2 3 Yes 53 Responsive

1 M/S Medi Care Pharma Lead Glass Shield 0 0 0 0 0 1 0 Yes Yes 3 2 3 Yes 9
Non Responsive

Sample Not Provided

2 M/S Ansha International Lead Glass Shield 0 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Not Provided

3 M/S Alam & Co Lead Glass Shield 0 0 0 0 0 2 3 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample Not Provided

4 M/S IZ Enterprises Lead Glass Shield 0 0 0 0 0 2 3 Yes Yes 3 2 3 Yes 53 Responsive

5 M/S B.Webber & Co Lead Glass Shield 0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6
Non Responsive

1.Authorization not available

6 M/S Medi bridge Lead Glass Shield 0 0 0 2 0 2 6 Yes Yes 3 2 3 Yes 18
Non Responsive

Sample Not Provided
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1 M/S IBS Pharmaceuticals Lead Gloves 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample Not Provided

2 M/S Medi Care Pharma Lead Gloves 0 0 0 0 0 2 0 Yes Yes 3 2 3 Yes 50 Responsive

3 M/S Ansha International Lead Gloves 0 0 0 0 0 6 2 Yes Yes 3 2 3 Yes 56 Responsive

4 M/S Alam & Co Lead Gloves 0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 15
Non Responsive

Sample Not Provided

5 M/S IZ Enterprises Lead Gloves 0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 55 Responsive

6 M/S Medap International Lead Gloves 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 48 Responsive

7 M/S B.Webber & Co Lead Gloves 0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6
Non Responsive

1.Authorization not available

8 M/S Medi bridge Lead Gloves 0 0 0 2 0 4 6 Yes Yes 3 2 3 Yes 60 Responsive

9 M/S MKJ Associates Lead Gloves 0 0 0 2 2 0 0 Yes Yes 3 2 3 Yes 52 Responsive

1 M/S Ansha International Lens Set(Plus 78 D) 0 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Not Provided

2 M/S B.Webber & Co Lens Set(Plus 78 D) 0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6
Non Responsive

1.Authorization not available

3 M/S Alam & Co Lens Set(Plus 78 D) 0 0 0 0 0 0 3 Yes Yes 3 2 3 Yes 11
Non Responsive

Sample Not Provided

4 M/S IZ Enterprises Lens Set(Plus 78 D) 0 0 0 0 0 3 3 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Rejected

1 M/S Ansha International Manual ESR System 0 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Not Provided

2 M/S B.Webber & Co Manual ESR System 0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6
Non Responsive

1.Authorization not available

3 M/S Tahir Scientific Supplies Manual ESR System 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

1.valid authorization not available

4 M/S Alam & Co Manual ESR System 0 0 0 0 0 3 3 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Not Provided

5 M/S IZ Enterprises Manual ESR System 0 0 0 0 0 3 3 Yes Yes 3 2 3 Yes 44 Responsive

1 M/S Medi Care Pharma Manual Film Processor 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample Not Provided

2 M/S Ansha International Manual Film Processor 0 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Not Provided

3 M/S Alam & Co Manual Film Processor 0 0 0 0 0 2 3 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample Not Provided

4 M/S IZ Enterprises Manual Film Processor 0 0 0 0 0 2 3 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample Not Provided

5 M/S B.Webber & Co Manual Film Processor 0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6
Non Responsive

1.Authorization not available

1 M/S Ansha International Manual Suction Apparatus for ICU 0 0 0 0 0 6 2 Yes Yes 3 2 3 Yes 56 Responsive

2 M/S Qazzafi Surgical Pvt ltd Manual Suction Apparatus for ICU 0 0 0 0 0 2 0 Yes Yes 3 2 3 Yes 50 Responsive

3 M/S Medap International Manual Suction Apparatus for ICU 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 48 Responsive
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5 M/S B.Webber & Co Manual Suction Apparatus for ICU 0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6
Non Responsive

1.Authorization not available

6 M/S MKJ Associates Manual Suction Apparatus for ICU 2 0 0 2 0 1 0 Yes Yes 3 2 3 Yes 53 Responsive

7 M/S IZ Enterprises Manual Suction Apparatus for ICU 0 0 0 0 0 3 3 Yes Yes 3 2 3 Yes 54 Responsive

8 M/S Alam & Co Manual Suction Apparatus for ICU 0 0 0 0 0 3 3 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Not Provided

1 M/S Global Traders Mattress Foam with Raxine Cover 0 0 0 2 0 6 6 Yes Yes 3 2 3 Yes 62 Responsive

2 M/S IBS Pharmaceuticals Mattress Foam with Raxine Cover 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample Not Provided

3 M/S Medi Care Pharma Mattress Foam with Raxine Cover 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample Rejected

4 M/S Ihtisham Enterprises Mattress Foam with Raxine Cover 0 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Rejected

5 M/S Ansha International Mattress Foam with Raxine Cover 0 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Not Provided

6 M/S Saif & Sons Mattress Foam with Raxine Cover 0 0 0 0 0 1 1 Yes Yes 2 2 3 Yes 9
Non Responsive

Sample Not Provided

7 M/S Alam & Co Mattress Foam with Raxine Cover 0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 15
Non Responsive

Sample Not Provided

8 M/S IZ Enterprises Mattress Foam with Raxine Cover 0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 15
Non Responsive

Sample Rejected

9 M/S Continental Enterprises Mattress Foam With Raxine Cover 0 0 0 0 0 0 0 Yes Yes 3 1 3 Yes 47 Responsive

10 M/S B.Webber & Co Mattress Foam with Raxine Cover 0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6
Non Responsive

1.Authorization not available

11 M/S Ittehad & Co Mattress Foam with Raxine Cover 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample Not Provided

12 M/S Zaman Enterprises Mattress Foam with Raxine Cover 0 0 0 0 0 6 4 Yes Yes 2 2 3 Yes 57 Responsive

1 M/S IBS Pharmaceuticals Mattress Foam with Raxine Cover Medical Grade 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample Not Provided

2 M/S Ansha International Mattress Foam with Raxine Cover Medical Grade 0 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Not Provided

3 M/S Saif & Sons Mattress Foam with Raxine Cover Medical Grade 0 0 0 0 0 1 1 Yes Yes 2 2 3 Yes 9
Non Responsive

Sample Not Provided

4 M/S Alam & Co Mattress Foam with Raxine Cover Medical Grade 0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 15
Non Responsive

Sample Not Provided

5 M/S IZ Enterprises Mattress Foam with Raxine Cover Medical Grade 0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 15
Non Responsive

Sample Not Provided

6 M/S B.Webber & Co Mattress Foam with Raxine Cover Medical Grade 0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6
Non Responsive

1.Authorization not available

7 M/S MKJ Associates Mattress Foam with Raxine Cover Medical Grade 0 0 0 2 2 2 0 Yes Yes 3 2 3 Yes 54 Responsive

1 M/S Ansha International Measuring Stand Infant 0 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Not Provided

2 M/S B.Webber & Co Measuring Stand Infant 0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6
Non Responsive

1.Authorization not available

3 M/S Alam & Co Measuring Stand Infant 0 0 0 0 0 3 3 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Not Provided

4 M/S IZ Enterprises Measuring Stand Infant 0 0 0 0 0 3 3 Yes Yes 3 2 3 Yes 44 Responsive
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1 M/S Global Traders Medicine (Iron Rack) 8x6x2 0 0 0 2 0 6 6 Yes Yes 3 2 3 Yes 22
Non Responsive

Sample Not Provided

2 M/S Medi Care Pharma Medicine (Iron Rack) 8x6x2 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample Not Provided

3 M/S Ansha International Medicine (Iron Rack) 8x6x2 0 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Not Provided

4 M/S Alam & Co Medicine (Iron Rack) 8x6x2 0 0 0 0 0 3 3 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Not Provided

5 M/S IZ Enterprises Medicine (Iron Rack) 8x6x2 0 0 0 0 0 3 3 Yes Yes 3 2 3 Yes 54 Responsive

6 M/S B.Webber & Co Medicine (Iron Rack) 8x6x2 0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6
Non Responsive

1.Authorization not available

1 M/S Ansha International Micropipette Digital Different size 0 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Not Provided

2 M/S B.Webber & Co Micropipette Digital Different size 0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6
Non Responsive

1.Authorization not available

3 M/S Alam & Co Micropipette Digital Different size 0 0 0 0 0 3 3 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Not Provided

4 M/S IZ Enterprises Micropipette Digital Different size 0 0 0 0 0 3 3 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Rejected

1 M/S Frontier Works Promoters OPD chairs S.S 0 0 0 0 0 0 0 Yes No 3 2 3 Yes 8

Non Responsive

No valid proof of being manufacturer / importer / 

authorized dealer.

2 M/S Global Traders OPD chairs S.S 0 0 0 0 0 6 6 Yes Yes 3 2 3 Yes 60 Responsive

3 M/S Medi Care Pharma OPD chairs S.S 0 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 14
Non Responisve

Sample Not Provided

4 M/S Ihtisham Enterprises OPD chairs S.S 0 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 14
Non Responisve

Sample Not Provided

5 M/S Ansha International OPD chairs S.S 0 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Not Provided

6 M/S Saif & Sons OPD chairs S.S 0 0 0 0 0 1 1 Yes Yes 2 2 3 Yes 9
Non Responsive

Sample Not Provided

7 M/S Alam & Co OPD chairs S.S 0 0 0 0 0 3 3 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Not Provided

8 M/S IZ Enterprises OPD chairs S.S 0 0 0 0 0 3 3 Yes Yes 3 2 3 Yes 44 Responsive

9 M/S B.Webber & Co OPD chairs S.S 0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6
Non Responsive

1.Authorization not available

10 M/S Ittehad & Co OPD chairs S.S 0 0 0 0 0 6 6 Yes Yes 3 2 3 Yes 60 Responsive

11 M/S MKJ Associates OPD chairs S.S 0 0 0 2 2 0 0 Yes Yes 3 2 3 Yes 12
Non Responsive

Sample Not Provided

12 M/S Zaman Enterprises OPD chairs S.S 0 0 0 0 0 4 0 Yes Yes 2 2 3 Yes 11
Non Responisve

Sample Not Provided

1 M/S Ansha International ORS feeding containers and spoons 0 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Not Provided

2 M/S B.Webber & Co ORS feeding containers and spoons 0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6
Non Responsive

1.Authorization not available

3 M/S Alam & Co ORS feeding containers and spoons 0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 15
Non Responsive

Sample Not Provided

4 M/S IZ Enterprises ORS feeding containers and spoons 0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 55 Responsive
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1 M/S Ansha International ORS measuring jug 0 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Not Provided

2 M/S B.Webber & Co ORS measuring jug 0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6
Non Responsive

1.Authorization not available

3 M/S Tahir Scientific Supplies ORS measuring jug 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

1.valid authorization not available

4 M/S Alam & Co ORS measuring jug 0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 15
Non Responsive

Sample Not Provided

5 M/S IZ Enterprises ORS measuring jug 0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 55 Responsive

1 M/S Medi Serve OT Caps 2 0 0 0 0 0 0 No No 3 0 3 No 8

Non Responsive

1. No warranty submitted.

2. No KP Office

2 M/S IBS Pharmaceuticals OT Caps 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample Rejected

3 M/S Ihtisham Enterprises OT Caps 0 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 54 Responsive

4 M/S Ansha International OT Caps 0 0 0 0 0 6 2 Yes Yes 3 2 3 Yes 56 Responsive

5 M/S Saif & Sons OT Caps 0 0 0 0 0 1 1 Yes Yes 2 2 3 Yes 9
Non Responsive

Sample Not Provided

6 M/S Alam & Co OT Caps 0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 55 Responsive

7 M/S IZ Enterprises OT Caps 0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 55 Responsive

8 M/S Qazzafi Surgical Pvt ltd OT Caps 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample Rejected

9 M/S Continental Enterprises OT Caps 0 0 0 0 0 4 0 Yes Yes 3 1 3 Yes 51 Responsive

10 M/S B.Webber & Co OT Caps 0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6
Non Responsive

1.Authorization not available

11 M/S Medi bridge OT Caps 0 0 0 2 0 0 6 Yes Yes 3 2 3 Yes 56 Responsive

12 M/S Tahir Scientific Supplies OT Caps 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

1.valid authorization not available

13 M/S Zaman Enterprises OT Caps 0 0 0 0 0 6 0 Yes Yes 2 2 3 Yes 53 Responsive

1 M/S Medi Serve OT Gown 2 0 0 0 0 0 0 No No 3 0 3 No 8

Non Responsive

1. No warranty submitted.

2. No KP Office

2 M/S IBS Pharmaceuticals OT Gown 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 48 Responsive

3 M/S Medi Care Pharma OT Gown 0 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 54 Responsive

4 M/S Ihtisham Enterprises OT Gown 0 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 54 Responsive

5 M/S Ansha International OT Gown 0 0 0 0 0 6 2 Yes Yes 3 2 3 Yes 56 Responsive

6 M/S Saif & Sons OT Gown 0 0 0 0 0 1 1 Yes Yes 2 2 3 Yes 9
Non Responsive

Sample Not Provided

7 M/S Alam & Co OT Gown 0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 55 Responsive

8 M/S IZ Enterprises OT Gown 0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 55 Responsive

9 M/S B.Webber & Co OT Gown 0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6
Non Responsive

1.Authorization not available
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10 M/S Ittehad & Co OT Gown 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample Not Provided

11 M/S Medi bridge OT Gown 0 0 0 2 0 0 6 Yes Yes 3 2 3 Yes 56 Responsive

12 M/S Tahir Scientific Supplies OT Gown 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

1.valid authorization not available

13 M/S Zaman Enterprises OT Gown 0 0 0 0 0 6 0 Yes Yes 2 2 3 Yes 53 Responsive

14 M/S Qazzafi Surgical Pvt ltd OT Gown 0 0 0 0 0 6 1 Yes Yes 3 2 3 Yes 55 Responsive

15 M/S Continental Enterprises OT Gown 0 0 0 0 0 0 0 Yes Yes 3 1 3 Yes 47 Responsive

1 M/S IBS Pharmaceuticals OT Sheet 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 48 Responsive

2 M/S Ihtisham Enterprises OT Sheet 0 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Not Provided

3 M/S Ansha International OT Sheet 0 0 0 0 0 6 2 Yes Yes 3 2 3 Yes 56 Responsive

4 M/S Saif & Sons OT Sheet 0 0 0 0 0 1 1 Yes Yes 2 2 3 Yes 9
Non Responsive

Sample Not Provided

5 M/S Alam & Co OT Sheet 0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 55 Responsive

6 M/S IZ Enterprises OT Sheet 0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 55 Responsive

7 M/S Qazzafi Surgical Pvt ltd OT Sheet 0 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 54 Responsive

8 M/S Continental Enterprises OT Sheet 0 0 0 0 0 0 0 Yes Yes 3 1 3 Yes 47 Responsive

9 M/S B.Webber & Co OT Sheet 0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6
Non Responsive

1.Authorization not available

10 M/S Medi bridge OT Sheet 0 0 0 2 0 0 6 Yes Yes 3 2 3 Yes 56 Responsive

11 M/S Tahir Scientific Supplies OT Sheet 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

1.valid authorization not available

12 M/S Zaman Enterprises OT Sheet 0 0 0 0 0 6 0 Yes Yes 2 2 3 Yes 53 Responsive

1 M/S IBS Pharmaceuticals OT Shoes 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 48 Responsive

2 M/S Ihtisham Enterprises OT Shoes 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 48 Responsive

3 M/S Ansha International OT Shoes 0 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Not Provided

4 M/S Saif & Sons OT Shoes 0 0 0 0 0 1 1 Yes Yes 2 2 3 Yes 9
Non Responsive

Sample Not Provided

5 M/S Alam & Co OT Shoes 0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 15
Non Responsive

Sample Not Provided

6 M/S IZ Enterprises OT Shoes 0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 55 Responsive

7 M/S Qazzafi Surgical Pvt ltd OT Shoes 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample Rejected

8 M/S Continental Enterprises OT Shoes 0 0 0 0 0 0 0 Yes Yes 3 1 3 Yes 47 Responsive

9 M/S B.Webber & Co OT Shoes 0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6
Non Responsive

1.Authorization not available
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10 M/S Tahir Scientific Supplies OT Shoes 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

1.valid authorization not available

11 M/S Zaman Enterprises OT Shoes 0 0 0 0 0 2 0 Yes Yes 2 2 3 Yes 9
Non Responisve

Sample Not Provided

1 M/S Ansha International Otoscope Rechargeable 0 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Not Provided

2 M/S B.Webber & Co Otoscope Rechargeable 0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6
Non Responsive

1.Authorization not available

3 M/S Alam & Co Otoscope Rechargeable 0 0 0 0 0 3 3 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Not Provided

4 M/S IZ Enterprises Otoscope Rechargeable 0 0 0 0 0 3 3 Yes Yes 3 2 3 Yes 54 Responsive

1 M/S IBS Pharmaceuticals Oxygen Cylinder Key 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample Not Provided

2 M/S Ansha International Oxygen Cylinder Key 0 0 0 0 0 6 2 Yes Yes 3 2 3 Yes 56 Responsive

3 M/S Saif & Sons Oxygen Cylinder Key 0 0 0 0 0 1 1 Yes Yes 2 2 3 Yes 9
Non Responsive

Sample Not Provided

4 M/S Qazzafi Surgical Pvt ltd Oxygen Cylinder Key 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 48 Responsive

5 M/S Medap International Oxygen Cylinder Key 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 48 Responsive

6 M/S Continental Enterprises Oxygen Cylinder Key 0 0 0 0 0 0 0 Yes Yes 3 1 3 Yes 47 Responsive

7 M/S B.Webber & Co Oxygen Cylinder Key 0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6
Non Responsive

1.Authorization not available

8 M/S Tahir Scientific Supplies Oxygen Cylinder Key 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

1.valid authorization not available

9 M/S Alam & Co Oxygen Cylinder Key 0 0 0 0 0 3 3 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Not Provided

10 M/S IZ Enterprises Oxygen Cylinder Key 0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 55 Responsive

1 M/S Medi Serve Oxygen Flow Meter 2 0 0 2 0 0 0 No No 3 0 3 No 10

Non Responsive

1. No warranty submitted.

2. No KP Office

2 M/S Total Technologies Oxygen Flow Meter 2 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 56 Responsive

3 M/S IBS Pharmaceuticals Oxygen Flow Meter 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 38 Responsive

4 M/S Ansha International Oxygen Flow Meter 0 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Not Provided

5 M/S Qazzafi Surgical Pvt ltd Oxygen Flow Meter 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 38 Responsive

6 M/S Medap International Oxygen Flow Meter 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 48 Responsive

7 M/S Continental Enterprises Oxygen Flow Meter 0 0 0 0 0 0 0 Yes Yes 3 1 3 Yes 7
Non Responsive

Sample Not Provided

8 M/S B.Webber & Co Oxygen Flow Meter 0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6
Non Responsive

1.Authorization not available

9 M/S Medi bridge Oxygen Flow Meter 2 0 0 2 0 0 6 Yes Yes 3 2 3 Yes 58 Responsive

10 M/S MKJ Associates Oxygen Flow Meter 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 66 Responsive
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11 M/S Tahir Scientific Supplies Oxygen Flow Meter 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

1.valid authorization not available

12 M/S Alam & Co Oxygen Flow Meter 0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 55 Responsive

13 M/S IZ Enterprises Oxygen Flow Meter 0 0 0 0 0 3 3 Yes Yes 3 2 3 Yes 54 Responsive

1 M/S Total Technologies Oxygen Flow Meter with humadifier 2 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 56 Responsive

2 M/S IBS Pharmaceuticals Oxygen Flow Meter with humadifier 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 48 Responsive

3 M/S Ansha International Oxygen Flow Meter with humadifier 0 0 0 0 0 6 2 Yes Yes 3 2 3 Yes 56 Responsive

4 M/S B.Webber & Co Oxygen Flow Meter with humadifier 0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6
Non Responsive

1.Authorization not available

5 M/S Medi bridge Oxygen Flow Meter with humadifier 2 0 0 2 0 4 6 Yes Yes 3 2 3 Yes 22
Non Responsive

Sample Not Provided

6 M/S MKJ Associates Oxygen Flow Meter with humadifier 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 66 Responsive

7 M/S Tahir Scientific Supplies Oxygen Flow Meter with humadifier 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

1.valid authorization not available

8 M/S Alam & Co
Oxygen Flow Meter with humadifier

China
0 0 0 0 0 3 3 Yes Yes 3 2 3 Yes 54 Responsive

9 M/S IZ Enterprises
Oxygen Flow Meter with humadifier

China
0 0 0 0 0 3 3 Yes Yes 3 2 3 Yes 54 Responsive

10 M/S Medi Serve Oxygen Flow Meter with Humidifier 2 0 0 2 0 0 0 No No 3 0 3 No 10

Non Responsive

1. No warranty submitted.

2. No KP Office

11 M/S Qazzafi Surgical Pvt ltd Oxygen Flow Meter with humidifier 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 38 Responsive

12 M/S Medap International Oxygen Flow Meter with humidifier 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 48 Responsive

1 M/S Total Technologies Oxygen gauge 2 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 56 Responsive

2 M/S Medi Care Pharma Oxygen gauge 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample Not Provided

3 M/S Ihtisham Enterprises Oxygen gauge 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample Not Provided

4 M/S Ansha International Oxygen gauge 0 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Not Provided

5 M/S Qazzafi Surgical Pvt ltd Oxygen gauge 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 38 Responsive

6 M/S Medap International Oxygen gauge 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 48 Responsive

7 M/S Continental Enterprises Oxygen gauge 0 0 0 0 0 0 0 Yes Yes 3 1 3 Yes 47 Responsive

8 M/S B.Webber & Co Oxygen gauge 0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6
Non Responsive

1.Authorization not available

9 M/S MKJ Associates Oxygen gauge 2 0 0 2 2 6 6 Yes Yes 3 2 3 Yes 66 Responsive

10 M/S Tahir Scientific Supplies Oxygen gauge 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

1.valid authorization not available

11 M/S Zaman Enterprises Oxygen gauge 0 0 0 0 0 0 0 Yes Yes 2 2 3 Yes 47 Responsive

12 M/S Alam & Co Oxygen gauge 0 0 0 0 0 3 3 Yes Yes 3 2 3 Yes 54 Responsive
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13 M/S IZ Enterprises Oxygen gauge 0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 55 Responsive

1 M/S IBS Pharmaceuticals Peak Flow Meter 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 48 Responsive

2 M/S Ansha International Peak Flow Meter 0 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Not Provided

3 M/S Medap International Peak Flow Meter 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 48 Responsive

4 M/S B.Webber & Co Peak Flow Meter 0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6
Non Responsive

1.Authorization not available

5 M/S MKJ Associates Peak Flow Meter 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 48 Responsive

6 M/S Alam & Co Peak Flow Meter 0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 55 Responsive

7 M/S IZ Enterprises Peak Flow Meter 0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 55 Responsive

1 M/S Ansha International Pediatric Circuit 0 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Not Provided

2 M/S B.Webber & Co Pediatric Circuit 0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6
Non Responsive

1.Authorization not available

3 M/S Alam & Co Pediatric Circuit 0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 15
Non Responsive

Sample Not Provided

4 M/S IZ Enterprises Pediatric Circuit 0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 15
Non Responsive

Sample Rejected

1 M/S Global Traders Pillow with cover 0 0 0 2 0 6 6 Yes Yes 3 2 3 Yes 62 Responsive

2 M/S IBS Pharmaceuticals Pillow with cover 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 48 Responsive

3 M/S Ihtisham Enterprises Pillow with cover 0 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Not Provided

4 M/S Ansha International Pillow with cover 0 0 0 0 0 6 2 Yes Yes 3 2 3 Yes 56 Responsive

5 M/S Saif & Sons Pillow with cover 0 0 0 0 0 1 1 Yes Yes 2 2 3 Yes 9
Non Responsive

Sample Not Provided

6 M/S Alam & Co Pillow with cover 0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 55 Responsive

7 M/S IZ Enterprises Pillow with cover 0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 55 Responsive

8 M/S B.Webber & Co Pillow with cover 0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6
Non Responsive

1.Authorization not available

9 M/S Ittehad & Co Pillow with cover 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 48 Responsive

10 M/S Medi bridge Pillow with cover 0 0 0 2 0 4 6 Yes Yes 3 2 3 Yes 60 Responsive

11 M/S Tahir Scientific Supplies Pillow with cover 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

1.valid authorization not available

12 M/S Zaman Enterprises Pillow with cover 0 0 0 0 0 6 0 Yes Yes 2 2 3 Yes 53 Responsive

1 M/S Ansha International Pipette stands 0 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Not Provided

2 M/S Saif & Sons Pipette stands 0 0 0 0 0 1 1 Yes Yes 2 2 3 Yes 9
Non Responsive

Sample Not Provided
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3 M/S B.Webber & Co Pipette stands 0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6
Non Responsive

1.Authorization not available

4 M/S Tahir Scientific Supplies Pipette stands 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

1.valid authorization not available

5 M/S Alam & Co Pipette stands 0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 15
Non Responsive

Sample Not Provided

6 M/S IZ Enterprises Pipette stands 0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 55 Responsive

1 M/S Ansha International Plastic Apron 0 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Not Provided

2 M/S Alam & Co Plastic Apron 0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 15
Non Responsive

Sample Not Provided

3 M/S IZ Enterprises Plastic Apron 0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 15
Non Responsive

Sample Rejected

4 M/S B.Webber & Co Plastic Apron 0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6
Non Responsive

1.Authorization not available

1 M/S Ansha International Proctoscope for adult & child 0 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Not Provided

2 M/S B.Webber & Co Proctoscope for adult & child 0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6
Non Responsive

1.Authorization not available

3 M/S Alam & Co Proctoscope for adult & child 0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 15
Non Responsive

Sample Not Provided

4 M/S IZ Enterprises Proctoscope for adult & child 0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 55 Responsive

1 M/S Ansha International Randall Baker Face Mask all sizes set 0 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Not Provided

2 M/S B.Webber & Co Randall Baker Face Mask all sizes set 0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6
Non Responsive

1.Authorization not available

3 M/S Alam & Co Randall Baker Face Mask all sizes set 0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 15
Non Responsive

Sample Not Provided

4 M/S IZ Enterprises Randall Baker Face Mask all sizes set 0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 55 Responsive

1 M/S Ansha International Reagent Bottles 0 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Not Provided

2 M/S B.Webber & Co Reagent Bottles 0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6
Non Responsive

1.Authorization not available

3 M/S Tahir Scientific Supplies Reagent Bottles 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

1.valid authorization not available

4 M/S Alam & Co Reagent Bottles 0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 15
Non Responsive

Sample Not Provided

5 M/S IZ Enterprises Reagent Bottles 0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 55 Responsive

1 M/S Ansha International Refraction Box 0 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Not Provided

2 M/S B.Webber & Co Refraction Box 0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6
Non Responsive

1.Authorization not available

3 M/S Alam & Co Refraction Box 0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 15
Non Responsive

Sample Not Provided

4 M/S IZ Enterprises Refraction Box 0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 15
Non Responsive

Sample Not Provided
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1 M/S IBS Pharmaceuticals Safe Light for Dark Room 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample Not Provided

2 M/S Medi Care Pharma Safe Light for Dark Room 0 0 0 0 0 2 0 Yes Yes 3 2 3 Yes 10
Non Responsive

Sample Not Provided

3 M/S Ansha International Safe Light for Dark Room 0 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Not Provided

4 M/S B.Webber & Co Safe Light for Dark Room 0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6
Non Responsive

1.Authorization not available

5 M/S Alam & Co Safe Light for Dark Room 0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 15
Non Responsive

Sample Not Provided

6 M/S IZ Enterprises Safe Light for Dark Room 0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 55 Responsive

1 M/S Ansha International Sahli Hemoglobin meter 0 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Not Provided

2 M/S B.Webber & Co Sahli Hemoglobin meter 0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6
Non Responsive

1.Authorization not available

3 M/S Tahir Scientific Supplies Sahli Hemoglobin meter 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

1.valid authorization not available

4 M/S Alam & Co Sahli Hemoglobin meter 0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 55 Responsive

5 M/S IZ Enterprises Sahli Hemoglobin meter 0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 55 Responsive

1 M/S Ansha International Sam Circuit all sizes 0 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Not Provided

2 M/S B.Webber & Co Sam Circuit all sizes 0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6
Non Responsive

1.Authorization not available

3 M/S Alam & Co
Sam Circuit all sizes

China
0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 15

Non Responsive

Sample Not Provided

4 M/S Alam & Co
Sam Circuit all sizes

China
0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 15

Non Responsive

Sample Not Provided

5 M/S IZ Enterprises
Sam Circuit all sizes

China
0 0 0 0 0 5 3 Yes Yes 3 2 3 Yes 16

Non Responsive

Sample Rejected

6 M/S IZ Enterprises
Sam Circuit all sizes

China
0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 15

Non Responsive

Sample Rejected

1 M/S Frontier Works Promoters Steel Almirah for Medicines 0 0 0 0 0 0 0 Yes No 3 2 3 Yes 8

Non Responsive

No valid proof of being manufacturer / importer / 

authorized dealer.

2 M/S Global Traders Steel Almirah for Medicines 0 0 0 2 0 6 6 Yes Yes 3 2 3 Yes 62 Responsive

3 M/S Medi Care Pharma Steel Almirah for Medicines 0 0 0 0 0 4 0 Yes Yes 3 2 3 Yes 12
Non Responsive

Sample Rejected

4 M/S Ihtisham Enterprises Steel Almirah for Medicines 0 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 54 Responsive

5 M/S Ansha International Steel Almirah for Medicines 0 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Not Provided

6 M/S Saif & Sons Steel Almirah for Medicines 0 0 0 0 0 1 1 Yes Yes 2 2 3 Yes 9
Non Responsive

Sample Not Provided

7 M/S Alam & Co Steel Almirah for Medicines 0 0 0 0 0 3 3 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Not Provided

8 M/S IZ Enterprises Steel Almirah for Medicines 0 0 0 0 0 3 3 Yes Yes 3 2 3 Yes 54 Responsive

9 M/S Qazzafi Surgical Pvt ltd Steel Almirah for Medicines 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample Not Provided
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10 M/S B.Webber & Co Steel Almirah for Medicines 0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6
Non Responsive

1.Authorization not available

11 M/S Ittehad & Co Steel Almirah for Medicines 0 0 0 0 0 6 6 Yes Yes 3 2 3 Yes 20
Non Responsive

Sample Not Provided

12 M/S Zaman Enterprises Steel Almirah for Medicines 0 0 0 0 0 6 0 Yes Yes 2 2 3 Yes 53 Responsive

1 M/S Frontier Works Promoters Steel File cabinet 0 0 0 0 0 0 0 Yes No 3 2 3 Yes 8

Non Responsive

No valid proof of being manufacturer / importer / 

authorized dealer.

2 M/S Global Traders Steel File cabinet 0 0 0 2 0 6 6 Yes Yes 3 2 3 Yes 62 Responsive

3 M/S Medi Care Pharma Steel File cabinet 0 0 0 0 0 1 0 Yes Yes 3 2 3 Yes 9
Non Responsive

Sample Not Provided

4 M/S Ihtisham Enterprises Steel File cabinet 0 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 44 Responsive

5 M/S Ansha International Steel File cabinet 0 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Not Provided

6 M/S Saif & Sons Steel File cabinet 0 0 0 0 0 1 1 Yes Yes 2 2 3 Yes 9
Non Responsive

Sample Not Provided

7 M/S Alam & Co Steel File cabinet 0 0 0 0 0 3 3 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Not Provided

8 M/S IZ Enterprises Steel File cabinet 0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 55 Responsive

9 M/S Qazzafi Surgical Pvt ltd Steel File Cabinet 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample Not Provided

10 M/S B.Webber & Co Steel File cabinet 0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6
Non Responsive

1.Authorization not available

11 M/S Zaman Enterprises Steel File cabinet 0 0 0 0 0 6 0 Yes Yes 2 2 3 Yes 53 Responsive

1 M/S IBS Pharmaceuticals Stethoscope 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample Not Provided

2 M/S Medi Care Pharma Stethoscope 0 0 0 0 0 1 0 Yes Yes 3 2 3 Yes 49 Responsive

3 M/S Ansha International Stethoscope 0 0 0 0 0 6 2 Yes Yes 3 2 3 Yes 56 Responsive

4 M/S Qazzafi Surgical Pvt ltd Stethoscope 0 0 0 0 0 3 1 Yes Yes 3 2 3 Yes 52 Responsive

5 M/S Continental Enterprises Stethoscope 0 0 0 0 0 0 0 Yes Yes 3 1 3 Yes 47 Responsive

6 M/S B.Webber & Co Stethoscope 0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6
Non Responsive

1.Authorization not available

7 M/S MKJ Associates Stethoscope 0 0 0 2 2 0 0 Yes Yes 3 2 3 Yes 12
Non Responsive 

1.Authorization not available

8 M/S Tahir Scientific Supplies Stethoscope 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

1.valid authorization not available

9 M/S Zaman Enterprises Stethoscope 0 0 0 0 0 4 0 Yes Yes 2 2 3 Yes 51 Responsive

10 M/S Real Engineering Stethoscope 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

1.Authorization not available

11 M/S Alam & Co
Stethoscope

Germany
0 0 0 0 0 5 3 Yes Yes 3 2 3 Yes 56 Responsive

12 M/S IZ Enterprises
Stethoscope

Germany
0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 55 Responsive

40

40

0

0

0

40

0

40

0

40

0

30

0

0

0

0

0

40

0

0

40

0

40

40

40

40

Page 27 of 34



1 M/S IBS Pharmaceuticals Stethoscope Nursery 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 48 Responsive

2 M/S Medi Care Pharma Stethoscope Nursery 0 0 0 0 0 1 0 Yes Yes 3 2 3 Yes 9
Non Responsive

Sample Not Provided

3 M/S Ansha International Stethoscope Nursery 0 0 0 0 0 6 2 Yes Yes 3 2 3 Yes 56 Responsive

4 M/S Qazzafi Surgical Pvt ltd Stethoscope Nursery 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample Not Provided

5 M/S B.Webber & Co Stethoscope Nursery 0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6
Non Responsive

1.Authorization not available

6 M/S MKJ Associates Stethoscope Nursery 0 0 0 2 2 0 0 Yes Yes 3 2 3 Yes 12
Non Responsive 

1.Authorization not available

7 M/S Tahir Scientific Supplies Stethoscope Nursery 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

1.valid authorization not available

8 M/S Real Engineering Stethoscope Nursery 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

1.Authorization not available

9 M/S Alam & Co
Stethoscope Nursery

Germany
0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 55 Responsive

10 M/S IZ Enterprises
Stethoscope Nursery

Germany
0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 55 Responsive

1 M/S IBS Pharmaceuticals Stylets Adult / Paeds 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample Not Provided

2 M/S Ansha International Stylets Adult / Paeds 0 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Not Provided

3 M/S Qazzafi Surgical Pvt ltd Stylets Adult / Paeds 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample Not Provided

4 M/S B.Webber & Co Stylets Adult / Paeds 0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6
Non Responsive

1.Authorization not available

5 M/S Alam & Co
Stylets Adult / Paeds

China
0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 15

Non Responsive

Sample Not Provided

6 M/S IZ Enterprises
Stylets Adult / Paeds

China
0 0 0 0 0 3 3 Yes Yes 3 2 3 Yes 54 Responsive

1 M/S IBS Pharmaceuticals Table Cover large 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 48 Responsive

2 M/S Ihtisham Enterprises Table Cover large 0 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 54 Responsive

3 M/S Ansha International Table Cover large 0 0 0 0 0 6 2 Yes Yes 3 2 3 Yes 56 Responsive

4 M/S Saif & Sons Table Cover large 0 0 0 0 0 1 1 Yes Yes 2 2 3 Yes 9
Non Responsive

Sample Not Provided

5 M/S Alam & Co Table Cover large 0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 15
Non Responsive

Sample Not Provided

6 M/S IZ Enterprises Table Cover large 0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 55 Responsive

7 M/S Continental Enterprises Table Cover Large 0 0 0 0 0 0 0 Yes Yes 3 1 3 Yes 47 Responsive

8 M/S B.Webber & Co Table Cover large 0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6
Non Responsive

1.Authorization not available

9 M/S Medi bridge Table Cover large 0 0 0 2 0 2 6 Yes Yes 3 2 3 Yes 58 Responsive

10 M/S Tahir Scientific Supplies Table Cover large 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

1.valid authorization not available

1 M/S IBS Pharmaceuticals Table Cover small 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 48 Responsive
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2 M/S Ihtisham Enterprises Table Cover small 0 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 54 Responsive

3 M/S Ansha International Table Cover small 0 0 0 0 0 6 2 Yes Yes 3 2 3 Yes 56 Responsive

4 M/S Saif & Sons Table Cover small 0 0 0 0 0 1 1 Yes Yes 2 2 3 Yes 9
Non Responsive

Sample Not Provided

5 M/S Alam & Co Table Cover small 0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 15
Non Responsive

Sample Not Provided

6 M/S IZ Enterprises Table Cover small 0 0 0 0 0 2 3 Yes Yes 3 2 3 Yes 53 Responsive

7 M/S Continental Enterprises Table Cover Small 0 0 0 0 0 0 0 40 Responsive

8 M/S B.Webber & Co Table Cover small 0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6
Non Responsive

1.Authorization not available

9 M/S Medi bridge Table Cover small 0 0 0 2 0 2 6 Yes Yes 3 2 3 Yes 58 Responsive

10 M/S Tahir Scientific Supplies Table Cover small 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

1.valid authorization not available

1 M/S IBS Pharmaceuticals Test Tube holder 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample Not Provided

2 M/S Ansha International Test Tube holder 0 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Not Provided

3 M/S Saif & Sons Test Tube holder 0 0 0 0 0 1 1 Yes Yes 2 2 3 Yes 9
Non Responsive

Sample Not Provided

4 M/S B.Webber & Co Test Tube holder 0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6
Non Responsive

1.Authorization not available

5 M/S Tahir Scientific Supplies Test Tube holder 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

1.valid authorization not available

6 M/S Alam & Co
Test Tube holder

China
0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 15

Non Responsive

Sample Not Provided

7 M/S IZ Enterprises
Test Tube holder

China
0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 15

Non Responsive

Sample Not Provided

1 M/S IBS Pharmaceuticals Test Tube Racks Stainless Steel 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample Not Provided

2 M/S Ansha International Test Tube Racks Stainless Steel 0 0 0 0 0 6 2 Yes Yes 3 2 3 Yes 56 Responsive

3 M/S Saif & Sons Test Tube Racks Stainless Steel 0 0 0 0 0 1 1 Yes Yes 2 2 3 Yes 9
Non Responsive

Sample Not Provided

4 M/S B.Webber & Co Test Tube Racks Stainless Steel 0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6
Non Responsive

1.Authorization not available

5 M/S Tahir Scientific Supplies Test Tube Racks Stainless Steel 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

1.valid authorization not available

6 M/S Alam & Co
Test Tube Racks Stainless Steel

China
0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 55 Responsive

7 M/S IZ Enterprises
Test Tube Racks Stainless Steel

China
0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 55 Responsive

1 M/S Ansha International Test Tubes 0 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Not Provided

2 M/S B.Webber & Co Test Tubes 0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6
Non Responsive

1.Authorization not available

3 M/S Tahir Scientific Supplies Test Tubes 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

1.valid authorization not available

M/S Alam & Co
Test Tubes

China
0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 55 Responsive
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1 M/S Ansha International Test Tubes Racks wooden 0 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Not Provided

2 M/S B.Webber & Co Test Tubes Racks wooden 0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6
Non Responsive

1.Authorization not available

3 M/S Tahir Scientific Supplies Test Tubes Racks wooden 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

1.valid authorization not available

4 M/S Alam & Co Test Tubes Racks wooden 0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 15
Non Responsive

Sample Not Provided

5 M/S IZ Enterprises Test Tubes Racks wooden 0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 15
Non Responsive

Sample Not Provided
M/S IZ Enterprises Test Tubes 0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 15 Responsive

1 M/S IBS Pharmaceuticals Thermal Gun 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 48 Responsive

2 M/S Ansha International Thermal Gun 0 0 0 0 0 6 2 Yes Yes 3 2 3 Yes 56 Responsive

3 M/S Gulf Marketing International Thermal Gun 0 0 0 2 0 0 0 Yes Yes 0 1 1 Yes 4
Non Responsive

Authorisation Certificate not provided.

4 M/S Qazzafi Surgical Pvt ltd Thermal Gun 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 48 Responsive

5 M/S B.Webber & Co Thermal Gun 0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6
Non Responsive

1.Authorization not available

6 M/S MKJ Associates Thermal Gun 0 0 0 2 2 0 0 Yes Yes 3 2 3 Yes 12
Non Responsive 

1.Authorization not available

7 M/S Tahir Scientific Supplies Thermal Gun 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

1.valid authorization not available

8 M/S Alam & Co
Thermal Gun

China
0 0 0 0 0 3 3 Yes Yes 3 2 3 Yes 14

Non Responsive

Sample Not Provided

9 M/S IZ Enterprises
Thermal Gun

China
0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 55 Responsive

1 M/S Ansha International Tonometer 0 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Not Provided

2 M/S B.Webber & Co Tonometer 0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6
Non Responsive

1.Authorization not available

3 M/S Alam & Co Tonometer 0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 15
Non Responsive

Sample Not Provided

4 M/S IZ Enterprises Tonometer 0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 55 Responsive

1 M/S Medi Care Pharma Vaccine carrier and ice pack 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

Sample Not Provided

2 M/S Ansha International Vaccine carrier and ice pack 0 0 0 0 0 6 2 Yes Yes 3 2 3 Yes 56 Responsive

3 M/S Saif & Sons Vaccine carrier and ice pack 0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 55 Responsive

4 M/S B.Webber & Co Vaccine carrier and ice pack 0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6
Non Responsive

1.Authorization not available

5 M/S Medi bridge Vaccine carrier and ice pack 2 0 0 2 0 0 0 Yes Yes 3 2 3 Yes 12
Non Responsive

Sample Not Provided

6 M/S Tahir Scientific Supplies Vaccine carrier and ice pack 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

1.valid authorization not available

7 M/S Alam & Co Vaccine carrier and ice pack 0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 15
Non Responsive

Sample Not Provided

8 M/S IZ Enterprises Vaccine carrier and ice pack 0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 55 Responsive
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1 M/S Ansha International Vision testing drum 0 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Not Provided

2 M/S Saif & Sons Vision testing drum 0 0 0 0 0 1 1 Yes Yes 2 2 3 Yes 9
Non Responsive

Sample Not Provided

3 M/S Qazzafi Surgical Pvt ltd Vision testing drum 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 48 Responsive

4 M/S B.Webber & Co Vision testing drum 0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6
Non Responsive

1.Authorization not available

5 M/S Alam & Co
Vision testing drum

Local
0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 15

Non Responsive

Sample Not Provided

6 M/S IZ Enterprises
Vision testing drum

Local
0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 55 Responsive

1 M/S Total Technologies
Waste bin sets (Comprising 3 bins of White, Yello and Red 

Color each measuring)
2 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 56 Responsive

2 M/S Medi Care Pharma
Waste bin sets (Comprising 3 bins of White, Yello and Red 

Color each measuring)
0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 48 Responsive

3 M/S Ansha International
Waste bin sets (Comprising 3 bins of White, Yello and Red 

Color each measuring)
0 0 0 0 0 6 2 Yes Yes 3 2 3 Yes 56 Responsive

4 M/S Saif & Sons
Waste bin sets (Comprising 3 bins of White, Yello and Red 

Color each measuring)
0 0 0 0 0 1 1 Yes Yes 2 2 3 Yes 9

Non Responsive

Sample Not Provided

5 M/S B.Webber & Co
Waste bin sets (Comprising 3 bins of White, Yello and Red 

Color each measuring)
0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6

Non Responsive

1.Authorization not available

6 M/S Ittehad & Co
Waste bin sets (Comprising 3 bins of White, Yello and Red 

Color each measuring)
0 0 0 0 0 6 6 Yes Yes 3 2 3 Yes 60 Responsive

7 M/S Real Engineering
Waste bin sets (Comprising 3 bins of White, Yello and Red 

Color each measuring)
0 0 0 0 0 6 6 Yes Yes 3 2 3 Yes 60 Responsive

8 M/S Alam & Co
Waste bin sets (Comprising 3 bins of White, Yello and Red 

Color each measuring)
0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 15

Non Responsive

Sample Not Provided

9 M/S IZ Enterprises
Waste bin sets (Comprising 3 bins of White, Yello and Red 

Color each measuring)
0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 45 Responsive

1 M/S Ansha International Wet Film Stand 0 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Not Provided

2 M/S Alam & Co Wet Film Stand 0 0 0 0 0 2 3 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample Not Provided

3 M/S IZ Enterprises Wet Film Stand 0 0 0 0 0 5 3 Yes Yes 3 2 3 Yes 16
Non Responsive

Sample Rejected

4 M/S B.Webber & Co Wet Film Stand 0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6
Non Responsive

1.Authorization not available

1 M/S Frontier Works Promoters Wheel Chair Folding type 0 0 0 0 0 0 0 Yes No 3 2 3 Yes 8

Non Responsive

No valid proof of being manufacturer / importer / 

authorized dealer.

2 M/S Global Traders Wheel Chair Folding type 0 0 0 0 0 6 6 Yes Yes 3 2 3 Yes 60 Responsive

3 M/S Medi Care Pharma Wheel Chair Folding type 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 48 Responsive

4 M/S Ihtisham Enterprises Wheel Chair Folding type 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 48 Responsive

5 M/S Ansha International Wheel Chair Folding type 0 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Not Provided

6 M/S Qazzafi Surgical Pvt ltd Wheel Chair Folding type 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 48 Responsive

7 M/S B.Webber & Co Wheel Chair Folding type 0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6
Non Responsive

1.Authorization not available
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8 M/S Ittehad & Co Wheel Chair Folding type 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

1.Authorization not available

9 M/S Medi bridge Wheel Chair Folding type 2 0 0 2 0 2 6 Yes Yes 3 2 3 Yes 20
Non Responsive

Sample Not Provided

10 M/S MKJ Associates Wheel Chair Folding type 0 2 0 2 0 1 0 Yes Yes 3 2 3 Yes 13
Non Responsive

Sample Not Provided

11 M/S Tahir Scientific Supplies Wheel Chair Folding type 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

1.valid authorization not available

12 M/S Alam & Co Wheel Chair Folding type 0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 15
Non Responsive

Sample Not Provided

13 M/S IZ Enterprises Wheel Chair Folding type 0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 45 Responsive

1 M/S Ansha International Wire Loops 0 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Not Provided

2 M/S B.Webber & Co Wire Loops 0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6
Non Responsive

1.Authorization not available

3 M/S Tahir Scientific Supplies Wire Loops 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

1.valid authorization not available

4 M/S Alam & Co Wire Loops 0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 15
Non Responsive

Sample Not Provided

5 M/S IZ Enterprises Wire Loops 0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 15
Non Responsive

Sample Not Provided

1 M/S Ansha International Wooden Boxes 0 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Not Provided

2 M/S B.Webber & Co Wooden Boxes 0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6
Non Responsive

1.Authorization not available

3 M/S Tahir Scientific Supplies Wooden Boxes 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

1.valid authorization not available

4 M/S Alam & Co Wooden Boxes 0 0 0 0 0 4 3 Yes Yes 3 2 3 Yes 15
Non Responsive

Sample Not Provided

5 M/S IZ Enterprises Wooden Boxes 0 0 0 0 0 3 3 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Not Provided

1 M/S Medi Care Pharma X-Ray Cassette 10 x 12 with Green screen. 0 0 0 0 0 4 0 Yes Yes 3 2 3 Yes 52 Responsive

2 M/S Ansha International X-Ray Cassette 10 x 12 with Green screen. 0 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Not Provided

3 M/S Alam & Co X-Ray Cassette 10 x 12 with Green screen. 0 0 0 0 0 5 3 Yes Yes 3 2 3 Yes 56 Responsive

4 M/S IZ Enterprises X-Ray Cassette 10 x 12 with Green screen. 0 0 0 0 0 5 3 Yes Yes 3 2 3 Yes 56 Responsive

5 M/S Medap International X-Ray Cassette 10 x 12 with Green screen. 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 48 Responsive

6 M/S B.Webber & Co X-Ray Cassette 10 x 12 with Green screen. 0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6
Non Responsive

1.Authorization not available

7 M/S Medi bridge X-Ray Cassette 10 x 12 with Green screen. 2 0 0 2 0 4 6 Yes Yes 3 2 3 Yes 22
Non Responsive

Sample Not Provided

8 M/S MKJ Associates X-Ray Cassette 10 x 12 with Green screen. 0 0 0 2 2 3 0 Yes Yes 3 2 3 Yes 15
Non Responsive

Sample Not Provided

9 M/S Tahir Scientific Supplies X-Ray Cassette 10 x 12 with Green screen. 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

1.valid authorization not available

1 M/S Medi Care Pharma X-Ray Cassette 12 x 15 with Green screen 0 0 0 0 0 4 0 Yes Yes 3 2 3 Yes 52 Responsive
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2 M/S Ansha International X-Ray Cassette 12 x 15 with Green screen 0 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Not Provided

3 M/S Alam & Co X-Ray Cassette 12 x 15 with Green screen 0 0 0 0 0 5 3 Yes Yes 3 2 3 Yes 56 Responsive

4 M/S IZ Enterprises X-Ray Cassette 12 x 15 with Green screen 0 0 0 0 0 5 3 Yes Yes 3 2 3 Yes 56 Responsive

5 M/S Medap International X-Ray Cassette 12 x 15 with Green screen 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 48 Responsive

6 M/S B.Webber & Co X-Ray Cassette 12 x 15 with Green screen 0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6
Non Responsive

1.Authorization not available

7 M/S Medi bridge X-Ray Cassette 12 x 15 with Green screen 2 0 0 2 0 4 6 Yes Yes 3 2 3 Yes 22
Non Responsive

Sample Not Provided

8 M/S MKJ Associates X-Ray Cassette 12 x 15 with Green screen 0 0 0 2 2 3 0 Yes Yes 3 2 3 Yes 15
Non Responsive

Sample Not Provided

9 M/S Tahir Scientific Supplies X-Ray Cassette 12 x 15 with Green screen 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

1.valid authorization not available

1 M/S Medi Care Pharma X-Ray Cassette 14 x 17 with Green screen. 0 0 0 0 0 4 0 Yes Yes 3 2 3 Yes 52 Responsive

2 M/S Ansha International X-Ray Cassette 14 x 17 with Green screen. 0 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Not Provided

3 M/S Alam & Co X-Ray Cassette 14 x 17 with Green screen. 0 0 0 0 0 5 3 Yes Yes 3 2 3 Yes 56 Responsive

4 M/S IZ Enterprises X-Ray Cassette 14 x 17 with Green screen. 0 0 0 0 0 5 3 Yes Yes 3 2 3 Yes 56 Responsive

5 M/S Medap International X-Ray Cassette 14 x 17 with Green screen. 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 48 Responsive

6 M/S B.Webber & Co X-Ray Cassette 14 x 17 with Green screen. 0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6
Non Responsive

1.Authorization not available

7 M/S Medi bridge X-Ray Cassette 14 x 17 with Green screen. 2 0 0 2 0 4 6 Yes Yes 3 2 3 Yes 22
Non Responsive

Sample Not Provided

8 M/S MKJ Associates X-Ray Cassette 14 x 17 with Green screen. 0 0 0 2 2 3 0 Yes Yes 3 2 3 Yes 15
Non Responsive

Sample Not Provided

9 M/S Tahir Scientific Supplies X-Ray Cassette 14 x 17 with Green screen. 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

1.valid authorization not available

1 M/S Medi Care Pharma X-Ray Cassette 8 x 10 with Green screen. 0 0 0 0 0 4 0 Yes Yes 3 2 3 Yes 52 Responsive

2 M/S Ansha International X-Ray Cassette 8 x 10 with Green screen. 0 0 0 0 0 6 0 Yes Yes 3 2 3 Yes 14
Non Responsive

Sample Not Provided

3 M/S Alam & Co X-Ray Cassette 8 x 10 with Green screen. 0 0 0 0 0 5 3 Yes Yes 3 2 3 Yes 56 Responsive

4 M/S IZ Enterprises X-Ray Cassette 8 x 10 with Green screen. 0 0 0 0 0 5 3 Yes Yes 3 2 3 Yes 56 Responsive

5 M/S Medap International X-Ray Cassette 8 x 10 with Green screen. 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 48 Responsive

6 M/S B.Webber & Co X-Ray Cassette 8 x 10 with Green screen. 0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6
Non Responsive

1.Authorization not available

7 M/S Medi bridge X-Ray Cassette 8 x 10 with Green screen. 2 0 0 2 0 4 6 Yes Yes 3 2 3 Yes 22
Non Responsive

Sample Not Provided

8 M/S MKJ Associates X-Ray Cassette 8 x 10 with Green screen. 0 0 0 2 2 3 0 Yes Yes 3 2 3 Yes 15
Non Responsive

Sample Not Provided

9 M/S Tahir Scientific Supplies X-Ray Cassette 8 x 10 with Green screen. 0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 8
Non Responsive

1.valid authorization not available

1 M/S Medi Care Pharma
X-Ray Illuminator Double Table Top/ X-Ray Viewer / X-

Ray Viewing Box
0 0 0 0 0 2 0 Yes Yes 3 2 3 Yes 40 Responsive
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2 M/S Alam & Co
X-Ray Illuminator Double Table Top/ X-Ray Viewer / X-

Ray Viewing Box
0 0 0 0 0 5 3 Yes Yes 3 2 3 Yes 56 Responsive

3 M/S IZ Enterprises
X-Ray Illuminator Double Table Top/ X-Ray Viewer / X-

Ray Viewing Box
0 0 0 0 0 5 3 Yes Yes 3 2 3 Yes 46 Responsive

4 M/S Medap International
X-Ray Illuminator Double Table Top/ X-Ray Viewer / X-

Ray Viewing Box
0 0 0 0 0 0 0 Yes Yes 3 2 3 Yes 48 Responsive

5 M/S B.Webber & Co
X-Ray Illuminator Double Table Top/ X-Ray Viewer / X-

Ray Viewing Box
0 0 0 0 0 0 0 Yes Yes 2 1 3 Yes 6

Non Responsive

1.Authorization not available

6 M/S Medi bridge
X-Ray Illuminator Double Table Top/ X-Ray Viewer / X-

Ray Viewing Box
2 0 0 2 0 0 6 Yes Yes 3 2 3 Yes 18

Non Responsive

Sample Not Provided

7 M/S MKJ Associates 
X-Ray Illuminator Double Table Top/ X-Ray Viewer / X-

Ray Viewing Box
0 0 0 2 2 2 0 Yes Yes 3 2 3 Yes 14

Non Responsive

Sample Not Provided
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1 2 3 4 5 6 7 8 9 10 11 12 13 14 15 16 17 18

Technical Marks

Conformance to the 

specification
Warranty Authorization Office / Workshop facility Technical Marks (70)
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1 M/S MKJ Associates 
AC 1 tone Split unit inverter type

Make: Pel Pakistan
25 0 4 4 10 8 Yes Yes 3 3 3 2 4 Yes 66 Responsive

2 M/S Zaman Enterprises
AC 1 tone Split unit inverter type

Make: Dawlance Pakistan
25 0 0 0 5 4 Yes Yes 3 2 3 2 4 Yes 48 Responsive

3 M/S Ideal Bussiness Products
AC 1 tone Split unit inverter type

Make: Orient Pakistan
25 0 0 0 0 1 Yes Yes 3 3 3 2 4 Yes 41 Responsive

4 M/S Al Hamid Traders
AC 1 tone Split unit inverter type

Make: Haier Pakistan
25 0 4 0 10 1 Yes Yes 3 3 3 2 4 Yes 55 Responsive

1 M/S MKJ Associates 
AC 1.5 tone Split unit inverter type

Make: Pel Pakistan
25 0 4 4 10 8 Yes Yes 3 3 3 2 4 Yes 66 Responsive

2 M/S Zaman Enterprises
AC 1.5 tone Split unit inverter type

Make: Dawlance Pakistan
25 0 0 0 5 4 Yes Yes 3 2 3 2 4 Yes 48 Responsive

3 M/S Ideal Bussiness Products
AC 1.5 tone Split unit inverter type

Make: Orient Pakistan
25 0 0 0 0 0 Yes Yes 3 3 3 2 4 Yes 40 Responsive

4 M/S Al Hamid Traders
AC 1.5 tone Split unit inverter type

Make: Haier Pakistan
25 0 4 0 10 1 Yes Yes 3 3 3 2 4 Yes 55 Responsive

1 M/S Al Hamid Traders
AC 2 tones Split unit inverter type

Make: Haier Pakistan
25 0 4 0 10 1 Yes Yes 3 3 3 2 4 Yes 55 Responsive

2 M/S MKJ Associates 
AC 2 tones Split unit inverter type

Make: Pel Pakistan
25 0 4 4 10 8 Yes Yes 3 3 3 2 4 Yes 66 Responsive

3 M/S Zaman Enterprises
AC 2 tones Split unit inverter type

Make: Dawlance Pakistan
25 0 0 0 5 4 Yes Yes 3 2 3 2 4 Yes 48 Responsive

4 M/S Ideal Bussiness Products
AC 2 tones Split unit inverter type

Make: Orient Pakistan
25 0 0 0 0 0 Yes Yes 3 3 3 2 4 Yes 40 Responsive

1 M/S Star Tech
Computer

Make: Dell
25 0 4 0 10 8 Yes Yes 3 3 3 2 4 Yes 62 Responsive

2 M/S Ideal Bussiness Products Computer 25 0 0 0 2 0 Yes Yes 3 3 3 2 4 Yes 42
Responsive

Subject to clarify the brand.

1 M/S MKJ Associates 
Door Air Curtain

Make: Pel Pakistan
25 0 4 4 0 0 Yes Yes 3 3 3 2 4 Yes 48 Responsive

Human  

Resource

Technical Evaluation Criteria for the Purchase of Category E items for FY 2021-22
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Remarks

After Sale Past Performance Firm Financial StrengthManufacturer Performance

Product Evaluation Parameter Firm Evaluation Parameters
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1 M/S MKJ Associates 
Electric Geysers 10 Gallons

Make: Nasgas Pakistan
25 0 4 4 4 2 Yes Yes 3 3 3 2 4 Yes 54 Responsive

2 M/S Star Tech Electric Geysers 10 Gallons 0 0 0 0 0 0 Yes Yes 3 3 3 2 4 Yes 15
Non Responsive 

1.Authorization not available

3 M/S Al Hamid Traders
Electric Geysers 10 Gallons 

Make: National Pakistan
25 0 0 0 1 0 Yes Yes 3 3 3 2 4 Yes 41 Responsive

1 M/S MKJ Associates 
Electric Geysers 15 Gallons

Make: Nasgas Pakistan
25 0 4 4 4 2 Yes Yes 3 3 3 2 4 Yes 54 Responsive

2 M/S Star Tech Electric Geysers 15 Gallons 0 0 0 0 0 0 Yes Yes 3 3 3 2 4 Yes 15
Non Responsive 

1.Authorization not available

3 M/S Al Hamid Traders
Electric Geysers 15 Gallons 

Make: National Pakistan
25 0 0 0 1 0 Yes Yes 3 3 3 2 4 Yes 41 Responsive

1 M/S Ihtisham Enterprises Electric Water Cooler 40 Litters with Filter 25 0 0 0 0 0 Yes Yes 3 3 3 0 0 Yes 34
Responsive

Subject to clarify the make.

2 M/S MKJ Associates 
Electric Water Cooler 40 Litters with Filter

Make: Nasgas Pakistan
25 0 4 4 4 2 Yes Yes 3 3 3 2 4 Yes 54 Responsive

3 M/S Zaman Enterprises
Electric Water Cooler 40 Litters with Filter

Make: Welcome Pakistan
25 0 0 0 4 2 Yes Yes 3 2 3 2 4 Yes 45 Responsive

4 M/S Star Tech Electric Water Cooler 40 Litters with Filter 0 0 0 0 0 0 Yes Yes 3 3 3 2 4 Yes 15
Non Responsive 

1.Authorization not available

5 M/S Al Hamid Traders
Electric Water Cooler 40 Litters with Filter 

Make: National Pakistan
25 0 0 0 1 0 Yes Yes 3 3 3 2 4 Yes 41 Responsive

1 M/S MKJ Associates 
Electric Water Cooler 60 Litters with Filter

Make: Nasgas Pakistan
25 0 4 4 4 2 Yes Yes 3 3 3 2 4 Yes 54 Responsive

2 M/S Zaman Enterprises
Electric Water Cooler 60 Litters with Filter

Make: Welcome Pakistan
25 0 0 0 4 2 Yes Yes 3 2 3 2 4 Yes 45 Responsive

3 M/S Star Tech Electric Water Cooler 60 Litters with Filter 0 0 0 0 0 0 Yes Yes 3 3 3 2 4 Yes 15
Non Responsive 

1.Authorization not available

4 M/S Al Hamid Traders
Electric Water Cooler 60 Litters with Filter 

Make: National Pakistan
25 0 0 0 1 0 Yes Yes 3 3 3 2 4 Yes 41 Responsive

1 M/S MKJ Associates 
Electric Water Cooler 80 Litters with Filter

Make: Nasgas Pakistan
25 0 4 4 4 2 Yes Yes 3 3 3 2 4 Yes 54 Responsive

2 M/S Zaman Enterprises
Electric Water Cooler 80 Litters with Filter

Make: Welcome Pakistan
25 0 0 0 4 2 Yes Yes 3 2 3 2 4 Yes 45 Responsive

3 M/S Star Tech Electric Water Cooler 80 Litters with Filter 0 0 0 0 0 0 Yes Yes 3 3 3 2 4 Yes 15
Non Responsive 

1.Authorization not available

4 M/S Al Hamid Traders
Electric Water Cooler 80 Litters with Filter 

Make: National Pakistan
25 0 0 0 1 0 Yes Yes 3 3 3 2 4 Yes 41 Responsive

1 M/S MKJ Associates 
Gas Geyser 30 Gallon

Make: Nasgas Pakistan
25 0 4 4 4 2 Yes Yes 3 3 3 2 4 Yes 54 Responsive

2 M/S Star Tech Gas Geyser 30 Gallon 0 0 0 0 0 0 Yes Yes 3 3 3 2 4 Yes 15
Non Responsive 

1.Authorization not available

3 M/S Al Hamid Traders
Gas Geyser 30 Gallon 

Make: National Pakistan
25 0 0 0 1 0 Yes Yes 3 3 3 2 4 Yes 41 Responsive

1 M/S MKJ Associates 
Gas Geyser 50 Gallon

Make: Nasgas Pakistan
25 0 4 4 4 2 Yes Yes 3 3 3 2 4 Yes 54 Responsive

2 M/S Star Tech Gas Geyser 50 Gallon 0 0 0 0 0 0 Yes Yes 3 3 3 2 4 Yes 15
Non Responsive 

1.Authorization not available

3 M/S Al Hamid Traders
Gas Geyser 50 Gallon 

Make: National Pakistan
25 0 0 0 1 0 Yes Yes 3 3 3 2 4 Yes 41 Responsive

1 M/S MKJ Associates 
ILR/Deep Freezer

Make: Pel Pakistan
25 0 4 4 0 0 Yes Yes 3 3 3 2 4 Yes 48 Responsive

2 M/S Zaman Enterprises
ILR/Deep Freezer

Make: Dawlance Pakistan
25 0 0 0 10 3 Yes Yes 3 2 3 2 4 Yes 52 Responsive

3 M/S Al Hamid Traders
ILR/Deep Freezer

Make: Haier Pakistan
25 0 4 0 10 1 Yes Yes 3 3 3 2 4 Yes 55 Responsive

1 M/S Star Tech
Laptop

Make: Lenovo
25 0 4 4 10 8 Yes Yes 3 3 3 2 4 Yes 66 Responsive

1 M/S Star Tech
Multimedia Projector 

MakeL Acer
25 0 4 4 10 8 Yes Yes 3 3 3 2 4 Yes 66 Responsive
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1 M/S Ideal Bussiness Products

Photocopier

Model: AR-B351T

Make: Sharp

25 0 0 4 10 8 Yes Yes 3 3 3 2 4 Yes 62
Responsive

Subject to clarify the country of origin.

1 M/S Ideal Bussiness Products

Printer

Model: HP Laser 107a

Make: HP

25 0 0 0 0 0 Yes Yes 3 3 3 2 4 Yes 40 Responsive

2 M/S Star Tech
Printer 

Make: HP
25 0 4 4 10 8 Yes Yes 3 3 3 2 4 Yes 66 Responsive

1 M/S MKJ Associates 
Refrigerator 12 CFT

Make: Pel Pakistan
25 0 4 4 4 4 Yes Yes 3 3 3 2 4 Yes 56 Responsive

2 M/S Zaman Enterprises
Refrigerator 12 CFT

Make: Dawlance Pakistan
25 0 0 0 10 5 Yes Yes 3 2 3 2 4 Yes 54 Responsive

3 M/S Ideal Bussiness Products
Refrigerator 12 CFT

Make: Orient Pakistan
25 0 0 0 0 5 Yes Yes 3 3 3 2 4 Yes 45 Responsive

4 M/S Star Tech Refrigerator 12 CFT 0 0 0 0 0 0 Yes Yes 3 3 3 2 4 Yes 15
Non Responsive 

1.Authorization not available

5 M/S Al Hamid Traders
Refrigerator 12 CFT 

Make: Haier Pakistan
25 0 4 0 10 1 Yes Yes 3 3 3 2 4 Yes 55 Responsive

1 M/S Al Hamid Traders
Refrigerator 14CFT

Make: Haier Pakistan
25 0 4 0 10 1 Yes Yes 3 3 3 2 4 Yes 55 Responsive

2 M/S MKJ Associates 
Refrigerator 14CFT

Make: Pel Pakistan
25 0 4 4 4 4 Yes Yes 3 3 3 2 4 Yes 56 Responsive

3 M/S Zaman Enterprises
Refrigerator 14CFT

Make: Dawlance Pakistan
25 0 0 0 10 5 Yes Yes 3 2 3 2 4 Yes 54 Responsive

4 M/S Ideal Bussiness Products
Refrigerator 14CFT

Make: Orient Pakistan
25 0 0 0 0 5 Yes Yes 3 3 3 2 4 Yes 45 Responsive

5 M/S Star Tech Refrigerator 14CFT 0 0 0 0 0 0 Yes Yes 3 3 3 2 4 Yes 15
Non Responsive 

1.Authorization not available

1 M/S MKJ Associates 
Refrigerator 18 CFT

Make: Pel Pakistan
25 0 4 4 4 4 Yes Yes 3 3 3 2 4 Yes 56 Responsive

2 M/S Zaman Enterprises
Refrigerator 18 CFT

Make: Dawlance Pakistan
25 0 0 0 10 5 Yes Yes 3 2 3 2 4 Yes 54 Responsive

3 M/S Ideal Bussiness Products
Refrigerator 18 CFT

Make: Orient Pakistan
25 0 0 0 8 5 Yes Yes 3 3 3 2 4 Yes 53 Responsive

4 M/S Star Tech Refrigerator 18 CFT 0 0 0 0 0 0 Yes Yes 3 3 3 2 4 Yes 15
Non Responsive 

1.Authorization not available

5 M/S Al Hamid Traders
Refrigerator 18 CFT 

Make: Haier Pakistan
25 0 4 0 10 1 Yes Yes 3 3 3 2 4 Yes 55 Responsive

1 M/S Star Tech
Scanner 

Make: Plustek
25 0 0 0 10 8 Yes Yes 3 3 3 2 4 Yes 58 Responsive
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1 M/S Ideal Bussiness Products

Generator 40 KVA 

Generator (40 KVA) With Imported Canopy

Make: Fujain Epos Electric Machinery Co., Ltd 

Country of origin: China

25 3 Yes 6 3 6 6 0 2 Yes 2 4 3 2 2 2 2 68 Responsive

2 M/S Shahs Brothers and Co

Generator 40 KVA

Model: RID 40E

Make: R.I.D GmbH Germany

Country of Origin: Germany

25 3 Yes 3 3 5 5 2 2 Yes 2 4 3 2 2 2 2 65

Responsive

Subject to clarify

Fuel tank capacity which is not mentioned.

1 M/S Ideal Bussiness Products

Generator 50 KVA 

Generator (50 KVA) With Imported Canopy

Make: Fujain Epos Electric Machinery Co., Ltd

Country of origin: China

25 3 Yes 6 3 6 6 0 2 Yes 2 4 3 2 2 2 2 68 Responsive

2 M/S Shahs Brothers and Co

Generator 50 KVA

Model: RID 50C

Make: R.I.D GmbH Germany

Country of Origin: Germany

25 3 Yes 3 3 5 5 2 2 Yes 2 4 3 2 2 2 2 65

Responsive

Subject to clarify

Fuel tank capacity which is not mentioned.

Workshop 

facility / 

Mobile van / 

Training

Firm Financial Strength

Technical Evaluation Criteria for the Purchase of Category F Items for FY 2021-22

S#
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u
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t

Product Evaluation Parameter Firm Evaluation Parameters

Remarks

Conformance to the 

specification 

Product / Firm 

Certification
After Sale Past Performance

Manufacturer 

Performance

Personnel/Hum

an Resource
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1 M/S Shahs Brothers and Co

Generator 100 KVA

Model: RID 100C

Make: R.I.D GmbH Germany

Country of Origin: Germany

25 3 Yes 3 3 0 0 2 2 Yes 2 4 3 2 2 2 2 55

Responsive

Subject to clarify

Fuel tank capacity which is not mentioned.

2 M/S Ideal Bussiness Products

Generator 100KVA

Make: Fujain Epos Electric Machinery Co., Ltd

Country of origin: China

25 3 Yes 6 3 6 6 0 2 Yes 2 4 3 2 2 2 2 68 Responsive

1 M/S Shahs Brothers and Co

Generator 200 KVA

Model: RID 200C

Make: R.I.D GmbH Germany

Country of Origin: Germany

25 3 Yes 3 3 0 0 2 2 Yes 2 4 3 2 2 2 2 55

Responsive

Subject to clarify

Fuel tank capacity which is not mentioned.

2 M/S Ideal Bussiness Products

Generator 200KVA

Make: Fujain Epos Electric Machinery Co., Ltd

Manufactured in China

25 3 Yes 6 3 6 6 0 2 Yes 2 4 3 2 2 2 2 68 Responsive
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Technical 

Marks

Conformance to the 

specification 
Warranty

Firm 
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Technical 

Marks (66)
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1 M/S Bestech Enterprises

R.O water purification plant for dialysis Machine

Model: Not mentioned

Country of Origin: Pakistan

0 0 0 0 0 Yes 2 0 Yes 2 0 0 3 4 Yes 11

Responsive

1. Subject to provide the technical broucher. 

Clarify the model and Make.

2 M/S Hospital Supply Corporation 

R.O water purification plant for dialysis Machine

Model: AMS-3000

Make:Hospital supply corporation

Country of Origin : Pakistan

25 2 0 4 0 Yes 2 4 Yes 2 2 2 3 4 Yes 50 Responsive

1 M/S Ideal Bussiness products

60KVA three phase Automatic voltage regulator 

Model: TNS 60 AVR

Make:yueqing wosn electron technology co.,ltd.

Country of origin:China

25 2 2 8 6 Yes 2 4 Yes 2 2 2 3 4 Yes 62 Responsive

1 M/S Ideal Bussiness products

30 KVA single phase Automatic voltage regulator 

Model: DBW-30 

Make:yueqing wosn electron technology co.,ltd

Country of origin:China

25 2 2 8 6 Yes 2 4 Yes 2 2 2 3 4 Yes 62 Responsive

1 M/S Ideal Bussiness products

5 KVA UPS 

MODEL : GH11- 6K(L)

SHENZHEN SMARTKEY POWER CO., LTD

China

25 2 2 2 6 Yes 2 4 Yes 2 2 2 3 4 Yes 56 Responsive

Technical Evaluation Criteria for the Purchase of Category G items for FY 2021-2022
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Manufacturer 

Performance

Personnel/Human 
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Workshop facility Testing/ Calibration 

tools of Equipment
Firm Financial StrengthAfter Sale Product Local Performance
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2 M/S Real Engineering

5 KVA UPS 

Model: Not Mentioned

Make: Fronus China

0 2 0 0 0 Yes 2 4 Yes 2 2 2 3 4 Yes 21
Non Responsive

Not according to the required specifications.

1 M/S Ideal Bussiness products

5KVA Solar Off Grid Hybrid Inverter

Model: SMSH-5KW

Make:Jinhua Sunmaster Solar Technolo

Country of origin: China

25 2 2 0 6 Yes 2 4 Yes 2 2 2 3 4 Yes 54 Responsive

2 M/S Real Engineering

5KVA Solar Off Grid Hybrid Inverter

Model: Infineon Plus

Make: Fronus China

25 2 0 10 6 Yes 2 4 Yes 2 2 2 3 4 Yes 62 Responsive
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